KEITH LEY 



Model 236/237/238 Source Measure Units 

Operator’s Manual 



A GREATER MEASURE OF CONFIDENCE 




WARRANTY 



Keithley Instruments, Inc. warrants this product to be free from defects in material and workmanship for a period of 1 year 
from date of shipment. 



Keithley Instruments, Inc. warrants the following items for 90 days from the date of shipment: probes, cables, rechargeable 
batteries, diskettes, and documentation. 



During the warranty period, we will, at our option, either repair or replace any product that proves to be defective. 



To exercise this warranty, write or call your local Keithley representative, or contact Keithley headquarters in Cleveland, Ohio. 
You will be given prompt assistance and return instructions. Send the product, transportation prepaid, to the indicated service 
facility. Repairs will be made and the product returned, transportation prepaid. Repaired or replaced products are warranted for 
the balance of the original warranty period, or at least 90 days. 



LIMITATION OF WARRANTY 

This warranty does not apply to defects resulting from product modification without Keithley ’s express written consent, or 
misuse of any product or part. This warranty also does not apply to fuses, software, non-rechargeable batteries, damage from 
battery leakage, or problems arising from normal wear or failure to follow instructions. 



THIS WARRANTY IS IN LIEU OF ALL OTHER WARRANTIES, EXPRESSED OR IMPLIED, INCLUDING ANY 
IMPLIED WARRANTY OF MERCHANTABILITY OR FITNESS FOR A PARTICULAR USE. THE REMEDIES PRO- 
VIDED HEREIN ARE BUYER’S SOLE AND EXCLUSIVE REMEDIES. 



NEITHER KEITHLEY INSTRUMENTS, INC. NOR ANY OF ITS EMPLOYEES SHALL BE LIABLE FOR ANY DIRECT, 
INDIRECT, SPECIAL, INCIDENTAL OR CONSEQUENTIAL DAMAGES ARISING OUT OF THE USE OF ITS 
INSTRUMENTS AND SOFTWARE EVEN IF KEITHLEY INSTRUMENTS, INC., HAS BEEN ADVISED IN ADVANCE 
OF THE POSSIBILITY OF SUCH DAMAGES. SUCH EXCLUDED DAMAGES SHALL INCLUDE, BUT ARE NOT LIM- 
ITED TO: COSTS OF REMOVAL AND INSTALLATION, LOSSES SUSTAINED AS THE RESULT OF INJURY TO ANY 
PERSON, OR DAMAGE TO PROPERTY. 
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Manual Print History 



The print history shown below lists the printing dates of all Revisions and Addenda created for this manual. The 
Revision Level letter increases alphabetically as the manual undergoes subsequent updates. Addenda, which are released 
between Revisions, contain important change information that the user should incorporate immediately into the manual. 
Addenda are numbered sequentially. When a new Revision is created, all Addenda associated with the previous Revision 
of the manual are incorporated into the new Revision of the manual. Each new Revision includes a revised copy of this 
print history page. 
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Safety Precautions 



The following safety precautions should be observed before using 
this product and any associated instrumentation. Although some in- 
struments and accessories would normally be used with non-haz- 
ardous voltages, there are situations where hazardous conditions 
may be present. 

This product is intended for use by qualified personnel who recog- 
nize shock hazards and are familiar with the safety precautions re- 
quired to avoid possible injury. Read the operating information 
carefully before using the product. 

The types of product users are: 

Responsible body is the individual or group responsible for the use 
and maintenance of equipment, for ensuring that the equipment is 
operated within its specifications and operating limits, and for en- 
suring that operators are adequately trained. 

Operators use the product for its intended function. They must be 
trained in electrical safety procedures and proper use of the instru- 
ment. They must be protected from electric shock and contact with 
hazardous live circuits. 

Maintenance personnel perform routine procedures on the product 
to keep it operating, for example, setting the line voltage or replac- 
ing consumable materials. Maintenance procedures are described in 
the manual. The procedures explicitly state if the operator may per- 
form them. Otherwise, they should be performed only by service 
personnel. 

Service personnel are trained to work on live circuits, and perform 
safe installations and repairs of products. Only properly trained ser- 
vice personnel may perform installation and service procedures. 

Keithley products are designed for use with electrical signals that 
are rated Installation Category I and Installation Category II, as de- 
scribed in the International Electrotechnical Commission (lEC) 
Standard lEC 60664. Most measurement, control, and data I/O sig- 
nals are Installation Category I and must not be directly connected 
to mains voltage or to voltage sources with high transient over- 
voltages. Installation Category II connections require protection for 
high transient over-voltages often associated with local AC mains 
connections. The user should assume all measurement, control, and 
data I/O connections are for connection to Category I sources un- 
less otherwise marked or described in the Manual. 



Exercise extreme caution when a shock hazard is present. Lethal 
voltage may be present on cable connector jacks or test fixtures. The 
American National Standards Institute (ANSI) states that a shock 
hazard exists when voltage levels greater than 30V RMS, 42.4V 
peak, or 60VDC are present. A good safety practice is to expect 
that hazardous voltage is present in any unknown circuit before 
measuring. 

Users of this product must be protected from electric shock at all 
times. The responsible body must ensure that users are prevented 
access and/or insulated from every connection point. In some cases, 
connections must be exposed to potential human contact. Product 
users in these circumstances must be trained to protect themselves 
from the risk of electric shock. If the circuit is capable of operating 
at or above 1000 volts, no conductive part of the circuit may be 
exposed. 

Do not connect switching cards directly to unlimited power circuits. 
They are intended to be used with impedance limited sources. 
NEVER connect switching cards directly to AC mains. When con- 
necting sources to switching cards, install protective devices to lim- 
it fault current and voltage to the card. 

Before operating an instrument, make sure the line cord is connect- 
ed to a properly grounded power receptacle. Inspect the connecting 
cables, test leads, and jumpers for possible wear, cracks, or breaks 
before each use. 

When installing equipment where access to the main power cord is 
restricted, such as rack mounting, a separate main input power dis- 
connect device must be provided, in close proximity to the equip- 
ment and within easy reach of the operator. 

For maximum safety, do not touch the product, test cables, or any 
other instruments while power is applied to the circuit under test. 
ALWAYS remove power from the entire test system and discharge 
any capacitors before: connecting or disconnecting cables or jump- 
ers, installing or removing switching cards, or making internal 
changes, such as installing or removing jumpers. 

Do not touch any object that could provide a current path to the com- 
mon side of the circuit under test or power line (earth) ground. Always 
make measurements with dry hands while standing on a dry, insulated 
surface capable of withstanding the voltage being measured. 




The instrument and accessories must be used in accordance with its 
specifications and operating instructions or the safety of the equip- 
ment may be impaired. 

Do not exceed the maximum signal levels of the instruments and ac- 
cessories, as defined in the specifications and operating informa- 
tion, and as shown on the instrument or test fixture panels, or 
switching card. 

When fuses are used in a product, replace with same type and rating 
for continued protection against fire hazard. 

Chassis connections must only be used as shield connections for 
measuring circuits, NOT as safety earth ground connections. 

If you are using a test fixture, keep the lid closed while power is ap- 
plied to the device under test. Safe operation requires the use of a 
lid interlock. 

If a screw is present, connect it to safety earth ground using the 
wire recommended in the user documentation. 

The symbol on an instrument indicates that the user should re- 
fer to the operating instructions located in the manual. 

The A symbol on an instrument shows that it can source or mea- 
sure 1000 volts or more, including the combined effect of normal 
and common mode voltages. Use standard safety precautions to 
avoid personal contact with these voltages. 



The WARNING heading in a manual explains dangers that might 
result in personal injury or death. Always read the associated infor- 
mation very carefully before performing the indicated procedure. 

The CAUTION heading in a manual explains hazards that could 
damage the instrument. Such damage may invalidate the warranty. 

Instrumentation and accessories shall not be connected to humans. 
Before performing any maintenance, disconnect the line cord and 
all test cables. 

To maintain protection from electric shock and fire, replacement 
components in mains circuits, including the power transformer, test 
leads, and input jacks, must be purchased from Keithley Instru- 
ments. Standard fuses, with applicable national safety approvals, 
may be used if the rating and type are the same. Other components 
that are not safety related may be purchased from other suppliers as 
long as they are equivalent to the original component. (Note that se- 
lected parts should be purchased only through Keithley Instruments 
to maintain accuracy and functionality of the product.) If you are 
unsure about the applicability of a replacement component, call a 
Keithley Instruments office for information. 

To clean an instrument, use a damp cloth or mild, water based 
cleaner. Clean the exterior of the instrument only. Do not apply 
cleaner directly to the instrument or allow liquids to enter or spill 
on the instrument. Products that consist of a circuit board with no 
case or chassis (e.g., data acquisition board for installation into a 
computer) should never require cleaning if handled according to in- 
structions. If the board becomes contaminated and operation is af- 
fected, the board should be returned to the factory for proper 
cleaning/servicing. 
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BESCHEINIGUNG DES HERSTELLERS/IMPORTEURS 



Hiermit wird bescheinigt, (dap) /das MODEL 236/237/238 SOUCE MEASURE UNIT in Ubereinstimmung 
mit den Bestimmungen der Vfg 1046/1984 funk-entstort ist. Der Deutschen Bundespost wurde das Inverkehrbringen 
dieses Cerates angezeigt und die Berechtigung zur Uberprufung der Serie auf Einhaltung der Bestimmungen ein- 
geraumt. 

Die Einhaltimg der betreffenden Bestimmungen setzt vordus, dap, (dass) geschirmte Mepieitimgen verwendet werden. 
Fur die Besch^fung richtiger Mepieitungen ist der Betreiber verantwortlich. 



DIESES GERAET WURDE SOWOHL EINZELN ALS AUCH IN FINER ANLAGE, DIE EINEN NORMALEN 
ANWENDUNGSFALL NACHBILDET, AUF DIE EINHALTUNG DER FUNK-ENTSTOERBESTIMMUNGEN 
GEPRUEFT. EST IS JEDOCH MOEGLICH, DASS DIE FUNK-ENTSTOERBESTIMMUNGEN UNTER 
UNGUENSTIGEN UMSTAENDEN BEI ANDEREN GERAETEKOMBINATIONEN NIGHT EINGEHALTEN 
WERDEN. FUER DIE EINHALTUNG DER FUNK-ENTSTOERBESTIMMUNGEN SEINER GESAMTEN ANLAGE, 
IN DER DIESES GERAET BETRIEBEN WIRD, IST DER BETREIBER VERANTWORTLICH. 



Keithley Instruments, Incorporated 



CERTIFICATE BY MANUFACTURER/IMPORTER 

This is to certify that the MODEL 236/237/238 SOURCE MEASURE UNIT is shielded against radio interfer- 
ence in accordance with the provisions of Vfg 1046/1984. The German Postal Services have been advised that this device 
is being put on the market and that they have been given the right to inspect the series for compliance with the regula- 
tions. 



Compliance with appUcable regulations depends on the use of shielded cables. It is the user who is responsible for pro- 
cruing the appropriate cables. 



THIS EQUIPMENT HAS BEEN TESTED CONCERNING COMPLIANCE WITH THE RELEVANT RFI PROTEC- 
TION REQUIREMENTS BOTH INDIVIDUALLY AND ON SYSTEM LEVEL (TO SIMULATE NORMAL OPERA- 
TION CONDITIONS). HOWEVER, IT IS POSSIBLE THAT THESE RH REQUIREMENTS ARE NOT MET UNDER 
CERTAIN UNFAVORABLE CONDHIONS IN OTHER INSTALLATIONS. IT IS THE USER WHO IS RESPONSI- 
BLE FOR COMPLIANCE OF HIS PARTICULAR INSTALLATION. 



Keithley Instruments, Incorporated 




SAFETY WARNINGS 



The following safety warnings should be observed before using Model '236/22>7 173Q Source Measure Units. 



The Model 236 /237 /238 Source Measure Unit is intended for use by qualified persoimel who recognize shock hazards 
and are familiar with the safety precautions required to avoid possible injury. Read over the operator's manual carefully 
before using the instrument. 



Exercise extreme caution when a shock hazard is present. Lethal voltages may be present on the test fixture or the Source 
Meastire Unit connector jacks. The American National Standards Institute (ANSI) states that a shock hazard exists when 
voltage levels greater than 30V RMS or 42.4V peak are present. A good safety practice is to expect that hazardous volt- 
age is present in any unknown circuit before measuring. 



Inspect the connecting cables, test leads, and jmnpers for possible wear, cracks, or breaks before each use. 



For maximum safety, do not touch the Source Measure Unit, test fixture, test cables or any other instruments while 
power is applied to the circuit imder test. Turn off all power and discharge any capacitors before cormecting or discon- 
necting cables or jumpers. Also, keep the test fixture Ud closed while power is applied to the device imder test. Safe op- 
eration requires the use of the lid interlock. 



Do not touch any object which could provide a current path to the common side of the circuit under test or power line 
(earth) ground. Always make measurements with dry hands while standing on a dry, insulated surface capable of with- 
standing the voltage being measured. 



Do not exceed the maximum signal levels of the test fixture, as shown on the rear panel and as defined in the specifica- 
tions and operation section of the instruction manual. 



Coimect the 'S' 



screw of the test fixture to safety earth ground using #18 AWG or larger wire (supphed accessory). 



Instrumentation and accessories should not be connected to humans. 



The* symbol on a Model 237 indicates that 10(K)V or more may be present on the terminals. Refer to the Model 
236/237/238 Operator's Manuals for detailed operation information. 



WARNING 

With remote sensing enabled, an open sense lead will result in lethal voltages appearing at OUTPUT HI and 
GUARD. This voltage can cause injury or death, and damage external circuitry. Always make sure that the sense 
leads are properly connected before enabling remote sense. NEVER change cormections with power applied. Be sure 
to always discharge and/or disconnect external power sources. 



For multiple unit interlocked test systems, either keep all Model 236/237/238s powered on, or turn them all off. 




Models 236 and 237 Source Measure Units Specifications 



SOURCE-MEASURE UNIT: Sources voltage while measuring cur- 
rent, or sources current while measuring voltage. 

FUNCTION: Can be used as E)C soiuce or meter, sweep source, or full 
source-measure unit. 

SOURCE-DELAY-MEASURE CYCLE: 



VOLTAGE 

SOURCE V MEASURE V 



RANGE ACCURACY ACCURACY 

(Max. STEP (1 Year, RESOLUTION (1 Year, 

Value) SIZE 18°-28°C) 4-Digit 5-Digit 18°-28°C) 



Source 
Value * 



Default 

Delay 



Source-Delay-Measurc Cycle — 
I Measure 



Delay 



Integration Time 



Default Dela 5 r: Ffated delay for instrument settling. 

User Delay: Additional delay for device under test or system ca- 
pacitance. 

MEASURE: 

Integration Time: 

Fast 416 psec. 4 digit resolution 

Medium 4 msec. 5 digit resolution 

Line Cycle 16.67 msec. (60 Hz) 5 digit resolution 
20.00 msec. (50 Hz) 

Elapsed Time: Measures and stores time from sweep trigger to 
measurement complete for each step of sweep. 



RANGING: 

Source: Auto-ranging through keypad entry; fixed range selection 
using rotary dial and SELECT keys (DC function). FuUy pro- 
grammable in SWEEP function. 

Measure: Auto or fixed range. Fixed range selection made by choice 
of COMPLIANCE value. 

FILTER: Takes n measurements, calculates and outputs average (n = 
2, 4, 8, 16, or 32, selectable). 

SUPPRESS: Subtracts displayed measurement from subsequent read- 
ings. 

MENU: DC Measurement Delay, Default Delay On/Off, Local/ 
Remote Sense, 50/60Hz, IEEE Address, Self Tests. 

DATA ENTRY: Numeric keypad or detented rotary dial. 

TRIGGER: 

Input and Output: Set for any phase of SOURCE-DELAY- 
MEASURE sequence or trigger output at end of sweep. 

Origin: Internal, External (including front panel MANUAL 
TRIGGER button), IEEE-488 bus (TALK, GET, "X"). 

MEMORY: Stores one full sweep (up to 1000 points) of source, delay, 
and measure values, elapsed times, and sweep parameters. Lith- 
ium battery backup. 

INTERL(XTC: Use with test fixture or external switch. Normally 
closed; open puts iiwtrument in standby. 



tl.lOOOY 100 nV 

±11.000V 1 mV 

±110.00V 10 mV 
±1100.0V» 100 mV 



±(0.(B3%+650 gV 
+ [Io/y x450^V) 
±(0.033%+ 2.4mV) 
±(0.033%+ 24mV) 
±(0.04 %+240mV) 



100 hV 10 nV 

1 mV 100 gV 
10 mV ImV 
100 mV 10 mV 



±(0.028% + 300nV 
+ lVyx450nV) 
±(0.025%+ ImV) 
±(0.025%+ lOmV) 
±{0.035%+100mV) 



Iq = Output cmrent 

Ip 5 = Full scale on selected current range 

' Specifications apply for 5-digit resolution. For 4-digit resolution add lOOppm 
of range. 

2 Assumes remote sense for I > lOOpA. 

’ llOOV range available on Model 237 only. 



COMPLIANCE: Bipolar current limit set with single value. 
Maximum: ±100mA (except ±1 0mA on llOOV range in Model 237). 
Minimum: ±0.1% of range, except 0.5% of I.IV range. 

Accuracy, Step Size: Same as current source. 

NOISE (p-p): Range O.l-lOHz 

IIOV-IIOOV < 3ppm of range 

11 V < 3ppm of range 

1.1 V <10ppm of range 

WIDEBAIMD NOISE: 0.1 to 20MHz, 8mV p-p typical. 
OVERSHOOT: <0.01% (llOV step, 10mA range). 

SETTLING TIME: <500(isec. to 0.01% (llOV step, 10mA range). 
NMRR: >60dB at 50 or 60Hz (LINE CYCLE integration time selected). 
CMRR: >120dB at E)C, 50 or 60Hz (UNE CYCXE integration time 
selected). 

INPUT IMPEDANCE (as a voltmeter): >10”D paralleled by <20pF. 



CURRENT 

SOURCE I 


MEASURE I 


RANGE 




ACCURACY 




ACCURACY> 


(Max. 


STEP 


(1 Year, 


RESOLUTION 


(1 Year, 


Value) 


SIZE 


18°-28'’C) 


4-Digit 5-Digit 


18°-28°C) 



±1.0000 nA 100 fA ±(03 %+450 fA) 
±10.000 nA IpA ±(0.3 %+ 2pA) 
±100.00 nA 10 pA ±(0.21 %+ 20 pA) 
±1.0000 pA 100 pA ±(0.05%+200pA) 
±10.000 pA InA ±(0.05%+ 2nA) 
±100.00 pA 10 nA ±(0.05%+ 20 nA) 
±1.0000 mA 100 nA ±(0.05%+200 nA) 
±10.000 mA IpA ±(0.05%+ 2pA) 
±100.00 mA 10 pA ±(0.1 %+ 20 pA) 



100 fA 10 fA ±(03 %+100 fA)2 
1 pA 100 £A ±(03 %+ 1 pA) 
10 pA IpA ±(0.21 %+ 6pA) 
100 pA 10 pA ±(0.04 %+ 60 pA) 
InA 100 pA ±(0.035%+700pA) 
10 nA InA ±(0.035%+ 6nA) 
100 nA 10 nA ±(0.035%+ 60 nA) 
IpA lOOnA ±(0.038%+600nA) 
10 pA IpA ±(0.1 %+ 6pA) 



' Specifications apply for 5-digit resolution. For 4-digit resolution, all offset terms 
are 200ppm of range. 

^ Offeet specification applies for 23°C ± 1°C with suppression. Temperature 
coefficient 50f A/"C. 



COMPLIANCE: Bipolar voltage limit set with single value. 
Maximum: ±1100V (except ±110V on 100mA range in Model 237). 
Minimum: ±0.1% of selected current range. 

Accuracy, Step Size: Same as voltage source. 

NOISE (p-p of range): O.l-lOHz: <3ppm (<20ppm on InA and lOirA 
ranges). 

OVERSHOOT: <0.01% typical (10mA step, Rj^ = lOkO). 

SETTLING TIME: <500psec. to 0.01% (10mA step, R^ = lOkfl). 
OUTPUT R, C: >10'*O paralleled by <20pF (on InA range). 

Specifications subject to change without notice. VOLTAGE BURDEN (as an ammeter): <lmV. 




IEEE-488 BUS IMPLEMENTATION 

MULTILINE COMMANDS: DCL, LLO, SDC, GET, GTL, UNT, 
UNL, SPE, SPD. 

UNILINE COMMANDS: IFC, REN, EOI, SRQ, ATN. 

INTERFACE FUNCTIONS: SHI, AHl, T6, TEO, L4, LEO, SRI, RLl, 
PPO, DCl, DTI, CO, El. 

All front panel functions and setups are available over the IEEE-488 
bus, in addition to Status, Service Request, Output Format, EOI, 
Trigger, and Terminator. 

IEEE-488 address is set from front panel menu. 



EXECUTION SPEED 

MINIMUM SOURCE-DELAY-MEASURE CYCLE TIME: 1msec. 
RESPONSE TO IEEE-488 COMMAND (as a source): 25msec. 
MEASUREMENT RATE: 1msec. per point into internal buffer. 
CONTINUOUS MEASUREMENT SPEED (source DC value over 
IEEE-488 bus): 110 readings per second. 

TRIGGER LATENCY TIME: <2msec. 



GENERAL 

LOAD CAPACITANCE: Stable into 20,000pF typical. 

REMOTE SENSE: Corrects for up to 2V drop in each output lead. 
Maximum IkO per setrse lead for rated accuracy. Residual output 
resistance (as a voltage source) is 0.5Q. 

GUARD: Output Resistance: S12kO. 

Maximum Output Current +2mA. 

Offset Relative to Output HI: ±2mV max. 

ISOLATION (Output LO to chassis): Typically >10’“f2 in parallel 
with 500pF. 

MAXIMUM COMMON MODE VOLTAGE: 200V. 
CONNECTORS: Outputs: 3-lug triax. 

Trigger Input/Output: BNC. 

Interlock: 3-pin miniature DIN. 

TEMPERATURE COEFFICIENT (0°-18°C & 28°-50°C): 

±(0.1 X applicable accuracy specification) /°C. 
ENVIRONMENT: 

Operating: 0°-50°C, 70% relative humidity up to 35°C. Linearly 
derate 3% RH/°C, 35“-50°C. 

Storage: -25° to 65°C. 

WARM-UP: One hour to rated accuracy. 

COOLING: Internal fan forced air cooling. 

POWER: 105-125 or 210-250V AC (external switch selectable), 90- 
llOV and 180-220V version available. lOOVA max. 
DIMENSIONS, WEIGHT: 89mm high x 435mm wide x 448mm deep 
(3.5 in. X 17.125 in. x 17.625 in.). Net weight 9kg (19.75 lbs.). 
ACCESSORIES SUPPLIED: 

Model 7078-TRX-10:Triax to Triax Cable, 3m (10 ft.) (2 supplied) 
Model 236-ILC-3: Interlock Cable 

ACCESSORIES AVAILABLE: 

Model 8000-10: Equipment Rack for 3 SMUs (10 in.) 

Model 8000-14: Equipment Rack for 4 SMUs (14 in.) 




Model 238 Source Measure Unit Specifications 



SOURCE-MEAStFRE UNIT: Sources voltage while measuring current, or 
sources current while measuring voltage. 

FUNCTION: Can be used as DC source or meter, sweep source, or full 
source-measure unit. 

SOURCE-DELAY-MEASURE CYCLE: 



Source 
Value • 



• Source-Delay-Measure Cycle 

Default I Qglgy I Measure 

Delay ' ^ Integration Time 



Default Delajr: Fixed delay for iiwtrument settling. 

User Delay: Additional delay for device imder test or system capaci- 
tance. 

MEASURE: 

Integration Time: 

Fast 416 psec. 4-digit resolution 

Medium 4 msec. 5-digit resolution 

Line Cycle 16.67 msec. (60 Hz) 5-digit resolution 

20.00 msec. (50 Hz) 

Elapsed Time: Measures and stores time from sweep trigger to mea- 
surement complete for each step of sweep. 

RANGING: 

Source: Auto-ranging through keypad entry; fixed range selection using 
rotary dial and SELECT keys (DC function). Fully programmable in 
SWEEP function. 

Measure: Auto or fixed range. Fixed range selection made by choice of 
COMPLIANCE value. 

FILTER: Takes n measurements, calculates and outputs average (n = 2, 4, 
8, 16, or 32, selectable). 

SUPPRESS: Subtracts displayed measurement from subsequent readings. 

MENU: DC Measurement Delay, Default Delay On/Off, Local/Remote 
Sense, 50/60Hz, IEEE Address, Self Tests. 

DATA ENTRY: Numeric keypad or detented rotary dial. 

TRIGGER: 

Input and Output: Set for any phase of SOURCE-DELAY-MEASURE 
sequence or trigger output at end of sweep. 

Origin: Internal, External (including front panel MANUAL TRIGGER 
button), IEEE-488 bus (TALK, GET, "X"). 

MEMORY: Stores one full sweep (up to 10(X) points) of source, delay, and 
measure values, elapsed times, and sweep parameters. Lithium battery 
backup. 

INTERLOCK: Use with test fixture or external switch. Normally closed; 
open puts instrument in standby. 



VOLTAGE 

SOURCE V 

RANGE ACCURACY 

(Max. STEP (lYear, 

Value) SIZE 18°-28°C) 

±13000V 100 pV ±(0.033% + 800(iV 

+ [Io/y X600|1V)2 
±15.000V ImV ±(0.033%+ 2.7mV) 

±110.00V lOmV ±(0.033%+ 24mV) 



MEASURE V 

ACCURACrY* 

RESOLUTION (1 Year, 

4-Digit 5-Diglt 18°-28°C) 

100 (iV 10 nV ±(0.028% + 450^V 
+ [yyx6oonV)2 

ImV 100 HV ±(0.025%+ 13mV) 
lOmV ImV ±(0.025%+ lOmV) 



= Output current 

= Full scale on selected current range 

' Specifications apply for 5-digit resolution. For 4-digit resolution add lOOppm of 
range. Assumes remote sense for I > lOOpA. 

’ On the lA range use [lo/y ^ 250pV. 

COMPLIANCE: Bipolar current limit set with single value. 

Maximum: ±1A (±100n±A on the llOV range). 

Minimum: ±1% of selected voltage range. 

Accuracy, Step Size: Same as current source. 

NOISE (p-p typical): 

Range O.l-lOHz 

110 V < 3ppm of range 

15 V < 3ppm of range 

1.5 V <10ppm of range 

WIDEBAND NOISE: 0.1 to 20MHz, 8mV p-p typical. 

OVERSHOOT: <0.01% (llOV step, 10mA range). 

SETTLING TIME: <500psec. to 0.01% (llOV step, 10mA range). 

NMRR: >60dB at 50 or 60Hz (LINE CYCLE integration time selected). 
CMRR: >120dB at DC, 50 or 60Hz (LINE CYCLE integration time selected). 
INPUT IMPEDANCE (as a voltmeter): >10”Q paraUeled by <20pF. 



CURRENT 












SOURCE I 




MEASURE! 


RANGE 




ACCURACY 






ACCURACY-^ 


(Max. 


STEP 


(1 Year, 


RESOLUTION 


(1 Year, 


Value) 


SIZE 


18°-28°C) 


4-Digit 


5-Digit 


18°-28°C) 


±l.(»0OnA 


100 fA 


±(03 %+ 450 f A) 


100 fA 


10 fA 


±(03 %+ 100 (Ay 


±10.000 nA 


1 pA 


±(03 %+ 2pA) 


IpA 


100 fA 


±(03 %+ IpA) 


±100.00 nA 


10 pA 


±(0.21 %+ 20 pA) 


10 pA 


IpA 


±(0.21 %+ 6pA) 


±1.0000 ^A 


100 pA 


±(0.05%+200pA) 


100 pA 


10 pA 


±(0.04 %+ 60 pA) 


±10.000 pA 


1 nA 


±(0.05%+ 2 nA) 


InA 


100 pA 


±(0.035%+ 700 pA) 


±100.00 pA 


10 nA 


±(0.05%+ 20 nA) 


10 nA 


InA 


±(0.035%+ 6nA) 


±1.0000mA 


100 nA 


±(0.05%+ 200 nA) 


100 nA 


10 nA 


±(0.035%+ 60 nA) 


±10.000mA 


1 pA 


±(0.05%+ 2 pA) 


IpA 


100 nA 


±(0.038%+600nA) 


±100.00mA 


10 pA 


±(0.1 %+ 20 pA) 


10 pA 


IpA 


±(0.1 %+ 6 pA) 


±1.0000 A 


100 pA 


±(0.12%+ 700 pA) 


100 pA 


10 pA 


±(0.12 %+300pA) 



' Specifications apply for 5-digit resolution. For 4-digit resolution, all offset terms 
are 200ppm of range. 

^Offset specification applies for 23°C ± 1°C with suppression. Temperature 
coefficient 50fA/°C. 



COMPLIANCE: Bipolar voltage limit set with single value. 

Maximum: ±110V (+15V on the lA range). 

Minimum: ±1 % of selected current range. 

Accuracy, Step Size: Same as voltage source. 

NOISE (p-p of range): O.l-lOHz: <3ppm (<20ppm on InA, lOnA and 1 A 
ranges). 

OVERSHOOT: <0.01% typical (10mA step, R^ = lOkO). 

SETTLING TIME: <500|tsec. to 0.01% (10mA step, R^ = lOkQ). 

OUTPUT R, C: >10’'‘O paralleled by <20pF (on InA range). 



Specifications subject to change without notice. 




IEEE-488 BUS IMPLEMENTATION 

MULTILINE COMMANDS: DCL, LLO, SDC, GET, GTL, UNT, UNL, SPE, 
SPD. 

UNILINE COMMANDS: IFC, REN, EOI, SRQ, ATN. 

INTERFACE FUNCTIONS: SHI, AHl, T6, TEO, L4, LEO, SRI, RLl, PPO, 
DCl, DTI, CO, El. 

All front panel functions and setups are available over the IEEE-488 bus, in 
addition to Status, Service Request, Output Format, EOI, Trigger, and 
Terminator. 

IEEE-488 address is set from front panel menu. 



EXECUTION SPEED 

MINIMUM SOURCE-DELAY-MEASURE CYCLE TIME: 1msec. 
RESPONSE TO IEEE-488 COMMAND (as a source); 25msec. 
MEASUREMENT RATE: 1msec. per point into internal buffer. 
CONTINUOUS MEASUREMENT SPEED (source DC value over IEEE- 
488 bus): 110 readings per second. 

TRIGGER LATENCY TIME: <2msec. 



GENERAL 

LOAD CAPACITANCE: Stable into 20,000pF typical. 

REMOTE SENSE: Corrects for up to 2V drop in each output lead. Maxi- 
mum IkD per sense lead for rated accuracy. Residual output resistance 
(as a voltage source) is 0.50. 

GUARD: Output Resistance: ^12kO. 

Maximum Output Current: ±2mA. 

Open Circuit Offset Relative to Output HI: ±2mV max. 



ISOLATION (Output LO to chassis): T 5 q>ically >10“O in parallel with 
650pF. 

MAXIMUM COMMON MODE VOLTAGE: 200V peak. 
CONNECTORS: Outputs: 3-lug triax. 

Trigger Input/Output: BNC. 

Interlock: 3-pin miniature DIN. 

TEMPERATURE COEFnCIENT (0°-18°C & 28°-50°C): 

±(0.1 X applicable accuracy specification)/°C. 

ENVIRONMENT: 

Operating: 0°-50“C, 70% relative humidity up to 35®C. Linearly derate 
3% RH/°C, 35°-50°C. 

Storage: -25° to 65°C. 

WARM-UP: One hour to rated accuracy. 

COOLING: Internal fan forced air cooling. 

POWER: 105-125 or 210-250V AC (external switch selectable), 90- llOV 
and 180-220V version available. 120VA max. 

DIMENSIONS, WEIGHT: 89mm high x 435mm wide x 448mm deep (3Vi 
in. X 17V6 in. X 17% in.). Net weight 9kg (19.75 lbs.). 

ACCESSORIES SUPPLIED: 

Model 7078-TRX-10: Triax to Triax Cable, 3m (10 ft.) (2 supplied) 
Model 236-ILC-3: Interlock Cable 

ACCESSORIES AVAILABLE: 

Model 8000-10; Equipment Rack for 3 SMUs (10 in.) 

Model 8000-14: Equipment Rack for 4 SMUs (14 in.) 



A 
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SECTION 1 
Getting Started 



1.1 INTRODUCTION 

This section contains introductory information on oper- 
ating your Source Measure Unit and is intended to help 
you get it up and miming as quickly as possible. The in- 
formation is divided (tabbed) into three parts: 

Source-Measure Concepts 

The information in this part will provide a basic under- 
standing of the Source Measure Unit. 

1.2 Operation Overview: An overview will cover basic 
operation, which includes its source and meastue capa- 
bilities, the source-delay-measure (SDM) cycle, operat- 
ing functions (dc and sweep), and expands on its sweep 
capabilities. 

1.3 Basic Circuit Configurations: Simplified circuits, 
along with brief explanations, are provided to show the 
Source Measure Unit configured as a voltage source and 
as a current source. 

1.4 Guard and Remote Sensing: Provides basic infor- 
mation on its driven guard and remote sensing capabili- 
ties. 



1.5 Operating Boundaries: Covers the operating 
boimdaries (limits) of the Source Measure Unit and ex- 
plains the effect of the load on its operating point. 

Front and Rear Panel Familiarization 

1.6 Front Panel Familiarization: Briefly describes the 
display and each front panel control. 

1.7 Rear Panel Familiarization: Outlines each aspect of 
the rear panel including coimectors and switches. 



Basic Source-Measure Techniques 

1.8 Power-Up: Summarizes line voltage and frequency 
settings, and power connection requirements. 

1.9 Connections: Explains how to connect the Source 
Measure Unit to the Model 8006 test fixture and how to 
make test connections to DUT. 

1.10 Source-Measure Examples: Provides test examples 
to demonstrate dc operation and sweep operation. HP 
BASIC 4.0 programs are also provided to demonstrate 
the tests over the IEEE-488 bus. 
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Source-Measure 

Concepts 



1.2 OPERATION OVERVIEW 

The fundamental models for the Source Measure Units 
are shown in Figure 1-1. When programmed to somce 
voltage, the Imetcr is connected in series with the Vsource 
and output. When programmed to sovnce current, the 
Vmeter is cormected across (in parallel to) the Isource and 
output. 



Source Capabilities 

Vsource — The Models 236 and 238 can somce from 
±l(X)|iV to ±1 lOV. The Model 237 has an additional source 
range of ±1100V. The programmable current compliance 
is up to 100mA for the Model 236, 100mA for the 237 (ex- 
cept 10mA on the llOOV source range), and lA for the 
Model 238 (except 100mA on the llOV source range). 
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IsouRCE — The Models 236 and 237 can source from 
±100£A to ±100mA. The Model 238 has an additional 
source range of ±1A. The programmable voltage compli- 
ance is up to llOV for the Model 236, llOOV for the 237 
(except llOV on the 100mA source range), and llOV for 
the Model 238 (except 15V on the lA source range). 



Compliance limits are used to protect external circuitry 
or DUT (devices tmder test). Setting an appropriate cur- 
rent compHance (I-limit) can prevent excessive power 
dissipation in a device. Setting an appropriate voltage 
compliance (V-limit) can protect a device susceptible to 
damage by overvoltage. The Source Measure Unit will 
never exceed the user programmed comphance limit. 



Source Only — To use the Source Measure Unit only as a 
source, simply ignore measure readback (displayed 
measurements for dc operation, and measure values in 
the sweep buffer for sweep operation). For IEEE-488 bus 
operation, measure readback can be disabled (G com- 
mand). 



Measure Capabilities 

Imeter — The Model 236 can measxire from ±10fA to 
±100mA, the Model 237 from ±10fA to ±100mA (except 
10mA on the llOOV source range), and the Model 238 
from ±10fA to ±1A (except 100mA on the llOV source 
range). 



Vmeter — The Model 236 can measure from ±10(iV to 
±110V,theModel237from±10pVto±1100V(exceptll0V 
on the 100mA source range), and the Model 238 from 
±10pV to ±110V (except 15V on the lA source range). 



The selected compliance range is also the maximum 
measurement range. For example, if comphance is pro- 
grammed to 50niA (100mA range), measurements (up to 
50mA) wiU be made on the 100mA range. However, if 
AUTORANGE is enabled, the Source Measure Unit wiU 
always go to the lowest (most sensitive) possible range to 
make the measurement. 



Measure Only — The Source Measime Unit can be used 
as a stand-done voltmeter or current meter (see 
Figure 1-2). To measure voltage, select Source I Measure 
V and set the current source to zero on the InA range 
(0.0000 nA). To measure current, select Source V Measxire 



I and set the voltage source to zero on the IV range 
(0.0000 V). 



Source-Delay-Measure 

Source Measure Unit operation (dc and sweep) consists 
of a series of source-delay-measure (SDM) cycles (see 
Figure 1-3). During each SDM cycle, the foUowing oc- 
curs: 

1. Set the source output level. 

2. Perform the delay. 

3. Make the measiu-ement. 



The delay is used to aUow the source to settle before the 
measurement is made. The total time period of the delay 
includes an internal (default) delay and the user pro- 
grammed delay. 

With the default delay enabled, a short delay is used to 
aUow for internal settling on the low cmrent ranges. The 
default delay is approximately equivalent to five RC time 
constants of the selected current range for either Source I 
or Source V. 



A programmable delay (from 0msec to 65sec) is available 
to compensate for longer settling caused by external cir- 
cuitry. The more capacitance seen at the output, the more 
settling time that is required for the source. The actual de- 
lay period needed can be calculated or determined by 
trial and error. For resistive loads and higher currents, 
the programmable delay can be set to 0msec. 

Operating Fimctions (DC and Sweep) 

In dc operation (dc function selected), a constant dc volt- 
age or current is applied to the output. This operation 
consists of a continuous series of SDM cycles. During 
each SDM cycle, the measured reading will be internally 
updated, making them available for display. The pro- 
grammed source value is displayed on the left side of the 
display and the subsequent measurement is shown on 
the right side. All readings are not displayed. The display 
is slower than the internal measure update rate, however 
it is possible to get all readings over the bus. 

In sweep operation (sweep function selected), the Source 
Measure Unit sweeps though a user-defined hst of 
points specifying source values and delay times for a 
waveform (fixed level, staircase or pulse). An SDM cycle 
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Figure 1-2. Measure Only 



Output LO 



A. Measure Voltage only 
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Current 
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NOTE : Positive current flowing out of 
Output HI results in positive 
(+) measurements. 



B. Measure Current only 
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Source-Delay-Measure Cycle 



Default 

Delay 
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Next Source Value 



Default Delay : Fixed delay for instrument settling. 

Delay : Additional delay for device under test or system capacitance. 



Figure 1-3. Source-Delay-Measure (SDM) Cycle 
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ocoirs dming each programmed step or point of the available for all sweep types allowing time-dependent ef- 

sweep. Each measurement in the sweep is stored in the fects to be measured, 

sweep buffer. 



Sweep Types 

There are six basic sweep waveforms to select from and 
are shown in Figure 1-4. Source levels, delay times and 
measurement points of a sweep waveform are pro- 
grammed by the user. Except for the fixed level sweep, 
each step (or level) of a sweep waveform consists of a sin- 
gle SDM cycle. Thus, one measurement will be per- 
formed at each step (level) and stored in the sweep 
buffer. 



Typical apphcations for staircase sweeps include; I-V 
curves for 2- and 3-terminal semiconductor devices, 
characterization of leakage vs. voltage, and semiconduc- 
tor breakdown. Pulse sweeps are used in similar applica- 
tions where thermal response is measured or where sus- 
tained power levels can damage the external device im- 
der test. The fixed level sweep allows the unit to function 
as a data logger with a time stamp. The time stamp is 



In addition to the built-in sweeps, the user can append 
different sweep types together (sweep append) or mod- 
ify an existing sweep point-by-point (sweep modify) to 
develop a custom waveform. 



Sweep Buffer 

After a sweep is run, the data for up to 1000 measvurement 
points is stored in the sweep buffer. This data can be ac- 
cessed from the front panel, or, over the IEEE-488 bus, 
sent to a computer for evaluation (i.e. plotting). 



Figure 1-5 shows an example of a sweep. The table shows 
the type of data that is stored in the sweep buffer for 
every measurement point. The delay column in the table 
lists the delay period programmed by the user for each 
step of this sweep. Notice that a different delay was pro- 
grammed for the fifth step of this modified sweep. 
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Figure 1-5. Example Sweep 
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"Elapsed time" time stamps each measurement of the 
sweep. Each elapsed time is measured from the begin- 
ning of the sweep to the end of the measurement for each 
point. Notice that in addition to the programmed delay, 
there is time contributed by other factors, such as the inte- 
gration time of the measurement. The time stamps are 
useful when performing V or I versus t tests. 



When RECALL is enabled, the data in the sweep buffer is 
displayed by the Source Measure Unit using the rotary 
knob and the SELECT buttons. The display serves as a 
"window" to view each data parameter. As shown in the 
illustration, the rotary knob moves the display "win- 
dow" vertically, while the SELECT buttons move the dis- 
play "window" horizontally. 



1 .3 BASIC CIRCUIT CONFIGURATIONS 

The simple models shown in Figure 1-1 have been ex- 
panded to include the driven guard and sense circuits, 
and are shown in Figure 1-6 and Figure 1-7. 



Source I Measure V 

To Soiuce I Meastue V (see Figure 1-6), a voltmeter 
(Vmeier) is connected in parallel with the current source 
(Isource). In this configuration, the Source Measure Unit 
will function as a high-impedance cvurent source with 
voltage measure (and limit) capability. 



Sense selection (local or remote) determines where the 
voltage measurement is made. In local sense, voltage is 
measiued at the output of the Soiirce Measure Unit. In re- 
mote sense, voltage is measmed at the DUT eliminating 
any voltage drops that may be in the test leads or connec- 
tions between the Source Measure Unit and the DUT. 

The driven guard needed to accurately source low cur- 
rent is provided by a buffer circuit. The XI buffer ensures 
that GUARD and OUTPUT HI always remain at the same 
potential. Proper use of GUARD virtually eliminates 
leakage paths in the cable, test fixture and connectors. 

Source V Measure I 

To Source V Measure I (see Figure 1-7), an ammeter 
(Imeter) is connected between the voltage source (Vsource) 
and OUTPUT HI. In this configuration, the Source Meas- 
ure Unit will function as a low-impedance voltage source 
with current measure (and limit) capability. 

Sense circuitry is used to constantly monitor the output 
voltage and make adjustments to Vsource as needed. 
Vmeter measures the voltage at the output (local sense) or 
at the DUT (remote sense) and compares it to the pro- 
grammed voltage level. If the sensed (measured) level 
and the programmed value are not the same, Vsource is 
adjusted accordingly. Here again, remote sense elimi- 
nates the effect of voltage drops in the test leads ensming 
that the exact programmed voltage appears at the DUT. 

The driven guard needed to acairately measiue low cur- 
rent is provided by the XI buffer circuit. GUARD and 
OUTPUT HI will always be at the same potential. 
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1 .4 GUARD AND REMOTE SENSING 

Guard 

The purpose of guarding is to eliminate the effects of 
leakage current (and capacitance) that exists between 
output high and output low. In the absence of a driven 
guard, leakage could be enough to adversely affect the 
performance of the Source Measure Unit. 



Effective guarding is achieved by surroimding output 
high with a driven guard. Since the voltage potentials of 
output high and the driven guard are the same, virtually 
no leakage current can flow from output high to output 
low. 



The Source Measure Unit provides a driven guard for 
OUTPUT HI and SENSE HI. The driven guard is always 
enabled and thus, always available at the rear panel of the 
Source Measure Unit. When the Source Measure Unit is 
properly coimected to a test fixture (such as the 8006), 
guard is extended to that test fixture. Thus, leakage in the 
coimecting triax cables is virtually eliminated. Inside the 
test fixture, coaxial cables can be used to extend guard all 
the way to the DUT. 



Guard should always be used when sourcing or measur- 
ing low current (<lpA) or for high speed measurements 
(SDM cycle <10msec). 



WARNING 

GUARD is at the same potential as OUTPUT 
HI. Thus if lethal voltages are present at 
OUTPUT HI, they are also present at 
GUARD. 



Remote Sense 

The Source Measure Unit has local or remote sensing ca- 
pability. When using remote sensing, sense lines are ex- 
tended to the DUT. 



When sourcing V, remote sensing allows the voltage to 
be sensed (measured) at the load for better regulation. If 
the remotely sensed voltage at the DUT is lower than the 
programme voltage level (due to test lead IR drop), the 
acti^ output voltage will be increased imtil the sensed 
voltage equals the programmed voltage. This ensures 
that the exact programmed voltage appears at the DUT. 



When sourcing I, remote sensing performs the voltage 
measurement right at the DUT. The measured reading is 
the actual voltage across the DUT and does not include 
the IR drop of the test leads. 

Remote sensing should be used when sourcing or meas- 
uring 1mA or more. 

WARNING 

With remote sensing enabled, an open sense 
lead will result in lethal voltages appearing 
at OUTPUT HI and GUARD. This voltage 
can cause injury or death, and damage exter- 
nal circuitry. Always make sure that the 
sense leads are properly connected before 
enabling remote sense. NEVER change con- 
nections with power applied. Be sure to al- 
ways discharge and/or disconnect external 
power sources. 



1.5 OPERATING BOUNDARIES 

Depending on how it is programmed and what is con- 
nected to the output (passive or active load), the Source 
Measure Unit can operate in any of the four quadrants. 
The source-measme capabilities of the Models 236, 237, 
and 238 are summarized in Figure 1-8. From these 
graphs, it can be determined that if the Models 236, 237, 
and 238 are sourcing llOV, they can measure (and limit) 
up to 100mA. Conversely, if they are soiucing 100mA 
they can measme (and Emit) up to llOV. 



Figure 1 -8B shows the extended capabilities of the Model 
237. When sourcing over llOV (up to 11(X)V), it can meas- 
ure (and Umit) 10mA. Conversely, when sourcing 10mA 
or less, it can measure (and limit) llOOV. Figure 1-8C 
shows the extended capabilities of the Model 238. When 
sourcing over 100mA (up to lA), it can measure (and 
limit) 15V. Conversely, when sourcing 15V or less, it can 
measure (and limit lA). 



When operating in the first or third quandrant, the 
Source Measure Unit is operating as a source. That is, the 
Source Measure Unit is delivering power to a load. When 
operating in the second or fourA quadrant, the Source 
Measure Unit is operating as a sink. As a sink, it is dissi- 
pating power rather than sourcing it. An external source 
or an energy storage device, such as a capacitor or a bat- 
tery, can force operation in the sink region. For example, 
if a 12V battery is coimected to a Source Measure Unit 
(Output HI to battery high) that is programmed for +10V, 
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A. Model 236 B. Model 237 

Figure 1-8. Source-Measure Capabilities 



C. Model 238 



+110V 



sink operation will occur in the second quadrant (source 
+V and measure -I). 



Source I Measure V 

The operating boimdaries in a single quadrant for Source 
I Measiure V are shown in Figure 1-9. The voltage limit 
load line represents the programmed compliance limit 
set by the user. The current source load line represents 
the source current programmed by the user. These load 
lines are boimdary lines that represent the operating lim- 
its of the Source Measure Unit for this quadrant of opera- 
tion. The operating boimdaries for the other three quad- 
rants are similar. 




Where on the boundary the Source Measure Unit oper- 
ates depends on the load (DUT) that is connected to its 
output. Figure 1-10 shows operation examples for resis- 
tive loads that are 500£2 and lk£2 respectively. In these ex- 
amples, the Source Measure Umt is programmed to 
source 16mA and limit (measure) 12V. 

In Figure 1-lOA, the Source Measure Unit is soiu-dng 
16mA to the 500£2 load and subsequently measures 8V. 
As long as the DUT load line intersects the current source 
load line, the Source Measure Unit will be able to source 
its programmed current (16mA). 

Figure 1-1 OB shows what happens if the resistance of the 
load is increased to IkD. The DUT load line intersects the 
voltage limit load line placing the Source Measure Unit in 
compliance. In compliance, the Source Measure Unit will 
not be able to source its programmed current (16mA). In- 
stead, it will source only 12mA. 

Notice that as resistance increases, the slope of the DUT 
load line increases. As resistance approaches infinity 
(open output), the Source Measure Unit will source virtu- 
ally 0mA at 12V. Conversely, as resistance decreases, the 
slope of the DUT load line decreases. At zero resistance 
(shorted output), the Source Measure Unit will source 
16mA at virtually OV. 

Regardless of the load, voltage will never exceed the pro- 
grammed compliance of 12V. Also, maximum power to a 
DUT in this case will never exceed 192mW (12V X 16mA). 
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Source V Measure I 

The operating bovmdaries in a single quandrant for 
Source V Measure I is shown in Figure 1-11. The current 
limit load line represents the programmed compliance 
limit programmed by the user. The voltage sovuce load 
line represents the source voltage programmed by the 
user. Tliese load lines are boimdary lines that represent 
the operating limits of the Source Measme Unit for this 
quadrant of operation. The operating boundaries for the 
other three quadrants are similar. 



Where on the boimdary the Source Measure Unit oper- 
ates depends on the load (DUT) that is coimected to its 
output. Figure 1-12 shows operation examples for resis- 
tive loads that ^e 500ft and 200ft respectively. In these p. ^ ^ resistance of the 

examples the Source Measure Umt is programmed to decreased to 200ft. TTie DUT load line intersects 

source lOV and limit (measure) 25mA. current limit load line placing the Source Measure 

Unit in compliance. In compliance, the Source Measure 
Unit will not be able to source its programmed voltage 
(lOV). Instead, it will source only 5V. 

In Figure 1-12A, the Source Measure Unit is sourcing lOV 
to the 500ft load and subsequently measuring 20mA. As 

long as the DUT load line intersects the voltage source Notice that as resistance decreases, the slope of the DUT 

load line, the Source Measure Unit will be able to source load line increases. At zero resistance (shorted output), 

its programmed voltage (lOV). the Source Measure Unit will source virtually OV at 
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Im = Vs /R 
= 10V/500A 
= 20mA 

A. Normal V-Source 
Operation 



Current Limit 




5V 10V 



Vsource (Vs) 



Vs = im* R 

= (25mA)(200a) 
= 5V 



B. V-Source in Compiiance 



Figure 1-12. V-Source Operation Examples 



25mA. Conversely, as resistance increases, the slope of 
the DUT load line decreases. At infinite resistance (open 
output), the Source Measure Unit will source lOV at vir- 
tually 0mA. 



Regardless of the load, current will never exceed the pro- 
grammed comphance of 25mA. Also, maximum power 
to a DUT in this case will never exceed 250mW (lOV X 
25mA). 
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Front and Rear Panel 

Familiarization 



1 .6 FRONT PANEL FAMILIARIZATION 

The front panel of the Model 237 Source Measure Unit is 
shown in Figure 1-13, along with a brief description of 
each item. Tlie display and front panel controls of the 
Model 236 and 238 are not shown since they are similar to 
the Model 237. 



In the source-measiue display state, the left side of the 
display provides the programmed source value while the 
right side provides the subsequent measured reading. 



When not displaying values, the 18-character display is 
used for messages associated with various aspects of op- 
eration. 



AH front panel controls, except for the POWER switch 
and the rotary knob, are momentary contact switches. 
Many control buttons have a light to indicate the selected 
feature. The controls are color-coded into functional 
groups for ease of operation. 
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© POWER — This switch controls ac power to the 
Source Measure Unit. Power is ON when the switch set is 
to the "in" (1) position, and OFF when the switch is set to 
the "out" (0) position. 



LOCAL — IEEE-488 Interface Control. Pressing 
this button when the imit is in remote (REMOTE on) re- 
turns the iinit to the local mode (REMOTE off) and re- 
stores operation of other front panel controls xmless LLO 
(local lockout) is in effect. 



SOURCE GROUP 



OPERATE — This toggle-action button places the 
instrument in the operate or standby state. In operate 
(OPERATE light on), the selected source parameter (if 
triggered) will be available at the output. In standby, OV 
is applied to the output and the message "STDBY" is dis- 
played. 



©^ WARNING — Operate indicator for Model 
237. Up to llOOV may be present on output connections 
when Ut. 



W SOURCE MEASURE — This toggle-action button 
selects the voltage source or the current source. When set 
to source V, the Source Measure Unit will measiure I. Con- 
versely, when set to source I, V will be measured. Note 
that pressing this button will take the instrument out of 
operate and place it in standby. Also, it will place the unit 
in an tmtriggered state. 



FUNCTION — This toggle-action button selects dc 
or sweep operation. 



(rotary knob) or edit (keypad) method. The instrument 
returns to normal operation when a ke)^ad value is en- 
tered or the COMPLIANCE button is again pressed. 



Note: Selecting a compliance range also sets the maxi- 
mum Source Measure Unit measurement range. 



MEASURE GROUP 

© J TIME — When this button is pressed, the pre- 
sent integration period is displayed. An alternate integra- 
tion period (fast, medium or line cycle) can be selected by 
displaying it with the SELECT buttons and then pressing 
ENTER. If the period is not to be changed, again press) 
TIME to return to normal operation. 



FAST = 416psec; 4-digit resolution 

MEDIUM = 4msec; 5-digit resolution 

LINE CYCLE = 16.667msec or 20msec; 5-digit resolution 



© SUPPRESS — When this button is pressed, the 
next conversion will be internally stored as a baseline. All 
subsequent readings will be the difference between the 
suppressed value and the actual signal level. 



FILTER — When this button is pressed, the status 
of the measurement filter is displayed. To change the 
amoimt of filtering, display the desired filter (disable, 2, 
4, 8, 16 or 32 readings averaged) using the SELECT but- 
tons and then press ENTER. Indicator is on when the FIL- 
TER is enabled. 



02/ AUTORANGE — This button enables AUTO- 
RANGE. With AUTORANGE enabled, the Source Meas- 
ure Unit will go to the lowest (most sensitive) possible 
range to make the measiurement. 



vZ/ COMPLIANCE — This button is used to check/ 
change the compliance level. With the Source Measmre 
Unit set to source V, the cmrent compliance level is dis- 
played, and conversely, when set to soiurce I, the voltage 
compliance level is displayed. With the compliance dis- 
played, its value can be changed using either the adjust 



SWEEP GROUP 

CREATE — Sweep CREATE selects a sweep and 
defines its parameters. In general, when this button is 
pressed, one of the available sweeps will be displayed. If 
an alternate sweep is desired, use the SELECT buttons to 
display it and then press ENTER. The rotary knob is then 
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used to display the parameters while the ke)rpad is used 
to change them. 



ond time returns the Source Measure Unit to normal op- 
eration. 



MODIFY — Sweep MODIFY makes modifications 
to a sweep that already exists. With sweep modify, the 
source value and/or delay time can be modified at any 
individual data point of the sweep. 



When MODIFY is pressed the source (SRC) value at the 
first data point is displayed. The source value at this 
point can be modified by keying in a value and pressing 
ENTER. The source range will then be displayed and can 
be changed using the SELECT buttons and pressing EN- 
TER. Pressing the SELECT ► button will display the de- 
lay (DLY) time. This delay can also be modified. The ro- 
tary knob scrolls the display to other data points for simi- 
lar modifications. Exit modify by again pressing MOD- 
IFY. 



(S) APPEND — Sweep APPEND adds a sweep to a 
sweep that already exists. Pressing APPEND will display 
the sweep in memory. The rotary knob will display the 
existing parameters of the sweep. Entering the parame- 
ters as they are will add an identical sweep to the one in 
memory. However, the parameters can be changed (via 
keypad) to add a sweep that is different from the original. 



Before a sweep is nm, RECALL can be used to view 
source values created for the sweep. 



TRIGGER GROUP 

SETUP — After pressing SETUP, the current status 
of the triggers can be displayed with the rotary knob. 
With a trigger displayed, its parameters can be dianged 
with SELECT and ENTER. Press SETUP and then ENTER 
to enter new trigger parameters. 



(2^ MANUAL — When the MANUAL trigger light is 
blinking, a trigger stimulus is required. This trigger 
stimulus can be provided by pressing the MANUAL trig- 
ger button, sending an appropriate trigger command 
over the TFF.F. bus, or by receiving an external input trig- 
ger. 



DATA ENTRY GROUP 



vis/ Rotary Knob — Controls the display of various op- 
erating parameters, adjusts source and compliance val- 
ues, and when in RECALL, controls the display of sweep 
data. 



A different sweep type can be appended to the one in 
memory. With the current sweep type displayed, a differ- 
ent sweep type can be selected with the SELECT buttons. 
However, non-pulse sweeps cannot be appended to 
pulse sweeps, and vice versa. The parameters for this ad- 
ditional sweep are then defined using the rotary knob 
and keypad. 



SELECT — These buttons select alternate operat- 
ing parameters and, when in RECALL, controls the dis- 
play of sweep data. 

(§) Keypad — All keypad buttons, except MENU, en- 
ter (or cancel) numeric data. 



Vi^ RECALL — After a sweep is run, pressing RE- 
CALL will display the first entry of the last data point of 
the sweep. The stored data are organized in a matrix ar- 
ray. In general, the display "window" is moved across 
the matrix using the SELECT buttons, and up and down 
the matrix using the rotary knob. Pressing RECALL a sec- 



MENU — Used to check/change parameters of the 
following operating conditions: dc delay (0 to 65sec), de- 
fault delay (on/off), sense (local/remote), line firequency 
setting (50Hz/60Hz) and IEEE address (0 to 30). Also 
used to run self-tests. 
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Figure 1-14. Model 236 Rear Panel 



1 .7 REAR PANEL FAMILIARIZATION 

The rear panel of the Model 236 Source Measure Unit is 
shown in Figrue 1-14. 

© OUTPUrm (GUARD) — OUTPUT HI(GUARD) 
is a three-lug triax connector. OUTPUT HI is located on 
the center conductor and GUARD is located on the inner 
shell. 

® SENSE HI (GUARD) — SENSE HI (GUARD) is a 
three-lug triax connector. SENSE HI is located on the cen- 
ter conductor and GUARD is located on the inner shelL 

© SENSE LO (OUTPUT LO) — SENSE LO (OUT- 
PUT LO) is a three-lug triax coimector. SENSE LO is lo- 
cated on the center conductor and OUTPUT LO is located 
on the inner shell. 

OUTPUT LO — Five-way binding post for OUT- 
PUT LO. 



CHASSIS GROUND — This binding post is con- 
nected to chassis groxuid. For optimum shielding OUT- 
PUT LO must be coimected to this connector (ground 
link installed). Only remove the grovmd link for floating 
operation. 



WARNING 

Never use the chassis ground binding post as 
a safety earth ground. This is strictly a 
"source-measure" terminal and not a safety 
terminal. 



© TRIGGER OUT — TRIGGER OUT is a BNC con- 
nector. Provides negative edge TTL pulses. Referenced to 
IEEE (chassis) common. Can be used to trigger other 
Soiurce Measiue Unit operations. 

© TRIGGER IN— TRIGGER IN is a BNC connector. 
Receives negative edge TTL level triggers. Referenced to 
chassis common. 



LINE VOLTAGE — Two-position shde switch. Set 
to available line power (115V or 230V). 

0 INTERLOCK — Two 3-pin male connectors. One 
coimects to the test fixture and the other can be connected 
to a second Source Measure Unit. Cable connection to the 
Source Measure Unit enables the interlock feature. Used 
to place Source Measure Unit(s) in standby when hd of 
test fixture is opened. 



WARNING 

When using the INTERLOCK feature in a 
multiple unit test system, make sure all the 
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Model 236/237/238S remain powered up. 
Turning off one or more Model 236/237/238s 
in the test system may result in erratic IN- 
TERLOCK operation. That is, an operational 
Model 236/237/238 may not go into standby 
when the lid of the system test fixture is 
opened. This condition exposes the operator 
to potentially lethal voltages that could re- 
sult in injury or death. 

As a general rule of safety for multiple unit 
interlocked test systems, either keep all 
Model 236/237/238S powered on, or turn 
them all off. 



LINE FUSE — Provides protection on the ac power 
line input. 




CAL LOCK — Source Measure Urut calibration 



cannot be saved with this pushbutton switch in the OUT 
position. 



IEEE-488 — Connects the instrument to the 



IEEE-488 bus. 
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Basic Source-Measure 

Techniques 



Power Cord 

Connect the female end of the power cord to the ac recep- 
tacle on the rear panel of the instrument. Connect the 
male end of the cord to a grovmded ac outlet. 

WARNING 

The Source Measure Unit is equipped with a 
3-wire power cord that contains a separate 
ground wire and is designed to be used with 
grounded outlets. When proper connections 
are made, instrument chassis is connected to 
power line ground. Failure to use a groimded 
outlet may result in injury or death due to 
electric shock. 



CAUTION 

Be sure that the power line voltage agrees 
with the indicated range on rear panel line 
voltage switch. Failure to observe this pre- 
caution may result in instrument damage not 
covered by the warranty. The procedure to 
configure the instrument for the alternate 
line voltage is found in paragraph 2.2. 

Power Up Cycle 

To turn on the instrument, press the POWER button. The 
Source Measure Unit will briefly display the installed 
software revision and the IEEE-488 bus address setting. 
Complete details on the power up cycle, which includes 
self tests, are contained in paragraph 2.2.4. 



-h 



1.8 POWER UP 



The following abbreviated information should be 
enough to properly and safely power up the unit. How- 
ever, if there are any uncertainties, refer to paragraph 2.2 
for the complete power up procedure. 



Line Voltage 

The Source Measure Unit is designed to operate from 
105-125V or 210-235V line power ranges. The operating 
voltage that the instrument is configured to operate at is 
indicated on the line voltage slide switch located on the 
rear panel (see Figure 1-15). If the alternate line voltage 
setting is required, a fuse change will be required. The 
procedure to configure the instrument to operate at the 
alternate line voltage is located in paragraph 2.2.1. 
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Line Frequency 

The instrument will operate at a line frequency of 50 or 
60Hz. If the line frequency setting of unit is in question, 
proceed to paragraph 2.2.6 to check and, if necessary, 
change it. 



1.9 CONNECTIONS 

The Source Measure Unit is intended to be used with a 
test fixture for DUT in order to maintain safety and opti- 
mize performance. The operating examples in this sec- 
tion use the Keithley Model 8006 test fixture which is de- 
signed to be used with the Source Measure Unit. How- 
ever, an alternate test fixture can be used as long as the 
following Scifety criteria are followed: 

• The test fixture must be completely enclosed to pre- 
vent human access to live circuitry. 



• The test fixture must use a safety interlock such that all 
power connected to it will be interrupted when it is 
opened. 

• Tike chassis of the test fixture must be connected to a 
safety earth groimd to prevent shock hazards. 



1.9.1 Source Measure Unit Connections 
to Test Fixture 

Source Measure Unit connections to the Model 8006 test 
fixture are shown in Figure 1-16. Notice that all three 
triax connectors of the Source Measure Unit are con- 
nected to the test fixture. These connections extend guard 
and remote sense to the test fixture. The cables used for 
these connections are 3-slot triax cables. 



The interlock feature of the Source Measure Unit is en- 
abled when the interlock cable is connected to it. With 
this feature, the Source Measure Unit will go into standby 
whenever the lid of the test fixture is open or ajar. 



Model 236/237/238 



7078-TRX 

Cables 







Model 8006 Rear Panel 



WARNING : Test fixture chassis must be 

connnected to a safety earth ground. 



236-1LC-3 

Interlock 

Cable 



Figure 1-16. SMU Connections to Test Fixture 
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1.9.2 Test Connections 

All test connections are made at the connection panels of 
the Model 8006. It is at these panels where guard and re- 
mote sense are extended to the DUT, if needed. 



For the zener diode test, remote sensing is used. Jiunpers 
(supplied with the Model 8006) are used to make connec- 
tions to the zener diode. Note that jumpers are also used 
to connect the panel shield and module shield of the test 
fixture to OUTPUT LO. This provides additional shield- 
ing for the DUT. 



Since the two test examples in this section have different 
requirements, two test connection configurations are 
shown. Figure 1-17 shows the configuration required to 
test the resistor (dc example), and Figure 1-18 shows the 
configuration required to test the zener diode (sweep ex- 
ample). 



For the resistor test, remote sensing and guard is not 
used. Again, the panel shield and module shield of the 
test fixture are connected to OUTPUT LO. 




+ 
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1 .1 0 SOURCE-MEASURE EXAMPLES Front Panel Operation 



To teach the basics of front panel operation, two simple 
operating examples are presented here. For dc operation, 
the Source Measure Unit is used to source I and measure 
V to test the acauracy of a resistor (lOOkQ). For sweep op- 
eration, a linear staircase voltage sweep is used to exam- 
ine the breakdown region of a zener diode. 



For those f amili ar with the IEEE-488 bus, an HP BASIC 
4.0 program is provided to repeat each test over the bus. 
At the factory, the IEEE address of the Models 236, 237, 
and 238 are set to 16. The IEEE address is briefly dis- 
played on power up. 



Step 1 — Select Current Source 



Press the SOURCE MEAS- 
URE button to select Source I 
Measure V 



This button toggles between 
the voltage source and the 
current source 



Indicator denotes the selected 

SOURCE MEASURE source. 

VD I 
I ■ V 



Step 2 — Select dc Function 



NOTE 

The Source Measure Unit can be used imme- 
diately after it is turned on. However, to 
achieve rated accuracy, the Source Measure 
Unit must be warmed up for one hour. 



1 .1 0.1 Dc Operation Example — Resistor 
Test 

In this test, the Source Measure Unit will be used to 
source lOO^iA through a lOOkfl resistor. The subsequent 
voltage drop (==10V) across the resistor wiU be measured 
and displayed by the Source Measure Unit. 



Connect the Source Measure Unit to the Model 8006 test 
fixture as shown in Figure 1-16, and cormect the resistor 
as shown in Figure 1-17. 



Press FUNCTION to select This button toggles between 
the dc function. dc operation and sweep opera- 

tion. 

Indicator denotes the selected 
function. 



Step 3 — Enter Source Value 



A. Use the Data Entry key- 
pad to key in +100pA. 

To key in "E", press EXP 
button. 



B. Press ENTER 



+100E-6 AMPS 



FUNCTION 
DC ■ 
SWEEP □ 



C. Press MANUAL TRIG- 
GER if its indicator is blink- 
ing. 



+100.00mA ST.BY V 



MANUAL TRIGGER light 
stops blinking and 100\lA 
source value displayed. 
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Step 4 — Enter Compliance Value 



1 Display for an exact 1 00K2 

■i-100.00(iA +10.000V I load; 100\i-A sourced and 

* 20V measured. 



A. Press COMPLIANCE. The present compliance value 

is displayed. 



Step 8 — Adjust I Source Value 



B. Use keypad to key in 21V. 

+11 VOLTS 



C. Press ENTER. 



Step 5 — Enter Filter 

A. Press FILTER. 

FILTER 

B. Use SELECT buttons to 
select 8 reading filter. 

8 RDG FILTER 

C. Press ENTER. 



Present filter status is dis- 
played and indicator is 
turned on. 



Average and display 8 meas- 
urements. Result is a quieter 
display reading. 



FILTER, indicator remains on 
to denote that a filter is se- 
lected (not disabled). 



ADJUST METHOD 

A. Use SELECT buttons to 
enable cursor and place it on 
digit to adjust, 



B. Use rotary knob to adjust 
displayed source value. 



EDIT METHOD 

A. Use keypad to key in new 
source value. 

B. Press ENTER. 



Flashing digit indicates posi- 
tion of cursor. 

SELECT buttons can also be 
used to change source range. 

Output will update as soon 
as the displayed source value 
is changed. 



Output will not update until 
ENTER is pressed. 



Step 6 — Select Local Sense 



NOTE: Increasing I to >110 M will place unit in compliance 
(COMPLIANCE indicator blinks). 

Step 9 — Standby 

Press OPERATE to place unit in 
standby. 



A. Press MENU and use ro- 
tary knob to display present 
sense selection. 

B. If in remote sense, press SELECT buttons toggle be- 

SELECT to display local tween local and remote sense, 

sense. 



LOCAL SENSE 



C. Press ENTER and then 
MENU. 



Step 7 — Source Current and Measure Voltage 



Press OPERATE 




Indicator denotes that OPER- 
ATE is enabled. 



IEEE-488 Bus Operation 

The following HP BASIC 4.0 program will perform the resistor 
lest from over the IEEE-488 bus. This program is written for a 
Source Measure Unit that is set to an IEEE address of 16. 



10 


REMOTE 716 






20 


DIM A$ [100] 






30 


CLEAR 716 






40 


OUTPUT 716; 


‘'F1,0X" 


Source I Measure V (dc) 


50 


OUTPUT 716; 




Source; lOOP A, auto- 




"B100E-^,0,X" 




range. 


60 


OUTPUT 716; 


"L11,0X" 


Compliance; 22 V, auto- 








range 


70 


OUTPUT 716; 


"P3X" 


Filter 8 


80 


OUTPUT 716; 


"OOX" 


Local sensing 


90 


OUTPUT 716; 


"NIX" 


Operate 


100 


OUTPUT 716; 


"HOX" 


Trigger measurement 


no 


OUTPUT 716; 


"G15,0M" 


Output data and talk 


120 


ENTER 716; A$ 


Talk 


130 


PRINT A$ 




Display one line of data 


140 


END 







After this program is run, the Source hdeasure Unit will source lOOpA 
to the lOOkClresistor and measure approximately lOV. Also, the output 
data string will be output to the computer and displayed on the CRT. 



+ 
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1 .1 0.2 Sweep Operation Example — 
Zener Diode Test 



to collect current measurements in the breakdown region 
of a 6.3V, 400mW zener diode. 



In this test, the Source Measure Uitit wiU be used to Connect the Source Measure Unit to the test fixture as 

sotirce V and measure I. A linear staircase sweep from shown in Figure 1-16, and connect the zener diode as 

-6V to -TV in lOOmV steps (see Figure 1-19) will be used shown in Figure 1-18. 




+ 
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Front Panel Operation 

Step 1 — Select Voltage Source Step 4 — Enter Sweep Parameter Values 



Press the SOURCE MEAS- 
URE button to select Source 
V Measure I 



SOURCE MEASURE 

VB I 
I □ V 



This button toggles between 
the voltage source and the 
current source 

Indicator denotes the selected 
source. 



A. Use the Data Entry key- 
pad to key in each parameter 
value (except for range; use 
SELECT buttons). 

B. Press ENTER to enter 
each value. 

Sweep parameter values for 
this test: 



Whenever a value is entered 
(ENTER pressed), the next 
parameter will be displayed. 



Step 2 — Select Sweep Function 



Press the FUNCTION but- 
ton to select the sweep func- 
tion. 



FUNCTION 
DC □ 
SWEEP ■ 



This button toggles between 
dc operation and sweep op- 
eration. 

Indicator denotes the selected 
function. 



Step 3 — Select Sweep Type 



A. Press Sweep CREATE. 




The currently defined sweep 
mil be displayed. 

Indicator denotes that CRE- 
ATE is enabled. 



B. Use SELECT to display 
the linear staircase sweep. 



LINEAR STAIR 



-06.000 V 


START 




-07.000 V 


STOP 




+0.1000 V 


STEP 



00.500 SEC 


DELAY 




+0.0000 V 


BIAS 




BEST FIXED 


RANGE 



While in create, the rotary 
knob can be used to display 
parameters. 



STEP interpreted as an abso- 
lute value. Direction is deter- 
mined by START and STOP 
values. 



Delay allows source to settle 
when its level changes. 



C. After the range is entered 
(ENTER pressed), the follow- 
ing message is displayed: 

Pressing CANCEL will can- 
cel parameter values just en- 
tered. The sweep will default 
to the previously established 
values. 



SAVE? ENTER/CANCEL 



C. Press ENTER. 



D. Press ENTER to establish 
the above parameter values 
for this sweep. 
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Step 5: — Enter Compliance Value 



Step 7 — Select Autorange 



A. Press Source COMPLI- 
ANCE. 



Press AUTORANGE 



This button toggles between 
autorange and manual range. 



COMPLIANCE 


Indicator denotes that COM- 
PLIANCE is enabled (com- 
pliance limit is displayed). 


AUTORANGE 


■ 




■ 



B. Using the keypad, key in 
55mA. 



+55B-3 AMPS 



C. Press ENTER. 



A compliance limit of 55mA 
will protect the 400m W de- 
vice from damage 
(7V X 55mA = 385mW). 

Exponent form shown. The 
value can instead be keyed in 
as +0.055 amps. 

Pressing CANCEL will re- 
turn display to the previously 
established compliance limit. 



Step 8 — Perform Sweep 

A. Press OPERATE 

OPERATE 



Step 6 — Select Remote Sense 



Indicator denotes that 
AUTORANGE is enabled. 

With AUTORANGE en- 
abled, the lowest possible 
measurement range will be 
used at each step of the sweep. 
Otherwise, all measurements 
would be made on the 100mA 
range (as set by the compli- 
ance value). 



Indicator denotes that OPER- 
ATE is enabled. 

The output is at the bias level 
(OV), but the sweep has not 
yet started (MANUAL Trig- 
ger indicator blinking). 



WARNING 

With remote sensing enabled, an open sense lead will result 
in lethal voltages appearing at OUTPUT HI and GUARD. 
This voltage can cause injury or death, and damage external 
circuitry. Always make sure that the sense leads are properly 
connected before enabling remote sense. Never change con- 
nections with power applied. Be sure to always discharge 
and! or disconnect external power sources. 

A. Press MENU and use ro- 
tary knob to display present 
sense selection. 

B. If in local sense, press SE- SELECT buttons toggle be- 
LECT to display remote tween local and remote sense, 
sense. 

REMOTE SENSE 



C. Press ENTER and then 
MENU. 



B. Press MANUAL Trigger 
to start the sweep. 




While the sweep is in pro- 
gress, the MANUAL Trigger 
indicator stops blinking, and 
the voltage source steps can 
be observed on the display. 



Step 9 — Standby 

Press OPERATE to place 
unit in standby after sweep is 
completed. 
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Step 10 — Recall Sweep Data 



IEEE-488 Bus Operation 



A. Press Sweep RECALL 




B. Use the Rotary Knob and 
the SELECT buttons to dis- 
play data. 



Data for the last data point of The following HP BASIC 4.0 program will perform the zener 

the sweep is displayed first. diode test from over the IEEE-488 bus. This program is written 

for a Source Measure Unit that is set to an IEEE address of 16. 

Indicator denotes that sweep 



recall is enabled. 


10 


REMOTE 716 








20 


CLEAR 716 








30 


DIM A$ [800] 








40 


OUTPUT 716; 


"F0,1X" 


Source V Measure I 
(sweep) 




50 


OUTPUT 716; 


"Ql,-6,-7, 


Lin staircase sweep 


Stored data is arranged in a 




.1,2,500X" 




parameters 


60 


OUTPUT 716; 


"L.055J)X" 


Compliance; 55mA, auto- 


matrix array. In general, the 








range 


knob moves the display “win- 


70 


OUTPUT 716; 


"OIX" 


Remote sense 


dow" vertically in the matrix. 


80 


OUTPUT 716; 


"NIX" 


Operate 


while the buttons move the 


90 


OUTPUT 716; 


"HOX" 


Trigger start of sweep 


"window" horizontally. 


100 


OUTPUT 716; 


"G15,0,2X" 


Output all data on talk 




no 


ENTER 716; A$ 


Talk 


Figure 1-20 shows a graph of 


120 


PRINT A$ 




Display all sweep data 


typical data for this test. 


130 


END 







NOTE; Place unit in standby when sweep is completed (MAN- 
UAL trigger light blinking). 

When the program is run, the Source Measure Unit will sweep 
from -6V to -TV in -lOOmV steps. After the sweep is completed, 
all the sweep data will be displayed on the computer CRT. 



Volts 

- 7.0 - 6.8 - 6.6 - 6.4 - 6.2 - 6.0 




~l \ T 1 


-10 


X 


-20 


/ 


-30 

mA 


/ 


-40 


j 


-50 


Figure 1 -20. Zener Diode Breakdown 
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2.1 INTRODUCTION 

This section contains the detailed information to operate 
the Source Measure Unit Generally, the information is 
presented in a sequence that the unit would most likely 
be used. Along with front panel operation, abbreviated 
information for using it over the IEEE-488 bus is also pro- 
vided. Detailed IEEE-488 bios operation is covered in Sec- 
tion 3 of this manual. 



The information in this section is divided into four parts: 
connections, operating fundamentals, sweep operation, 
and source-measure considerations. 



2.2 Power Up: Provides detailed information for con- 
figuring and coimecting the unit to the available line volt- 
age. 



Connections 

23 Basic Test Coimections: Covers the basic informa- 
tion for connecting a Source Measure Unit to a device im- 
der test (DUT) that is installed in a test fixture. 

2.4 Multi Unit Connections: Coimection requirements 
when using two or more imits in a test system. 

2.5 IEEE-488 Bus Coimections: Provides the informa- 
tion needed for connections to the IEEE-488 bus. 



2.6 Typical Switching Configurations: Recommends 
some typical switching configurations using various 
switching cards. 

2.7 High Voltage Switching Configurations: Recom- 
mends high voltage switching cards for the Model 237. 

Operating Fundamentals (DC Operation) 

2.8 Display Messages: Provides a table that lists and ex- 
plains display messages. 

2.9 Data Entiy. Explains how to enter data into the 
Source Measure Unit. 

2.10 Menu: Contains the detailed information for using 
the MENU selections. These include; dc delay, default 
delay, sensing, ac line frequency, IEEE address, factory 
initialization, and self tests. 

2.11 Select Source and Function: Provides the detailed 
information associated with source selection and func- 
tion selection (dc or sweep). 

2.12 Set Compliance and Measurement Range: Ex- 
plains compliance and provides the detailed procedure 
to set compliance and measurement range. 

2.13 Autorange: Explains the autorange (measurement) 
feature and how to use it. 

2.14 Operate: Explains the operate and standby states. 



+ 
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2.15 J Time: Explains integration time and how to select 
it. 

2.16 Filten Covers the averaging filter and how to use it. 

2.17 Suppress: Covers the suppress feature in detail and 
explains how to use it. 

Sweep Operation 

2.18 Basic Sweep Waveforms: Describes the six avail- 
able sweep waveforms. 

2.19 Create Sweep List: Explains how to define sweep 
parameters for a selected sweep waveform. 

2.20 Append Sweep: Explains how to append one or 
more waveforms to an existing sweep waveform. 

2.21 Modify Sweep: Explains how to modify source and 
delay points of an existing sweep waveform. Allows cus- 
tom shaped waveforms to be fabricated. 

2.22 Configure Triggers: Explains how to configure the 
triggers that are used to start and control sweeps. 

2.23 Performing a Sweep: Summarizes the fundamen- 
tcils of performing a sweep. 

2.24 Recalling Sweep Data: Explains how to recall test 
data from the sweep buffer. 

2.25 Multi Unit Operation: Provides basic information 
required for synchronized operation of two or more 
Source Measvure Units. 



Source-Measure Ck>nsiderations 

2.26 Current Clamp: Explains the internal current clamp 
circuit which is used to protect the Source Measure Unit 
from external power sources. 

2.27 Sink Operation: Explains operation when the 
Source Measiue Unit is dissipating power rather than 
sourcing it. 

2.28 Making Stable Measurements: Provides consid- 
erations and techniques for making stable measurements 
with single and multiple Sovuce Measure Unit test sys- 
tems. Includes effects of reactive loads on performance. 

2.29 Measure Only: Covers the basics for using the 
Source Measure Unit as a stand alone electrometer. 

2.30 Guarding: Provides basic theory on guarding. 

2.31 Electrostatic Interference: Provides techniques to 
minimize electrostatic interference. 

2.32 Thermal EMFs: Provides techniques for nununiz- 
ing thermal EMFs that can adversely affect low current 
measurements. 

2.33 Radio Frequency Interference: Explains radio fre- 
quency interference (RFl) and how to minimize its ef- 
fects. 

2.34 Ground Loops: Explains the adverse effects of 
grovmd loops and how to avoid them. 
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2.2 POWER UP PROCEDURE 
2.2.1 Line Voltage Setting 

The Source Measure Unit is designed to operate from 
105-125V or 210-250V line power ranges. A special trans- 
former may be installed (at factory) for 90-110V and 
195-235V ranges. The operating voltage that the instru- 
ment is configured to operate at is indicated on the line 
voltage slide switch located on the rear panel (see 
Figure 2-1). The required switch positions for the avail- 
able line voltages are summarized in Table 2-1. If the line 
voltage setting needs to be changed, proceed as follows: 

Table 2-1. Line Voltage Selection (50-60Hz) 



Line Voltage 


Voltage Selection 
Switch Position 


105 -125V 


115V 


210 - 250V 


230V 


90-110V* 


115V 


195 - 235V* 


230V 



■^Requires special power transformer, installed 
at the factory. 



WARNING 

Make sure the Model 236/237/238 is discon- 
nected from the power line and all other 
equipment before proceeding. 



1. Locate the line voltage switch on the rear panel (see 
Figure 2-1). Place the blade of a screwdriver into the 
slot in the switch slot and slide it over to the alternate 
position. 

2. Install a fuse consistent with the operating voltage, 
as described in the next paragraph. 



LINE VOLTAGE LINE FUSE 
SELECTED SLOW BLOW 




2.2.2 Fuse Replacement 

A rear panel fuse located adjacent to the line voltage 
switch (see Figure 2-1) protects the power line input of 
the Source Measure Unit. If the fuse needs to be replaced 
(line voltage switch setting changed or suspected blown 
fuse), perform the following steps: 



WARNING 

Make sure the Source Measure Unit is dis- 
connected from the power line and other 
equipment before replacing the fuse. 



1. With the power off, place the end of a flat-blade 
screwdriver into the slot in the rear panel line LINE 
FUSE holder. Push in gently and rotate the fuse car- 
rier one-quarter turn cotmterclockwise. Release 
pressure on the holder and its internal spring will 
push the fuse and carrier out of the holder. 

2. Remove the fuse and replace it with the type recom- 
mended in Table 2-2. 



CAUTION 

Do not use a fuse with a higher current rating 
than specified, or instrument damage may 
occur. If the instrument repeatedly blows 
fuses, locate and correct the cause of the 
trouble before replacing the fuse. See the 
service manual for troubleshooting informa- 
tion. 



Table 2-2. Line Fuse Selection 



Model 

Number 


Line 

Voltage 


Fuse Type 


Keithley 
Part No. 


236,237 


90-125V 


1A,250V,3AG, 

SloBlo 


FU-10 




195-250V 


1/2A,250V,3AG, 

SloBlo 


FU-4 


238 


90-125V 


1.25A, 250V, SAG 
SloBlo 


FU-28 




195-250V 


0.6A, 250V, SAG, 
SloBlo 


FU-27 



3. Install the new fuse and the fuse carrier into the 
holder by reversing the above procedure. 



Figure 2-1. Line Voltage Switch and Line Fuse 
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2.2.3 Power Cord 

Connect the female-end of the power cord to the ac recep- 
tacle on the rear panel of the instrument. Connect the 
male-end of the cord to a groxmded ac outlet. 



WARNING 

The Source Measure Unit is equipped with a 
3-wire power cord that contains a separate 
ground wire and is designed to be used with 
grounded outlets. When proper connections 
are made, instrument chassis is cotmected to 
power line ground. Failure to use a grounded 
outlet may result in injury or death due to 
electric shock. 

CAUTION 

Be sure that the power line voltage agrees 
with the indicated range on rear panel line 
voltage switch. Failure to observe this pre- 
caution may result in instrument damage not 
covered by the warranty. The procedure to 
configure the instrument for the alternate 
line voltage is found in paragraph 2JL1. 



2.2.4 Power Up Display Messages and 
Self Test 

Turn on the instrument by pressing the POWER button. 
Ehiring the power up cycle, the unit will perform the fol- 
lowing: 

1. The Source Measure Unit will perform tests on its 
memory elements. If the self tests fail, one or more 
error messages will be displayed and operation may 
be interrupted imtil the problem is resolved. In this 
event, refer to the service manual for troubleshoot- 
ing information. A brief explanation of any dis- 
played error message is contained in Table 2-3 (see 
paragraph 2.8). 

NOTE 

If the instrument is still under warranty and 
a problem develops, it should be returned to 
Keithley Instruments, Inc. for repair. 



2. Assuming the unit successfully passes the self test, it 
will then briefly display the software revision level. 
For example: 

SOFTWARE REV A04 



The revision level of your unit may be different. In 
any case, the software revision level should be re- 
corded in case it becomes necessary to replace the 
ROMs in the future. 

3. Next, the programmed primary IEEE-488 address 
will be displayed as in the following example: 

IEEE ADDRESS 16 

At the factory, the IEEE address of the Model 
236/237/238 is set to 16. If the address has been 
changed by the user, then that address value wiU in- 
stead be displayed. 

4. The imit wiU then begin normal operation in accor- 
dance with the power up configuration discussed in 
the next paragraph. 

2.2.5 Power Up Configuration 

After the self testing and power up display messages are 
completed, the Source Measure Unit will initialize to spe- 
cific operating conditions. This initialization is summa- 
rized in Table 2-5 (see paragraph 2.10.8). A checkmark (V) 
indicates that the unit will initialize to whatever was pre- 
viously programmed. 

The Source Measure Unit will go to the factory default 
conditions when the Factory Init program is nm or JO is 
sent over the IEEE-488 bus. Refer to paragraph 2.10.8 for 
details. 



2.2.6 Line Frequency Setting 

The instrument will operate at a line frequency of 50 or 
60Hz. In order for the Source Measure Unit to operate 
properly for line cycle measurements, its line frequency 
setting must match the frequency of the power line. To 
check or change the line frequency setting of the instru- 
ment, perform the following steps: 

1. Press the MENU button on the keypad. The MENU 
light will turn on and the first item on the menu, 
which is dc delay time, will be displayed. 

2. Turn the rotary knob imtil the currently selected ac 
line frequency is displayed. For example, if the in- 
strument is set for 60Hz operation, &e following 
message will be displayed on the menu: 

60HZ AC LINE 

3. The alternate line frequency setting can be selected 
by displaying it with the SELECT buttons and then 
pressing ENTER. 
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4. To exit from the menu, again press the MENU but- 
ton. 



NOTE 

Changing the ac line frequency with a front 
panel menu selection also changes the inte- 
gration time if LD4ECYCLE PERIOD is pres- 
ently selected, for example, a line frequency 
change from 60Hz to 50Hz also changes the 
integration time from 16.667msec to 20msec. 



2.2.7 Warm Up Period 

The Source Measure Unit can be used immediately when 
it is first turned on. However, the unit must be allowed to 
warm up for one hour to achieve rated accuracy. 

2.2.8 Fan Filter Cleaning 

The Model 236/237/238 has an internal cooling fan to 
vent heat out of the instrument case. The fan has a filter to 
keep dirt and dust from entering the instrument case. 
Contamination on pc board could result in degraded per- 



formance. The fan filter must be cleaned periodically to 
maintain internal cleanliness and proper ventilization. 



Perform the following steps to remove and clean the fan 
filter element: 

1. Turn off the Model 236/237/238. The fan must be off 
in order to prevent dirt and dust from being ingested 
into the instrument case while removing the filter 
element. 

2. Position the instrument such that you are facing the 
rear panel. The cooling fan is internally moimted to 
the right-hand end of the rear panel. The filter as- 
sembly is moimted to the rear panel in front of the 
fan intake vents. 

3. Remove the two screws that secure the vented 
shroud of the filter assembly to the rear panel. The 
filter assembly will swing away from the rear panel 
allowing the filter element to be removed. 

4. To clean the filter element, blow out the dust and dirt 
with pressurized air or nitrogen. 

5. Reinstall the filter assembly onto the rear panel. The 
two hinges of the filter shroud fit into the rear panel 
vents. Make sure the filter element covers all the rear 
panel intake vents. 
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Connections 



2.3 BASIC TEST CONNECTIONS 

In order to achieve the best resvilts, the Source Measure 
Unit must be used with a test fixture to house the DUT. 
For optimum performance, the test fixture should pro- 
vide guarding, shielding and remote sensing for the 
DUT. Also, the test fixture should incorporate a safety in- 
terlock to prevent access to live circuitry above 42V peak. 



WARNING 

To prevent an electric shock, do not use test 
cables that expose voltage. All test cables 
must be completely insulated. 



The following paragraphs show how to make connec- 
tions to the Keithley Model 8006 test fixture. Also, infor- 
mation for building a custom test fixture is covered. 



2.3.1 Interlock 

The Source Measme Unit is designed to be used with a 
test fixture that incorporates a safety interlock switch, 
such as the Keithley Model 8006 test fixture. By using the 
Interlock feature, the Source Measure Unit cannot source 
a voltage or current when the lid of the test fixture is 
open. 



The Interlock feature is automatically enabled when an 
interlock cable is connected to the Source Measvure Unit. 



When using Interlock with the Model 8006 or 8007 test 
fixture, the Source Measure Unit will go into standby 
when the lid of the fixture is open or ajar. Figure 2-2 
shows how the Source Measure Unit Interlock is con- 
nected to the Model 8006 test fixture. The interlock cable 
is shown connected to Interlock 1 receptacle of the Source 
Measure Unit. An interlock cable is supplied with the 
Models 236, 237, and 238. If a custom btfilt test fixture is 
going to be used, make sure it has an interlock switch. In- 
structions to wire an interlock switch of a custom built 
test fixture to the Source Measure Unit are contained in 
paragraph 2.3.3. 



There are two INTERLOCK receptacles on the rear panel 
of the Source Measure Unit. One is used to connect Inter- 
lock to a test fixture as previously explained, and the 
other is used to coimect Interlock to a second Source 
Measure Unit. In this configuration, an open interlock 
switch at the test fixture will place both Source Measure 
Units in standby. Coimection information for multi-unit 
test systems is contained in paragraph 2.4. 



WARNING 

When using the INTERLOCK feature in a 
multiple unit test system, make sure all the 
Model 236/237/238S remain powered up. 
Turning off one or more Model 236/237/238s 
in the test system may result in erratic IN- 
TERLOCK operation. That is, an operational 
Model 236/237/238 may not go into standby 
when the lid of the system test fixture is 
opened. This condition exposes the operator 
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Model 8006 Test Fixture 





















1 

236-ILC-3 Interlock Cable 

■ 




1^1 




HHPI!!!! 


M 

II 



WARNING : To avoid electric shock, SOUfCe MeSSUre Unit #2 

test fixture chassis must be connected 
to a safety earth ground. 



Figure 2-2. Interlock Connection to Model 8006 



to potentially lethal voltages that could re- 
sult in injury or death. 

As a general rule of safety for multiple unit 
interlocked test systems, either keep all 
Model 236/237/238S powered on, or hum 
them all off. 



WARNING 

To prevent electrical shock, refer to the test 
fixhue instruction manual for proper con- 
nection and operation procedures. 



Connecting more than one test fixhire to the test system 
defeats the pvirpose of Interlock. As long as one test fix- 
ture lid remains closed, the lid of another test fixture can 
be opened without interrupting power, thus exposing 
the user to potentially hazardous voltage. Special cables 
must be made to put the interlocks in series when using 
multiple fixtures. 



2.3.2 Guarding, Shielding and Sensing 

Guarding 

The Source Measiure Unit provides a driven guard for 
OUTPUT HI and SENSE HI. The basic guarded configu- 



rations are shown in Figure 2-3. The driven guard is al- 
ways enabled and thus, always available at the rear panel 
of the Soiurce Measure Unit. The guard potential (equal to 
the potential of OUTPUT HI) is connected to the inner 
shells of the triax connectors that surrotmd OUTPUT HI 
and SENSE HI. Since the voltage potential on the inner 
shells (guard) and center conductors (OUTPUT HI and 
SENSE HI) are the same, virtually no leakage current can 
flow from OUTPUT HI or SENSE HI to low (or chassis), 
and the capacitance effects of the triax cable are reduced. 



When the Somce Measure Unit is properly connected to a 
test fixture (such as the 8006), guard is extended to that 
test fixture. Inside the test fixture, coaxial cables are used 
to extend the guard all the way to the DUT. 



WARNING 

Hazardous voltages that are present on 
OUTPUT HI and SENSE HI also appear on 
the GUARD terminals. 



NOTE 

Guard is not connected directly to DUT leads. 
A small potential difference exists that could 
cause erroneous readings. 
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B. Guarded Output and Guarded Sense 



Figure 2-3 . Guarded Configurations 



Guard should always be used when sourcing or measur- 
ing low current. Guarded connections using the Model 
8006 test fixture are covered in paragraph 2.3.3. 



Additional information explaining the effects of capaci- 
tance and leakage current on Sovuce Measure Unit speed 
and accuracy is covered in Source Measure Considera- 
tions. 



Shielding 

Shielding for the OUT must be provided. Without proper 
shielding, siuTOxmding electric fields can induce noise 
into the test circuit resulting in erratic and noisy measure- 
ments. Optimum shielding is achieved only when the 
OUTPUT LO to chassis ground link on the rear panel is 
installed. Unless you intend to float the unit, always leave 
the groimd link installed. 



When properly coimected to the Source Measure Unit, 
the metal chassis of the test fixture (such as the 8(X)6) 
functions as a shield since it is connected to chassis 
groimd via the outer shields of the triax cables. The mner 
panel of the test fixture, which is insulated from the chas- 
sis, provides additional shielding when it is connected to 
circuit low or the chassis. In most cases, best results are 
achieved by coimecting the iimer panel to circuit low. 
However, trial and error may prove that coimecting the 
irmer panel to the chassis provides better shielding. 
Figure 2-4 shows the basic sWeld configurations. Shield 
connections using the Model 8006 are covered in para- 
graph 2.3.3. 



NOTE 

The irmer panel of the test fixture should only 
be used as a shield when guard is not being 
used. When using guard, the inner panel 
should be connected to the OUTPUT HI 
guard of the Source Measure Unit (see para- 
graph 2.3.3). 



Sensing 

Paragraph 2.10.3 explains how to select local or remote 
sensing. When using remote sensing, sense lines are ex- 
tended to the DUT. Figure 2-5 shows basic remote sens- 
ing configurations. 



When the Source Measure Unit is connected to a test fix- 
ture (such as the Model 8006), external sense lines are ex- 
tended to that test fixture. Inside the test fixture, jumpers 
can be used to connect the external sense lines to the DUT 
for remote sensing. 



WARNING 

With remote sensing enabled, an open sense 
lead will result in lethal voltages appearing 
at OUTPUT HI and GUARD. This voltage 
can cause injury or death, and damage exter- 
nal circuitry. Always make sure that the 
sense leads are properly connected before 
enabling remote sense. NEVER change con- 
nections with power applied. Be sure to al- 
ways discharge and/or disconnect external 
power sources. 
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Inner Panel 



Inner Panel 



Test Fixture 



Test Fixture 



B. Inner Panel Connected 
to Chassis Ground 



A. Inner Panel Connected 
to Circuit Low 



Figure 2-4. Test Fixture Shielding 




As a general rule, remote sensing should always be used 
when sourcing or measuring 1mA or more. Information 
on sensing is provided in paragraph 2.10.3. Remote sense 
connections using the Model 8006 test fixture are covered 
in paragraph 2.3.3. 

2.3.3 Model 8006 Component Test 
Fixture 



nections to up to four Source Measure Units. A connec- 
tion panel and banana plug jumper cables are provided 
to make connections to the DUT simple. 

NOTE 

Detailed information for making connections 
to the DUT at the coimection panel of the test 
fixture is provided in the Model 8006 Instruc- 
tion Manual. 



The Keithley Model 8006 test fixture was designed to be 
used with the Source Measure Unit. The Model 8006 test 



fixture has two axial Kelvin test clips, five radial sockets 
to accommodate two to 12-pin devices, and a DIP socket 
for IC packages with up to 28-pins. The test fixture has 12 
3-lug bulkhead triax input connectors that will allow con- 



Figure 2-6A shows how the Source Measure Unit can be 
connected to the Model 8006 for local sensing. A 3-slot 
triax cable (Model 7078-TRX) is used to connect OUTPUT 
HI of the Source Measure Unit to the test fixture. This 
triax cable also extends the driven guard to the test fix- 
ture. The easiest way to coimect OUTPUT LO of the 
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Sotirce Measure Unit to the test fixture is to use a single 
conductor banana plug cable as shown. Inside the test fix- 
ture, cormections to the DUT are made with mini-jack 
jumper cables. If the driven guard is going to be used, a 
guarded mini-jack jumper cable would be used to extend 
guard to the DUT as shown in Figure 2-6B. 



Figure 2-7 A shows how the Source Measure Unit is con- 
nected to the Model 8006 test fixture for remote sensing. 
Three 3-slot tiiax cables are used to route the 4-wire con- 
nections to the test fixture. The two triax cables for OUT- 
PUT HI and SENSE HI also extend the driven guard to 
the test fixture. Inside the test fixtiue, 4-wire connections 
to the DUT are made with mini-jack jumper cables. If the 
driven guard is going to the used, two guarded mini-jack 
jumpers would be used to extend guard to the DUT as 
shown in Figure 2-7B. 



NOTE 

By always connecting the three triax connec- 
tors of the Source Measure Unit to the Model 
8006 test fixture, remote sense and guard will 
always be available at the coimection panel of 
the test fixture. 



WARNING 

With remote sensing enabled, an open sense 
lead will result in lethal voltages appearing 
at OUTPUT HI and GUARD. This voltage 
can cause injury or death, and damage exter- 
nal circuitry. Always make sure that the 
sense leads are properly coimected before 
enabling remote sense. NEVER change con- 
nections with power applied. Be sure to al- 
ways discharge and/or disconnect external 
power sources. 



The two inner connection panels of the Model 8006 test 
fixture are insulated from the outer casing which is con- 
nected to chassis and a safety earth ground. As a general 
rule, when extending guard to the DUT, also connect the 
inner panels to the driven guard. Guarding these panels 
helps reduce the capacitance seen between otherwise un- 
guarded areas and the test fixtiue chassis. As a result, 
source-measure speed at low current levels can be sig- 
nificantly increased. If guarding is not necessary, the 
panels can be connected to circuit low (or chassis) to im- 
prove shielding. 
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2.3.4 Custom Test Fixture 

The Model 8006 test fixture is one of the most versatile 
test fixtures available. The connection jumper panel 
makes it simple to connect one or more Source Measure 
Units to one of a variety of DUT test sockets. In a situation 
where numerous devices that are similar need to be 
tested (such as component evaluation), it may become 
necessary to build a dedicated test fixtxire. 



A simple dedicated test fixture is shown in Figure 2-8. To 
keep the concepts clear, single Soxirce Measure Unit con- 
nections to a single DUT socket are shown. Figure 2-8 is 
intended to illustrate the basic techniques that should be 
applied when building a test fixture. In reality, the test 
fixture may need multiple DUT sockets (wired in parallel 
to each oAer), additional input triax coimectors to ac- 
commodate two or more Source Measure Units, multi 
pin DUT sockets, and perhaps input banana plugs to 
bring in additional power for packaged devices. 



The following requirements, recommendations and 
guidelines are provided in order to build a quality test 
fixture that is safe to use. 



Test Fixture Chassis 

1 . The chassis of the test fixture should be metal so that 
it can function as a shield for the DUT moimted in- 
side. The chassis of the test fixture will be coimected 
to Source Measure Unit chassis via the triax cables. 

2. The test box must have a lid that closes to prevent 
contact with live circuitry inside. 



WARNING 

Safe operation requires that a safety inter- 
lock switch be used to interrupt all power 
sources when the test fixture lid is open or 
ajar (see Interlock). 

3. The test fixture chassis must have a screw terminal 
that is used exclusively for connection to a safety 
earth groimd. 

WARNING 

To provide protection from shock hazards, 
the test fixture chassis must be properly con- 
nected to safety earth ground. A grounding 
wire (18 AWG or larger) must be attached se- 
curely to the test fixture at a screw terminal 



2-12 



+ 





SECTION 2 
Operation 



+ 



Interlock ^ ^ 
Connector 2 >- 
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WARNING: 

Test Fixture 

® must be 
connected to 
a safety 
earth ground 



Vigure 2-8. Test Fixture Using Guard and Remote Sensing 



designed for safety grounding. The other 
end of the ground wire must then be at- 
tached to a known safety earth ground. 



Inner Panel 

DUT test sockets should be moimted on a metal inner 
panel. By insulating the inner panel from the test fixture 
chassis, the panel can be connected to guard as shown in 
Figure 2-8, or connected to output low or chassis. Con- 
necting the inner panel to guard reduces effective capaci- 
tance between the test fixture chassis and the DUT. This 
reduced capacitance may provide increased source/ 



measure speed. Connecting the iimer panel to output low 
or test fixture chassis improves shielding from external 
noise (see paragraph 2.3.2). 



Interlock 

When a normally-open, SPST momentary switch is prop- 
erly implement^ as a safety interlock, the Source Meas- 
ure Unit will go into standby whenever the test fixture lid 
is open or ajar. See paragraph 2.3.1 for information on the 
Source Measrure Unit interlock feature. 
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Interlock Switch Mounting 

The switch mxist be moimted inside the test box such 
that it will be closed when the lid of the test fixture is 
closed. Opening the lid must cause the interlock switch 
to open. There must never be enough clearance to allow 
finger access inside the box while the switch is closed. 
The interlock must be designed so that it cannot be de- 
feated. 



Connecting Interlock Switch to Source Measure Unit 

There are a few different methods that can be used to 
connect the test fixture interlock switch to a Source 
Measure Unit and are described as follows; 



236-ILC-3 Interlock Cable — By using an appropriate 
bulkhead connector on the test fixture, the Keithley 
Model 236-ILC-3 Interlock Cable can be used to connect 
the interlock switch to the Source Measure Unit (see 
Figture 2-9A). This 3-meter long interlock cable is the 
same one provided with the Models 8(X)6 and 8(X)7 test 
fixtures, "nie connector needed is shown in Figure 2-9C. 
Figure 2-9B shows the dimensions of the hole that must 



be cut into the test fbctiue to moimt the connector. Fi- 
nally, Figure 2-9D shows how to wire the connector to 
the test &cture interlock switch. 



Modified 236-ILC-3 Interlock Cable — Interlock con- 
nections can be accomplished by using a Model 
236-ILC-3 cable that has one of its plugs removed. This 
permits the interlock cable to be routed directly into the 
test fixture and hard wired to the interlock switch as 
shown in Figure 2-10. Note that a strain relief should be 
used where the cable enters the test box. 



Custom Interlock Cable — A custom cable can be built 
to connect the test fixture interlock switch to the Source 
Measure Unit. Figure 2-11 provides information for 
building a cable that is terminated with plugs on both 
ends. This cable is similar to the 236-ILC-3 cable and 
thus, will coimect to the Source Measure Unit and test 
fixtiure as shown in Figure 2-9A. If it is desired to hard- 
wire the cable to the test fixture, leave one end of the ca- 
ble xmterminated and connect it to the interlock switch 
as shown in Figure 2-10. 
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* Plug at test fixture end of cable removed 
Figure 2-10. Modified 236-ILC-3 Interlock Cable 
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Connectors, Internal Wiring and Test Sockets 

The type of input connectors to use on the test fixture is, 
of course, influenced by the type of connectors used on 
other equipment. If the test fixture is going to be con- 
nected directly to the Source Measure Unit, use 3-lug 
triax bulkhead connectors to eliminate the need for 
adapters. 



The outer shell of the triax connectors must be referenced 
to chassis grovmd, thus DO NOT insulate the outer shells 
of triax connectors from the metal chassis of the test fix- 
ture. 

Inside the chassis of the test fixture you may use coaxial 
cables to extend guard from the OUTPUT ID and SENSE 
HI triax connectors to the DUT. The shields (guard) of the 
cables should extend as far as possible to the DUT. Ferrite 
beads on the cables may be necessary if the DUT is an ac- 
tive device (such as a bipolar transistor or MOS/GaAs 
Transistor). 



To minimize leakage (for pA levels), only use test sockets 
that have excellent insulation resistance. If terminals 
and/or standoffs are going to be used, make siue they 
use virgin Teflon®. 



2.4 MULTI UNIT CONNECTIONS 

For many test configurations, two or more source meas- 
ure units will be required. Figure 2-12 shows how a com- 
plete stand-alone (no controller) two Source Measure 
Unit system could be connected together. The following 
paragraphs cover these connections in more detail. 



NOTE 

For rack movmted systems, always install high 
power instruments at the top of the rack. 

2.4.1 Interlock Connections 

WARNING 

To prevent electrical shock that could result 
in injury or death, the interlock feature of 
the Source Measure Unit must be used. 



The interlock feature places the Source Measure Unit in 
standby whenever the lid of the test fixture is opened. 
The interlock featvure is enabled when an interlock cable 
is connected to the Source Measure Unit. Complete infor- 
mation on the interlock feature is located in paragraph 
2.3.1. 
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Figure 2-13 provides a more detailed drawing showing 
interlock connections. One interlock cable is provided 
with the Model 8006 test fbctme. Additional interlock ca- 
bles can be ordered from Keithley (Model 236-ILC-3). 



2.4.2 Trigger Connections 

The Source Measure Unit can be programmed to output 
one or more trigger pulses. Typically, a TRIGGER OUT 
pulse will be sent to a second Source Measvue Unit 
(TRIGGER IN) to start a programmed operation. 



In the drawing, the interlock cable from the test fixture is 
connected to Interlock 1 of Source Measure Unit #1. 
However, it could have just as well been connected to In- 
terlock 2. The interlock coimectors on the Source Measure 
Unit are wired identically (in parallel). 



As shown in Figure 2-13, The interlock of a single test fix- 
ture is connected to one of the Somrce Measure Units. In- 
terlock is then daisy-chained to the other Source Measure 
Units in the test system. Cormecting more than one test 
fixture to the test system defeats the purpose of Interlock. 
As long as one test fixture lid remains closed, the lid of an- 
other test fixture can be opened without interrupting 
power, thus exposing the user to potentially hazardous 
voltage. 



Trigger connections are shown in Figure 2-14. In the 
clos^ loop configuration, the Source Measure Units 
keep triggering each other until the test sweep is com- 
pleted (synchronous sweep). Typically, one imit will per- 
form the sweep steps while the other unit sets bias levels. 
In this configuration, a controller is not necessary. A con- 
troller becomes necessary when more than one sweep is 
performed by a Source Measiure Unit. Since a Source 
Measure Unit can only store the results of only one 
sweep, the controller is needed to store the data so addi- 
tional sweeps can be run. 

The open loop configuration is typically used when a 
computer is being used to control the test over the 
IEEE-488 bus. In test configmations that use multiple 
sweeps, a computer is required to store the sweep data 
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becavise the Source Measure Unit can only store the data 
of one sweep. For example, the first imit may be used to 
set a bias level and then trigger the second unit to per- 
form a sweep (subordinate sweep). The computer can 
then store the sweep data in its own memory, and trigger 
the first unit to the next bias level. That unit will then trig- 
ger the second unit to perform another sweep. The com- 



puter stores that data and again triggers the start of the 
next sequence. This continues imtil the test is completed. 



Multi unit operation is covered in paragraph 2.2.5. 





□ O ° 



Source Measure Unit #1 



OW M U .0) » 



SELECTEP SLOmunt 

n O 



Source Measure Unit #2 



A. Closed Loop Trigger Configuration (Synchronous Sweep) 



7051 BNC Cable 



a O 



□ o ° 



Source Measure Unit #1 



Source Measure Unit #2 



B. Open Loop Trigger Configuration (Subordinate Sweep) 



Figure 2-14. Trigger Connections for Multi Unit Test System 
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2.4.3 Test Connections 

Test connections from Source Measure Units to the 
Model 8006 test fixture are shown in Figure 2-15. The 12 
triax connectors on the test fixture are sectioned into four 



groups of three coimectors. Each group is reserved for 
connection to a Source Measure Unit using 3-slot triax ca- 
bles (Model 7078-TRX). Actual coimections to the DUT 
are done at the connection panel inside the test fixture. 



Model 8006 Test Rxture 



Safety 

Earth 

Ground 



1 ^ e©.©.0©. 



IkbthlcyI 



Source Measure Unit #1 

Figure 2-15. Test Connections for Multi Unit Test System 



7078-TRX 

Triax 

Cables 







Source Measure Unit #2 
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2.5 IEEE-488 BUS CONNECTIONS 

2.5.1 Bus Connector 

The Soiirce Measure Unit can be connected to the 
IEEE-488 bus through a cable equipped with standard 
IEEE-488 connectors, an example of which is shown in 
Figure 2-16. The connector can be stacked to allow a 
munber of parallel connections at one instrument. Two 
screws are located on each connector to ensure that con- 
nections remain secure. Current standards call for metric 
threads, which are identified with dark colored screws. 
Earlier versions had different screws, which were silver 
colored. Do not attempt to use these types of coimectors 
on the Source Measure Unit, which is designed for metric 
threads. 




2.5.2 Multiple Connections 

A t)q)ical cormecting scheme for a multi unit test system 
is shown in Figure 2-17. Although up to 14 connectors 
could theoretically be stacked on one instrument, it is rec- 



ommended that you stack no more than three connectors 
on any one unit to avoid possible mechanical damage. 



2.5.3 Recommended Cables 

In order to minimize interference caused by electromag- 
netic radiation, it is recommended that only shielded 
IEEE-488 cables be used. The Models 7007-1 and 7007-2 
shielded IEEE-488 cables are available from Keithley. 



2.5.4 Connection Procedure 

Connect the Source Measure Unit to the IEEE-488 bus as 
follows: 

1. Line up the cable coimector with the connector lo- 
cated on the rear panel of the Source Measiure Unit. 
The connector is designed so that it will fit only one 
way. 

2. Tighten the screws securely, but do not overtighten 
them. 

3. Add additional connectors from other instruments, 
as required. 

4. Make certain that the other end of the cable is prop- 
erly connected to the controller. Most controllers are 
equipped with an IEEE-488 style connector, but a 
few may require a different type of connecting cable. 
Consult the instruction manual for your controller 
for the proper cormecting method. 



2.5.5 Bus Limitations 

The IEEE-488 bus is limited to a maximum of 15 devices, 
including the controller. The maximum cable length is 
20-meters, or two meters times the number of devices, 
whichever is less. Failure to observe these limits may re- 
sult in erratic bus operation. 
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2.6 TYPICAL SWITCHING 
CONFIGURATIONS 

For multiple DUT (device under test) testing, a number of 
switching and matrix cards can be used with one or more 
Source Measure Units. The information in this paragraph 
explains how to coimect these cards to the Source Meas- 
ure Unit and a test fixtiu-e. 



WARNING 

When using remote sense, lethal voltage will 
appear at OUTPUT HI and GUARD if a 
sense lead is open. This voltage can cause in- 
jury or death, and damage to switching cards 
and DUT. Thus, ALWAYS place the Source 
Measure Unit in standby before changing a 
switch configuration. 



2.6.1 Model 7058 Low Current 
Switching Card 

The Model 7058 is a 10 channel, single-pole, low ciirrent 
switching card (<lpA offset current) that can be con- 
trolled by a Model 705 or 706 scanner. Figure 2-18 shows 
an example of a single Source Measiure Unit system using 
the Model 7058 switching card. In this configuration. 
Source Measure Unit OUTPUT HI is switched by the card 
to 10 DUTs. The Source Meeisure Unit is connected to one 



of the switching cards OUTPUT connectors (via the 
Model 6172 adapter) and the 10 channels of the card are 
connected to the test fixture. A banana plug cable is used 
to connect Source Measure Unit OUTPUT LO to the test 
fixture. However, for better shielding, the OUTPUT LO 
and SENSE LO triax connector on the Source Measure 
Unit along with a triax cable can be used to make the con- 
nection to the test fixture. Note that the switching card 
jumpers fi:om signal to guard on unselected charmels 
must be removed to keep OUTPUT HI and GUARD from 
shorting together. 

A single Model 7058 can handle only one connector of the 
Somce Measure Unit. More complex test systems will re- 
quire additional switching cards. For example. If the test 
configuration is modified to utilize an additional Source 
Measiire Unit, OUTPUT HI of the second Soturce Meas- 
ure Unit would have to be switched by a second Model 
7058 card. 

Figure 2-18 shows OUTPUT LO of the Source Measure 
Unit connected directly to the common side of the DUTs 
bypassing the switching card. If it were desired to switch 
OUTPUT LO to increase flexibility of the test system, an 
additional switching card, such as the Model 7056 Gen- 
eral Piupose Scaimer Card would be required. Source 
Measiure Unit OUTPUT LO would be connected to the 
second switching card. 

While the first card would be used exclusively to switch 
OUTPUT HI, the second card would be used exclusively 
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Test Fixture 



Figure 2-18. Using Model 7058 to Switch Source Measure Unit OUTPUT HI 



to switch OUTPUT LO resulting in a differential (float- 
ing) switching configuration. 

For remote sensing, all three triax connectors on the 
Source Measure Unit must be used. Thus, three switch- 
ing cards would be required for a test configuration using 



remote sensing. An example test configuration using re- 
mote sensing is shown in Figure 2-19. Switching SENSE 
LO and OUTPUT LO does not require low leakage paths. 
Thus, a general purpose switching card (Model 7056) can 
be used. This test configuration will test 10 DUTs. How- 
ever, for clarity, only one DUT is shown coimected to the 
switching cards. 
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‘Modify cable to make direct 7056 

connections to card. Scanner Card 



Figure 2-19. Using Model 7058 for Remote Sensing 
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2.6.2 Model 71 52 Low Current Matrix 
Card 



The Model 7152 is a 2-pole, 4x5 low current matrix card 
(<lpA offset current) Aat can be controlled by the Model 
705 or 706 scanner. Figure 2-20 shows a two Source Meas- 
ure Unit test configuration. In this example, OUTPUT HI 
and OUTPUT LO of each Soxurce Measure Unit are inde- 
pendently switched, allowing maximum versatility. 



This test configuration has five DUT test pins. However, 
additional DUT pins can be made available by adding 
more Model 7152 matrix cards. Each additional matrix 



card (row connected) can add five DUT pins to the test 
configuration. 

Source Measure Unit and test fixture connections to the 
matrix card are accomplished using Model 7152-TRX ca- 
bles. These cable assemblies are terminated with 3-slot 
triax connectors. On each Source Measure Unit, notice 
that the banana jack is used to access OUTPUT LO rather 
than the triax coimector. This allows OUTPUT LO to be 
routed to the signal path of the matrix. On the Soiorce 
Measure Unit triax connector, OUTPUT LO is located on 
the inner shell which, through normal triax connections, 
would put OUTPUT LO on the guard path of the matrix 
card. Figure 2-21 shows the cable modification required 
to connect the OUTPUT LO banana jack to the 3-slot triax 
cable.. 



Test Fixture 
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Banana Plug : 

Part# BG-1 0-1 put Cut 




l-^ 1 1/2" ►! 

(A) Cut off insulation with knife. 

Cut off outer shield. 



Insulation over 
inner shield 




(B) Strip insulation and cut off Inner shield. 




(C) Cut off inner shield then strip inner conductor. 
Slip on plastic cover. 



C 



(D) Insert wire into hole and wrap around body. 




(E) Screw on plastic cover. 



Figure 2-21. Triax to Banana Plug Modification 



The Model 7152 matrix card can also be used by a single 
Source Measure Unit for remote sensing. For remote 
sensing, the Source Measure Unit covdd be cormected to 
the matrix card as shown in Figure 2-22. OUTPUT HI/ 
GUARD, SENSE HI/GUARD, SENSE LO and OUTPUT 
LO are connected to separate rows for maximum switch- 
ing flexibility and optimum low current performance. 
Making the SENSE LO connection also connects OUT- 
PUT LO to the matrix card through the triax coimector. 
However, since it is connected to the inner shield, it is of 
no consequence as long as it is not used at the test fixture. 
In this test configuration, OUTPUT LO is accessed at the 
Source Measure Unit banana jack so that it can be inde- 
pendently switched. 



The test configuration in Figure 2-22 "uses" four matrix 
rows. Remote sensing can be accomplished using three 
matrix rows by using OUTPUT LO at the triax cormector. 
In this configuration, SENSE LO and OUTPUT LO use 
the same row. The disadvantage to this is the loss of some 
switching flexibility. Another option is to make OUTPUT 
LO a system common that is not routed (not switched) 
through the card. AH commons are simply connected di- 
rectly to the OUTPUT LO banana jack. 



For high current applications where leakage current is 
not a consideration, the guard paths of the matrix card 
can be used for 4-wire sensing as shown in Figure 2-23. 
With this coiifiguration only two matrix crosspoints are 
required to accomplish 4-wire connections to Ae DUT. 
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Test Fixture 




cause instrument or DUT failure. 



Figure 2-22. Remote Sense and Guard Connections to Model 7152 
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2.6.3 Model 7072 Semiconductor Matrix 
Card 

The Model 7072 is an 8 x 12 matrix card that is controlled 
by the Model 707 Switching Matrix. Figxire 2-24 shows a 
two Source Measure Unit test system using two Model 
7072 matrix cards. If more DUT pins are needed, the sys- 
tem is easily expanded by adding more Model 7072 ma- 
trix cards. Each additional matrix card will add 12 col- 
vunns to the test system. 



Rows A and B of the matrix cards, which have low-cur- 
rent offset (<lpA), can be used for low current sourcing 
or measurement applications. Rows C, D, E and F are 
general purpose paths for situations that do not require 
low-current performance. Rows G and H provide single- 
pole switching. One of these rows could be used as a com- 
mon low, while the second one could be used to source a 
low impedance (not sensitive) bias voltage to the DUT. 



At the test fixture, the drain and source leads of the FETs 
are connected in a 4-wire sensing configuration. This con- 
nection scheme allows Soiirce Measvure Unit #1 to use re- 
mote sensing to accurately apply Vds to the FETs. Source 
Measiure Unit #2 uses local sense and is used to supply 
the bias to the gates of the FETs. Since the gates are low 
current, remote sensing is not necessary. 



Source Meastire Unit and test fixture coimections to the 
matrix card are accompHshed using Model 7078-TRX ca- 
bles. These are 3-slot triax cables. On each Source Meas- 
ure Unit, the banana jack is used to access OUTPUT LO. 
By using the adapters shown in Figure 2-21, the OUTPUT 
LO banana jack can be mated to a 3-slot triax cable 
(7078-TRX). This allows OUTPUT LO to be applied to a 
signal pathway and independently switched. TTie guard 
pathways of the matrix cards are used exclusively to ex- 
tend the driven guards of the Source Measure Units to the 
DUT to eliminate the effects of leakage current. 



Source Measure Units 



NOTE: Do not connect guards to the 
DUT or short them together. If guarding 
the inner panei, only connect one guard 
line to it. 




Crosspoint Switching 
for Rows G - H. 
Coiumns 1-12 



CAUTION : To prevent damage to switching 
cards, do not switch more than 200V or 500mA. 
Also, inconect crosspolnt closures will short various 
slgn^ or guard lines and may cause instrument or 
DUT faiiure. 



Figure 2-24. Multi Unit Test System Using Model 7072's 
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2.6.4 General Purpose Matrix Cards 

The Models 7052 and 7071 general purpose matrix cards 
can be used with the Source Measure Unit for applica- 
tions requiring 4-wire connections to DUT, but do not re- 
quire low-current performance. 



The Model 7052 is a 4 x 5 matrix that is controlled by a 
Model 705 or 706 Scanner. The Model 7071 is an 8 x 12 ma- 
trix that is controlled by the Model 707 Switching Matrix. 
Both cards have 3-pole switching and accommodate con- 
nections with screw terminals. Connections to the Model 



7071 can also be made using the 38-pin mass terminated 
connections. 

Figure 2-25 shows how these cards can be connected to 
the Source Measure Unit and a test fixture for remote 
sensing. Connections to the Source Measure Unit require 
three triax cables that are imterminated on one end. The 
appropriate conductors at the imterminated end of the 
cables are connected directly to the screw terminals of the 
matrix card. Keep in mind that the triax connectors on the 
Source Measure Unit are 3-lug, requiring 3-slot triax ca- 
bles such as the Model 7078-TRX cables. Note that cutting 
one triax cable in half results in two cables that are imter- 
minated at one end. 



Inner Panel 




or 200mA. Also, incorrect crosspoint 
closures will short various signal or 
guard lines and may cause 
instrument or DUT failure. 

Figure 2-25. Remote Sense Configuration Using Model 7052 and 7071 (Guarded) 
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2.7 HIGH VOLTAGE SWITCHING 
CONFIGURATIONS 

There are four switching cards available from Keithley 
that can handle high voltages (>200V) from the Model 
237 Source Meastue Unit; 

• Model 7154 2-pole High Voltage Scanner Card 

• Model 7054 1-pole High Voltage Scanner Card 

• Model 7070-PCA Prototype Circuit Assembly 

• Model 7072-HV High Voltage Semiconductor Matrix 
Card 

2.7.1 Model 71 54 2-pole High Voltage 
Scanner Card 

The Model 7154 is a 10-chaimel scanner card that can 
switch up to llOOV. It can be controlled by the Model 705 
or 706 Scanner. The card uses 2-pole switching and ac- 
commodates connections with screw terminals. 



Figiue 2-26 shows how this card can be used to switch 
OUTPUT HI to test up to 10 DUTs. Notice that the guard 
jumpers on the scaimer card are installed, allowing the 
guard (G) circuit of the card to be used. 



Connections to the Sotuce Measure Unit requires a triax 
cable that is xmterminated on one end. The appropriate 
conductors at the vmterminated end of the cable are con- 
nected directly to the screw terminals of the scanner card. 
Keep in mind that the triax connectors on the Source 
Measure Uitit are 3-lug, requiring 3-slot triax cables such 
as the Model 7078-TRX cables. Note that cutting one triax 
cable in half results in two cables that are imterminated at 
one end. 

Figure 2-27 shows how two Model 7154 cards can be con- 
nected to the Source Measure Unit and test fixtiue for re- 
mote sensing. As shown in the illustration, guard can be 
used but special connections and precautions are needed 
to extend the guard to the test fixture. The special cable 
can be a triax cable that is unterminated on both ends. 
One end is wired directly to the screw terminals of the 
scanner card. High (H) and low (L) at the other end of the 
cable can be terminated with banana plugs that will mate 
to banana jacks motmted on the test fixture. The outer 
shield of the cable, which is guard, should extend as far as 
possible to the test fixture. 

WARNING 

To prevent electric shock (up to llOOV), 
make sure that the guard path of specially 
built cables is completely insulated. 




not "hot" switch high voltage (>200V). 
Figure 2-26. Using Model 7154 to Switch OUTPUT HI (Guarded) 
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Special Cable 
(See warning) 




to synchronize HI and LO switching 71 54 

and avoid open sense leads. 

Figure 1-27. Using Two Model 7154s for Remote Sensing (Guarded) 



2.7.2 Model 7054 1 -pole High Voltage 
Scanner Card 

The Model 7054 is a 1-pole, 10-channel high voltage scan- 
ner card that is controlled by the Model 705 or 706 Scan- 
ner. The LO path of the scanner card is not switched and 
is common to aU 10 channels and the output. The maxi- 
mum rated voltage from LO to chassis ground is 200V. As 
a result, GUARD of the Model 237 must never be con- 
nected to scanner card LO for high voltage switching. 

2.7.3 Model 7070-PCA Prototype Circuit 
Assembly 

The Model 7070-PCA is a prototype board that is con- 
trolled by the Model 707 Switching Matrix. An unplated 
prototype breadboard area is available for building high 
voltage switching circuits. 



Ninety-six open-collector drivers are provided to control 
user-supplied relays. Also provided are 20 quick-discon- 
nect terminal blocfo. Each terminal block has three screw 
terminals. 

2.7.4 Model 7072-HV High Voltage Semi- 
conductor Matrix Card 

The Model 7072-HV is an 8 x 12 matrix card that is con- 
trolled by the Model 707 Switching Matrix. It is similar to 
the Model 7072 Semiconductor Matrix Card except that it 
can switch up to 1300V on its low current rows (A and B). 

Model 7072-HV row cormections for high voltage switch- 
ing of OUTPUT m/GUARD and SENSE HI/GUARD 
signals are limited to rows A and B. Column connections 
are the same as those shown in Figure 2-24 for a Model 
7072, except that only crosspoints in rows A and B can be 
used to switch high voltages. 
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Operating Fundamentals 

(Dc Operation) 



Operation Overview 

Preliminary information explains the various display 
messages that may be encoxmtered (Table 2-3) and pro- 
vides the details for entering data into the Source Meas- 
ure Umt from the front panel (paragraph 2.9). 

The fundamental steps for basic dc operation are as fol- 
lows: 

1. Configure MENU items (paragraph 2.10). MENU is 
used to set dc delay, default delay, sensing, ac line 
frequency and the IEEE-488 interface address. 

2. Selectsourceandfunction.Paragraph2.ll coversse- 
lection of the source (Source I Measure V or Soiuce V 
Measure I) and function (dc operation or sweep op- 
eration). 

3. Set compliance and measvurement range as described 
in paragraph 2.12. 

4. Enable AUTORANGE if it is to be used. AUTO- 
RANGE is used for measurements and is covered in 
paragraph 2.13. 

5. Place the Source Measure Unit in OPERATE and, if 
needed, provide a trigger stimulus to apply the 
source to the output (paragraph 2.14). 

Other features that can be used include control of integra- 
tion time (paragraph 2.15), filter (paragraph 2.16) and 
suppress (paragraph 2.17). 



2.8 DISPLAY MESSAGES 

The various display messages associated with instru- 
ment operation are listed in Table 2-3. 



Pressing a front panel button will remove the existing er- 
ror or warning message and any pending messages. If no 
buttons are pressed, the message is displayed for 0.8sec. 



2.9 DATA ENTRY 




Data Entry controls are used to enter source and compli- 
ance values. Also, they are used to select menu items 
(such as filter, integration time, create, setup, menu, etc.) 
and enter their respective parameters. 
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Table 2-3. Display Messages 



Message 


Description 


BUFFER FILLED 
CAL CONSTANTS ERR 

CAL INVALID ERR 
DPRAM LINK ERR 

DPRAM LOCKUP 

GENERATING SWEEP 

IDDC 

IDDCO 

ILLEGAL MEAS RANGE 

ILLEGAL SRC RANGE 
INTERLOCK PRESENT 

INVALID SWEEP MIX 
lOUCALCHCKSUM 
lOU DPRAM FAILED 
lOU EEROM FAILED 
LOG CANNOT CROSS 0 
MEAS RANGE CHANGED 

MUST CREATE SWEEP 
NO AUTO IN PULSE 
NOT IN REMOTE 
OFLO 

PENDING TRIGGER 
PULSE TIME NOT MET 
TRIGGER OVERRUN 
UNCALIBRATED 
VALUE OUT OF RANGE 

65.000 SECONDS MAX 

IF 

2F 


Number of generated sweep points exceeds the buffer capacity. 

Power-up verification of cal constants finds one or more values outside of prede- 
termined limits; default valuefs) used for values out of limits. 

One or more cal errors present on power-up, DCL, or SDC. 

Communication error in the dual port RAM between the I/O controller and 
source/measure controller. Unit is not functional. 

ROM or RAM failure in source/measure controller so it is not responding to 1/ O 
controller. Unit is not functional. 

Unit is creating or appending a sweep from the front panel. 

Unit received an illegal device-dependent conunand. 

Unit received an illegal device-dependent command option. 

Selected meeisure range is incompatible with source (V or I) or unit (236, 237 or 
238). 

Selected source range is incompatible with source (V or I) or unit (236, 237 or 238). 
Attempted to go into operate with an interlock condition present, or an interlock 
condition exists while in operate. 

Cannot create/append different sweep t 3 rpes (pulsed and non-pulsed) in buffer. 
Power-up checksum test of cal constants failed. 

Ehral port RAM in I/O controller failed. Uiut is not functional. 

Electrically erasable ROM in lOU controller failed. Unit is not functional. 

Caimot create/append a log sweep that passes through zero. 

Caimot have source and measure ranges of llOOV and 100mA (237), or llOV and 
lA (238), at same time; measurement range lowered. 

Attempted to append, modify, or trigger a non-existent sweep. 

Carmot select source autoranging with a pulse sweep create or append. 

Sent an X command when the rmit was not in remote (REN is fake). 

An external power source has overloaded the measurement hardware in the 
Model 236/237/238. 

Waiting to firdsh previous operation before processing trigger. 

Specified puke times (tw and topp) cannot be met and will be extended. 

Unit was triggered while still processing a previous trigger; trigger k ignored. 

No cal constants are stored in EEPROM (Source/Measure LED blinks). 

Selected source value exceeds source range, or selected compliance value exceeds 
measurement range, or incremental source values are too srnall for selected range. 
Cannot have a dc or sweep delay greater than 65.000 seconds. Value defaults to 
65.000 seconds. 

Power-up or memory test of lOU RAM failed. Unit is not functional. 

Power-up or memory test of lOU ROM failed. Unit k not functional. 
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2.9.1 Entering Source and Compliance 
Values 

There are two methods to enter source and compliance 
values: the Adjust and the Edit method. The Adjust 
method uses the rotary knob to increment or decrement 
displayed values. With the Edit method, the vcdue is en- 
tered using the keypad. 



The Adjust method is more convenient to use when mak- 
ing minor "adjustments" to a displayed value. The Edit 
method is probably preferred when entering a com- 
pletely new value. 



Adjust Method 

In general, the Adjust method consists of placing the cur- 
sor delinking digit) on the digit to be changed using the 
SELECT buttons and then using the rotary knob to dis- 
play the desired value. 

Perform the following steps to enter a soiurce or compli- 
ance value using the Adjust method: 

1. Enable the cursor. 

With source-measure or compliance displayed, en- 
able the cursor by either himing the rotary knob one 
detent position (left or right), or by pressing a SE- 
LECT button (◄ or ►). The cursor position is indi- 
cated by the blinking digit. 



full scale of the selected range. Any digits to the right 
of the cursor are not affected unless the reading is in- 
cremented or decremented to full scale. In this case 
these digits become zeros since the unit cannot dis- 
play a reading larger than full scale. 

When adjusting a source value, the polarity of the 
displayed reading can be changed by pressing +/- 
on the keypad. 

4. Disable the cursor by pressing ENTER or CANCEL. 
Performing another operation, such eis enabling 
autoranging, will also disable the cursor. 

NOTE 

Changing the display to a lower range with SELECT ► 
will cause a displayed reading that exceeds that range to 
default to the maximum reading for that range. For ex- 
ample, with 2.000V displayed on the 11 V range, changing 
to the I.IV range will default the display to I.IOOOV. 

Edit Method 

In general, the Edit method simply consists of keying in 
the desired value from the keypad and pressing ENTER. 

To enter a source value, the unit must be in the source- 
measrure display state with the dc function selected. To 
enter a voltage source value, SOURCE V MEASURE I 
must be selected, and to enter a current source value, 
SOURCE I MEASURE V must be selected. 



2. Place the cursor on the digit to be changed. 

The cursor can be placed on any of the four LSDs 
(least significant digits) of the five-digit display. 
Pressing ◄ SELECT moves the cursor to the left. Af- 
ter the cursor is positioned on the MSD (most signifi- 
cant digit), each press of SELECT changes the dis- 
play to the next higher range. Conversely, pressing 
SELECT ► moves the cursor to the right. After the 
cursor is positioned on the LSD, each press of SE- 
LECTS changes the display to the next lower range. 



3. Change the displayed value. 

Turning the rotary knob clockwise increments the 
displayed reading and conversely, turning the knob 
coimter-clockwise decrements the reading. The 
reading can be incremented/decremented to +/- 



To enter a compliance value, the imit must be in the com- 
pliance display state (compliance enabled). To enter a 
voltage compliance value, SOURCE I MEASURE V must 
be selected, and to enter a current compliance value, 
SOURCE V MEASURE I must be selected. 



The 0 through 9, +/- and EXP keys are used to key in val- 
ues. The following examples demonstrate how to enter 
values. 



Value Kevin Displayed Reading Press 



+1.25V 1.25 

-2.236V +/-Z236 

+3.26mA .00326 

+3.26mA 3.26EXP+/-3 



+1.25 VOLTS 

-2.236 VOLTS 

+.00326 AMPS 
+3.26E-3 AMPS 



ENTER 

ENTER 

ENTER 

ENTER 



When a value is entered, the Source Measure Unit will go 
to the optimum source or compliance (measurement) 



SECTION 2 
Operation 



+ 



range. A higher source or compliance (measure) range 
can be selected with the SELECT buttons. SELECT ^ will 
uprange the unit while SELECT ► will downrange it. Se- 
lecting a range that is lower than the displayed value will 
default the unit to the maximum source or measure value 
for that range. 



NOTES 

1 . Exponent (EXP) allows values to be entered in scien- 
tific notation form. The example value reads as +3.26 
X amps, which is 3.26mA. 

2. Entering a value that exceeds the maximum source 
or compliance capability of the imit will default to 
the maximum value. 

3. Entering a value that contains more digits than 
source or compliance resolution allows will result in 
the value being rounded. For example, entering a 
value of +1 .2345V will roimd to +1.235V 



2.9.2 Entering Other Operating 
Parameters 

Parameter selections for other Source Measure Unit fea- 
tures are menu driven. The paragraphs that contain the 
data entry procedures for these features are listed as fol- 
lows: 

• Menu* (see paragraph 2.10) 

• /Time (see paragraph 2.15) 

• Filter (see paragraph 2.16) 

• Sweep Create, Modify and Append (see paragraphs 
2.19, 2.20, and 2.21) 

• Trigger Setup (see paragraph 2.22) 

• In addition to selecting operating parameters, menu is also used to 
perform self-tests which are explained in paragraph 2.10. 



2.10 MENU 



MENU 



EXP 

o 



CANCEL 

o 



ENTER 

o 



Menu is a function of front panel operation. However, 
many of the operations performed by menu can also be 



performed over the IEEE-488 bus. Bus operation infor- 
mation will be provided where appropriate. 



Menu is used to check and/or change certain aspects of 
Source Measure Unit operation and perform self test. 
These include: 

• Delay for dc operation 

• Default delay (on or ofO 

• Sensing (loc^ or remote) 

• Ac line frequency (50 or 60Hz) 

• IEEE-488 address 

• Display Test 

• Memory Test 

• Factory initialization 



Menu is enable by pressing the MENU button and is de- 
noted by the indicator. Menu is disabled by again press- 
ing MENU. 



The structure for menu items is shown in Figure 2-28. 
When menu is enabled, the Source Measure Unit will dis- 
play the first operation menu item; dc delay. Any one of 
the eight menu items can be displayed with the rotary 
knob. 



00.000 SEC DC delay! 
I ON DEFAULT DELAY j 



LOCAL SENSE 




Rotary Knob 



DISPLAY TEST 



I MEMORY TEST 
FACTORY INnr'] 

Figure 2-28. Menu Items 



+ 
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General Procedure 

Perform the following steps to change a menu item pa- 
rameter, perform a self test or perform factory initializa- 
tion: 

Step 1 : Press MENU to enter the menu display state. 



Step 2: Use the rotary knob to display the desired menu 
item 



Step 3: To perform a self test or factory ini ti a liz ation (DIS- 
PLAY TEST, MEMORY TEST or FACTTORY INTT 
displayed), proceed to step 4. Otherwise: 

1. To change DC DELAY or IEEE ADDR, use the key- 
pad to key in the new value. 

2. To change DEFAULT DELAY, SENSE or AC LINE, 
use the SELECT buttons to di^lay the alternate pa- 
rameter. 



Step 4: Press ENTER. 



Step 5: Repeat steps 2, 3 and 4 as needed. Exceptioiu 
MENU will disable if FACTORY INTT is per- 
formed. 



Step 6: Press MENU to return to the source-measure dis- 
play state. 



General MENU Rules 

1. The MENU button toggles between the menu dis- 
play state and the norc^ source-measure display 
state. 

2. The rotary knob displa)rs a menu item, while the SE- 
LECT buttons or keypad is used to change the dis- 
played parameter. 

3. ENTER miist be pressed to enter a new parameter. 

4. When a parameter for DC DELAY, DEFA ULT D E- 
LAY, SENSE, AC LINE or IEEE ADDR is ENTERed, 
the next menu item will be displayed. 

5. A keyed-in parameter can be cancelled by pressing 
CANCEL before ENTER. 

6. The Source Measure Unit will return to the source- 
measure display state (MENU disabled) when FAC- 
TORY INTr is performed. 



Detailed information and a step-by-step procedure for 
each menu item is provided by the following paragraphs. 

2.10.1 Dc Delay 

Dc delay is used exclusively for dc operation. Dc delay 
does not affect the sweep delay for sweep operation and 
conversely, setting a sweep delay does not affect the dc 
delay. Dc delay is used to provide additional time for the 
source to settle if its output level should change. 

For a resistive load, dc delay is not necessary and can be 
set to zero seconds. Otherwise, the amormt of delay 
needed is determined by the RC time constant of a load. 
Five time constants (5RC) provides 99% settling. 

Dc delay can be set from Osec to 65sec with one millisec- 
ond resolution. 

To check the present dc delay and other menu item pa- 
rameters, simply enable MEl^ and use the rotary knob 
to scroll through the menu items. If no changes are to be 
made, press MENU to return to the source-measrire dis- 
play state. 

To change dc delay, perform the following steps: 

1. With MENU enabled, turn the rotary knob xmtil the 
dc delay is displayed. For example, if the delay is 
Osec, the following message will be displayed: 

00.000 SEC DC DELAY 

2. Using the keypad, key in the desired delay period in 
seconds (00.000 to 65.000). 

3. Press ENTER. The next menu item will be displayed. 

4. If no other menu actions are to be taken, disable 
MENU to return to die source-measure display state. 



IEEE-488 Bus Operation 

Over the bus, dc delay, source (bias) value and source 
range are programmed at the same time using the B com- 
mand. See paragraph 2.11 for further information. 

2.10.2 Default Delay 

Defaxdt delay is a short delay (up to 360msec) that is used 
to allow for internal settling on the low current ranges 
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(10|jA and under). The default delay is separate from the 
user programmed delay. 

The time period of the defaiilt delay depends on which 
current range (source or measure) that the Soirrce Meas- 
ure Unit is on. The default delay times are listed in 
Table 2-4. The delay time period for each current range in 
the table generally reflects 5 RC time constants of settling. 



Table 2-4. Default Delay 



' Range 

Source or Measure 


Delay 

(msec) 


IrA 


360 


lOnA 


75 


lOOrA 


20 


IpA 


5 


lOpA 


2 


IOOmA 


0 


1mA 


0 


10mA 


0 


100mA 


0 


lA 


0 



When defoult delay is enabled (ON), the total delay pe- 
riod before each measurement includes the default d^y 
and the user programmed delay. With defeult delay dis- 
abled (OE0, the total delay period includes only the user 
progranuned delay. However, with AUTORANGE 
(measure) enabled, the defoult delay time periods will be 
imposed even vydth default delay disabled (OFF). 



Usually, default delay is left enabled unless you are try- 
ing to optimize a test for maximum speed. ^ that case, 
d^ult delay is disabled and the lowest user pro- 
grammed d^y that will achieve acceptable results is 
used. 



To check the status of default delay and other operation 
menu item parameters, simply enable MENU and use the 
rotary knob to scroll through the menu items. If no 
changes are to be made, disable MENU to return to the 
source-measure display state. 



Perform the following steps to change the status of de- 

faxilt delay: 

1 . With MENU enabled, turn the rotary knob imtil the 
default delay is displayed. For ex.unple, if default 
delay is presently disabled, the following will be dis- 
played: 

OFF DEFAULT DELAY 

2. Use the SELECT buttons to change the status of de- 
fault delay. SELECTS enables default delay, and ◄ 
SELECT disables it. 

3. With the desired status displayed, press ENTER. The 
next menu item will be displayed. 

4. If no other menu actions are to taken, disable MENU 
to return to the source-measure display state. 



NOTES 

1. Cycling power will not a^ect the status of the default 
delay. If it was previously disabled (OFF), it will 
power up in the disabled state. Conversely, if it was 
enabled, it will power up in the enabled state. 

2. Factory initialization will enable default delay. 

3. For pidse sweeps, selecting the alternate default de- 
lay state (on or off) may cause delay times to be recal- 
culated by the Source Measure Unit in order to main- 
tain the programmed ON and OFF times. 



IEEE-488 Bus Operation 

The W command is used to program defeult delay. 



WO = Disable default delay 
W1 = Enable default delay 



HP BASIC 4.0 Programming Examples: 

OUTPUT 716; "WOX" Disable default delay. 

OUTPUT 716; "WIX" Enable default delay 



Complete information on the IEEE-488 bus and this com- 
mand can be foimd in Section 3 of this manual. 
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2.10.3 Sense 

The Source Measure Unit has local or remote sensing ca- 
pability. When using remote sensing, sense lines are ex- 
tended to the DUT. 



When the Source Measure Unit is programmed to soiurce 
V, sensing provides a feedback voltage that is measured 
and compared to the programmed voltage level. If the 
feedback voltage is less than the programmed voltage 
level, then the voltage source is increeised until the feed- 
back voltage equals the programmed voltage level. In lo- 
cal, sensing is performed at the output of the Source 
Measure Unit. In remote, external sense leads are con- 
nected to the load, thus, sensing is performed at the load. 
Remote sensing compensates for test lead IR drop, ensur- 
ing that the programmed voltage level is deUvered to the 
load. 



When sourcing I, local sensing is used to measure voltage 
at the output terminals. In remote sensing, external sense 
connections are made across the load. Thus, the subse- 
quent voltage reading is the actual voltage drop across 
the load. Test lead IR drops are not included in the meas- 
ured reading. 



Remote sensing should always be used when sovurcing or 
measvuing 1mA or more. Sourcing or measuring 1mA or 
more indicates that the load impedance is relatively low. 
Since this low impedance load forms a voltage divider 
with the test lead resistance, the IR drop across the test 
leads becomes significant. Thus, in local sense, the volt- 
age reading does not reflect the true voltage drop across 
the load. Instead, the reading includes the IR drop across 
the test leads. 



Remote sense cormections are covered in paragraph 2.3. 



WARNING 

With remote sensing enabled, an open sense 
lead will result in lethal voltages appearing 
at OUTPUT HI and GUARD. This voltage 
can cause injury or death, and damage exter- 
nal circuitry. Always make sure that the 
sense leads are properly connected before 
enabling remote sense. Never change con- 
nections with power applied. Be sure to al- 
ways discharge and/or disconnect external 
power sources. 



When sourcing voltage, the output voltage is 
sensed (measured) and fed back to the volt- 
age source (Vsource). If the sensed voltage is 
lower than the programmed voltage, Vsource 
is increased until the sensed voltage equals 
the programmed voltage. In the case of an 
open remote sense lead, the sensed voltage 
(OV) will never equal the programmed volt- 
age. Thus, to compensate, Vsource will 
increase to its maximum leveL 



To check the status of sense and other operation menu 
item parameters, simply enable MENU and use the ro- 
tary Imob to scroll through the menu items. If no changes 
are to be made, disable MENU to return to normal opera- 
tion. 

Perform the following steps to select the alternate sense 
setting; 

1. With MENU enabled, turn the rotary knob rmtil the 
present sense setting is displayed. For example, if lo- 
cal sense is currently selected, the following will be 
displayed: 

SENSE LCXIAL 

2. Use the SELECT buttons to select the alternate set- 
ting. SELECT ► selects remote sense and < SELECT 
selects local sense. 

3. With the desired sense selected, press ENTER. The 
next menu item will be displayed. 

4. If no other menu actions are to be taken, disable 
MENU to return to the source-measure display state. 



NOTES 

1. The unit powers up to local sensing. 

2. Factory initialization places the unit in local sense. 

3. Intem^y, the Source Measme Unit will go ot local 
sensing when it is placed in standby. When operate 
is enabled, the Source Measure Unit will go to the 
progranuned sense selection (remote or local). 

Source/Sense Voltage Differential 

When configured as a voltage source, the remote sense 
leads are typically connected in close proximity to the 
source leads by the DUT. As a resvdt, the voltage differ- 
ence between source and sense is virtually zero. The very 
small difference is caused by the voltage drop in the 
source leads. 



+ 
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However, there may be test situations that require the re- 
mote sense leads and source leads to be connected to dif- 
ferent parts of a circuit that have a significant voltage dif- 
ferential between them. 



The maximum allowable voltage difference between 
OUTPUT LO and SENSE LO is 4V. Exceeding this volt- 
age difference between source low and sense low will re- 
sult in erratic operation. 



The maximum allowable voltage differential (Vmax) be- 
tween OUTPUT HI and SENSE HI is defined by the fol- 
lowing equation. Exceeding this voltage difference be- 
tween source high and sense high will result in erratic op- 
eration. 

Vmax = 12 -10(Vout/Vfs) 

where; 

Vmax = Maximum allowable voltage difference between 

OUTPUT HI and SENSE HI 

VouT = Output Voltage 

Vfs = Full scale voltage range 

For example, if 5V is sourced on the 11 V range, the maixi- 
mum allowable voltage differential between somce and 
sense is: 

Vmax = 12 -10(5V/11V) = 7.45V 
IEEE-488 Bus Operation 
The O command is used to program sense. 



WARNING 

With remote sensing enabled, an open sense 
lead will result in lethal voltages appearing 
at OUTPUT HI and GUARD. This voltage 
can cause injury or death, and damage exter- 
nal circuitry. Always make sure that the 
sense leads are properly connected before 
enabling remote sense. NEVER change con- 
nections with power applied. Be sure to al- 
ways discharge and/or disconnect external 
power sources. 



00 = Local sense 

01 = Remote sense 



HP BASIC 4.0 Programming Examples: 

OUTPUT 716; "OIX" Select remote sense 

OUTPUT 716; "OOX" Select local sense 

Complete information concerning the IEEE-488 bus and 
this command can be foxmd in Section 3 IEEE-488 Refer- 
ence. 

2.10.4 Ac Line Frequency 

The Source Measure Uiut will operate on an ac line fre- 
quency of 50 or 60Hz. This menu item allows you to check 
or change the line frequency setting of the Source Meas- 
ure Unit. 

This adjusts the A/D converter to the proper integration 
time for line cycle integration. 

To check the present ac line frequency setting and other 
menu operation item parameters, enable MENU and use 
the rotary knob to scroll through the menu items. If no 
changes are to be made, disable MENU to return to the 
source-measure display state. 

Perform the following steps to select the alternate ac line 
frequency setting: 

1 . With MENU enabled, turn the rotary knob until the 
present ac line frequency setting is displayed. For ex- 
ample, if the line frequency is currency set to 60Hz, 
the following will be displayed: 

60Hz AC LINE 

2. Use the SELECT buttons to select the alternate set- 
ting. SELECT ► selects 50Hz and ^ SELECT selects 
60Hz. 

3. With the desired line frequency setting displayed, 
press ENTER. The next menu item will be displayed. 

4. If no other menu actions are to be taken, disable 
MENU to return to the source-measure display state. 



NOTE 

Changing the ac line frequency with a front 
panel menu selection also changes the inte- 
gration time if LDMECYCLE PERIOD is pres- 
ently selected. For example, a line frequency 
change from 60Hz to 50Hz also changes the 
integration time from 16.667msec to 20msec. 



+ 
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NOTE 

Both power up and factory initialization will default the 
unit to the last programmed line frequency setting. 



2.10.5 IEEE-488 Bus Address 

This menu item allows you to check and/ or change the 
IEEE address of the Source Measure Unit. At the factory, 
the Models 236, 237 and 238 are set to address 16. Valid 
addresses are 00 to 30. 



To check the present IEEE address and other operation 
menu item parameters, enable MENU and use the rotary 
knob to scroll through the menu items. If no changes are 
to be made, disable MENU to return to normal operation. 



Perform the following steps to change the IEEE address: 

1. With MENU enabled, turn the rotary knob until the 
present IEEE address is displayed. For example, if 
the present address is 16, the following will be dis- 
played: 

16 lEEEADDR 

2. To change the IEEE address, key in the new value (00 
to 30). 

3. With a valid address keyed into the display, press 
ENTER. The next menu item will be displayed. 

4. If no other menu actions are to be taken, disable 
MENU to return to the source-measure display state. 



2.10.6 Display Test 

The display test is used to check for defective display 
LED segments and front panel indicator lights. When this 
test is run, all display segments and indicator lights will 
be turned on for several seconds. 



Perform the following steps to perform the display test: 

1 . With MENU enabled, use the rotary knob to display 
the following message: 

DISPLAY TEST 



2. Press ENTER. All display segments and indicator 
Hghts wiU turn on for several seconds. The next 
menu item wiU be displayed. 

3. If no other menu action are to be taken, disable 
MENU to return to the source-measrure display state. 



IEEE-488 Bus Operation 

The J2 command is used to perform the display test from 
over the bus. 



HP BASIC 4.0 Programming Example: 

OUTPUT 716; "J2X" Perform display test 



2.10.7 Memory Test 

The memory test is used to perform tests on its memory 
elements. If the tests fail, one or more error messages will 
be displayed. A brief explanation of any display^ error 
message is contained in Table 2-3. In the event of a faUure, 
refer to the service manual for troubleshooting informa- 
tion. 



NOTE 

If the instrument is stUl under warranty and if 
a problem develops, it should be returned to 
Keithley Instruments, Inc. for repair. 



Perform the foUowing steps to perform the memory test: 

1 . With MENU enabled, use the rotary knob to display 
the foUowing message: 

MEMORY TEST 

2. Press ENTER to perform the test. After the test is 
completed, the next menu item wiU be displayed. 

3. If no other menu actions are to be taken, disable 
MENU to return tot he source-measure display state. 



IEEE-488 Bus Operation 

The J1 command is used to perform the memory test from 
over the bus. 

HP BASIC 4.0 Programming Example: 

OUTPUT 716; "JIX" Perform memory test 
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2.10.8 Factory Initialization 

When powered up, the Source Measure Unit will, for the 
most part, initiahze to whatever was previously pro- 
grammed. These are the power up default conditions and 
are summarized in Table 2-5. A checkmark (V) indicates 
that the unit will initialize to whatever was previously 
programmed. 

The Source Measure Unit can be returned to factory de- 
fault conditions which are also listed in Table 2-5. 

Perform the following steps to initialize the unit to fac- 
tory default conditions: 



FACTORY INIT 

2. Press ENTER. The Source Measure Unit will initial- 
ize to the factory defavdt conditions listed in Table 
2-5. 

3. If no other menu actions are to be taken, disable 
MENU to return to the sovurce-measure display state. 



IEEE-488 Bus Operation 

The JO command is used to restore factory default condi- 
tions. 

HP BASIC 4.0 Programming Example: 



1. With MENU enabled, use the rotary knob to display OUTPUT 716; "JOX" Restores factory de- 

the following message: fault conditions 



Table 2-5. Factory and Power-up Default Conditions 





Factory Default 


Power up Default 


Autorange (Measvire) 


Disabled 


V 


Bias (dc Function) 




V 


Source value 


OV/OmA 


Source range 


IIV (236, 237); 15V (238) / 10mA 


V 

V 


Dc delay v^ue 


0msec 


Calibration Step** 


0 


0 


Compliance 


lOmA/lOV 


V 


Value 


Range 


lOmA/llV (236,237); 15V (238) 


V 


Default delay 


Enabled 


V 


EOI and bus hold-off** 


EOI enabled, hold-off on X 


EOI enabled, hold-off on X 


Filter 


Disabled 


V 


Fimction 


dc 


dc 


llOOV Range Control** 




Disabled 


236/238 


Disabled 


237 


Enabled 


V 



V User's previously programmed condition 
* Front panel only 
»»IEEE-488 Bus only 



+ 
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Factory and Power-up Default Conditions (Cont.) 





Factory Default 


Power up Default 


IEEE address* 


V 


V 


/Time 


Fast period (416ltsec) 


V 


Line frequency* 


V 


V 


Operate/standby 


Standby 


Standby 


Output format** 
Items 
Format 
Lines 


Source value only 
ASCn with prefix and suffix 
1 line of dc data 


Source value only 
ASCn with prefix and suffix 
1 line of dc data 


Output Sense 


Local 


Local 


Source 


V-source 


V 


SRQ** 

Mask 

Compliance 


None 

SRQ during idle, measme or delay phase 


None 

SRQ during idle, measure or delay phase 


Stored ASCII String** 


V 


V 


Suppression 

Control 

Value 


Disabled 

0V,0mA 


Disabled 

0V,0mA 


Sweep buffer 


Cleared 


Previous sweep data retained 


Sweep create/append 
Start value 
Stop value 
Source range 
Delay time 
Number of Points 
(Pulses) 

Step value 
Log points 
Pulse on time 
Pulse off time 


Linear stair 

IV/lmA 

lOV/lOmA 

IIV (236, 237); 15V (238) / 10mA 
0msec 
10 

IV/lmA 
10 points/decade 
100msec 
100msec 


V 

V 

V 

V 

V 
>/ 

V 

V 

V 

V 


Sweep modify 


First point* 


First point* 


Terminators** 


CRLF 


CRLF 


Trigger configiuration 
Origin 
Trigin 
Trig out 
Sweep End 


Internal (Immediate) 

Continuous 

None 

Disabled 


V 

V 

V 

V 


Trigger control 


Enabled 


Enabled 



+ 
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2.1 1 SELECT SOURCE AND FUNCTION 



f OPERATE 


SOURCE MEASURE 


FUNCTION 


\ 

COMPLIANCE 


( 


0 

Z) 


VB 1 
iDv 


DC ■ 
SWEEP □ 


□ 

PHEASURn 
L RANGCJ 

a 


^ IIOOVUAX 


SOURCE 





The available voltage source and current source ranges 
are listed in Table 2-6 and Table 2-7. The selected source 
will behave as a constant dc source when in the dc func- 
tion, or sweep through a pre-defined list of source values 
and delay times when in the sweep function. 



Table 2-6. Voltage Source Ranges 



Model 


Range 

(Max Output) 


Resolution 


236,237 

238 


±1.1000V 

11.5000V 


lOOjiV 


236,237 

238 


lll.OOOV 

115.000V 


ImV 


236,237,238 


lllO.OOV 


lOmV 


237 


lllOO.OV* 


lOOmV 



Table 2-7. Current Source Ranges 



Range 

(Max Output) 


Resolution 


ll.OOOOnA 

llO.OOOnA 

llOO.OOnA 

ll.OOOOpA 

llO.OOOpA 

llOO.OOpA 

11.0000mA 

110.000mA 

1100.00mA 

ll.OOOOA* 


lOOfA 

IpA 

lOpA 

lOOpA 

InA 

lOnA 

lOOnA 

IpA 

IOmA 

lOOuA 



*Model 238 only 



Each soxirce (V and I) will "remember" its own vmique 
setup configuration. Setup configuration components 
that are remembered for each somce include: 

• Source value and range 



• Compliance limit and range 

• Integration time 

• Filter 

• Autorange 

• DC delay 

• Default delay 

• Sense 

• Sweep Parameters 

The SOURCE MEASURE button toggles the Source 
Measme Unit between Sovuce V, Measure I and Source I, 
Measure V. The FUNCTION button toggles the Source 
Measure Unit between dc operation and sweep opera- 
tion. 



With the dc function selected, the present source value 
will be displayed and can be changed to any value within 
the source range of the Source Measure Unit. 

Changing the dc function source level also changes the 
bias level of the sweep that is currently defined. Con- 
versely, changing the bias level of a sweep will change 
the dc function source to that level. 

Perform the following steps to set a source value (V or I) 
for dc operation: 

1. If the desired source is not already selected, press 
SOURCE MEASURE to select it. 

2. If dc operation is not already selected, press FUNC- 
TION to select it (DC light on). 

3. Set the source value using the Adjust or Keypad 
method of data entry. 

Adjust Method: 

Use the rotary knob and the SELECT buttons to enter 
the sorurce v^ue into the display. 

Keypad Method: 

A. Key in the source value using the DATA ENTRY 
keypad. 

B. Press ENTER. If the MANUAL TRIGGER light is 
blinking, the source value will not be displayed 
imtil the MANUAL TRIGGER button is pressed. 



Changing the Source Range (dc operation) 

The position of the decimal point indicates the source 
range. For example, a reading of +002.00V indicates that 
the 1 lOV range is selected, while a reading of +02.000V in- 
dicates that the IIV or 15V range is selected. 



2-44 



+ 






-h 



SECTION2 

Operation 



To select a different source range, use the SELECT but- 
tons.^ SELECT upranges and SELECT ► dowiuranges. 
Note that if you select a range that cannot accommodate 
the present source value, the Source Measure Unit will 
default to the maximum value for the that range. 



NOTES 



Fl,l = Source I Measure V (sweep operation) 



For dc operation, the B command is used to program the 
source (bias) value, source range, and delay. The com- 
mand is sent in the following form: 

B (bias),(range),(delay) 



1 . Anytime SOURCE MEASURE is pressed, the follow- 
ing actions will occur: 

A. The displayed source value will default to zero 
(O.OOOOV or 000.00mA). 

B. The MANUAL TRIGGER light will start blink- 
ing. The Soiuce Measure Unit will not display 
the programmed source value imtil a trigger oc- 
curs (i.e. MANUAL TRIGGER button pressed). 

C. If the Source Measure Unit was in operate, it will 
go into standby. 

2. Anytime FUNCTION is pressed, the following ac- 
tions will occur: 

A. The MANUAL TRIGGER Ught will start blink- 
ing. 

B. If the Source Measure Unit was in operate, the 
source will still be applied to the output but it 
will not be measured (i.e. "+1.(KXX3 V 
— . — mA"). To resume measvirements, the 
Source Measure Unit must be in the dc function 
and a trigger must occur. 

3. A dc function source value caimot be set if in the 
sweep function except with the bias parameter of the 
sweep. 

4. When power is cycled the dc function will be se- 
lected. The source (V or I), bias value, and range wiU 
power up to whatever was previously programmed. 

5. Factory initialization will place the unit in V-source, 
dc function, with a source value of OV, on the IIV or 
15V range. The I-source will be set to source 0mA on 
the 10mA range. 

6. When a source range change occurs, the Source 
Measure Unit will momentary output OV or 0mA. 
This could create an imdesirable transient in an oth- 
erwise smooth sweep. In situations where the tran- 
sient is not tolerable, a fixed source range should be 
used to eliminate range changes. 



IEEE-488 Bus Operation 

The F command is used to program source and function. 



Bias: A valid source value within the sotuce range of the 
Source Measmre Unit. 



Range: A value that corresponds to the source range of the 
Source Measure Unit. If not using auto, the selected range 
must be large enough to accommodate the bias value. 



I-source V-source 



0 = Auto 


Auto 


1= InA 


I.IV (236, 237); 1.5V (238) 


2= lOnA 


11V(236,237); 15V (238) 


3= lOOnA 


llOV 


4= IpA 


llOOV (237) 


5= lOpA 


* 


6= lOOpA 


* 


7= 1mA 




8= 10mA 




9= 100mA 


* 


10= 1A(238) 


* 



‘Illegal V-source option 



Delay: Dc delay in msec (0 to 65000) 



HP BASIC 4.0 Programming Example: 



OUTPUT 716; "F1,0X' 

OUTPUT 716; 
"B36E-9,3,500X" 

OUTPUT 716; "HOX" 



Select Source I Measure 
V for dc operation. 

Set source to 36nA 
(exponent form 
shown), lOOnA range, 
and dc delay to 0.5 
seconds. 

Apply trigger to update 
display. 



Complete information concerning the IEEE-488 bus and 
this command can be foimd in Section 3 IEEE-488 Refer- 



F0,0 = Source V Measme I (dc operation) 

F0,1 = Source V Measure I (sweep operation) 
F1,0 = Source I Measure V (dc operation) 



+ 



ence. 
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2.12 SET COMPLIANCE AND 
MEASUREMENT RANGE 



r OPERATE 


SOURCE MEASURE 


FUNCTION 


^ 

COMPLIANCE 


( 


E 


vD 1 
iQv 

a 


DC □ 

sweepD 

a 


■ 

rilEASUREl 

L mWQEj 


^ 1100VIIAX 


SOURCE 


A 



Compliance limits are set in order to protect external cir- 
cuitry (i.e. DUT) from damage. When sourcing voltage, a 
current compliance limit is set. The Source Measxme Unit 
will never source a current that will exceed the pro- 
grammed current compliance limit. For example, assume 
that current >10mA will damage a current-sensitive 2k£2 
device. Thus, the cmrent compliance limit would be set 
to 10mA. If the Source Measure Unit is programmed to 
source 40V it would normally source 40V at 20mA to the 
2kil load (40V / 2kil = 20mA). However, since the cur- 
rent compliance limit is set at 10mA, the Source Measure 
Unit will only source 20V at 10mA (2kQ x 10mA = 20V). 



Conversely, when sourcing current, a voltage compli- 
ance limit is set. The Source Measure Unit will never 
source a voltage that will exceed the programmed com- 
pliance voltage limit. 

CAUTION 

With an external source or energy storage de- 
vice connected to the output, current is not 
limited when in Source I Measure V. Refer to 
paragraph 2.26 for precautions against exces- 
sive current that could damage the Model 
236/237 or external circuitry. 

Setting compliance sets the maximum measvuement 
range of the Source Measure Unit. For example, setting a 
compliance of 5 V will mean that the Source Measure Unit 
can measure up to but not more than ±5 V. A larger meas- 
urement range can be selected (if available), but again, 
the maximum measured reading will be the compliance 
value. A measurement range that is lower than the com- 
pliance value caimot be selected, unless AUTORANGE is 
enabled. Trying to do so from the front panel will default 
the displayed compliance value to the maximum reading 
of the selected measturement range. 



With AUTORANGE enabled, the Source Measure Unit 
will automatically downrange to the lowest possible 
(most sensitive) range to make measurements. 



When compliance is selected, the present compliance 
limit is displayed and can be changed to any value within 
the measurement range of the Source Measure Unit. The 
measurement ranges of the Soturce Measure Unit are 
listed in Table 2-8 and Table 2-9. 



Table 2-8. Current Measurement Ranges 



Range 

(Max Output) 


Res 


nlution 


4d 


5d 


±lnA 

±10nA 

±100nA 

±lpA 

±10pA 

±100pA 

±lmA 

±10mA 

±100mA 

±1A» 


lOOfA 

IpA 

lOpA 

lOOpA 

InA 

lOnA 

lOOnA 

IpA 

10|iA 

lOOuA 


lOfA 

lOOfA 

IpA 

lOpA 

lOOpA 

InA 

lOnA 

lOOnA 

1|jA 

lOwA 



*Model 238 only 



Table 2-9. Voltage Measturement Ranges 



Model 


Range 

(Max Output) 


Resolu 


tion 


4d 


5d 


236,237 

238 


±1.1000V 

±1.5000V 


lOOpV 


lOpV 


236,237 

238 


±11.000V 

+15.000V 


ImV 


lOOpV 


236,237,238 


±110.00V 


lOmV 


ImV 


237 


illOO.OV 


lOOmV 


lOmV 



Perform the following steps to check and/ or change the 
compliance limit of the currently selected source. 

1 . Press COMPLIANCE to enable and display the com- 
pliance limit. For example, if the present compliance 
limit for the voltage source is ±50mA, the following 
will be displayed: 

±050.(X)mA COMPLI 

2. If the displayed compliance limit is not to be 
changed, disable compliance by again pressing 
COMPLIANCE to return to normal operation. Oth- 
erwise, change the compliance limit using the Adjust 
or Edit method of data entry. If not familiar with the 
entry methods, refer to paragraph 2.9 for complete 
details. 



+ 
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Adjust Method: 

Use the SELECT buttons and the rotary knob to set a new 
compliance limit. The SELECT buttons are used to posi- 
tion the cursor (flashing digit) and to change ranges, and 
the rotary knob is used to change the value. 



With the desired compliance limit displayed, press 
COMPLIANCE to return to the normal source-measure 
display state. The compliance limit of the instrument will 
not update to the "pending" value until the next trigger 
occurs. 



The "pending" compliance limit value can be viewed as 
follows: First, enable COMPLIANCE to display the pre- 
sent compliance limit value. Then display the "pending" 
compliance limit value by turning the rotary knob one 
detent position (left or right), or by pressing either SE- 
LECT key. This "pending" value can be modified as pre- 
viously explained or retained by pressing CANCEL. 



With AUTORANGE enabled, the Source Measure Unit 
will internally go the lowest possible (most sensitive) 
compliance range. On the lowest compliance range (InA, 
I.IV or 1.5V), the lowest possible compliance value is 100 
covmts (0.01 OOnA or O.OIOOV). Values less than 100 counts 
can be displayed, but the actual compliance will default 
to lOpA or lOmV. 



With AUTORANGE disabled, the lowest possible com- 
pliance value is 100 covmts of the selected range. For ex- 
ample, on the 100mA compliance range, the displayed 
limit can be adjusted from 000.00mA to 000.99mA but 
will actually be set to 001.00mA (100 counts). 



Edit Method: 

To set a new compliance Unut, key in the desired value 
using the DATA ENTRY keypad and press ENTER The 
Source Measure Unit will go to the lowest possible (most 
sensitive) range. The lowest compliance value is IpA or 
ImV. Lower values can be entered and displayed, but the 
actual compliance wiU be IpA or ImV. 



To select a higher measurement range, again enable 
COMPLIANCE and press ◄ SELECT. Press COMPLI- 
ANCE to return to the normal source-measure display 
state. 



the new value until the next trigger occurs. 



NOTES 

1 . Upon power up, the compliance limit and range will 
be set to whatever was previously programmed. 

2. Factory initialization will set the compliance to 
10mA on the 10mA measurement range. For the I 
source, compliance will be set to lOV on the IIV or 
15V measurement range. 

3. Pulse sweeps - If changing compliance causes the de- 
fault delay time period to change (if enabled), delay 
times will be recalculated by the Source Measure 
Unit in order to maintain the programmed on and off 
times. 

4. Dc operation - When the measurement range is 
changed, the range change does not actually occur 
vmtil the next input trigger occurs. 

Measure Only 

The Sovuce Measure Unit can be used as a stand alone 
voltmeter or current meter. The basic configurations are 
explained in paragraph 1.2 m GETTING STARTED. 
More detailed information for using the Source Measure 
Unit as an electrometer is provided in SOURCE-MEAS- 
URE CONSIDERATIONS. 



IEEE-488 Bus Operation 

The L command is used to program compliance and 
measurement range, and is sent in the following form: 

L(compli),(range) 

Compli: A valid compliance value within the measure- 
ment range of the vmit. 

Range: A value that corresponds to the measurement 
range of the Source Measure Unit. A selected fixed meas- 
urement range must be equal to or higher than the com- 
pliance value. 



I-measure 


V-measure 


0 = Auto 


Auto 


1= InA 


I.IV (236, 237); 1.5V (238) 


2= lOnA 


IIV (236, 237); 15V (238) 


3= l(X)nA 


llOV 


4= IfiA 


llOOV (237) 


5= 10|xA 


* 


6= 100|vA 


♦ 


7= 1mA 


* 



+ 
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8 = 10mA 
9= 100mA 

10= 1A(238) 

‘Illegal V-source option 



HP BASIC 4.0 Programming Example: 



cur when full scale is surpassed. (As described in para- 
graph 3.7.2, the instrument actually upranges to the com- 
phance range, then downranges to the required measure 
range.) For example, assume a measured reading of 
+0.8971mA (1mA range). The Model 236/237/238 will 
autorange up to the 10mA range when the reading sur- 
passes +1 .0000mA. 



OUTPUT 716; "F1,0X" Select Source I Measure V 

(dc operation) 

OUTPUT 716; "L5,2X" Set comphance to 5V and 

select IIV or 15V meas- 
urement range. 

Complete information concerning the IEEE-488 bus and 
this command can be fovmd in Section 3 IEEE-488 Refer- 
ence. 



When a measured reading is decreasing, autorange to the 
next lower range will occur when 9% of full scale is 
reached. For example, assume a reading of +01 .000mA 
(10mA range). The Model 236/237/238 wiU autorange to 
the 1mA range when the reading decreases past 
+00.900mA. For voltage ranges, downranging wiU occur 
at 8.1% of fuU scale, with the exception of the 1.5V and 
15V ranges of the Model 238, where downranging occurs 
at 9% of fuU scale. 



2.13 AUTORANGE 



With AUTORANGE enabled, the Source Measure Unit 
wiU go to the lowest possible (most sensitive) range to 
make the measurement. For example, with a 3V compli- 
ance limit IIV or 15V (Model 238) range, 0.5V wiU be 
measured on the 1.1 V or 1.5V (Model 238) range if 
autorange is enabled. 



With a pulse sweep saved in the sweep buffer, the mes- 
sage "PULSE TIME NOT MET" wiU be displayed when- 
ever AUTORANGE is enabled. This message indicates 
that the programmed on and off times of the pulse wiU 
most likely not be met when a measiuement range 
change occurs. If unspecified pulses caimot be tolerated 
in a test, use a fixed measiuement range to avoid range 
changes. 



NOTES: 

1 . When upranging or if a measurement range change 
occius whUe the imit is in comphance (COMPLI- 
ANCE indicator blinking or when upranging), the 
Soiuce Measiue Unit wiU momentarily output OV or 
0mA. 

2. Autorange should not be used when optimiun speed 
is required. The effects of autorange on sweep per- 
formance is covered in paragraph 3.7.3. 



IEEE-488 Bus Operation 



Over the bus, the comphance limit and measurement 
range (including autorange) are set using the L command 
(see the previous paragraph). 



Note that autorange can be controhed by sending only 
the range option with the L command. The comphance 
option need not be sent. The format for sending only the 
range option is as fohows: 

L,(range) 



The AUTORANGE button toggles between autorange 
and the fixed range selected when comphance was set. 
When AUTORANGE is enabled, its indicator hght wih 
be on. 

Autorange Thresholds — When a measured reading is 
increasing, an autorange to the next highest range wih oc- 



As defined in paragraph 2.12, range option 0 selects 
autorange. Thus, sending L,0X over the bus wih enable 
AUTORANGE. Sending any other vahd range option 
(one through ten) wih disable AUTORANGE. A vahd 
fixed measurement range is equal to or higher than the 
comphance hmit. 
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HP BASIC 4.0 Programming Example: 

OUTPUT 716; L,0X Enable autorange 



Complete information concerning the IEEE-488 bus and 
this command can be foimd in Section 3 IEEE-488 Refer- 
ence. 



2.14 OPERATE 



r 

OPERATE 


SOURCE MEASURE 


FUNCTION 


\ 

COMPLIANCE 




- > 

□ □ 

> - 


DC □ 
SWEEP □ 


□ 

Tmeasur^ 
L ranqeJ 




a 


a 


a 


1100V MAX 


SOURCE 





A source cannot be applied to the output unless the unit 
is in operate. The unit Ccin only be placed in operate when 
it is in the source/measure display state. The imit can be 
placed in standby (OPERATE light off) while the unit is 
in any display state. Toggling the sources (V to I, or I to V) 
will ^o place the unit in standby. 



DC Operation — With the dc function selected, enabling 
operate will apply the source to the output. If the MAN- 
UAL TRIGGER light is blinking, a trigger is needed to 
start making measurements. 



Sweep Operation — With the sweep function selected, 
enabling OPERATE will source (but not measure) the 
bias level of the sweep. The sweep itself will not start un- 
til the appropriate bigger occurs (as denoted by the 
blinking MANUAL TRIGGER light). 



WARNING 

To avoid electric shock, always assume that a 
hazardous voltage is applied to the output 
when OPERATE is enabled. 



Operate toggles the unit between the operate and 
standby states. When in the operate state, the OPERATE 
light is turned on. When in standby, the "STBY" message 
will be displayed when the unit is in the source/ measure 
display mode. 



Standby Definition 

In standby, the output of the Model 236 /237 /238 is deter- 
mined by whether it is in Source I Measure V, or Source V 
Measure I. 



Source I Measure V — In standby, the Source Measure 
Unit win output OV on the I.IV (Model 236/237) or 1.5V 
(Model 238) compliance voltage range. The compliance 
current limit is determined by the programmed current 
source value and range. If the programmed current 
source value is on a range lower than the lOOpA range, 
then the compliance current limit will be lOOpA on the 
lOOpA range. The following examples Ulustrate this: 

Progranuned Current Standby Current 

20nA on the lOOnA range lOOpA on the lOOpA range 

5pA on the lOpA range lOOpA on the lOOpA range 

If the programmed current source value is on the lOOpA 
range or above, that range will be used. The current value 
used is the programmed current value or lOOpA, which- 
ever is greater. The following examples illustrate this: 

Programmed Current Standby Current 

90pA on the lOOpA range l(X)pA on the lOOpA range 
120pA on the 10mA range 120pA on the lOinA range 
1mA on the 100mA range 1mA on the 100mA range 



Source V Measure I — In standby, the Source Measure 
Unit will output OV on the I.IV (Model 236/237) or 1.5V 
(Model 238) voltage source range. The compliance cur- 
rent limit is determined by the programmed current com- 
pliance value and range. If the programmed current com- 
pliance value is on a mage lower than the 100mA range, 
then the compliance airrent limit will be 100mA on the 
l(K)mA range. The following examples illustrate this: 

Programmed Current Standby Current 

20nA on the lOOnA range lOOpA on the lOOpA range 
5pA on the lOpA range lOOpA on the lOOpA range 



If the programmed current compliance value is on the 
lOOpA mage or above, that range will be used. The com- 
pliance current limit will be the programmed current 
value or 1% of the programmed range, whichever is 
greater. The following examples illustrate this: 

Programmed Current Standby Current 

50pA on the lOOpA range 50pA on the lOOpA range 

150pA on the 100mA range ImA on the l(X)mA range 
lOOpA on the 1mA range lOOpA on the 1mA range 



+ 
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Perform the following steps to place the unit in the oper- 
ate state: 

1. With the tinit in the source-measure display state, 
make siu*e the unit is in standby (OPERATE light off 
and "STBY" message displayed). The following ex- 
ample display message denotes the standby state: 

+0.0000 V STBY mA 



40 OUTPUT 716; "L.01,0X" Set compliance to 

10mA and select auto 
measurement range. 

50 OUTPUT 716; Program for trigger on 

"R1T1,0,0,0X" GET. 

60 TRIGGER 716 Provide trigger stimu- 

lus. 

70 OUTPUT 716; "NIX" Place imit in operate. 

80 END 



If the unit is not in standby, toggle OPERATE. When the program is run, IV will be applied to the out- 

2. Cordigure the operating parameters of the imit as put. 
desired (i.e. select source and function, set compli- 
ance, enable AUTORANGE, etc). 

3. With the unit in the source-measure display state. Note: Line 50 coidigures the instrument to trigger on a 

press OPERATE. The source wiU be applied to the group execute trigger (GET) which occurs ia line 60. See 

output. If the MANUAL TRIGGER light is bhnking, paragraph 2.22 for trigger information. 

a trigger will be needed to start measurements (dc 
operation) or to start a sweep (sweep operation). 

Complete information concerning the IEEE-488 bus and 
NOTES: this command can be found in Section 3 IEEE-488 Refer- 

ence. 

1. Upon power up or if factory initialization is per- 
formed, the unit will go into standby. 

2. If an interlock cable is connected, the interlock 2.15 J TIME 
switch must be closed before OPERATE will enable. 

3. Internally, the Soiuce Measvue Unit will go to local 
sensing when it is placed in standby. When operate 
is enabled, the Source Measure Unit will go to the 
programmed sense selection (remote or local). 



The integration (measure) time for A/D conversions and 
subsequent usable measiuement resolution is selectable 
from the front panel and over the IEEE-488 btis. 
Table 2-10 summarizes the integration time selections. 
Notice that when LINECYCLE PERIOD is selected, the 
integration time depends on the line frequency setting 
(50 or 60Hz) of the Source Measure Unit. 



IEEE-488 Bus Operation 

The N command is used to control standby/ operate. 

NO = Standby 
N1 = Operate 




HP BASIC 4.0 Programming Example; selectable integration rates offer a trade off between 

speed, resolution and noise rejection. The fast integration 
In addition to demonstrating the N command, other period provides the fastest measurements and should be 

commands already explained are used to show how they used when speed is the most important consideration. At 

are all used together to source a voltage. the other extreme, the line-cycle integration period pro- 

vides the slowest but most stable (quieter) measure- 
ments. The medium and line cycle integration periods 

Select V-Source and dc provide 5-digit resolution, 
function. 

Set source to IV on 1.1 V 

or 1.5V range and 1 /2 The J TIME control is used to check and/ or change the in- 

second delay. tegration period of the Somce Measure Unit. When en- 

+ 



10 REMOTE 716 
20 OUTPUT 716; 'T0,0X" 

30 OUTPUT 716; 
"B1,1,500X" 
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abled (light on) , the currently selected integration period 
wiU be displayed. The other integration period selections 
can be displayed with the SELECT buttons as shown in 
Figure 2-29. 



I FAST PERIOD I | MEDIUM PERIOD | | LINE CYCLE PERIOp| 

SELECT (> 

Figure 2-29. Integration Time Selections 

Perform the foUowing steps to check and/ or change the 
integration period of the Source Measure Unit: 

1 . Press J TIME (hght on) to display the integration pe- 
riod. For example, if the medium integration period 
is currently selected, the foUowing wiU be displayed: 



MEDIUM PERIOD 

2. If the displayed integration period is not to be 
changed, press | TIME to return to normal operation. 
Otherwise, display the desired integration period 
using the SELECT buttons and press ENTER. The 
Source Measure Unit wiU return to normal opera- 
tion. 



NOTES 

1 . A unique integration time can be set for each source. 

2. The unit wiU power up to the last programmed inte- 
gration time for the selected source. 

3. Factory initialization wiU program both sources for 
fast (416|isec) integration. 

4. Line cycle integration time is determined by the ac 
line frequency setting (see paragraph 2.10.4). Chang- 



ing the ac line frequency with a front panel menu se- 
lection also changes the integration time if 
LINECYCLE PERIOD is presently selected. For ex- 
ample, a line frequency ciiange from 60Hz to 50Hz 
also changes the integration time from 16.667msec to 
20msec. 

5. For pulse sweeps, selecting an alternate integration 
rate causes delay times to be recalculated by the 
Soturce Measure Unit in order to maintain the pro- 
grammed ON and OFF times. 

6. Total measurement time for each reading is depend- 
ent on the number of conversions averaged (filter) 
and the integration rate currently selected. 



IEEE-488 Bus Operation 

The S command is used to select the integration period. 



SO = Fast period (416|J,sec integration) at 4-digit resolu- 
tion 

SI = Medium period (4msec integration) at 5-digit resolu- 
tion 

S2 = 60Hz line cycle period (16msec integration) at 5-digit 
resolution 

S3 = 50Hz line cycle period (20msec integration) at 5-digit 
resolution 



HP BASIC 4.0 Programming Example: 

OUTPUT 716; "SIX" Select the medium inte- 

gration period 



Complete information concerning the IEEE-488 bus and 
this command can be foimd in Section 3 IEEE-488 Refer- 
ence. 



Table 2-10. Integration Periods and Resolution 



Selection 


Integration Time 


Measurement Resolution 


FAST PERIOD 


416)1 sec 


4 digits 


MEDIUM PERIOD 


4msec 


5 digits 


LINE CYCLE PERIOD 


60Hz; 16.667msec 
50Hz; 20msec 


5 digits 
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2.16 FILTER 




Filtering is used to stabilize noisy measurements. The 
unit does this by averaging a number of reading conver- 
sions and then displaying (or storing) the result. The 
number of readings that can be averaged (filtered) is 2, 4, 
8, 16 or 32. FILTER disabled is s 5 monymous to averaging 
one reading. 



The more filtering used, the quieter the reading. How- 
ever, filtering increases measurement time, thus decreas- 
ing unit speed. As a general rule, only use as much filter- 
ing as necessciry. 

The FILTER light denotes the status of the filter. If the 
light is on, the FILTER is enabled. If the light is off, FIL- 
TER is disabled. The FILTER button toggles between the 
filter selections and normal operation. 

Perform the following steps to control the filter from the 
front panel: 

1. Press FILTER. If its light was off (FILTER disabled), it 
will turn on. The present filter selection will be dis- 
played. For example, if the FILTER is currently dis- 
abled the following is displayed: 

DISABLE FILTER 

2. If no changes are to be made, press FILTER or EN- 
TER to return to the source-measure display state. 
Otherwise, use the SELECT buttons to display the 
desired filter selection (see Figure 2-30). 



3. Press ENTER. 



NOTES 

1 . A unique filter value can be set for each source. 

2. The unit will power up to the last programmed filter 
for the selected source. 

3. Factory initialization will disable FILTER for both 
sources. 

4. For pulse sweeps, the increased measurement time 
caused by filtering causes delay times to be recalcu- 
lated by the Source Measure Unit in order to main- 
tain the programmed ON and OFF times. 

5. Total measurement time for each reading is depend- 
ent on the number of conversions averaged (filter) 
and the integration rate crurently selected (see para- 
graph 2.15). 



IEEE-488 Bus Operation 

The P command is used to control the filter. 

PO = Filter disabled 
PI = Two readings averaged 
P2 = Four readings averaged 
P3 = Eight readings averaged 
P4 = 16 readings averaged 
P5 = 32 readings averaged 



HP BASIC 4.0 Programming Example: 

OUTPUT 716; "P3X" FILTER enabled; eight 

readings averaged. 

OUTPUT 716; "POX" FILTER disabled. 



Complete information on the IEEE-488 bus and this com- 
mand can be foimd in Section 3 IEEE-488 Reference. 




<1 SELECT ^ 



Figure 2-30. FILTER Selections 
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2.17 SUPPRESS 




Suppression allows a stored offset value to be subtracted 
from subsequent measured readings. When SUPPRESS 
is enabled, Ae next conversion taken in OPERATE will 
be internally stored as a baseline. AU subsequent read- 
ings will be the difference between the suppressed value 
and the actual signal level. The suppressed readings can 
be as small as the measurement resolution of the Source 
Measure Unit or as large as full range. 



The basehne value maintains its value regardless of 
range. For example, if a 0.5V measured reading is sup- 
pressed on the I.IV or 1.5V (Model 238) range, it will re- 
main at 0.5V on the IIV, 15V (Model 238), llOV, and 
llOOV (Model 237) ranges. 



A suppressed value is not saved for both the voltage 
source and the current source. The respective baselines 
will be lost when the sources are toggled. 



Using suppression shifts the dynamic range of the meas- 
urement. At 4-digit resolution, up to ±11,000 counts (for 
volts) can be processed by the A/D and displayed. When 
a measurement is suppressed, the display treats that 
value as a zero, but the A/D converter does not. For ex- 
ample, if +4V is suppressed on the IIV range of 236/237, 
the display will read OV, but the A/D converter will "see" 
+4V (4,000 cotmts). With +07.000 V displayed, the A/D 
converter is actually processing +11V (11,000 coimts) 
which is the maximum. Thus, the d 5 mamic measurement 
range has been shifted to a range of -15V to +7V. 



Suppressing a value while in dc operation will process 
readings already stored in the sweep buffer. The sup- 
pressed value will be algebraically subtracted from every 
measurement point in the sweep. For example, assiune 
the sweep btiffer contains the following measured read- 
ings; 1mA, 2mA, 3mA and 4mA. Suppressing 0.5mA 
while in dc operation will change the sweep buffer read- 
ings to 0.5mA, 1.5mA, 2.5nxA and 3.5mA. This allows you 
to nm a sweep and then afterwards use suppression to 



cancel an offset. When SUPPRESS is later disabled, the 
readings in the sweep buffer will return to the measured 
values (1mA, 2mA, 3mA and 4mA). 

The first measurement point of a sweep can be sup- 
pressed. Prior to starting the sweep, enabling SUPPRESS 
will cause its light to start blinking, indicating that it is 
waiting for a trigger to start the sweep. When the sweep 
is started, the first measurement point is suppressed, and 
subsequent measured points reflect the suppressed 
value. If SUPPRESS is disabled after the sweep is com- 
pleted, the readings in the sweep buffer will return to the 
originally measured values. 

WARNING 

Voltage on the output may be larger than the 
displayed measured value. For example, if a 
75V baseline is stored, a voltage of +100V 
will result in a displayed measured value of 
only +25V. 

To use suppression, perform the following steps; 

1 . Cancel SUPPRESS if aurently enabled. 

2. For dc operation: 

A. Configure the unit so that it will output a signal 
and display the measurement to be suppressed. 

B. Press SUPPRESS. The displayed measurement 
will zero and all subsequent measurements will 
reflect the suppressed value. 

3. For sweep operation: 

A. Configure the unit for a sweep as explained in 
paragraph 2.19. 

B. Press SUPPRESS. After the sweep is triggered to 
start, the first measiurement will be suppressed. 
All subsequent measurements in the sweep will 
reflect the suppressed value. 

NOTES 

1. Factory initialization disables SUPPRESS for both 
sources. 

2. When SUPPRESS is enabled, the first measurement 
will be used as the suppression value. The SUP- 
PRESS indicator light will blink imtil that measure- 
ment is made. Be careful not to inadvertently change 
the source level before the first measurement is 
made. 



IEEE-488 Bus Operation 

The Z command is used to control suppression. 



+ 
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ZO = Disable suppression 
Z1 = Enable suppression 



HP BASIC 4.0 Programming Example: 

From the front panel or over the bus, program the the 
Source Measure Unit to apply a voltage or current to a 
suitable load. With a meastued reading observed on the 
display, execute the following program statement: 



OUTPUT 716; "ZIX" Enable suppression 



The display will zero, and the previous measured read- 
ing will be stored as the suppressed value. All subse- 
quent measurements will reflect the suppressed value. 



Complete information on the IEEE-488 bus and this com- 
mand can be foimd in Section 3 IEEE-488 Reference. 
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Sweep Operation 



Operation Overview 



The basic steps to perform a sweep are as follows: 

1. Use create to define the parameters of the desired 
waveform (paragraph 2.19). 

2. If needed, use append and/or modify to alter the ba- 
sic sweep waveform (paragraphs 2.20 and 2.21). 

3. Configure the triggers. Triggers eire used to start and 
control a sweep (paragraph 2.22). 



Paragraph 2.23 (Performing a Sweep) summarizes the 
fundamentals of performing a sweep. This short proce- 
dure ties together information previously presented in 
this section (Section 2). 



After a sweep is run, test data is stored in the sweep 
buffer. Recalling data from the sweep buffer is explained 
in paragraph 2.24. 



The Source Measure Unit becomes a more powerful tool 
when combined with one or more additional Source 
Measure Units for more complex test systems (such as 
semiconductor characterization). Mult-unit operation is 
covered in paragraph 2.25. 



2.18 BASIC SWEEP WAVEFORMS 

The six basic sweep waveforms that are available are de- 
scribed as follows: 

Fixed Level Sweep: As shown in Figure 2-31, this sweep 
sources a fixed dc level. The programmable parameters 
of this sweep include; bias, source level, delay, number of 
measurement points, and source range. 

When this sweep is triggered to start, the output will go 
fi-om the bias level to the source level. The duration of this 
sweep is determined by the number of measiurement 
points (1 to 1000), the time period of the delay and the 
measurement time. Notice that a delay precedes every 
measmement. After the last measurement, the output 
will return to the bias level. 

Linear Staircase Sweep: As shown in Figure 2-32, this 
sweep steps from a start soixrce value to an ending source 
value. The programmable parameters of this sweep in- 
clude; start level, stop level, step, delay, bias, and source 
range. 

When this sweep is triggered to start, the output will go 
from the bias level to 5ie start soiirce level. The output 
will then change in equal steps until the stop source level 
is reached. The time duration at each step of the sweep is 
largely determined by the programmed delay. A meas- 
urement occurs after the delay on each step. After taking 
the last measurement at the stop source level, the output 
returns to the bias level. 



+ 
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Figure 2-31. Fixed Level Waveform 









K- Delay 




Logarithmic Staircase Sweep: This sweep is similar to 
the preceding staircase sweep, however the steps are 
done on a logarithmic scale as shown in the example 
sweep in Figure 2-33. The programmable parameters of 
this sweep include; start level, stop level, and measure 
points per decade, delay, bias, and source range. 



When this sweep is triggered to start, the output will go 
from the bias level to the start source level. The start level 
and the programmed points/ decade (5, 10, 25 or 50) de- 
termine the step values for the staircase. The Source 



Measure Unit wiU automatically select step values that 
will provide symmetrical steps (on log scale) through 
each source decade to the stop source level. The sweep 
example in Figure 2-33 is programmed for 5 points/ dec- 
ade. Thus, the Soiuce Measvue Unit selects step values 
that provide a five-step staircase through each of the two 
source decades. 



The time duration at each step of the sweep is largely de- 
termined by the programmed delay. A measurement oc- 
cius after the delay on each step. After taking the last 
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Measure Measure Measure Measure Measure Measure Measure Meagre Measure Measure Measure Measure 
#1 #2 #3 #4 #5 #6 #7 #8 #9 #10 #11 #12 

X = Measurement point 

Figure 2-33 . Logarithmic Staircase Waveform (Example Sweep from .09 to 11 at 5pts/decade) 



measurement at the stop source level, the output returns pulses, pulse on time, pulse off time, bias, and source 

to the bias level. range. 



Pulse Sweep: As shown in Figure 2-34, this sweep will 
output from one to 500 pulses. The programmable pa- 
rameters of this sweep include; pulse level, number of 



When this sweep is triggered to start, the output will go 
from the bias level to the "on" level of the first pulse. TTie 
time duration at each pulse level is determined by the 
programmed "on" time. The time duration at the bias 
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Pulse Pulse Pulse Pulse 

#1 #2 #3 #500 




X = Measurement point #2 #3 #4 #5 #6 #999 #1000 



Figure 2-34. Pulse Waveform 



level is determined by the off time. Notice that there are 
two measurements for each pulse; one at the "on" level 
and one at the following bias ("off") level. 



Linear Staircase Pulse Sweep: As shown in Figure 2-35, 
this pulse sweep steps from a starting pulse level to an 
ending (stop) pulse level. The programmable parameters 
of this sweep include; start pulse level, stop pulse level, 
step, pulse on time, pulse off time, bias, and source range. 



When this sweep is triggered to start, the output will im- 
mediately go from the bias level to the "on" level of the 
first pulse. Subsequent pulse levels will be incremented 
(or decremented) by the step value imtil the stop pulse 
level is reached. The time duration at each pulse level is 
determined by the on time. The time duration at the bias 
level, is determined by the off time. Notice that there are 
two measurements for each pulse; one at the "on" level 
and one at the following bias ("off") level. 



Logarithmic Staircase Pulse Sweep: This sweep is simi- 
lar to the preceding pulse staircase sweep, however the 



steps are done on a logarithmic scale as shown in the ex- 
ample sweep in Figure 2-36. The programmable parame- 
ters of this sweep include; start pulse level, stop pulse 
level, number of pulses per decade, pulse on time, pulse 
off time, bias, and source range. 



When this sweep is triggered to start, the output will go 
from the bias level to the start source level. The start level 
and the programmed points/ decade (5, 10, 25 or 50) de- 
termine the step values for the staircase. The Source 
Measure Unit will automatically select step values that 
will provide symmetrical steps (on log scale) through 
each source decade to the stop source level. The sweep 
example in Figure 2-36 is programmed for 5 points/dec- 
ade. Thus, the Source Measure Unit selects step values 
that provide a five-step staircase through the source dec- 
ade. 



The time duration at each pulse level is determined by 
the programmed "on" time. The time driration at the bias 
level, is determined by the "off" time. Notice that there 
are two measurements for each pulse; one at the "on" 
level and one at the following bias ("off") level. 





Measure Measure Measure Measure Measure Measure Measure Measure Measure Measure 

X = Measurement point 



Figure 2-35. Linear Staircase Pulse Waveform 




SECTION 2 
Operation 



+ 






SECTION 2 
Operation 



+ 



2.19 CREATE SWEEP 

The following paragraphs contain the information 
needed to create a sweep for a selected waveform. Infor- 
mation is organized as follows: 

2.19.1 Parameter Definitions: Explains and defines the 
veirious sweep parameters that are used. 

2.19.2 General Procedure: Provides the general proce- 
dxure for creating a sweep. 

2.19.3 IEEE-488 Bus Operation: Covers the basics 
needed to create a sweep over the IEEE-488 bus. 



NOTE 

The following outlined paragraphs provide 
detailed step-by-step procedures for creating 
a sweep for aU the available waveforms. For 
many users, the abbreviated information in 
paragraph 2.19.2 (general procedure) is suffi- 
cient. 



2.19.4 Fixed Level Sweep: Provides the detailed proce- 
dure for creating a fixed level sweep. 

2.19.5 Linear Staircase Sweep: Provides the detailed 
procedure for creating a linear staircase sweep. 

2.19.6 Logarithmic Staircase Sweep: Provides the de- 
tailed procedure for creating a logarithmic staircase 
sweep. 

2.19.7 Pulse Sweep: Provides the detailed procedixre for 
creating a pulse sweep. 

2.19.8 Linear Staircase Pulse Sweep: Provides the de- 
tailed procedure for creating a linear staircase pulse 
sweep. 

2.19.9 Logarithmic Staircase Pulse Sweep: Provides 
the detailed procedvure for creating a logarithmic stair- 
case pulse sweep. 



2.19.1 Parameter Definitions 

The various programmable sweep parameters are de- 
fined as follows: 

Bias: Bias is the dc level that is maintained at the output 
(operate enabled) when a sweep is not in progress. Also, 
during pulse sweeps, the output goes to the bias level 



during off time periods (see Figure 2-34 through 
Figure 2-36). The programmable bias level is from zero to 
± maximum soiurce output. 

Dela)r: This is the delay time set by the user for fixed 
level, linear staircase, and log staircase waveforms. At the 
end of each programmed delay a measurement is made. 
Delay can be programmed from OO.OOOsec to 65.000sec. 
Delay is also known as sweep delay and user-pro- 
grammed delay. 



Note that the user programmed delay alone does not ac- 
coimt for the entire time length of the source-delay-meas- 
mre cycle. Other factors, such as default delay, range 
change delays and the measurement integration time 
add to the overall time of the sweep (see paragraph 3.7.3). 



Level: Level is simply the source level for fixed level 
sweep and pulse sweep waveforms. 

No. Points: This is the niimber of measurements made (1 
to 1(XX)) during a fixed level sweep, and the number of 
pulses (1 to 500) during a pulse sweep. Also known as 
"cormt" and "pulses" for IEEE-488 operation. 



On and Off Time: On and off times are used for aU pulse 
sweeps. On time is the time dioration at each pulse level. 
Off time is the time duration at the bias level. On and off 
time can be programmed from O.OOlsec to 65.000sec. For 
IEEE-488 operation, on and off times are known as toN 
and toFF. 



The on and off times for a pulse sweep define the entire 
period of each pulse waveform. The on and off times in- 
clude the effects of integration rate, filter, and default de- 
lay. When a pulse sweep waveform is created, the Source 
Measure Unit will calculate the delay times needed to sat- 
isfy the programmed on and off times of each pulse. The 
calculated delay times are then stored in tiie sweep 
buffer. These delay times can be acquired by examining 
the sweep buffer (see paragraph 2.24). 



If the Source Measure Unit is configured such that it can- 
not nm fast enough to output pvdses at the programmed 
on and off times, the message "PULSE TIME NOT MET" 
will be displayed. The sweep can be performed, but it will 
not conform to the programmed on and off times. Speed 
can be increased by using a faster integration rate, less fil- 
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tering, and by disabling default delay. Note that the 
'TULSE TIME NOT MET" message is displayed when- 
ever AUTORANGE is enabled. This indicates that on and 
off times will most likely not be met when a measure 
range change occms. To ensure exact pulses, disable 
AUTORANGE. 



Points/Decade: The points per decade parameter is used 
for logarithmic sweeps. The number of points (5, 10, 25 or 
50) dictate the number of steps and measurements that 
will occur in a source decade. The actueil values of the 
steps are also dependent on the start value of the staircase 
sweep. The Source Measure Unit automatically calcu- 
lates the step values so that a symmetrical staircase (on 
log scale) will occur through the source decades. 

Range: Available source ranges for sweeps include 
AUTO, BEST FIXED, and the individual fixed ranges. 
With AUTO range selected, the Source Measure Unit will 
always go the lowest possible source range while the 
sweep is in progress. With BEST FIXED range selected, 
the Source Measure Unit will select the range that will ac- 
commodate the largest source level before the sweep is 
triggered to start. The Source Mecisure Unit will stay on 
this range throughout the entire sweep. By avoiding 
source range changes, overall speed is improved. The us- 
er, of course, can select any av^able fixed source range. 
However, if the selected range carmot accommodate a 
source level, the message "VALUE OUT OF RANGE" 
will be briefly displayed when saving sweep peuameters, 
and range will default to BEST FIXED. Note that source 
AUTO range carmot be selected for the pulse sweep 
waveforms. 



If a sweep is created using a fixed source range, the "BEST 
FIXED RANGE" will always be displayed as the range 
parameter when CREATE is enabled. If a new sweep is 
not created (CREATE disabled), the sweep will use the 
previously selected fixed soiurce range. 

Start and Stop: All staircase sweeps use start and stop pa- 
rameters. The staircase begins at the start level and steps 
to the stop level. In all cases, the output returns to the bias 
level after the stop level is measur^. 



Step: The step parameter is used for the linear staircase 
and linear staircase pulse sweeps. Step is the value that 
each subsequent source level or pulse increments or dec- 
rements in the staircase. 

2.19.2 General Procedure 

The general procedture for defining a sweep is provided 
by the following procedure. For many users, this infor- 
mation is enough to define any of the available sweep 
waveforms. Others may wish to utilize the detailed step- 
by-step procedures provided in paragraphs 2.19.4 
through 2.19.9. 

Referring to the appropriate sweep waveform 
(Figure 2-31 through Figure 2-36), perform the following 
steps to define the parameters of a sweep. 

Step 1. Select Source 

To sweep (source) voltage, the Source Measure Unit must 
be in Source V Measure I. Conversely, to sweep (source) 
current, the Source Measure Unit must be in Source I 
Measure V. 

Step 2. Enable Sweep CREATE 

The currently defined sweep waveform will be dis- 
played. If you wish to define a different sweep 
waveform, proceed to step 3. 

The parameters of the displayed sweep waveform can be 
displayed by using the rotary knob. If you are going use 
this sweep as it is currently defined, press CREATE and 
then ENTER. The Somce Measure Unit will return to the 
source-measure display state. To change one or more pa- 
rameters of this sweep waveform, proceed to step 4. 

Step 3. Select Sweep Waveform 

Figure 2-37 shows the sweep waveform selections. Use 
the SELECT buttons to display the desired sweep 
waveform and then press ENTER. 



+ 



< SELECT > 

FIXED LEVEL | | LINEAR STAIR | | LOG STAIR | I PULSE | | LIN STAIR PULSE | | LOG STAIR PULSE 
Figure 2-37. Sweep Waveform Selections 
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Step 4. Define Sweep Parameters 

The parameter sweep lists for all the available sweep 
waveforms are provided in Figure 2-38 through 
Figure 2-43. Any parameter of the sweep can be dis- 
played using the rotary knob. Changes to all parameters, 
except points/decade and range, are accomplished by 
using the ke)rpad to key-in the value and pressing EN- 
TER. Changes to the points/decade and range parame- 
ters are accomplished using the SELECT buttons to dis- 
play the parameter option and pressing ENTER. 



When a parameter value is entered (ENTER pressed), the 
next parameter of the sweep is displayed. Note that when 
the last parameter (range) is changed (SELECT pressed), 
the other sweep parameters cannot be displayed with the 
rotary knob. \^en a range parameter is entered (ENTER 
pressed), the Source Measure Unit exits the sweep list 
and prompts the user to save or cancel the sweep pa- 
rameters. 



Step 5. Save Sweep Parameters 

In order to save sweep parameters, the message "SAVE? 
ENTER/CANCEL" must be displayed. This message is 
displayed after the range parameter is entered. It can also 
be displayed by again pressing CREATE. 



With "SAVE? ENTER/CANCEL" displayed, press EN- 
TER to save the sweep parameters. The GENERATING 
SWEEP message will be displayed. Pressing CANCEL 
will default the sweep to the previously programmed 
definition. 



NOTES 

1. The maximum number of measure points in a sweep 
is 1000. If a sweep is defined such that it exceeds 1000 
points, the message "BUFFER FILLED" will be dis- 
played briefly when the sweep is saved. The sweep 
will default to 1000 points. 

2. When a sweep is saved (step 5), aU data stored in the 
buffer from the previous sweep is lost. 

3. The on and off times for a pulse sweep define the en- 
tire period of each pulse waveform. The on and off 
times include the effects of integration rate, filter, 
and default delay. If the Source Measure Unit is con- 
figured such that it cannot nm fast enough to output 
pulses at the programmed on and off times, the mes- 
sage "PULSE TIME NOT MET" will be displayed. 
The sweep can be performed, but it will not coifform 
to the programmed on and off times. Speed can be 
increased by using a faster integration rate, less fil- 
tering, and by disabling default delay. Note that the 
message 'TULSE TIME NOT MET" is always dis- 
played when AUTORANGE is enabled (see para- 
graph 2.13). 

4. A log sweep cannot start at 0 or sweep through 0. If a 
sweep is programmed to start at 0, it will default to 
one count on the selected source range. If pro- 
grammed to sweep through 0, the message "LOG 
CANNOT CROSS 0" will be displayed when trying 
to save the parameters. The sweep will be cancelled. 

5. Entering a STEP value that is less than the resolution 
of the source range will default to a step value of 
zero. The source will never exceed the level of the 
first sweep point. The maximmn STEP value is twice 
the full scale range of the highest range used in gen- 
erating the sweep. 

6. Changing a parameter value (or source range) of the 
currently saved sweep also affects the parameters of 
the other sweep waveforms for the selected source 
(V or I). For example, setting the voltage sweep delay 
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Knob 



Figure 2-38. Fixed Level Sweep Parameters 



Source level; 0 to ± max source output 
Measurement points; 0001 to 1000 
Delay; 00.000 to 65.000 seconds 
Bias level; 0 to ± max source output 
AUTO, BEST FIXED, or any fixed range 
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Figure 2-39. Linear Staircase Sweep Parameters 
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Figure 2-40. Logarithmic Staircase Sweep Parameters 



to one second ako sets the delay parameter of the 
other voltage sweep waveforms to one second. 

7. Changing the "level" of a sweep waveform ako 
changes the "start" value of the other sweep 
waveforms of the selected source. Conversely, 
changing the "start" value also changes the "level" 
of the other sweep waveforms for the selected 
source. 
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Start level; 0 to ± max source output 



Stop level; 0 to ± max source output 



Step level; - max source output to + max 
source output of highest range used in sweep 

Delay; 00.000 to 65.000 seconds 



Bias level; 0 to ± max source output 



AUTO, BEST FIXED, or any fixed 
range 



Start level; 0 to ± max source output 
(0 defaults to 1 count on selected range) 

Stop level; 0 to ± max source output 
(0 defaults to 1 count on selected range) 

Step and measurement points per 
logarithmic decade; 5, 10, 25 or 50 

Delay; 00.000 to 65.000 seconds 



Bias level; 0 to ± max source output 



AUTO, BEST FIXED, or any fixed 
range 



8. Cycling power will not affect the last created sweep. 
If a sweep was rvm, the data (measurements and AT), 
will be retained in the buffer. 

9. Performing factory initialization will clear the sweep 
buffer. The last created sweep will be cancelled. 
Sweep parameters return to the factory default con- 
ditions. 
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LEVEL 



Pulse level; 0 to ± max source output 



NO. POINTS 



No. of pulses: 001 to 500 



Rotary 

Knob 



ON TIME 



OFF TIME 



Pulse on time (at source level) ; 00.001 
to 65.000 seconds 

Pulse off time (at bias level) ; 00.001 to 
65.000 seconds 

Bias level; 0 to ± max source output 



RANGE 



BEST FIXED or any fixed range 



Figure 2-41 . Pulse Sweep Parameters 



START 



Level of first pulse; 0 to ± max source output 



STOP 



Level of last pulse; 0 to ± max source output 



Rotary 

Knob 



ON TIME 



OFF TIME 



Step level; - max source output to + max 
source output of highest range used in sweep 

Pulse on time (at source level) ; 00.001 
to 65.000 seconds 

Pulse off time (at bias level) ; 00.001 to 65.000 
seconds 



Bias level; 0 to ± max source output 



RANGE 



BEST FIXED or any fixed range 



Figure 2-42. Linear Staircase Pulse Sweep Parameters 
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Knob 



Level of first pulse; 0 to ± max source output 
(0 defaults to 1 count on selected range) 

Level of last pulse; 0 to ± max source output 
(0 defaults to 1 count on selected range) 

No. of pulse and measurement points per 
logarithmic decade; 5, 1 0, 25 or 50 

Pulse on time (at source level) ; 00.001 
to 65.000 seconds 

Pulse off time (at bias ievel) ; 00.001 to 65.000 
seconds 

Bias level; 0 to + max source output 



BEST FIXED or any fixed range 



Figure 2-43. Logarithmic Staircase Pulse Sweep Parameters 
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2.19.3 IEEE-488 Bus Operation 

The Q command is used to create (and append) a sweep 
for a selected waveform. 

QO,(level),(range),(delay),(coxmt) Fixed level sweep 

Ql,(start),(stop),(step),(range), Linear staircase 

(delay) sweep 

Q2,(start),(stop),(points),(range), Log stcdrcase 

(delay) sweep 

Q3,(level),(range),(pulses),(toN), Pulse sweep 

(tOFp) 

Q4,(start),(stop),(step),(range), Linear staircase 

(toN),(toFF) pulse sweep 

Q5,(start),(stop),(points),(range), Log staircase 

(toN),(toFp) pulse sweep 



The parameter values used for level, stcirt, stop, and step 
that are sent with the appropriate Q command are similar 
to the values entered from the front panel (see 
Figure 2-38 through Figure 2-43). The IEEE parameters 
that deviate from front panel parameters are explained as 
follows: 

Count — Number of points in a fixed level sweep (0001 to 

1000 ). 



Delay, ton, toFF — Time parameters are expressed in milli- 
seconds (0 - 65000). 



Points — Logarithmic points per decade: 

0 = 5 points/decade 

1 = 10 points/decade 

2 = 25 points/decade 

3 = 50 points/decade 



Range — Somce range: 



I-source 


V-source 


0 = Auto 


Auto 


1= InA 


I.IV (236, 237); 1.5V (238) 


2= lOnA 


IIV (236, 237); 15V (238) 


3= lOOnA 


llOV 


4= IpA 


llOOV (237) 


5= lOpA 





6 = 100|xA 

7= 1mA * 

8= 10mA 

9 = 100mA * 

10= 1A(238) 

*niegal V-source option 

Note: The Q commands to append a sweep list (Q6 
through Qll) are explained in paragraph 2.20. 

The bias level for a sweep is established with the B com- 
mand as follows: 

B(level),(range),(delay) 

The delay parameter only applies to dc operation. During 
sweep operation, this parameter is ignored. To simplify 
programming, the delay parameter can be left out as fol- 
lows: 

B(level),(range), 

Notice that the comma after the range parameter must be 
included. The following programming example shows 
how this command is sent. 

HP BASIC 4.0 Programming Example: 

The following program will create a sweep list for the lin- 
ear staircase sweep. 

10 REMOTE 716 

20 OLITPUT716;"FO,1X" Source V Measure I 

(sweep) 

30 OLITPUT 716; "B0,0,X" Set bias level to OV 
40 OUTPUT 716; Create hn stair sweep 

"Q1,1,10,1,0,500X" list 

50 END 

The above program will create a sweep list for the linear 
staircase sweep waveform. The staircase will be pro- 
grammed to start at IV and step in IV increments up to 
lOV. The programmed dwell on each step is 1/2 second. 

Complete information on the IEEE-488 bus and these 
commands can be foxmd in Section 3 of this manual. 

2.19.4 Fixed Level Sweep 

Perform the following steps to create a sweep list for a 
fixed level sweep waveform (see Figure 2-31): 



+ 



2-67 



SECTION 2 
Operation 



+ 



1. Select the desired source (Source I Measure V, or 
Source V Measure I). 

2. Enable sweep create. 

3. Use the SELECT buttons to display the fixed level 
sweep (as shown below). 

FIXED LEVEL 

4. Press ENTER. The last programmed source level wiU 
be displayed. For example, if the last programmed 
source level was IV, the following would be dis- 
played: 

+1.0000 V LEVEL 

5. To change the source value, key-in the value using 
the keypad (edit method; see paragraph 2.9.1). For 
example, the following shows a keyed-in value of 
2.5V. 

+2.5 VOLTS 

6. Press ENTER. The number of measurement points in 
the fixed sweep will be displayed. For example if the 
last programmed number of points was 10, the fol- 
lowing will be displayed: 

0010 NO. POINTS 

7. To change the number of measurement points (0001 
to 1000), key-in the value using the keypad. The fol- 
lowing shows a keyed-in value of 20 points: 

20 NO. POINTS 

Note: Entering a value that exceeds 1000 will simply 
default to 1000. 

8. Press ENTER. The delay will then be displayed. If 
the delay is presently set to 1 /2 second, the following 
will be displayed: 

00.500 SEC DELAY 

9. To change the time delay (00.000 to 65.000 seconds), 
key-in the value using the ke)^ad. The following 
shows a keyed-in value of 1 second: 

1 SECONDS 

10. Press ENTER. The bias level will then be displayed. 
For example, if the bias is presently set to OV, the fol- 
lowing will be displayed: 

+0.0000 V BIAS 



11. To change the bias level, key-in the value from the 
keypad. The following shows a keyed-in bias level of 
-1.25V: 

-1.25 VOLTS 

12. Press ENTER. The currently selected source range 
will be displayed. For example, if autorange is cur- 
rently selected, the following will be displayed: 

AUTO RANGE 

13. To change the source range, use the SELECT buttons 
to display the desired range. The following shows 
the IIV range selected: 

ll.OOOV RANGE 



Note: Selecting a fixed range that is lower than the 
keyed-in level or bias value will result m the message 
"VALUE OUT OF RANGE" when the parameters 
are saved. In this situation, the source will default to 
BEST FIXED range. 

14. Press ENTER. The following message will be dis- 
played: 

SAVE? ENTER/CANCEL 

15. At this point, the keyed-m parameters can be entered 
(saved), or canceled. Perform one of the following 
steps: 

A. To enter and save the keyed-m parameters, press 
ENTER. The GENERATING SWEEP message 
will be displayed. Sweep create will disable and 
the Source Measure Unit will return to the 
source-measure display state. 

B. To cancel the keyed-in parameters, press CAN- 
CEL. Sweep create will disable and the Source 
Measure Unit will return to the somce-measure 
display state. The previously programmed 
sweep parameters will prevail. 



2.19.5 Linear Staircase Sweep 

Perform the following steps to create a sweep list for a lin- 
ear staircase sweep waveform (see Figure 2-32): 

1. Select the desired sovuce (Source I Measure V, or 
Source V Measure I). 

2. Enable sweep create. 

3. Use the SELECT buttons to display the linear stair- 
case sweep (as shown below). 
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LINEAR STAIR 

4. Press ENTER. The last programmed source start 
value will be displayed. For example, if the last pro- 
grammed start value was IV, the following would be 
displayed: 

+1.0000 V START 

5. To change the source value, key-in the value using 
the keypad (edit method; see paragraph 2.9.1). For 
example, the following shows a keyed-in value of 
2.5V. 

+2.5 VOLTS 

6. Press ENTER. The source level at which the sweep 
will STOP is displayed. For example if the last pro- 
grammed stop value is lOV, the following will be dis- 
played: 

+10.000 V STOP 

7. To change the stop value, key-in the value using the 
keypad. The following shows a keyed-in value of 
20V: 

+20 VOLTS 

Note: Entering a stop or step value that will result in 
more than 1000 measiue points will cause the mes- 
sage "BUFFER FILLED" to be briefly displayed 
when the sweep is saved. When the sweep is run, it 
will stop after the 1 000th measure point instead of af- 
ter the programmed stop level. 

8. Press ENTER. The step value wiU then be displayed. 
If, for example, the step is presently IV, the follow- 
ing will be displayed: 

+1.0000 STEP 

9. To change the step, key-in the value using the key- 
pad. The following shows a keyed-in value of 2V: 

+2 VOLTS 

Note: Entering a step value that is lower than the 
resolution of the source range will result with the 
message "VALUE OUT OF RANGE" when the pa- 
rameters are saved. A step value of zero will be used. 
The source will never exceed the level of the first 
sweep point. 



Note: The maximum step value is twice the full scale 
range of the highest range used in generating the 
sweep. 

10. Press ENTER. The delay wiU then be displayed. If 
the delay is presently set to 1 /2 second, the following 
will be displayed: 

00.500 SEC DELAY 

11. To change the time delay (00.000 to 65.000 seconds), 
key-in the value using the ke)rpad. The following 
shows a keyed-in value of one second: 

1 SECONDS 

12. Press ENTER. The bias level will then be displayed. 
For example, if the bias is presently set to OV, the fol- 
lowing will be displayed: 

+0.0000 V BIAS 

13. To change the bias level, key-in the value from the 
keypad. The following shows a keyed-in bias level of 
-1.25V: 

-1.25 VOLTS 

14. Press ENTER. The currently selected somrce range 
will be displayed. For example, if autorange is cur- 
rently selected, the following will be displayed: 

AUTO RANGE 

15. To change the source range, use the SELECT buttons 
to display the desired range. The following shows 
the IIV range selected: 

ll.OOOV RANGE 

Note: Selecting a fixed range that is lower than the 
highest keyed-in somce value will result in the mes- 
sage "VALUE OUT OF RANGE" when the parame- 
ters are saved. In this situation, the source will de- 
fault to BEST FIXED range. 

16. Press ENTER. The following message will be dis- 
played: 

SAVE? ENTER/CANCEL 

1 7. At this point, the keyed-in parameters can be entered 
and saved, or canceled. Perform one of the following 
steps: 

A. To enter and save the keyed-in parameters, press 
ENTER. The GENERATING SWEEP message 
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will be displayed. Sweep create will disable and 
the Source Measure Unit wiU return to the 
source-measure display state. 

B. To cancel the keyed-in parameters, press CAN- 
CEL. Sweep create will disable and the Source 
Measure Unit will return to the source-measure 
display state. The previously programmed 
sweep parameters will prevail. 



2.19.6 Logarithmic Staircase Sweep 

Perform the following steps to create a sweep for a loga- 
rithmic staircase waveform (see Figure 2-33): 

1. Select the desired source (Source I Measure V, or 
Source V Measure I). 

2. Enable sweep create. 

3. Use the SELECT buttons to display the log staircase 
sweep (as shown below). 

LOG STAIR 

4. Press ENTER. The last programmed source start 
value will be displayed. For example, if the last pro- 
grammed start value was IV, the following would be 
displayed: 

+1.00(K)V START 

5. To change the source value, key-in the value using 
the keypad (edit method; see paragraph 2.9.1). For 
example, the following shows a keyed-in value of 
2.5V. 

+2.5 VOLTS 

6. Press ENTER. The source level at which the sweep 
will STOP is displayed. For example if the last pro- 
grammed stop value is lOOV, the following will be 
displayed: 

+100.00 V STOP 

7. To change the stop value, key-in the value using the 
keypad. The following shows a keyed-in value of 
20V: 

+20 VOLTS 

8. Press ENTER. POINTS/DECADE will then be dis- 
played. If, for example, five source-meastue points 
per decade is currently selected, the following wiU 
be displayed: 



5 POINTS/DECADE 

9. To select an alternate points per decade value (5, 10, 
25 or 50), use the SELECT buttons to display the de- 
sired value. The following shows a selection of 50 
source-measure points per decade: 

50 POINTS/DECADE 

10. Press ENTER. The delay wiU then be displayed. If 
the delay is presently set to 1 /2 second, the f oUowing 
wiU be displayed: 

00.500 SEC DELAY 

11. To change the time delay (00.001 to 65.000 seconds), 
key-in Ae value using the ke)^ad. The foUowing 
shows a keyed-in value of one second: 

1 SECONDS 

12. Press ENTER. The bias level wiU then be displayed. 
For example, if the bias is presently set to OV, the fol- 
lowing wiU be displayed: 

+0.0000 V BIAS 

13. To change the bias level, key-in the value from the 
keypad. The foUowing shows a keyed-in bias level of 
-1.25V: 

-1.25 VOLTS 

14. Press ENTER. The currently selected source range 
wiU be displayed. For example, if autorange is cur- 
rently selected, the foUowing wiU be displayed: 

AUTO RANGE 

15. To change the source range, use the SELECT buttons 
to display the desired range. The foUowing shows 
the 11 V range selected: 

ll.OOOV RANGE 

Note: Selecting a fixed range that is lower than the 
highest keyed-in source or bias value wiU result in 
the message "VALUE OUT OF RANGE" when the 
parameters are saved. In this situation, the source 
wiU default to BEST FIXED range. 

16. Press ENTER. The foUowing message wiU be dis- 
played: 

SAVE? ENTER/CANCEL 
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1 7. At this point, the keyed-in parameters can be entered 
and saved, or canceled. Perform one of the following 
steps: 

A. To enter and save the keyed-in parameters, press 
ENTER. The GENERATING SWEEP message 
will be displayed. Sweep create will disable and 
the Source Measure Unit will return to the 
source-measrure display state. 

B. To cancel the keyed-in parameters, press CAN- 
CEL. Sweep create will disable and the Source 
Measure Unit will return to the source-measure 
display state. The previously progranuned 
sweep parameters will prevail. 



NOTE 

A log sweep carmot start at 0 or sweep 
through 0. If a sweep is programmed to start 
at 0, it will default to 1 coxmt on the present 
source range. If programmed to sweep 
through 0, the message "LOG CANNOT 
CROSS 0" will be displayed when trying to 
save the parameters. The sweep will be can- 
celled. 



2.19.7 Pulse Sweep 

Perform the following steps to create a sweep for a pulse 
waveform (see Figvue 2-34): 

1. Select the desired somce (Source I Measure V, or 
Source V Measure I) and disable autorange (meas- 
ure) if it is enabled. 

2. Enable sweep create. 

3. Use the SELECT buttons to display the pulse sweep 
(as shown below). 

PULSE 

4. Press ENTER. The last programmed pxxlse level will 
be displayed. For example, if the last programmed 
pulse level was IV, the following would be dis- 
played: 

+1.0000V LEVEL 

5. To change the soiorce value, key-in the value using 
the keypad (edit method; see paragraph 2.9.1). For 
example, the following shows a keyed-in value of 
2.5V. 

+2.5 VOLTS 

6. Press ENTER. The number of pulses in the sweep 
will be displayed. For example, if the last pro- 



grammed number of pulses is 10, the following will 
be displayed: 

0010 NO. POINTS 

7. To change the number of pulses (0001 to 0500), key- 
in the value using the kej^ad. The following shows a 
keyed-in value of 20 points: 

20 NO. POINTS 

Note: Entering a value that exceeds 500 will simply 
default to 500. When the sweep is saved, the message 
"BUFFER FILLED" will be displayed briefly to in<S- 
cate you tried to enter a value that exceeded 500. 

8. Press ENTER. The pulse on time will then be dis- 
played. If the on time is presently set to 100msec, the 
following will be displayed: 

00.100 SEC ON TIME 

9. To change the on time (00.001 to 65.000 seconds), 
key-in the value using the ke)rpad. The following 
shows a keyed-in value of 200msec: 

+.2 SECONDS 

10. Press ENTER. The programmed off time will be dis- 
played. For example, if the off time is presently 1/2 
second, the following will be displayed: 

00.500 SEC OFF TIME 

11. To change the off time, key-m the time value using 
the keypad. The following shows a keyed-in value of 
300msec: 

+.3 SECONDS 

12. Press ENTER. The bias level will then be displayed. 
For example, if the bias is presently set to OV, the fol- 
lowing will be displayed: 

+0.0000 V BIAS 

13. To change the bias level, key-in the value from the 
keypad. The following shows a keyed-m bias level of 
-1.25V: 

-1.25 VOLTS 

14. Press ENTER. The currently selected soiurce range 
will be displayed. For example, if llOV range is cur- 
rently selected, the following will be displayed: 
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IIO.OOV RANGE 

15. To change the source range, use the SELECT buttons 
to display the desired range. The following shows 
the 11 V range selected: 

ll.OOOV RANGE 

Note: Selecting a fixed range that is lower than the 
highest keyed-in source or bias value wUl result in 
the message "VALUE OUT OF RANGE" when the 
parameters are saved. In this situation, the source 
will default to BEST FIXED range. 

16. Press ENTER. The following message will be dis- 
played: 

SAVE? ENTER/CANCEL 

17. At this point, the keyed-in parameters can be entered 
and saved, or canceled. Perform one of the following 
steps: 

A. To enter and save the keyed-in parameters, press 
ENTER. The GENERATING SWEEP message 
will be displayed. Sweep create will disable and 
the Source Measure Unit will return to the 
source-measure display state. 

B. To cancel the keyed-in parameters, press CAN- 
CEL. Sweep create will disable and the Source 
Measvue Unit will return to the source-measure 
display state. The previously programmed 
sweep parameters will prevail. 



NOTE 

The on and off times for a pulse sweep define 
the entire period of each piilse waveform. The 
on and off times include the effects of integra- 
tion rate, filter, and default delay. If the Sovu:ce 
Measure Unit is configured such that it cannot 
run fast enough to output pulses at the pro- 
grammed on and off times, the message 
"PULSE TIME NOT MET" will be displayed. 
The sweep can be performed, but it will not 
conform to the programmed on and off times. 
Speed can be increased by using a faster inte- 
gration rate, less filtering, and by disabling 
default delay. Note that the message 'TULSE 
TIME NOT MET" is always displayed when 
AUTORANGE is enabled (see paragraph 
2.13). 



2.1 9.8 Linear Staircase Puise Sweep 

Perform the following steps to create a sweep for a linear 
staircase pulse waveform (see Figure 2-35): 

1. Select the desired source (Source I Meeisure V, or 
Source V Measure I) and disable autorange (meas- 
ure) if it is enabled. 

2. Enable sweep create. 

3. Use the SELECT buttons to display the linear stair- 
case pulse sweep (as shown below). 

LIN STAIR PULSE 

4. Press ENTER. The source level of the first pulse 
(START) will be displayed. For example, if the level 
of the first pulse is currently set at IV, the following 
will be displayed: 

+1.0000 START 

5. To change the start level, key-in the value using the 
keypad. A keyed-in value of 2V is shown as follows: 

+2 VOLTS 

6. Press ENTER. The source level of the last pulse in the 
sweep (STOP) will be displayed. For example, if the 
stop level is cxurently at 20V, the following will be 
displayed; 

+020.00 V STOP 

7. To change the stop value, key-in the level using the 
keypad. A keyed-in value of 50V is shown as follows: 

+50 VOLTS 

Note: Entering a stop value that will result in more 
than 500 pulses (1000 measurements) wiU cause the 
message "BUFFER FILLED" to be briefly displayed 
when file sweep is saved. When the sweep is run, it 
will stop after the 500th pulse measure point instead 
of after the programmed stop level. 

8. Press ENTER. The staircase step value will be dis- 
played. For example, if the step value is currently set 
to IV, the following will be displayed: 

+1.0000 V STEP 

9. To change the step value, key-in the value using the 
keypad. The following shows a keyed-in step value 
of2V: 
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+2 VOLTS 

Note: Entering a step value that is lower than the 
resolution of the source range will result with the 
message "VALUE OUT OF RANGE" when the pa- 
rameters are saved. A step value of zero will be used. 
The source will never exceed the level of the first 
sweep point. 

Note: The maximum step value is twice the fuU scale 
range of the highest range used in generating the 
sweep. 

10. Press ENTER. The pulse on time will then be dis- 
played. If the on time is presently set to 100msec, the 
following wiU be displayed: 

00.100 SEC ON TIME 

11. To change the pulse on time (00.001 to 65.000 sec- 
onds), key-in the value using the keypad. The fol- 
lowing shows a keyed-in value of 200msec: 

+.2 SECONDS 

12. Press ENTER. The programmed off time will be dis- 
played. For example, if the off time is presently 1/2 
second, the following will be displayed: 

00.500 SEC OFF TIME 

13. To change the off time, key-in the time value using 
the keypad. The following shows a keyed-in value of 
300msec: 

+.3 SECONDS 

14. Press ENTER. The bias level will then be displayed. 
For example, if the bias is presently set to OV, the fol- 
lowing will be displayed: 

+0.0000 V BIAS 

15. To change the bias level, key-in the value from the 
keypad. The following shows a keyed-in bias level of 
-1.25V: 

-1.25 VOLTS 

16. Press ENTER. The ctirrently selected source range 
will be displayed. For example, if llOV range cur- 
rently selected, the following wiU be displayed: 

IIO.OOV RANGE 



17. To change the source range, use the SELECT buttons 
to display the desired range. The following shows 
the 11 V range selected: 

ll.OOOV RANGE 

NOTE: Selecting a fixed range that is lower than the 
highest keyed-in source or bias value will result in 
the message "VALUE OUT OF RANGE" when the 
parameters are saved. In this situation, the source 
will default to BEST FIXED range. 

18. Press ENTER. The following message will be dis- 
played: 

SAVE? ENTER/CANCEL 

19. At this point, the keyed-in parameters can be entered 
and saved, or canceled. Perform one of the following 
steps: 

A. To enter and save the keyed-in parameters, press 
ENTER. The GENERATING SWEEP message 
will be displayed. Sweep create will disable and 
the Source Measure Unit will return to the 
source-measure display state. 

B. To cancel the keyed-in parameters, press CAN- 
CEL. Sweep create wiU disable and the Sowce 
Measure Unit will return to the source-measure 
display state. The previously programmed 
sweep parameters will prevail. 



NOTE 

The on and off times for a pulse sweep define 
the entire period of each p^e waveform. The 
on and off times include the effects of integra- 
tion rate, filter, and default delay. If the Source 
Measure Unit is configured such that it cannot 
run fast enough to output pulses at the pro- 
grammed on and off times, the message 
"PULSE TIME NOT MET" will be displayed. 
The sweep can be performed, but it will not 
conform to the programmed on and off times. 
Speed can be increased by using a faster inte- 
gration rate, less filtering, and by disabling 
default delay. Note that the message "PULSE 
TIME NOT MET" is always displayed when 
AUTORANGE is enabl^ (see paragraph 
2.13). 



2.19.9 Log Staircase Pulse Sweep 

Perform the following steps to create a sweep for a loga- 
rithmic staircase pulse waveform (see Figure 2-36): 



+ 



2-73 




SECTION 2 
Operation 



+ 



1. Select the desired source (Soxurce I Measure V, or 
Source V Measure I) and disable AUTORANGE 
(measure) if it is enabled. 

2. Enable sweep create. 

3. Use the SELECT buttons to display the log staircase 
pulse sweep (as shown below). 

LOG STAIR PULSE 

4. Press ENTER. The source level of the first pulse 
(start) wiU be displayed. For example, if the level of 
the first pulse is currently set at IV, the following will 
be displayed: 

+1.0000 V START 

5. To change the start level, key-in the value using the 
keypad. A keyed-in value of 2V is shown as follows: 

+2 VOLTS 

6. Press ENTER. The source level of the last pulse in the 
sweep (stop) will be displayed. For example, if the 
stop level is currently at 20V, the following will be 
displayed; 

+020.00 V STOP 

7. To change the stop value, key-in the level using the 
Iceypad. A keyed-in value of 50V is shown as follows: 

+50 VOLTS 

8. Press ENTER. POINTS/DECADE will then be dis- 
played. If, for example, five source-measure points 
per decade is currently selected, the following will 
be displayed: 

5 POINTS/DECADE 

9. To select an alternate points per decade value (5, 10, 
25 or 50), use the SELECT buttons to display the de- 
sired value. The following shows a selection of 50 
source-measiure points per decade: 

50 POINTS/DECADE 

10. Press ENTER. The pulse on time will then be dis- 
played. If the on time is presently set to KXlmsec, the 
following will be displayed: 

00.100 SEC ON TIME 



11. To change the pulse on time (00.001 to 65.000 sec- 
onds), key-in the value using the keypad. The fol- 
lowing shows a keyed-in value of 200msec: 

+.2 SECONDS 

12. Press ENTER. The programmed off time will be dis- 
played. For example, if the off time is presently 1/2 
second, the following will be displayed: 

00.500 SEC OFF TIME 

13. To change the off time, key-in the time value using 
the keypad. The following shows a keyed-in value of 
300msec: 

+.3 SECONDS 

14. Press ENTER. The bias level wiU then be displayed. 
For example, if the bias is presently set to OV, the fol- 
lowing will be displayed: 

+0.0000 V BIAS 

15. To change the bias level, key-in the value from the 
keypad. The following shows a keyed-in bias level of 
-1.25V: 

-1.25 VOLTS 

16. Press ENTER. The currently selected source range 
will be displayed. For example, if llOV range is cur- 
rently selected, the following will be displayed: 

IIO.OOV RANGE 

17. To change the source range, use the SELECT buttons 
to display the desired range. The following shows 
the 11 V range selected: 

ll.OOOV RANGE 

Note: Selecting a fixed range that is lower than the 
highest keyed-in source or bias value will result in 
the error message "VALUE OUT OF RANGE" when 
the parameters are saved. In this situation, the 
source will default to BEST FIXED range. 

18. Press ENTER. The following message will be dis- 
played: 

SAVE? ENTER/CANCEL 

19. At this point, the keyed-in parameters can be entered 
and saved, or canceled. Perform one of the following 
steps: 
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A. To enter and save the keyed-in parameters, press 
ENTER. The GENERATING SWEEP message 
will be displayed. Sweep create will disable and 
the Source Measure Unit will return to the 
source-measure display state. 

B. To cancel the keyed-in parameters, press CAN- 
CEL. Sweep create will disable and the Source 
Measure Unit will return to the source-measure 
display state. The previously progranuned 
sweep parameters will prevail. 



NOTES: 

1. The on and off times for a pulse sweep define the en- 
tire period of each pulse waveform. The on and off 
times include the effects of integration rate, filter, 
and default delay. If the Source Measure Unit is con- 
figured such that it caimot nm fast enough to output 
pulses at the programmed on and off times, the mes- 
sage "PULSE TIME NOT MET" will be displayed. 
The sweep can be performed, but it will not conform 
to the programmed on and off times. Speed can be 
increased by using a faster integration rate, less fil- 
tering, and by disabling default delay. Note that the 
message "PULSE TIME NOT MET" is always dis- 
played when AUTORANGE is enabled (see para- 
graph 2.13). 

2. A log sweep cannot start at 0 or sweep through 0. If a 
sweep is programmed to start at 0, it will default to 1 
cotmt on the present source range. If programmed to 
sweep through 0, the message "LOG CANNOT 
CROSS 0" will be displayed when trying to save the 
parameters. The sweep will be cancelled. 



2.20 APPEND SWEEP 

The append feature permits one or more waveforms to be 
appended to the currently defined sweep waveform. The 
waveforms that can be appended to sweep waveforms 
are listed in Table 2-11. The number of waveforms that 
can be appended to a defined sweep is limited only by the 
total number of points (1000). 



You caimot append to a sweep that does not exist. Trying 
to do so will cause the message "MUST CREATE 
SWEEP" to be displayed. 



An example of an appended sweep is shown in 
Figure 2-44. Fixed level sweep #1 is appended with a lin- 
ear staircase waveform and another fixed level 
waveform. The original fixed level sweep sources a con- 



Table 2-11. APPEND Waveform 



Defined Sweep 
Waveform 


Available APPEND 
Sweep Waveforms 


Fixed level 


Fixed level 
Linear staircase 
Log staircase 


Linear staircase 


Fixed level 
Linear staircase 
Log staircase 


Log staircase 


Fixed level 
Linear staircase 
Log staircase 


Pulse 


Pulse 

Linear staircase pulse 
Log staircase pulse 


Linear staircase pulse 


Pulse 

Linear staircase pulse 
Log staircase pulse 


Log staircase pulse 


Pulse 

Linear staircase pulse 
Log staircase pulse 



stant IV level for five measurement points. After the last 
measurement of the fixed level sweep, the staircase 
sweep starts at 2V and staircases (in IV steps) to 6V. After 
the measurement at the 6V step, another fixed level 
sweep somces 2V for five more measurement points. 



Whenever the integration rate, filter or default delay is 
changed, the Source Measure Unit will re-calculate the 
delay needed to satisfy the programmed on and off times 
of a pulse waveform. If an appended pulse waveform 
uses different on and off times than the original pulse 
waveform, any subsequent delay calculations will be 
based on the on and off times of the appended pulse 
waveform. The on and off times of the original pulse 
waveform will default to the on and off times of the ap- 
pended pulse waveform. Thus, DO NOT change integra- 
tion rate, filter, default delay, or range after appending a 
pulse waveform that uses different on and off times. Al- 
ways configure these featmes before appending a pulse 
sweep. 



An appended sweep can be customized further with the 
use of the sweep MODIFY feature (see paragraph 2.21). 
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Sweep Definition 



Fixed level #1 : 
Level = 1V 




X = Measure point 

Measure Points 



Figure 2-44. Sweep Append Example 



General Append Rules: 

1. Enabling APPEND displays the currently defined 
sweep waveform. 

2. An alternate append waveform (see Table 2-11) can 
be selected by displaying it with the SELECT buttons 
and pressing ENTER 

3. The parameters of a selected append waveform can 
be displayed with the rotary knob. 

4. A displayed parameter can be changed with the key- 
pad or the SELECT buttons and dien by pressing 
ENTER. 

5. An appended waveform is saved when ENTER is 
pressed with the message "SAVE? ENTER/CAN- 
CEL" displayed. That message is displayed when 
APPEND is pressed or when a displayed range pa- 
rameter is ENTERed. 



2.20.1 Sweep Append Procedure 

Perform the following steps to append the currently de- 
fined sweep waveform with another sweep waveform: 



Step 1. Enable Sweep APPEND 

The same type of sweep that is already defined will be 
displayed. For example, if the fixed level sweep is cur- 



rently defined, the following will be displayed when 
sweep append is enabled: 

FIXED LEVEL 



If appending the defined sweep with the same (dis- 
played) sweep type, proceed to step 3. 



Step 2. Select Sweep Type 

Use the SELECT buttons to display the sweep t 3 rpe that 
you wish to append to the already defined sweep and 
press ENTER. 



Step 3. Define Sweep Parameters 

These sweep parameters are entered in the same way that 
parameters were entered for the original sweep. 



Any parameter of the sweep can be displayed using the 
rotary knob. Changes to all parameters, except points/ 
decade and range, are accomplished by using the keypad 
to key-in the value and pressing ENTER. Changes to the 
points/decade and range parameters are accomplished 
by using the SELECT buttons to display the parameter 
option and pressing ENTER. 



2-76 



+ 






SECTION! 

Operation 



+ 



When a parameter value is entered (ENTER pressed), the 
next parameter of the sweep is displayed. Note that when 
the last parameter (range) is changed (SELECT pressed), 
the other sweep parameters cannot be displayed with the 
rotary knob. When a range parameter is entered (ENTER 
pressed), the Source Measure Unit exits the sweep menu 
and prompts the user to save or cancel the sweep pa- 
rameters. 



Step 4. Save Sweep Parameters 

In order to save sweep parameters, the message "SAVE? 
ENTER/CANCEL" must be displayed. This message is 
displayed when the range parameter is entered. It can 
also be displayed by again pressing APPEND. 



With "SAVE? ENTER/CANCEL" displayed, press EN- 
TER to save the sweep parameters. The GENERATING 
SWEEP message will be displayed. Pressing CANCEL 
will cancel the append operation. Only the original 
sweep waveform will be defined. 



(delay) 


sweep 


Q8,(start),(stop),(points),(range), 

(delay) 


Log staircase 
sweep 


Q9,(level),(range),(pulses),(toN), 

(tOFp) 


Pulse sweep 


Q10,(start),(stop),(step),(range), 

(tON),(tOFF) 


Linear staircase 
pulse sweep 


Qll,(start),(stop),(points),(range), 

(tON),(tOFp) 


Log staircase 
pulse sweep 



The parameter values used for level, start, stop and step, 
that are sent with the appropriate Q command, are simi- 
lar to the values entered from the front panel (see 
Figure 2-38 through Figure 2-43). The IEEE parameters 
that deviate from front panel parameters are explained as 
follows: 



Count — Number of points in a fixed level sweep (0001 to 

1000 ). 



NOTES: 

1. Sweep APPEND can only be enabled if the Source 
Measure Unit is in the source-measure display state. 

2. If the total number of measure points in a sweep ex- 
ceeds 1000, the message "BUFFER FILLED" will be 
briefly displayed when the sweep parameters are 
saved. The sweep will default to 1000 measure 
points. 

3. Bias is the only parameter that caimot be defined in 
an APPEND sweep. The bias level that was defined 
in the original sweep will prevail. 

4. A non-existent sweep cannot be appended. 

5. After appending a sweep, RECALL can be used to 
look at all points of the sweep. 

6. After appending a sweep, enabling CREATE will 
display only the parameters of the appended portion 
of Ae sweep. 

2.20.2 IEEE-488 Bus Operation 

The Q command is used to append a sweep list for a se- 
lected sweep waveform. 

Fixed level sweep 



Delay, ton, torr — Time parameters are expressed in milli- 
seconds (0 - 65000). 



Points — Logarithmic points per decade: 

0 = 5 points/ decade 

1 = 10 points/ decade 

2 = 25 points/ decade 

3 = 50 points/ decade 



Range — Soiuce range: 



I-soturce V-source 



0 = Auto 


Auto 


1= InA 


I.IV (236, 237); 1.5V (238) 


2= lOnA 


IIV (236, 237); 15V (238) 


3= lOOnA 


llOV 


4= IpA 


llOOV (237) 


5= lOpA 




6= lOOpA 


* 


7= 1mA 


* 


8= 10mA 


* 


9 = 100mA 


♦ 


10= 1A(238) 


* 



+ 



Q6,(level),(range),(delay),(coimt) 

Q7,(start),(stop),(step),(range), 



Linear staircase 



*niegal V-source option 
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NOTE: 

The Q commands to create a sweep list (QO through Q5) 
are explained in paragraph 2.19.3. 

HP BASIC 4.0 Programming Example: 

The following program will append a fixed level sweep 
to a staircase sweep. 



tore. The first four measure points of the staircase are un- 
changed. The fifth point is changed to the same level as 
the fourth point (4V). The result is a staircase step that has 
more than one measure point. This allows multiple meas- 
urements to be performed on a single step of a staircase 
waveform. The rest of the sweep (points 6, 7 and 8) is 
modified to step down to the bias level using a longer 
dwell time on the steps. 



General Modify Rules: 



10 REMOTE 716 
20 OUTPUT 716; "F0,1X" 

30 OUTPUT 716; "BOAX" 
40 OUTPUT 716; 

"Q1,1,10,1,0,500X" 

50 OUTPUT 716; 

"Q6,2A300,5X" 

60 END 



Source V Measure I 
(sweep) 

Set bias level to OV 
Create lin stair sweep 
list 

Append a fixed level 
sweep 



Lines 10 through 40 create a sweep list for the linear stair- 
case sweep waveform. The staircase will start at IV and 
step in IV increments up to lOV. The programmed dwell 
on each step is 1/2 second. Line 50 will append a fixed 
level (2V, 5 points, and 300msec delay) sweep to the stair- 
case sweep. 



1. Enabling MODIFY displays the source value of the 
first sweep point. Any sweep point can be displayed 
with the rotary knob. SELECT ► and M SELECT tog- 
gles the display between the source and delay pa- 
rameter for the displayed sweep point. 

2. A somce value is modified as follows: 

A. Using the rotary knob, display the sweep point 
to be modified. 

B. Using the ke)^ad, key in the new source value 
and press ENTER. 

C. Using the SELECT buttons, display the desired 
source range and press ENTER. 

3. A delay period is modified as follows: 

A. Using the rotary knob, display the sweep point 
to be modified. 

B. Using the keypad, key in the new delay period 
and press ENTER. 

4. Exit the modify menu by again pressing MODIFY. 



Complete information on the IEEE-488 bus and these 
commands can be foimd in Section 3 of this manual. 



2.21 MODIFY SWEEP 

The modify feature permits source level and delay time 
changes to be made for any measurement point in the 
currently defined sweep. This feature allows custom 
shaped waveforms to be fabricated. 



An example of a modified sweep is shown in Figure 2-45. 
The linear staircase sweep waveform is modified as 
shown to demonstrate the versatility of the modify fea- 



In many test situations, only minor modifications to a 
sweep waveform that is already being used will be re- 
quired. Complex waveform fabrication will require a lit- 
tle more planning. The following hints may be helpful: 

1. Sketch the waveform that you wish to fabricate. Indi- 
cate source levels, measiure points and delay times. 

2. Select and define (CREATE) a standard sweep 
waveform that will be the easiest to modify into your 
custom waveform. 

3. Consider the value of appending one or more 
waveforms to the one you just defined (see Append 
Sweep; paragraph 2.20). 

4. With a good fundamental waveform defined, go 
ahead and modify it as follows. 
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2.21.1 Sweep Modification Procedure 

Perform the following steps to modify the currently de- 
fined sweep waveform: 

Step 1. Enable Sweep MODBFY. 

The source level at the first measiue point will be dis- 
played. For example, if the source level at the first point is 
IV, the following will be displayed: 

0001 +1.0000 V SRC 



Step 2. Modify Source Levels 

The rotary knob will display the source level for each 
measiue point in the sweep. To change a source level, 
perform Ihe following steps: 

1. Use the rotary knob to display the measiue point 
whose source level is to be changed. 

2. Key-in the new source level from the ke)^ad. 

3. Press ENTER. The source range for Ae original 
source level will be displayed. For example, if m 
autorange, the following will be displayed: 

AUTO RANGE 

4. If an alternate source range is needed or desired, use 
the SELECT buttons to display it. Note that the 
source range must be able to accommodate the new 
source value. 

5. Press ENTER. The newly entered source value will 
be displayed. 

6. Repeat steps 1 through 5 to change the source level at 
another measure point. 



Step 3. Modify Delay Times 

If one or more delay times are going to be changed, per- 
form the following steps. Otherwise, proceed to step 4. 



1. Press SELECTS. The delay time for one of the meas- 
ure points win be displayed as shown in the follow- 
ing example: 

0005 00.500 SECDLY 

2. Use the rotary knob to display the measure point 
whose delay is to be chang^. 

3. Key-in the new delay time from the keypad. 



4. Press ENTER. The newly entered delay time will be 
displayed. 

5. Repeat steps 1 through 4 to change the delay time at 
another measure point. 



Step 4. Exit Modify State 

To return the Source Measure Unit to the normal source- 
measure display state press either Sweep MODIFY or 
ENTER. 



NOTES: 

1. Sweep MODIFY can only be enabled if the Source 
Measure Unit is in the source-measure display state. 

2. A non-existent sweep caimot be modified. 



2.21.2 IEEE-488 Operation 

Over the IEEE-488 bus, the A command is used to modify 
a sweep list. When this command is sent, one point or 
consecutive points can be modified to the specified pa- 
rameters. 



A(level),(range),(delay),(first),(last) 



With this command, the level, range and delay period are 
established for the point(s) specified by the "first" and 
"last" parameters. 



Range — Source range: 



I-source V-source 



0 = Auto 


Auto 


1= InA 


I.IV (236, 237); 1.5V (238) 


2= lOnA 


IIV (236, 237); 15V (238) 


3= lOOnA 


llOV 


4= IhA 


llOOV (237) 


5= 10|XA 




6= lOOpA 


* 


7= 1mA 


* 


8= 10mA 




9= 100mA 


* 


10= 1A(238) 
*niegal V-source option 


* 
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Delay — Programmed in milliseconds (0 to 65000). 



First — First data point to be modified. 



Last — Last data point to be modified. 



HP BASIC 4.0 Programming Example: 

The following program will modify a fixed level sweep. 
10 REMOTE 716 

20 OUTPUT 716; "F0,1X" Source V Measure I 

(sweep) 

30 OUTPUT 716; "B0,0,X" Set bias to OV 

40 OUTPUT 716; Create fixed level 

"Q0,1,0,500,10X" sweep 

50 OUTPUT 716; Modify point 1 

"A2,0,500,1,1X" 

60 OUTPUT 716; Modify points 4, 5 and 6 

"A3,0,1000,4,6X" 

70 END 



Lines 10 through 40 create a fixed level sweep (IV, 1/2 
second delay, 10 measure points). Line 50 modifies point 
1 to 2V. Line 60 modifies points 4, 5 and 6 to 3V with a de- 
lay of one second. 

Complete information on the IEEE-488 bxxs and this com- 
mand can be foimd in Section 3 of this manual. 



2.22 CONFIGURE TRIGGERS 

Source Measure Unit operation consists of a series of 
source-delay-measure (SDM) cycles. In dc operation, the 
Source Measure Unit will continuously execute SDM cy- 
cles (see Figme 2-46). In sweep operation, the number of 
SDM cycles that make up the sweep waveform is defined 
by the user. Figure 2-47A shows a five-point fixed level 
sweep waveform. For a staircase sweep, an SDM cycle oc- 
curs at every step of the staircase as shown in 
Figure 2-47B. For a pulse sweep, an SDM cycle occurs at 
each pulse on level and bias off level as shown in 
Figure 2-47C. 



The available trigger setups are shown in Figure 2-48. 



Input triggers are used to control when source, delay, 
and measure operations occur. The input (IN) triggers 
are described in paragraph 2.22.1. 



The input trigger stimulus may be provided by the front 
panel MANUAL trigger button, an external device that 
apphes a TI L level pulse to the TRIGGER IN cormector 
on the rear panel, or an appropriate IEEE-488 operation. 
Input trigger origin is described in paragraph 2.22.2. 



The Source Measure Unit is capable of sending TTL level 
output pulses (via its TRIGGER OUT coimector) to trig- 
ger operations of external devices, such as another 
Source Measure Unit. The Source Measure Unit can be 
programmed to output a trigger after any phase of the 
SDM cycle. Output (OUT) triggers are described in para- 
graph 2.22.3. 



In addition to the previously mentioned output triggers, 
the Source Measure Unit can also be programmed to out- 
put a trigger pulse at the end of a sweep. The sweep end 
output trigger setup is described in paragraph 2.22.4. 



Finally, input and output triggers of the Source Measure 
Unit can be be disabled by the enable/disable triggers 
setup which is described in paragraph 2.22.5. 



The procedure to configure the triggers is provided in 
paragraph 2.22.6. Programming the trigger over the 
IEEE-488 bus is covered in paragraph 2.22.7. 




+ 
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1^ SDM SDM SDM SDM SDM ^ 




A. Fixed Level Sweep Example 




B. Staircase Sweep Example 



SDM^ 




SDM-^ 




1^— SDM-^ 




SDM— ? 




SDM— ? 





C. Pulse Sweep Example 

X = Measure point 

Figure 2-47. SDM Cycles - Sweep Operation 
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lections use one, two or three pointers ('') to indicate the 
trigger occurrence. For example: 



aSRCdlymsr in 



For this selection, a trigger will cause a single source, de- 
lay and measurement (one SDM cycle) to occur. The 
Source Meastire Unit will then pause and wait for an- 
other trigger. Another example: 



aSRCaDLymsr in 



For this selection, two triggers are used to process each 
SDM cycle. The first trigger sets the somce level. The 
2.22.1 Input T riggers Source Measure Unit then pauses and waits for the next 

trigger. That next trigger initiates a delay and measure- 
There are a variety of input triggers to choose from which ment to occur. Again the Source Measure Unit pauses 

are summarized in Table 2-12. Note that most trigger se- and waits for the another trigger. 



Table 2-12, Input Triggers 



Trigger Selection 


Description 


CONTINUOUS 


IN 


Continuously process all SDM cycles. 


aSRCDLYMSR 


IN 


Each trigger will process an SDM cycle. 


SRCaDLYMSR 


IN 


Initial trigger sets source. Each subsequent trigger initiates a delay and measure, then sets 
source of next SDM cycle. 


aSRCaDLYMSR 


IN 


Two triggers process each SDM cycle. First trigger sets source. Second trigger initiates a 
delay and measure. 


SRCDLYaMSR 


IN 


Initial trigger sets source and causes a delay. Second trigger initiates measure, and then, for 
the next SDM cycle, sets source and initiates a delay. 


aSRC DLYaMSR 


IN 


Two triggers process each SDM cycle. First trigger sets source and initiates a delay. Second 
trigger initiates a measure. 


SRCaDLYaMSR 


IN 


Initial trigger sets source. Two triggers process each SDM cycle. First trigger initiates a de- 
lay. Second trigger initiates a measure and sets source of next SDM cycle. 


aSRCaDLYaMSR 


IN 


Three triggers process each SDM cycle. First trigger sets source. Second trigger initiates a 
delay. Third trigger initiates a measure. 


aSINGLE pulse 


IN 


Pulse sweep trigger. Each trigger processes the on time (tow) and off time (topp) of each pulse 
in the sweep. Two measurements are made for each pulse. 




+ 
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Input Trigger Descriptions: 

All of the available input triggers are described as fol- 
lows: 

CONTINUOUS IN 

Dc Operation: As long as the MANUAL TRIGGER light 
is on and not blinking, a trigger is not needed. A continu- 
ous series of SDM cycles commence when the the unit is 
placed in OPERATE. When the MANUAL TRIGGER 
light is blinking, a trigger is required to start the continu- 
ous source-delay-measure process. 



Sweep Operation: A single trigger causes the sweep to 
start and continue xmtil it is complete. In other words, a 
single trigger causes all SDM cycles in the sweep to be 
processed. 



^SRCDLYMSR IN 

Dc Operation: Each trigger processes a single SDM cycle. 
That is, each trigger causes a source, delay, and measure- 
ment to occur. 



Sweep Operation: For each SDM cycle of the sweep, a 
trigger causes a source, delay, and measurement (which 
is displayed) to occin. After the last measmement of the 
sweep is made, a following trigger causes the unit to re- 
turn to the bias level. 



SRC^DLYMSR IN 

Dc Operation: An initial trigger sets the level of the 
source. Each subsequent trigger causes a delay and meas- 
urement to occur, and re-applies the source level of the 
next SDM cycle. 



Sweep Operation: An initial trigger starts the sweep 
process by setting the unit to the first source level of the 
sweep. A meastuement is not made at this time. For each 
SDM cycle of the sweep, a trigger causes a delay and 
measurement to occur, and sets the unit to the source 
level of the next SDM cycle. After the last measurement 
(which is displayed) of the sweep is made, a following 
trigger causes the unit to retmn to the bias level. 



>^SRC>^DLY MSR IN 

Dc Operation: Each SDM cycle is processed by two trig- 
gers. The first trigger sets the source level and the the sec- 
ond trigger causes a delay and measure to occur. 



Sweep Operation: Two triggers process each SDM cycle 
of the sweep. The first trigger sets the sotuce level and the 
second trigger causes a delay and measurement (which is 
displayed) to occur. A trigger following the last meaisure- 
ment in the sweep causes the unit to return to the bias 
level. 



SRC DLY^^MSR IN 

Dc Operation: An initial trigger sets the source level and 
causes a delay to occur. Each subsequent trigger causes a 
measurement to occur, and then processes the somce and 
delay phases of the next SDM cycle. 



Sweep Operation: An initial trigger starts the sweep 
process by setting the unit to the first source level and 
causing a delay to occur. A measurement is not made at 
this time. For each SDM cycle of the sweep, a trigger 
causes a measmement to be made. Also, it sets the source 
level of the next SDM cycle and causes a delay to occur. 
After the last measiurement (which is displayed) in the 
sweep is made, a following trigger rehrms the unit to the 
bias level. 



-SRCDLY'^MSR IN 

Dc Operation: Each SDM cycle is processed by two trig- 
gers. The first trigger sets the source level and causes a 
delay to ocau. The second trigger causes a measurement 
to occur. 



Sweep Operation: Two triggers are required to process 
each SDM cycle of the sweep. The first trigger sets the 
source level and causes a delay to occur. The second trig- 
ger causes a measiu-ement (which is displayed) to occur. 
A trigger following the last measiurement in the sweep 
will return the unit to the bias level. 



SRC-DLY^^MSR IN 

Dc Operation: An initial trigger sets the level of the 
soiurce. Each SDM cycle of the sweep is then processed by 
two triggers. The first trigger causes a delay to occur. The 
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second trigger causes a measurement to occur and re-ap- 
plies the source level of the next SDM cycle. 



Sweep Operation: An initial trigger starts the sweep 
process by setting the unit to the first source level of the 
sweep. Two triggers are then required to process each 
SDM cycle of the sweep. The first trigger causes a delay to 
occur. The second trigger causes a measurement to occur, 
and then sets the source level of the next SDM cycle. After 
the last measurement (which is displayed) in the sweep is 
made, a following trigger returns the unit to the bias 
level. 



-SRC-DLY-MSR IN 

Dc Operation: Three triggers are used to process each 
SDM cycle. The first trigger sets the source level. The sec- 
ond trigger causes a delay to occur. The third trigger 
causes a measurement to occur. 



Sweep Operation: Three triggers are required to process 
each SDM cycle of the sweep. The first trigger sets the 
source level. The second trigger causes the delay to occur. 
The third trigger causes a measurement to be made and 
displayed. A trigger after the last measurement in the 
sweep is made returns the unit to the bias level. 



>^SINGLE PULSE IN 

NOTE 

This trigger is intended to be used oidy for 
pulse sweeps. If used for dc operation, the 
xinit will operate in a continuous trigger 
mode. 



Sweep Operation: Each trigger will process the on time 
(tow) and off time (topp) periods (two SDM cycles) of each 
pulse in the sweep (see Figure 2-49). If used with a non- 
pulse sweep, each trigger will process two points. 



The single pulse input trigger is often used with the pulse 
end output trigger (see paragraph 2.22.3 and 
Figure 2-50). 



Input Trigger Notes: 

1. A 'TRIGGER OVERRUN" error will occur if a trig- 
ger occurs while a source, delay or measure is in 
process. In this event, the invalid trigger will be ig- 
nored. 

2. Dc operation, single-shot triggers: The following oc- 
currences will cause the measure display to blank 
(Le. " — .— mA") indicating that the SDM sequence 
has been terminated: 

A. Changing the source level. 



WARNING 

A hazardous voltage may be present at the 
output even if the display indicates other- 
wise. The displayed sotuce value will not be 
applied to the output until a trigger occurs. 
Thus, the previous source level (that may be 
hazardous) is still on the output 



B. Enabling/disabling AUTORANGE or SUP- 
PRESS. 

C. Entering an integration time or filter value. 

D. Creating, appending or modifying a sweep. 

E. Selecting a different single-shot trigger. 

Refer to the appropriate input trigger description to 

restart the SDM sequence. 

3. Front panel MANUAL TRIGGER light notes: 

A. A blinking MANUAL TRIGGER light denotes 
that an input trigger is needed to start the SDM 
sequence. 

B. The light is on when a trigger response is in proc- 
ess. 

C. The light is off when triggers are disabled (see 
paragraph 2.22.5). 



+ 
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2.22.2 Input Trigger Origin 

The source (origin) of input triggers is defined by this 
trigger setup. Input trigger origin selections (summa- 
rized in Table 2-13) are described as follows: 

Internal Origin 

With this trigger origin selected, an input trigger will oc- 
cur when the front panel MANUAL trigger button is 
pressed or the HO command is sent over the IEEE-488 
bus. 



External Origin 

With this trigger origin selected, an input trigger will oc- 
cur when a tFl level pulse (see Figure 2-51) is applied to 
the TRIGGER IN connector (BNC) of the Somce Measure 
Unit (see Figure 2-52) by an external instrument. This in- 
put trigger will cause the Sovurce Measure Unit to per- 
form one or more operations. 



Also, an input trigger will occur when the front panel 
MANUAL trigger button is pressed or the HO command 
is sent over the IEEE-488 bus. 



IEEE TALK Origin 

With this trigger origin selected, an input trigger will oc- 
cur when the Source Measure Unit is addressed to talk 
over the IEEE-488 bus. Also, an input trigger will occur 
when the HO command is sent over the IEEE-488 bus, or, 
if in local operation, when the front panel MANUAL trig- 




ger button is pressed. See Section 3 for complete informa- 
tion. 



IEEE GET Origin 

With this trigger origin selected, an input trigger will oc- 
cur when a group execute trigger (GET) is sent over the 
IEEE-488 bus. Also, an input trigger will occur when the 
HO conunand is sent over the IEEE-488 bus, or, if in local 
operation, when the front panel MANUAL trigger but- 
ton is pressed. 



IEEE X Origin 

With this trigger origin selected, an input trigger will oc- 
cur when an "X" is sent over the IEEE-488 bus. Also, an 
input trigger will occur when the HO command is sent 
over the IEEE-488 bus, or, if in local operation, when the 
front panel MANUAL trigger button is pressed. 



Table 2-13. Input Trigger Origin 



Selection 


Trigger Stimulus 


INTERNAL ORIGIN 


Front panel MANUAL trigger button or HO command over IEEE-488 bus. 


EXTERNAL ORIGIN 


Negative-going TTL level pulse applied to TRIGGER IN connector. 


IEEE TALK ORIGIN 


Unit addressed to talk over IEEE-488 bus. 


IEEE GET ORIGIN 


Group execute trigger (GET) command sent over IEEE-488 bus. 


lEEEX ORIGIN 


"X" sent over IEEE-488 bus. 



+ 



2-87 






SECnONZ 

Operation 



+ 



2.22.3 Output Triggers 



The Source Measure Unit can be programmed to output 
one or more trigger pulses at various strategic times dur- 
ing operation. When an output trigger occurs, a negative- 
going TTL level pulse (see Figure 2-53) is applied to the 
TRIGGER OUT connector (see Figure 2-52) on the rear 
panel. An output trigger is used to cause an external in- 
strument to perform one or more operations. Paragraph 
2.25 shows how external triggers are used to control a test 
system that uses two or more Source Measure Units. 



Trigger 



Out In 




Trigger Common 
Conected to Chassis 

A. Trigger Connections 




BNC 

B. Trigger in and Out Connector Configuration 



Figure 2-52. Trigger In and Trigger Out Connections 



Output triggers are listed and explained in Table 2-14. 
Notice that for all except the pulse end and sweep end 
output triggers, one, two or three output triggers occur 
during each SDM cycle of operation. The pointer (a) indi- 
cates when the triggers occur in each SDM cycle. For ex- 
ample: 



SRC-DLY-MSR OUT 



For this selection, an output trigger occurs after the 
source phase and delay phase of every SDM cycle of op- 
eration. 



TTL High 
(3.4V Typical) 



TTL Low 
(0.25V Typical) 




Figure 2-53. External Output Trigger Pulse 
Specifications 



The pulse end output trigger is used exclusively for pulse 
sweeps. Remember that a pulse sweep is made up of a se- 
ries of on times (pulse level) and off times (bias level). 
When the pulse end output trigger is selected, an output 
trigger will occur after each off time (toFp) measurement 
in the sweep as shown in Figure 2-54. 



The pulse end output trigger is often used with the single 
pulse input trigger (see paragraph 2.22.1) as shown in 
Figure 2-57. 



2.22.4 Sweep End Output Trigger 

When this trigger setup is enabled, a single output trigger 
occurs at the end of the sweep. This output trigger is se- 
lected separately so that it can be used with a selected 
output (OUT) trigger. For example: 

srcaDlymsr out 

ENABLE SWEEP END 



The first trigger setup will output a trigger after each 
source phase of each SDM cycle in the sweep. The second 
trigger setup will cause an output trigger when the 
Source Measure Unit returns to the bias level after the last 
point in the sweep. 



In dc operation, sweep end trigger is ignored if it is en- 
abled. Only output triggers selected in the OUT trigger 
setup will occur. 



2.22.5 Enable/Disable Triggers 

The triggers (input and output) of the Source Measure 
Unit can be disabled when the disable triggers setup is se- 
lected. With the triggers disabled, the Source Measure 
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X = Measure point 

Figure 2-54. Pulse End Output Trigger 



Table 2-14. Output Triggers 



Trigger Selection 


Description 


NONE 


OUT 


No output triggers 


SRODLYMSR 


OUT 


Output trigger pulse after every source phase. 


SRC DLYaMSR 


OUT 


Output trigger pulse after every delay phase. 


SRCaDLYaMSR 


OUT 


Output trigger pulse after every source phase and delay phase. 


SRCDLYMSRa 


OUT 


Output trigger pulse after every measure phase. 


SRCaDLYMSRa 


OUT 


Output trigger pulse after every source phase and measure phase. 


SRC DLYaMSRa 


OUT 


Output trigger pulse after every delay phase and measure phase. 


SRCaDLYaMSRa 


OUT 


Output trigger pulse after every source phase, delay phase, and measure phase. 


PULSE ENDa 


OUT 


For pulse sweeps. Output trigger pidse after end of each off time (toFp) measmement 
(see Figxxre 2-54). 



Unit cannot be triggered to start a source, delay, measure 
sequence (dc or sweep operation). Subsequently, output 
triggers cannot occur. 

Being able to disable triggers provides a convenient 
means of putting a Source Measure Unit on "hold" with- 
out having to change the other trigger setups. For exam- 
ple, in a two Source Measure Unit test system, one of the 



units cotdd be put on "hold" (triggers disabled) so that 
the second unit could be temporarily used for a different 
application. In another example, triggers can be disabled 
so that stored data can be manipulated without the possi- 
bility of a trigger starting an unwanted sweep. Remem- 
ber, each sweep writes over stored data in the sweep 
buffer. 



+ 



2-89 













SECTION! 

Operation 



+ 



NOTE 

A sotirce, delay measvire sequence will be ter- 
minated when triggers are disabled. 



2.22.6 Trigger Configuration Procedure 

General Procedure: 

With trigger setup enabled, triggers are configured by se- 
lecting Ae appropriate setup (in, out, sweep end, origin 
of triggers) using the rotary knob (see Figure 2-48), dis- 
playing the desired setup selection using the SELECT 
buttons and then pressing ENTER. To save the configura- 
tion, press ENTER when prompted to save or cancel. This 
prompt (SAVE? ENTER/CANCEL) is displayed after 
the last setup (ENABLE or DISABLE TRIGGERS) is en- 
tered, or when Trigger SETUP is pressed. 



Note: When a trigger setup selection is displayed using 
the SELECT buttons, the rotary knob is inoperative imtil 
the selection is entered (ENTER pressed) or cancelled 
(CANCEL pressed). 



Detailed Procedure: 

The following detailed procedure can be used to config- 
ure the triggers: 

Step 1. Enable Trigger SETUP 

The currently selected input trigger will be displayed. 
For example, if the continuous input trigger is selected, 
the following will be displayed: 

CONTINUOUS IN 



NOTE 

The other trigger setups can be displayed with 
the rotary knob. 



Step 2. Select Input Trigger 

The input trigger selections are listed in Table 2-12. With 
the currently selected input trigger displayed (use rotary 
knob if needed), the SELECT buttons wiU display alter- 
nate input trigger selections. With the desired input trig- 
ger displayed, press ENTER. 



The currently selected output trigger will then be dis- 
played. For example, if no output trigger is selected, the 
following will be displayed. 

NONE OUT 



Step 3. Select Output Trigger 

The output trigger selections are listed in Table 2-14. Al- 
ternate output trigger selections are displayed with the 
SELECT buttons. With the desired output trigger dis- 
played, press ENTER. 



The cmrently selected input trigger origin wiU then be 
displayed. For example, if the internal input trigger ori- 
gin is selected, the foUowing wiU be displayed: 

INTERNAL ORIGIN 



Step 4. Select Input Trigger Origin 

The input trigger origins are listed in Table 2-13. Alter- 
nate origin selections are displayed with the SELECT 
buttons. With the desired origin displayed, press EN- 
TER. 



Triggers enabled/disabled wiU then be displayed. For 
example, if triggers are currently enabled, the foUowing 
wUl be displayed: 

ENABLE TRIGGERS 



Step 5. Enable or Disable Triggers 

The alternate trigger status is displayed with the SELECT 
buttons. With the desired trigger status displayed, press 
ENTER. 



Sweep end enable or disable wiU then be displayed. For 
example, if sweep end trigger is disabled, the foUowing 
wiU be displayed: 

DISABLE SWEEP END 



Step 6. Enable or Disable Sweep End Output Trigger 

With sweep end output trigger enabled, an output trig- 
ger wiU occur at the end of a sweep. The alternate selec- 
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tion can be displayed with the SELECT buttons. With the 
desired sweep end selection displayed, press ENTER. 



The following message will then be displayed: 
SAVE? ENTER/CANCEL 



Step 7. Save Trigger Configurations 

To save the entered trigger selections, press ENTER. The 
unit wdU return to the source-measme display state. 
Pressing CANCEL will default the triggers to the previ- 
ously programmed selections. 



2.22.7 IEEE-488 Operation 

The T, R and, H commands are used for trigger opera- 
tions over the IEEE-488 bus. 



The T command is used to configure the triggers: 
T(origin),(in),(out),(sweepend) 



origin — Input trigger origin: 

0 = Trigger on "X" 

1 = Trigger on GET 

2 = Trigger on External Input 

3 = Immediate trigger only 



in — Input trigger effect: 

0 = Continuous 

1 = aSRCDLYMSR 

2 = SRC-DLYMSR 

3 = /vSRCaDLYMSR 

4 = SRC DLYaMSR 

5 = aSRC DLYaMSR 

6 = SRC-'DLY-MSR 

7 = aSRCaDLY-MSR 

8 = Single Pulse 



out — Output trigger generation: 
0 = None 

1=SRCaDLYMSR 

2 = SRC DLYaMSR 

3 = SRCaDLYaMSR 



4 = SRCDLYMSRa 

5 = SRCaDLYMSRa 

6 = SRC DLYaMSRa 

7 = SRCaDLYaMSRa 

8 = Pulse End 



sweep end — Output trigger generation 

0 = Disable 

1 = Enable 



NOTE 

A trigger is always needed to start a sweep. 



The R command is used to enable/disable triggering: 

RO = Disable triggering 
R1 = Enable triggering 



The H command is used for immediate triggering: 
HO = Cause immediate trigger over the bus 



Sending HO over the bus is analogous to pressing the 
front panel MANUAL trigger button. 



HP BASIC 4.0 Programming Example; 

The following program statement will configure the trig- 
gers as follows; trigger on GET (origin), single pulse in- 
put trigger (in), no output triggers (out), and enable out- 
put trigger after the end of a sweep (sweepend): 

OUTPUT 716; 'T1,8,0,1X" Configure triggers 

Complete information on the IEEE-488 bus and these 
conunands can be foimd in Section 3 of this manual. 



2.23 PERFORMING A SWEEP 

With the Source Measxue appropriately configured, a 
sweep is performed by placing the imit in OPERATE and 
providing the trigger(s) ne^ed to start/control the 
sweep. 

The following steps summarize the basic steps to per- 
form a sweep: 
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Before using the Source Measure Unit, make sure it is 
properly connected. Detailed connection information is 
provided in the section labeled "Connections". It covers 
Source Measure Unit connections to a test fixture, and 
test fixture coimections to a device rmder test (DUT). Spe- 
cial connection requirements are provided for test sys- 
tems using a variety of switching cards. Also covered are 
IEEE-488 bus coimections. 



Step 1. Select Source and Sweep Function 

To sweep voltage, select Source V Measure I, or to sweep 
current, select Source I Measure V. 



Step 2. Configure Miscellaneous Features and Controls 

Features/controls that you may wish to configure or 
check include; IEEE address (for bus operation), default 
delay, sense, integration time, and filter. These features/ 
controls are covered in the section labeled "Operating 
Fimdamentals". 



Step 3. Create Sweep 

The procedure to create a sweep is contained in para- 
graph 2.19. 



Step 4. Append/Modify Sweep (optional) 

If desired, the basic sweep created in step 5 can be cus- 
tomized using the append and modify featiures that are 
covered m paragraphs 2.20 and 2.21. 



Step 5. Enter Compliance Value 

Enter an appropriate compliance value and select an ap- 
propriate measurement range. See paragraph 2.12 for de- 
tails. 



Step 6. Configure Triggers 

Trigger configuration is covered in paragraph 2.22. 



Step 7. Place Unit in OPERATE 
Step 8. Provide Input Trigger(s) 



Depending on how the triggers are configured, one or 
more input triggers will process the sweep. 

HP BASIC 4.0 Programming Example: 

The basic steps summarized above to perform a sweep 
are repeated in the following example program. The pro- 
gram will create and run a IV, 10 point, fixed level sweep 
that has a 2V, 10 point, fixed level sweep appended to it. 



10 REMOTE 716 

20 OUTPUT 716; "F0,1X" Source V Measure I 

(sweep) (step 1) 

30 OUTPUT 716; 'TlX" Filter; average 2 read- 
ings (step 2) 

40 OUTPUT 716; Fixed level sweep; IV, 

"Q0,1,0,500,10X" autorange, 1 /2 second 

delay, 10 points (step 3) 
50 OUTPUT 716; "B0,0,X" Bias;0V 
60 OUTPUT 716; Append fixed level 

"Q6,2,0,500,10X" sweep; 2V (step 4) 

70 OUTPUT 716; "L.05,0X" Compliance; 50mA, 

autorange (step 5) 

80 OUTPUT 716; 'T1,0,0,0X" Triggers; GET (step 6) 
90 OUTPUT 716; "NIX" Operate (step 7) 

100 TRIGGER 716 Start sweep (step 8) 

110 END 



Complete information on the IEEE-488 bus can be foimd 
in Section 3 of this manual. 



2.24 RECALLING SWEEP DATA 

Every measurement that occurs in a sweep is stored in 
the sweep buffer and time stamped. Each time stamp in- 
dicates the elapsed time from the start of the sweep to the 
end of the measurement. The time stamp is useful for 
data logging, recording I or V versus time, and measure- 
ment of transient response times and other time-depend- 
ent effects. 



Data is structured in a matrix array. Figure 2-55 shows 
how this array is organized. Each row of the matrix array 
contains six pieces of data pertaining to a data point. If the 
sweep took 1000 data points, a 1000 x 6 data matrix array 
would result. 



The display of the Soiurce Measure Unit serves as a "win- 
dow" to view each piece of data in the matrix. When the 
Source Measure Unit is in SWEEP RECALL, the display 
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o: 

Rotary 

Knob 



SRC/MSR 




0001/SRC 


0001/MSR 


0001 /DLY 


0001 /at 




0001/MSR 












SRC/MSR 




0002/SRC 


0002/MSR 


0002/DLY 


0002/at 


0002/MSR 












SRC/MSR 




0003/SRC 




0003/MSR 


0003/DLY 


0003/at 


0003/MSR 



SRC = Source 
MSB = Measure 
DLY = Delay 
aT = Elapsed Time 



Will display "COMPLI” if in compliance 



Figure 2-55. Sweep Buffer Data 



SRC/MSR 


1000/SRC 




1000/MSR 




1000/DLY 




1000/AT 




1000/MSR 



Source Measured 
Value Reading 


Data 

Point Source Value 


Data Measured 

Point Reading 


Data 

Point Time Delay 


Data 

Point Elapsed Times 


Data Measured 
Point Reading 












1 0001 .01.000 mA MSR 1 




I U02.000V -Oa-OOGinA j 




j 0002 *02.000 mA MSR 1 


10002 * 01.000 SSC 0LY| 


1 0002 002.004 SSC | 


i 0002 *02.000 mA MSR I I 




1 !• 03.000 V COM.PUfnA| 


1 0OC3 - 03.000 V SRC 1 








1 0003 *02.500 mA MSR ! | 


Figure 2-56. Example Sweep Data 



"vdndow" is moved around in the matrix with the DATA 
ENTRY rotary knob and the SELECT buttons. The rotary 
knob moves ihe "window" vertically, while the SELECT 
buttons move the "window" horizontally in the array. 



With RECALL enabled, any buffer location (measure- 
ment point) can be displayed by keying in the desired lo- 
cation number and pressing ENTER. Entering a value 
that exceeds the number of stored readings wUl default 
the display the last stored measm-e point. 



NOTE 

Figure 2-56 provides example data for a three- 
point Linear staircase sweep. Refer to this 
drawing for the following descriptions of the 
data stored in the sweep buffer. 



Source/Measuxe Group 

The source values and subsequent measured readings 
are listed for every data point of the sweep. Notice that 
when 3V was sourced (third data point), the Source 
Measure Unit went into compliance and displayed the 
compliance message (COM.PLI). 



Point/Source Group 

The data point numbers and the corresponding source 
(SRC) values are displayed. 



Point/Measure Group 

The data point numbers and the corresponding meas- 
ured (MSR) readings are displayed. Notice that since the 
Source Measure Unit went into compliance at the third 
data point, the compliance message is again displayed. 
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Point/Delay Group 

Displays the data point numbers and the corresponding 
delay (DLY) times in seconds (SEC). 



Point/Elapsed Time (AT) Group 

Displays the elapsed time (AT) in seconds (SEC) from the 
begiiming of the sweep to the end of the measurement for 
each data point. Notice that in addition to the pro- 
grammed delay of one second, is time contributed by 
other factors, such as the integration time of the measure- 
ment. 



Point/Measure Group 

This data is similar to the other point/measure data ex- 
cept that the compliance message is not shown. Instead, 
the actual hmited reading will be displayed as shown at 
the third data point. 



NOTES: 

1. When a sweep is created and/or appended/modi- 

fied, the sweep buffer is immediately set up for the 
number of sweep points, source levels and delay 
times. These parameters can be checked before the 
sweep is run using the RECALL feature. In this situ- 
ation (before the sweep is run), measurements and 
elapsed times are unavailable ( . ). 

2. A sweep can be performed while in RECALL. This 
allows data to be retrieved while the sweep is in 
process. 

3. Cycling power will not affect the last created sweep. 
If a sweep was run, the data (measurements and AT), 
will be retained in the buffer. 

4. Performing factory initialization will clear the 
buffer. 



IEEE-488 Bus Operation 

The G command is used to send data from the sweep 
buffer over the bus: 

G(items),(format),(lines) 



items — Items in IEEE output string: 

0 = No items 

1 = Source value 

2 = Delay value 

4 = Measure value 
8 = Time value 

NOTE 

Add up bit values of desired items (i.e. 15 
sends ^ items) 

format — Format of IEEE output string: 

0 = ASCn data with prefix and suffix 

1 = ASCn data with prefix, no suffix 

2 = ASCn data, no prefix or suffix 

3 = HP binary data 

4 = IBM binary data 

lines — Niimber of lines per output: 

0 = One line of dc data per talk 

1 = One line of sweep data per talk 

2 = All lines of sweep data per talk 



HP BASIC 4.0 Programming Example: 

The following program will display one line of sweep 
data on the computer: 



10 


REMOTE 716 




20 


DIM A$ [100] 




30 


OUTPUT 716; "G15,0,1X" 


Configure output 


40 


ENTER 716;A$ 


Talk; send one line of 
data 


50 


DISPA$ 


Display data 


60 


END 





Complete information on the IEEE-488 bus and this com- 
mand can be fotmd in Section 3 of this manual. 

2.25 MULTI UNIT OPERATION 

For many test systems, two or more Source Measure 
Units will be required. The extensive trigger capabilities 
of the Source Measure Unit facilitates s)mchronization of 
Source Measiure Unit operations. 
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The heart of multi-urut operation is the appropriate use 
of Source Measure Unit triggers. The available trigger se- 
lections are described in detail in paragraph 2.22. Each 
uiut that is going to output a trigger pulse to another unit 
must have a BNC cable connected from its TRIGGER 
OUT cormector to the TRIGGER IN connector of the unit 
receiving the trigger pulse. External trigger connections 
and other coimection aspects are covered in detail in 
paragraph 2.4. 



WARNING 

When using the INTERLOCK feature in a 
multiple unit test system, make sure all the 
Model 236/237/238S remain powered up. 
Turning off one or more Model 236/237/238s 
in the test system may result in erratic IN- 
TERLOCK operation. That is, an operational 
Model 236/237/238 may not go into standby 
when the lid of the system test fixture is 
opened. This condition exposes the operator 
to potentially lethal voltages that could re- 
sult in injury or death. 

As a general rule of safety for multiple unit 
interlocked test systems, either keep all 
Model 236/237/238S powered on, or turn 
them all off. 



There are two basic types of triggered sweeps for multi- 
unit operation; synchronous sweeps and subordinate 
sweeps. 



NOTE 

Even though it is possible run the following 
sweeps without a computer, it is usually not 
practical. Computer controlled test systems 
allow data from mixltiple sweeps to be stored 
(remember, a single Source Measure Unit can 
only store data for one sweep). Also, a com- 
puter can be used to analyze and manipulate 
the data for printing and/or plotting. 



Synchronous Sweep 



Example: 

An example of a s 5 mchronous sweep using two Source 
Measure Units is shown in Figme 2-57. The triggers for 
both units are configured the same (except for sweep 
end). Each input trigger will cause a single source, delay, 
and measure to occur. After each SDM cycle, an output 
trigger will occur. 

An initial internal (immediate) input trigger (front panel 
MANUAL trigger button or HO command over the bus) 
apphed to unit #1 will start the sweep process. After the 
first SDM cycle of unit #1 is processed, an output trigger 
will be applied firom unit #1 to unit #2 to start its sweep. 
After unit #2 processes an SDM cycle, it will then send an 
output trigger back to unit #1 to process another SDM cy- 
cle. This process of sending and receiving triggers contin- 
ues until the sweeps are done. Notice that after a unit 
sends an output trigger, it will not process another SDM 
cycle until it receives another trigger from the second 
unit. During that time period, the source level is main- 
tained, but delay and measure do not occur. After the 
dual sweep is completed, a sweep end trigger ft’om tmit 
#1 will return unit #2 to the bias level. 



A typical application of the synchronous sweep is for 
semiconductor characterization. Figure 2-58 shows how 
the above example can be used to develop a bipolar char- 
acteristic curve (Gummel Plot). Unit #1 is used to source 
VcE and measure Ic. Unit #2 is used to sweep Vbe and 
measme Ib. 



Subordinate Sweep 

During a subordinate sweep, a Source Measure Unit will 
be triggered to perform a specific task (i.e. set a bias level), 
and then send an output trigger to a second Source Meas- 
ure Unit to perform an entire sweep. 

Example: 

An example of a subordinate sweep is shown in 
Figure 2-59. The trigger configurations for the two units 
are shown in the drawing. For tmit #1, each input trigger 
will cause a single source, delay, and measurement to oc- 
cur. After each SDM cycle, an output trigger will be sent 
to unit #2 to perform a sweep. 



An initial IEEE-488 GET command, or an internal (imme- 
diate) trigger applied to unit #1 will start the sweep proc- 
ess. After the first SDM cycle of unit #1 is processed, an 



During a synchronous sweep, the Source Measure Units 
will keep triggering each other back and forth to perform 
specific operations tmtil the sweep is completed. 



+ 
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|<-SDM-» <-SDM^ |<-SDM->j |<-SDM->| 



Unit#1 



t 



Bias 



I 



Unit #2 



J<-SDM->| 



_pSDM^ 









Bias 



= Initial internal (Immediate) Trigger to start sweep 
= External Triggers 
X = Measure point 



Trigger Configuration (Both units) 
^SRC DLY MSR IN 
SRC DLY MSR^OUT 
ENABLE SWEEP END (UNIT#1) 
DISABLE SWEEP END (UNIT #2) 
EXTERNAL ORIGIN 
ENABLE TRIGGERS 



Figure 2-57. Synchronous Sweep Example 





output trigger will be applied to unit #2 to start its sweep. 
Since it is in the continuous input trigger mode, the entire 
sweep will be run. Notice that an output trigger is not 
sent by unit #2 after the completion of the sweep. This al- 
lows &e sweep data to be retrieved and stored in com- 
puter memory. The next trigger to xmit #1 is provided by 
a computer generated IEEE GET command. After unit #1 
processes that SDM cycle, it will then apply another out- 
put trigger to unit #2 to perform another sweep. Again 
the computer can acquire and store the sweep data. This 
process continues imtil the last sweep for unit #2 is com- 
pleted. The last IEEE GET input trigger shown in the 
drawing will return imit #1 to the bias level. 



A typical application of the subordinate sweep is for 
semiconductor characterization. Figxrre 2-60 shows how 
the above example can be used to generate a family of 
curves for a bipolar transistor. Unit #1 is used to sweep 






VcE and measure Ic. Unit #2 is used to source the three 
levels of base bias current for the tests. 



NOTE 

Comprehensive applications (over IEEE-488 
bus) using syncluonous and subordinate 
sweeps are contained in the Applications 
Manual. 



Some guidelines on triggering to help simplify multi-imit 
operation: 

1. Only use EXTERNAL ORIGIN triggering if you in- 
tend the Source Measure Unit to receive input trig- 
gers from other units. 

2. If a unit is not intended to output trigger pulses, se- 
lect NONE OUT output trigger to avoid sending in- 
advertent triggers to other units. 
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I^SDM^ 



|«SDM^ 

|«SDM^ I “ 




■^= IEEE GET or Internal (Immediate) Triggers 
J, = External Triggers 

X = Measure point Trigger Configuration 



Unit#1 


Unit #2 


y^SRC DLY MSR IN 
SRC DLY MSR^ OUT 
DISABLE SWEEP END 
IEEE GET ORIGIN 

ENABLE TRIGGERS 


CONTINUOUS IN 

NONE OUT 

DISABLE SWEEP END 
EXTERNAL TRIGGERS 
ENABLE TRIGGERS 



Figure 2-59. Subordinate Sweep Example 



Unit #1 Sweeps Vce and measures I c 
Unit #2 Sources Vb and measures Vbe 

comho'n emitter chrrrcteristics 





Figure 2-60. Characterization Using Family of Curves (Subordinate Sweep) 
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Source-Measure 

Considerations 



2.26 CURRENT CLAMP 

The Model 736/737 /13& has a current clamp (Iclamp) cir- 
cuit for Source V Measure I. The ptirpose of the Iclamp is to 
prevent current from exceeding the programmed current 
compliance limit value when am extern^ power source is 
connected to the output. 



An example configuration showing the Iclamp is pro- 
vided by Figure 2-61. The Model 236/237/238 is pro- 
grammed to source +5V with a current compliance of 
10mA. The external circuit connected to the output places 
a 25V battery in series with the +5V programmed output. 
The result is a circuit that would normally provide cur- 
rent well in excess of the programmed compliance limit 
of 10mA. However, the Iclamp will enable at 10mA and 
limit current to that value. The Iclamp protects the Source 
Measure Unit and external circuitry from excessive cur- 
rent. 



When programmed to Source I Measure V, the Model 
236/237/238 does not incorporate a current clamp. Thus, 
current that exceeds the programmed current source 
value is possible when an external power source or an en- 
ergy storage device is applied to the output. An example 
of this is shown in Figiure 2-62. The external current 
source, formed by the 25V battery and lldl resistor, in se- 
ries with the output of the Model 236/237 / 238 will result 
with a current far exceeding the programmed 10mA. 
Also, voltage measurements (Vmeter) by the Model 
236/237/238 may be erroneous. 



Caution must be exercised when using Source I Measure 
V to perform tests on circuits or energy storage devices 
(such as batteries, capacitors and inductors) that apply 
power to the output of the Model 236/237/238. The user 
may need to provide protection against excessive current 
and voltage siurges that could damage the Model 
236/237/238 or external circuitry. Figure 2-63 and 
Figure 2-64 srimmarizes some basic techrdques that can 
be used to limit current and voltage. 



+ 
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Figure 2-61. Connections to Power Source (Source V) 
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236/237/238 



Output HI •- 
Source I Measure V 
Output LO •- 



T Load 



A. Resistor Limited 







Output HI • — 


Thermistor* 


Source 1 Measure V 


(R) df: 


Output LO •— 


~l 



Load 



* High resistance when coid. 
Low resistance when hot 
Fast thermal recovery. 



B. Thermistor Limited 

Figure 2-63. Limiting Capacitive Reaction Current 



236/237/238 



Output HI • — 


-i 


' L 

» 


Source 1 Measure V 


« 




Output LO • — 


“1 


, f 



Load 



A. Resistor Clamped (AC or DC Voltages) 



23612371238 



Output HI •- 
Source I Measure V 
Output LO 






B. Diode Clamped (DC Voltages) 



236/237/238 



Output HI •- 
Source I Measure V 
Output LO •- 



C. Zener Clamped (AC Voltages) 



236/237/238 
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Figure 2-64. Limiting Inductive Reaction Voltage 



2.27 SINK OPERATION 

The Model 23612371238 ftmctions as a source when it is 
delivering power to a load. During normal source opera- 
tion, current will flow out of OUTPUT HI when pro- 
grammed for a positive output (see Figure 2-65A). The 
positive output would result in a positive measurement 
placing operation in quadrant I (see Figure 2-66). When 
programmed for a negative output, current will flow into 
OUTPUT HI (see Figure 2-65B). The negative output will 
result in a negative measurement placing operation in 
quadrant m. 



With an external soLurce or an energy storage device (such 
as a battery, capacitor or inductor) connected to the out- 
put, the Model 236/237/238 could operate as a sink. As a 
siidc, it will dissipate power rather than source power. 
For example, a test system to check a battery may require 
that it be charged and then discharged. The Model 
236/237/238 operates as a source while charging the bat- 
tery. When progranuned to allow the battery to dis- 
charge, the Model 236/237/238 wfll operate as a sink. 



Constant I Load 

The Source Measure Unit can be configured to function 
as a constant current load. The example test system in 
Figure 2-67 shows the most accurate method to use the 
instrument as a constant current load. Assume that the 
test requires the 12V battery to be discharged at IhlA. To 
accomplish this, the Model 236/237/238 is configured to 
Source I Measure V. The Isource is set to output -1mA and 
VcoMFUANCE is Set to 20V. VcoMPUANCE must be greater than 
12V to keep the Source Measure Unit from going into 
compliance. Configured in this manner, the Model 
236 /237 /238 will sink a constant 1mA from the discharg- 
ing battery. The Source Measure Unit wfll be operating as 
a sink in (i^adrant II (-1, +V). If the polarity of the battery 
and Isource were reversed, the Model 236/237 /238 would 
operate as a sink in Quadrant IV (+1, -V). 



Another way to use the Model 236/237/238 as a constant 
current load is shown in Figure 2-68. The Source Measure 
Unit is configured to Source V Measure I. With Vsource set 
to a value less than 12V, the battery will discharge current 
into the Source Measure Unit. The test requires that the 
battery discharge at 1mA. With Vsource set to OV, the bat- 
tery could discharge much more current than 1mA. 
However, with current compliance limit set to 1mA, the 
Model 236/237/238 will go into compliance and the bat- 
tery will discharge at a constant InaA. This method of 
controlling current with the Iclamp is not as accurate as the 
previous method that controls current with the Isource. 
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Figure 2-66. Operating Quadrants 



Constant V Load 



constant voltage load as shown in Figure 2-69. In this ex- 
ample, a constant 1mA current source is cormected to the 
output of the Source Measme Unit. The Model 
236/237/238 is programmed to Source V Measure I. 
VsouRCE is set to the desired voltage. In this case it is set to 
-h 5V. Current compliance is set to a value that exceeds the 
source current level to keep the Source Measure Unit 
from going into compliance, yet still provides circuit pro- 
tection. In this example, current compliance is set to 2mA. 
As configured, the Model 236 / 237 /238 will sink 1 mA at a 
constant voltage of +5V. 



CAUTION 

With an external source or energy storage de- 
vice connected to the output, current is not 
limited when in Source I Meastire V. Refer to 
paragraph 2.26 for precautions against exces- 
sive current that could damage the Model 
236/237/238 or external circuitry. 



The Model 236/237/238 can be configured to function a 
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Figure 2-68. Constant I Load (Source V Measure I) 
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2.28 MAKING STABLE MEASUREMENTS 

Stability Considerations (Single Source Measure 
Unit) 

The output impedance models of the Soixrce Measure 
Unit are shown in Figure 2-70 and Figure 2-71. When 
sourcing current (Figure 2-70), large inductive loads 
(Lload) may cause the Source Measure Unit to oscillate 
due to the resonant tank circuit that is formed (Lload in 
parallel with Cour). The Soiuce Measure Unit uses an R-C 
damper network to help degrade the Q of this resonant 
circuit. The lower the Q of a tank circuit, the less likely it is 
to oscillate. 



Oscillations are most susceptible on the llOV and llOOV 
measurement ranges where the bandwidth is large 
(>200kHz). On these ranges, the Source Measure Unit can 
handle up to l(X)|xH loads. The Source Measure Unit is 
much less susceptible on the lower measurement ranges 
(I.IV and IIV for the 236/237, 1.5V and 15V for the 238). 
On these ranges, the Source Measure Unit may handle 
five times more inductance. When larger inductive loads 
are encovmtered, a series resistor (approximately 1(X)Q) 
can be used to degrade the Q of the circuit. 



Where; Q = Wq RC Wq =-^ 

Vlc 



When sourcing voltage, the output looks inductive. As a 
result, capacitive loads will degrade phase margin. The 
Soiuce Measure Unit is design^ for a 45° phase margin 
into 3000pF and as a result ^1 handle much higher ca- 
pacitances without oscillating. In addition, the effective 
series resistance (ESR) of the capacitor (especially large 
value electrol)^c types) helps limit the Q of the resonant 
circuit. Adding an external series resistor (100£2) will help 
decouple large capacitive loads. 

Stability in Multi-Unit Test Systems 

Using two or more Source Measure Units to test an active 
device (such as a bipolar transistor) can aggravate system 
stability. An example of a valid characterization curve for 
a transistor is shown in Figiure 2-72A. Figiue 2-72B shows 
what can happen to the data curve if the system oscillates. 



In general, oscillations can be classified in two categories; 
high frequency oscillations (200kHz through 200MHz) 
and low frequency oscillations (below 200kHz). 

High Frequency Oscillations 

High frequency oscillations are a result of parasitic in- 
ductances and capacitances that exist around the device 
under test (DUT). The values of these inductances and ca- 
pacitances are not affected by the Source Measure Units. 
Figure 2-73 shows a typical coimection scheme using two 
Source Measure Units to test a bipolar transistor. It in- 
cludes the inductances and capacitances that exist 




R' = Range resistor 
Av = Loop gain (10®) 

1 

C = 2iiBWR' BW = 40 kHz for 1 .1 V. 1 ,5V. 1 1 V, and 1 5V ranges 
= 200 kHz for 1 1 0V and 1 1 0OV ranges 

Gout = Rxed capacitor (depends on seiected current range) 

Figure 2-70. I-Source Output Impedance Model 
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R' = Current range resistor 
Av = Loop gain (10®) 



R' 

L’ = 2jiBW 



BW = 40 kHz for 1 .IV, 1 .5V, 1 1 V. 15V and 1 1 0V ranges 
= 4 kHz for 1 100V range 



CouT = Hxed capacitor (depends on selected current range) 
Figure 2-71 . V-Source Output Impedance Model 
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Figure 1-72. Oscillation Effects on Test Data 
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around the transistor. Source Measure Unit #1 is used to 
apply base current to the transistor, and Source Measure 
Unit #2 provides coUector-to-emitter voltage and meas- 
ures collector current. At high frequencies, the output of 
both Source Measure Units look capacitive. 



In Figirre 2-73, Ccb and Lb form a feedback network to the 
base of the transistor. This network has a resonant fre- 
quency (fo) that is calculated as follows: 



Fo= 

2jc V Lb Ccb 
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CcB = collector-to-base capacitance 
Cbe = base-to-emitter capacitance 
CcE - coiiector-to-emitter capactance 
Lc - coliector inductance 
Lb = base inductance 
L E = emitter inductance 

Figure 2-73. DUT Inductances and Capacitances 



The test system will oscillate at that frequency (fo) if the Q 
of the circuit is high enough. In a similar manner, an oscil- 
lator can also be formed by the emitter feedback network 
(Le and Cbe). 



Examples: 

if; Lb = 3|iH Ccb = 1.5pF then; fo = 75MHz 
if; Le = 2pH Cbe = 50pF then; fo = 16MHz 



Note that the active device need not be a bipolar transis- 
tor. A MOSFET or GaAs FET will present similar prob- 
lems. 



To prevent oscillations, resistors can be connected in se- 
ries with the DUT, or ferrite beads can be used on the 
DUT leads. Each ferrite bead or resistor will help damp 
out a high circuit Q (Q = WRC). Typically, ferrite beads 
add 100£i at high frequencies, therefore several ferrite 
beads in series may be needed. There are different t)q)es 
of ferrite beads that are designed for specific ft-equency 



ranges. For example, Fair-Rite p/n 2673000301 is used for 
the lOMz to 40MHz frequency range and Fair-Rite p/n 
264300301 covers the 40Hz to 200MHz range. These fer- 
rite beads are small enough to clip over the leads allow- 
ing them to be located close to the DUT. It is good practice 
to use a ferrite bead combination that will cover a wide 
bandwidth. The Keithley Model 8006 test fixture uses fer- 
rite beads on all test sockets to eliminate or minimize os- 
cillations. When using a semiconductor prober station or 
a custom built test fixture, ferrite beads or additional re- 
sistors may be necessary to prevent high frequency oscil- 
lation. Ferrite beads should be installed on the leads as 
close to the DUT as possible. 



Cable capacitances and inductances aroimd the DUT (see 
Figure 2-74) may also cause high frequency oscillation. 
The values shown in the illustration are typical for a triax 
cable one meter in length. 



Cg is the capacitance that exists between the center con- 
ductor (Output Hi) and the iimer shield (Guard) of each 
triax cable. Cge is the capacitance between the irmer 
shield and the outer shield (chassis ground). Lgnd is a 
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C Q = capacitance between the center conductor and inner shield of each triax cable. 
C ge = capacitance between the inner shield and outer shield of each triax cable. 

Lh - inductance of the center conductor of each triax cable. 

Ll = inductance of each output low conductor. 

Lgnd = inductance of the cable used to connect system common to earth ground. 
Figure 2-74. Cable Capacitances and Inductance 



separate single conductor cable used to connect system 
common to earth ground. This is a recommended prac- 
tice, especially for low current measurements. 



Cgei, Cge2 and Lgnd form a feedback network around the 
DUT. Because of the internal 10k£2 guard resistor, 
GUARD cannot attenuate the signal from the network (at 
high frequencies). As a result, the signal is coimected to 
the DUT via Cgi and Cg2 cable capacitance. The resonant 
point (fo) that exists is calculated as follows; 



2n V Cge Lgnd 



A simple way to eliminate oscillations due to cable ca- 
pacitance and inductance is to install the groimd link on 



the rear panel of Source Measure Unit #1. This groimd 
link connects OUTPUT LO to chassis (earth) groimd. The 
inductance of the groimd link is 20nH (as opposed to 4pH 
for the separate ground wire) pushing fo up to a fre- 
quency region where the ferrite beads can damp out Q, or 
possibly to a frequency above fr of the DUT. 



Low Frequency Oscillations 

Low frequency (dc through 200kHz) oscillation prob- 
lems may also occur in multiple Source Measure Unit test 
systems. Figure 2-75 shows a floating test system (system 
earth ground wire removed. With the ground wire re- 
moved, capacitance (Cei and Ce2> exists between OUT- 
PUT LO and earth ground. 



Capacitors Cgi, Cgei, Cg2, Cge2, Cei and Ce2 form a feed- 
bag path around the DUT. At lower frequencies, the im- 
pedance of Source Measure Unit #2 looks inductive as in- 
dicated by L'. Thus, the inductive load (L') is applied to 
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C G = capacitance between the center conductor and inner shield of each triax cable. 
Cge = capacitance between the inner shield and outer shield of each triax cable. 

C E - capacitance between output low and earth ground. 

Figure 2-75. Cable Capacitances in a Floating Test System 



the capacitive divider (feedback path) through Cge2 (via 
Cca and the guard buffer). A portion of the feedback cur- 
rent will make it through Cgi if the guard impedance of 
Source Measure Unit #1 is high enough. Thus, the possi- 
bility for oscillations exists, especially with Source Meas- 
ure Unit #1 on a low current range. ITte lower the current 
range, the higher the output impedance of the Source 
Measure Unit. The base current for the DUT is more eas- 
ily "pushed arovmd" by the feedback through Cgi on the 
lower current ranges. 



These low frequency oscillations may be eliminated by 
installing the groimd Imk (OUTPUT LO to chassis 
groimd) on the rear panel of Source Measure Unit #1 . The 
groimd link effectively shunts out all feedback signals to 
system low. Another possible solution is to connect an ex- 
ternal capacitor from the base to the collector of the tran- 
sistor (DUT). This will help "swamp out" the undesired 
feedback signals through Cgi. The value of the external 
capacitor should be 10 to 20 times the value of thebase-to- 
collector capacitance of the device (Ccb). The capacitor 



must be constructed of high quality polystyrene or 
polypropylene to ensure that system DC performance is 
not degraded. 

Other types of low frequency oscillation may arise due to 
d)mamic parameter variations of the DUT as the operat- 
ing point changes. These are most likely to occur when 
the device exhibits drastic impedance changes, such as 
entering and exiting saturation, or negative impedance 
behavior during breakdown. These t 3 q>es of osdllations 
are difficult to predict and model, as linear small signal 
analysis of this system may not apply. The following 
guidelines will aid in eliminating these types of oscilla- 
tions as well as the previously discussed t^es. 

Guidelines To Prevent System Oscillations 

1. To prevent high frequency oscillations, use ferrite 
beads or lOOQ resistors in series with the DUT leads. 
Recommended ferrite beads: 



+ 
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lOMHz - 40MHz; Fair-Rite 2673000301 
40MHz - 200MHz; Fair-Rite 2643000301 

2. Add lOOpF polystyrene capacitor (Keithley 
C-138-lOOpF) from base (gate) to collector (drain). 
This reduces the loop gain at high frequencies, thus 
increasing gain margin. This capacitor can also 
"swamp out" the effects of unwanted feedback net- 
works arising from floating or long groimd returns. 

3. Add 330pF polystyrene capacitor (Keithley 
C-138-330pF) from base (gate) to emitter (source^ 
This provides capacitive divider effect on feedback 
from collector (drain) to base (gate), reducing loop 
gain at higher frequencies. This technique may be 
very effective when the Source Measure Unit that is 
supplying power to the base (gate) of the DUT is on a 
low current range. The capacitor "stiffens" the base- 
emitter impedance at high frequencies. 

4. Use lOOpF to lOOOpF polystyrene capacitors to by- 
pass collector (drain) to emitter (source). This helps 
decouple inductances of cables or output imped- 
ances of other Source Measure Units. 

5. Install the groimd link connecting OUTPUT LO to 
chassis groimd on the Source Measure Unit that is 
providing current to the base (gate) of the DUT. Only 
one Source Measure Unit should have the ground 
link installed in order to avoid ground loops. The 
ground link prevents high and low frequency oscil- 
lations. 



2.29 MEASURE ONLY 

The Source Measure Unit can be used as a stand-alone 
voltmeter or current meter. Using the Source Measure 



Unit to make routine DMM type measurements is cov- 
ered in Getting Started (paragraph 1.2). In general, meas- 
ure only requires that the Source Measure Unit be set to 
source O.OOOOV to measure current, or O.OOOOnA to meas- 
ure voltage. Program compliance for the desired meas- 
urement range. OUTPUT HI and OUTPUT LO are then 
used to make the measurement. 



Special input characteristics of the Source Measure Unit 
allow it to be used to make electrometer type measure- 
ments. These characteristics include: 



>10^*Q Input Impedance — The high input impedance 
prevents circuit loading when making voltage measure- 
ments of high impedance devices. 

Low Current Measurement Ranges — On the InA 
range, measurement resolution (at 5-digits) is lOfA. 

<lmV Voltage Burden — The low voltage burden pre- 
vents circuit loading when measuring currents from 
sources of a few volts or less. 



GUARD — The driven guard is available to eliminate the 
effects of leakage current in test cables that can adversely 
affect low level measurements. 

Figure 2-76 and Figure 2-77 show how to configure the 
Source Measure Unit for electrometer type measure- 
ments. 
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2.30 GUARDING 

When soiardng or measuring low current, leakage cur- 
rent can be significant enough to adversely affect per- 
formance. Guarding uses a conductor at essentially the 
same potential seen at OUTPUT HI. The driven guard, 
which is used to surrovmd OUTPUT HI and SENSE HI, 
drastically reduces leakage current and the effects of ca- 
ble capacitance. 

NOTE 

Figtire 2-78 and Figure 2-79 are used to help 
explain the principles of guarding. Both illus- 



trations show LO being cormected to chassis 
groxmd. On the Source Measure Unit, OUT- 
PUT LO can be cormected to chassis ground 
by inst allin g the ground link on the rear panel. 
Even with the ground link removed, the resis- 
tance between OUTPUT LO and chassis 
ground (lOGQ) is relatively low when com- 
pared to the insulation resistance of the cable 
(lOOGQ). Thus, for the following discussion 
on low level leakage currents, the outer shield 
of the cables (chassis groimd) can be consid- 
ered to be OUTPUT LO. 




+ 
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Leakage Current Effects 

Typically, insulation resistance between conductors in a 
coaxial or triaxial cable is lOOGQ (see Figure 2-78). In this 
unguarded configuration, leakage ourent will flow 
through the insulator (represented by Rl and Cl) separat- 
ing HI from LO. 



Leakage current is a problem in an imguarded circuit 
when sourcing or measuring current for a high imped- 
ance load. For example, aissume the Source Measure Unit 
is set to output InA to a IGQ load. The lGf2 load will be in 
parallel with the leakage resistance RL (1(X)G£2) resulting 
with ~990pA being delivered to the load. The other lOpA 
will leak through the insulator. The end result is a 1% 
sourcing error. 



Figure 2-79 shows the general guarding technique using 
a triax cable. GUARD (Vg) is cormected to the inner shield 
of the cable and surroimds OUTPUT HI. Since the guard 
voltage is at virtually the same potential as OUTPUT HI, 
leakage current through the insulator will be almost zero. 
In reality, GUARD and OUTPUT HI differ by a small off- 
set voltage (±2mV). The actual maximum leakage current 
(II) would be: 



I, = 2mV =20fA 
lOOGD 

Leakage current will flow from the inner shield to the 
outer shield (through Rg), but it does not matter since the 
current is supplied by buffered guard source (V g) and not 
OUTPUT HI. 



Cable Capacitance Effects 

Without guarding, the effects of cable capacitance (Cl in 
Figure 2-78) could adversely affect the settling time when 
sourcing current. The rise time of the source depends on 
the total shunt capacitance seen at its output. For a high 
impedance load, even a small amoimt of cable capaci- 
tance can result in long rise times. For example, cable ca- 
pacitance of lOOpF and a load resistance of 1G£2 will re- 
sult in an RC time constant of approximately 100msec. 
Guarding (see Figure 2-79) would drastically reduce ca- 
ble capacitance resulting in much faster rise times. With 
OUTPUT HI and GUARD at virtually the same potential. 
Cl caimot charge. Thus, rise time is not affected by cable 
capacitance. 



When sourcing voltage, the rise time due to cable capaci- 
tance is usually insignificant. Since the voltage source is 
low impedance (<1£2), the RC time constant of lO"'® sec- 
onds (IQ X lOOpF) would be negligible. 

2.31 ELECTROSTATIC INTERFERENCE 

Electrostatic interference occms when an electrically 
charged object is brought near an uncharged object, thus 
inducing a charge on the previously vmcharged object. 
Usually, the effects of such electrostatic action are not no- 
ticeable because low impedance levels allow the induced 
charge to dissipate quickly. However, high impedance 
levels of many Source Measure Unit measurements do 
not allow these charges to decay rapidly, and erroneous 
or unstable readings may be caused in the following 
ways: 

1 . Dc electrostatic fields can cause imdetected errors or 
noise in the reading. 

2. Ac electrostatic fields can cause errors by driving the 
amplifier into saturation, or through rectification 
that produces dc errors. 

Electrostatic interference is first recognizable when hand 
or body movements near the experiment cause fluctua- 
tions in the reading. Pick up from ac fields can also be de- 
tected by observing the output on an oscilloscope. Line 
frequency signals on the output are an indication that 
electrostatic interference is present. 

Means of minimizing electrostatic interference include: 

1. Shielding. Possibilities include; a shielded room, a 
shielded booth, shielding the sensitive circuit (test 
fixture), and using shielded cable. The shield should 
always be cormected to a solid coimector that is con- 
nected to signal low. Note, however, that shielding 
can increase capacitance, possibly slowing down re- 
sponse time. 

2. Reduction of electrostatic fields. Moving power lines 
or other sources away from the experiment reduces 
the amoimt of electrostatic interference seen 



2.32 THERMAL EMFS 

Thermal EMFs are small electric potentials generated by 
differences in temperature at the junction of two dissimi- 
lar metals. Low thermal coimections should be used 
whenever thermal EMFs are known to be a problem. 
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Crimped copper to copper connections can be used to 
minimize these effects. 

2.33 ELECTROMAGNETIC 
INTERFERENCE (EMI) 

The electromagnetic interference characteristics of the 
Source Measure Unit comply with the electromagnetic 
compatibility (EMC) requirements of the European 
Union (EU) directives as denoted by the CE mark. How- 
ever, it is still possible for sensitive measurements to be 
affected by external sources. In these instances, special 
precautions may be required in the test setup. 

Sources of EMI include: 

• Radio and TV broadcast transmitters. 

• Communications transmitters, including cellular 
phones and handheld radios. 

• Devices incorporating microprocessors and high- 
speed digital circuits. 

• Impulse sources as in the case of arcing in high- 
voltage environments. 

EMI effects can be seen as unusually large offsets or, in 
the case of impulse sources, sudden, erratic variations in 
readings. 

The most convenient method to minimize the effects of 
EMI is to use the FILTER feature of the Source Measure 
Unit. Up to 32 readings can be averaged with this filter. 
A detrimental effect of filtering is that overall Source 
Measure Unit speed is decreased. 



The instrument and measurement setup should be kept 
as far away as possible from any EMI sources. Addi- 
tional shielding of the instrument, experiment, and test 
leads will often reduce EMI to an acceptable level. In 
extreme cases, a specially constructed screen room may 
be necessary to sufficiently attenuate the troublesome 
signal. 

2.34 GROUND LOOPS 

In general, optimum safety, shielding and stability are 
obtained by connecting OUTPUT LO to earth ground by 
installing the ground link on the rear panel of the Source 
Measure Unit. However, ground loops that occur in 
multiple-unit test set-ups can create error signals that 
cause erratic or erroneous performance. The configura- 
tion shown in Figure 2-80 shows a ground loop that is 
created by connecting OUTPUT LO to earth ground at 
two points. A large ground current flowing in the loop 
will encounter small resistances, either in the conduc- 
tors, or at the connecting points. This small resistance 
results in voltage drops that can affect performance. 

To prevent ground loops, the test system should be con- 
nected to ground at only a single point, as shown in Fig- 
ure 2-81. Note that only the first Source Measure Unit is 
connected directly to power line ground (via ground 
link). Experimentation is the best way to determine an 
acceptable arrangement. For semiconductor character- 
ization tests, best stability is usually obtained by con- 
necting the Source Measure Unit used to supply power 
to the base (or gate) of the DUT to earth ground. 
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Figure 2-80. Multiple Ground Points Create Ground Loop 
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3.1 INTRODUCTION 

The IEEE-488 bus is an instrumentation data bus with 
hardware and programming standards originally 
adopted by the IEEE (Institute of Electrical and Electronic 
Engineers) in 1975 and given the IEEE-488 designation. 
In 1978, standards were upgraded into the IEEE-488-1978 
standards. The Models 236, 237, and 238 conform to these 
standards. 



This section contains reference information on program- 
ming the Model 236/237/238 over the IEEE-488 bus. De- 
tailed instructions for all programmable functions are in- 
cluded, however, information concerning operating 
modes presented elsewhere is not repeated. Refer to Sec- 
tions 1 and 2 for information not found in this section. 



General information on the IEEE-488 bus is located in 
Appendix E. 



3.2 PRIMARY ADDRESS PROGRAMMING 

The Model 236/237/238 must receive a listen command 
before responding to addressed commands. Similarly, 
the unit must receive a talk command before transmitting 
data. The Models 236 , 237, and 238 are shipped from the 
factory with a programmed primary address of 16. 



The primary address may be set to any value between 0 
and ^ as long as address conflicts with other instruments 
are avoided. Note that controllers are also given a pri- 
mary address, so do not use that address either. Most fre- 
quently, controller addresses are 0 or 21, but you should 
consult the controller's instruction manual for details. 
Whatever primary address you choose, you must make 
certain that it corresponds with the value specified as 
part of the controller's programming language. 



To check the present primary address or to change to a 
new one, perform the following procedure: 

1. Press the MENU button, then rotate the knob until 
the current primary address is displayed. For exam- 
ple, if the instrument is set to primary address 16, the 
following message will be displayed: 

16IEEEADDR 

2. To retain the current address, press MENU to exit 
from the menu. 

3. To change the primary address, use the nxuneric but- 
tons and press ENTER. This stores the new address 
in memory so that the instrument powers up to that 
address. Then press MENU to exit. 



NOTE 

Each device on the bus must have a imique 
primary address. Failmre to observe this pre- 
caution will probably result in erratic bus op- 
eration. 
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3.3 CONTROLLER PROGRAMMING 

The programming instructioiis covered in this section 
use examples written with Hewlett Packard BASIC ver- 
sion 4.0. TTiis language was chosen because of its versatil- 
ity in controlling the IEEE-488 bus. This section covers 
those statements that are essential to Model 236/ 237 / 238 
operation. 



NOTE 

Controller programming information for us- 
ing the IBM PC interfaced through the Capital 
Equipment Corporation (CEC), I/OTech, and 
National IEEE-488 interfaces is located in Ap- 
pendix D. 



A partial list of HP BASIC 4.0 statements is shown in 
Table 3-1 . The statements have a one or three digit argu- 
ment that must be specified. The first digit is the interface 
select code, which is set to 7 at the factory. The last two 
digits of those statements requiring a 3-digit argument 
specify the primary address. 



Those statements with a 3-digit argument show a pri- 
mary address of 16 (the factory default primary address 
of the Model 236/237/238). For a different address, you 
would, of course, change the last two digits to the re- 
quired value. For example, to send a GTL command to a 
device iising a primary address of 17, the following state- 
ment would be used: LOCAL 717. 



Table 3-1. HP BASIC 4.0 IEEE-488 Statements 



Action 



BASIC Statement 



Transmit string to device 16. 
Obtain string from device 16. 
Send GTL to device 16. 

Send SEXZ to device 16. 

Send DCL to all devices. 
Send remote enable. 

Cancel remote enable. 

Serial poll device 16. 

Send local lockout. 

Send GET to device 16. 

Send IFC. 



OUTPLrT716;A$ 
ENTER 716;A$ 
LOCAL 716 
CLEAR 716 
CLEAR 7 
REMOTE 7 
LOCAL 7 
SPOLL (716) 

LOCAL LOCKOUT 7 
TRIGGER 716 
ABORT 7 



3.4.1 Front Panel Messages 



The Model 236/237/238 has a number of front panel 
messages. These messages, which are listed in Table 3-2, 
inform you of certain conditions that occur when sending 
device-dependent commands to the instrument or when 
using the front panel. 



Pressing a front panel button will remove the existing er- 
ror or warning message and any pending messages. K no 
buttons are pressed, the message is displayed for 0.8sec. 



The following paragraphs describe the front panel mes- 
sages associated with IEEE-488 programming. Note that 
the instrument may be programmed to generate an SRQ, 
and U command status words can be checked for specific 
error conditions if any of these errors occur. See para- 
graphs 3.6.11 and 3.6.19. 



Some of the statements have two forms; the exact con- 
figuration depends on the command to be sent over the 
bus. For example, CLEAR 7 sends a DCL command, 
while CLEAR 716 sends the SDC command to a device 
with a primary address of 16. 



3.4 FRONT PANEL ASPECTS OF IEEE-488 
OPERATION 

The following paragraphs discuss aspects of the front 
panel that are part of IEEE-488 operation, including mes- 
sages, status indicators, and the LOCAL key. 



IDDC (Illegal Device-dependent Command) Error 

An IDDC error occurs when the unit receives an illegal 
device-dependent command over the bus. For example, 
the command string IX includes an illegal command be- 
cause "1" is not part of the instrument's programming 
language. When an illegal command is received, the in- 
strument briefly displays the IDDC error message. 



NOTE 

When an IDDC error is detected in a com- 
mand string, all commands in the string, up to 
and including the next X, are ignored. 
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Table 3-2. Front Panel Messages 



Message 


Description 


BUFFER FILLED 


Number of generated sweep points exceeds the buffer capacity. 


CAL ADC GAIN, 


Newly calculated cal constant is out of expected range for A/D converter gain. 


CAL ADC ZERO, 


A/D converter zero, source gain, or source zero; a default cal constant value is 


CAL SRC GAIN, 
CAL SRC ZERO 


substituted. 


CALCOMPLI 


Compliance reached during calibration. 


CAL CONSTANTS ERR 


Power-up verification of c^ constants finds one or more values outside of prede- 
termined limits; default value(s) used for those out of limits. 


CALINVAUDERR 


One or more cal errors present on power-up, DCL, or SDC. 


CAL MODE ERR 


Error in calibrating conunon mode adjustment. 


CAL VALUE ERR 


Entered cal constant out of expected range for present step; check exponent and 
re-enter. 


DPRAM LINK ERR 


Communication error in the dual port RAM between the 1/ O controller and 
soixrce/measure controller. Unit is not functional. 


DPRAM LOCKUP 


ROM or RAM failure in source/measure controller so it is not responding to I/O 
controller. Unit is not functional. 


GENERATING SWEEP 


Unit is creating or appending a sweep from the front panel. 


IDDC 


Unit received an illegal device-dependent command. 


IDDCO 


Unit received an illegal device-dependent command option. 


ILLEGAL MEAS RANGE 


Selected measure range is incompatible with source (V or I) or unit (236, 237 or 
238). 

Selected source range is incompatible with source (V or I) or umt (236, 237 or 238). 


ILLEGAL SRC RANGE 


IN CAL 


You requested non-calibration commands while in calibration. 


IN STBY 


You requested a calibration command while in standby. 


INTERLOCK PRESENT 


You attempted to go into operate with an interlock condition present, or an inter- 
lock condition exists while in operate. 


INVALID SWEEP MIX 


Cannot create/append different sweep types (pulsed and non-pulsed) in buffer. 


lOUCALCHCKSUM 


Power-up checksum test of cal constants failed. 


lOU DPRAM FAILED 


Dual port RAM in I/O controller failed. Unit is not functional. 


lOU EEROM FAILED 


Electrically erasable ROM in I/O controller failed. 


LOG CANNOT CROSS 0 


Caimot create/append a log sweep that passes through zero. 


MEAS RANGE CHANGED 


Caimot have source and measure ranges of llOOV and 100mA (237), or llOV and 
lA (238) at seune time; measurement range lowered. 


MUST CREATE SWEEP 


You attempted modi^dng, appending, or triggering a non-existent sweep. 


NO AUTO IN PULSE 


Cannot select source autoranging witii a pulse sweep create or append. 


NOT IN REMOTE 


You sent an X command when the unit was not in remote (REN is false). 


OFLO 


An external power source has overloaded the measiurement hardware in the 
Model 236/237/238. 


PENDING TRIGGER 


Unit was triggered while still processing a previous command; trigger will be 
processed. 


PULSE TIME NOT MET 


Specified pulse times (toN and toFp) might not be met and will be extended if nec- 


TEMPORARY CAL 


essory. 

CAL LOCK button is in LOCKED position; entered cal constants will not be 
saved if power is cycled. 


TRIGGER OVERRUN 


Unit was triggered while still processing a previous trigger; trigger is ignored. 


UNCALIBRATED 


No cal constants are stored in EEPROM (Source/Measure LED blinks). 


VALUE OUT OF RANGE 


Selected somce value exceeds source range, or selected compliance value exceeds 
measurement range, or incremental source values are too small for selected range. 


236 UNIT 


You sent l.lkV calibration commands to a Model 236. 


65.000 SECONDS MAX 


Cannot have a dc or sweep delay greater than 65.000 seconds. Value defaults to 
65.000 seconds. 


IF 


Power-up or memory test of I/O controller RAM failed. Unit is not functional. 


2F 


Power-up or memory test of 1/ O controller ROM failed. Unit is not functional. 



+ 



3-3 






SECTIONS 
IEEE-488 Reference 



+ 



To correct error conditions, send only valid commands. 
Refer to paragraph 3.6 for device-dependent command 
programming details. Note that an IDDC error is also 
flagged in the U1 error status word, as discussed in para- 
graph 3.6.19. 



Programming Example — To demonstrate an IDDC er- 
ror, use the following statements: 

REMOTE 716 
OUTPUT 716;"IX" 



The IDDC error message is briefly displayed when the 
second statement above is executed. 



IDDCO (Illegal Device-dependent Command Option) 
Error 

Sending the instrument a legal command with an illegal 
option results in the IDDCO error message being dis- 
played. 



For example, the command W2X has an illegal option (2) 
that is not part of the instrument's programming lan- 
guage. Thus, although the command W is valid, the op- 
tion is not, and the IDDCO error results. 



NOTE 

When an IDDCO error is detected in a com- 
mand string, all commands in the string, up to 
and including the next X, are ignored. 



To correct this error condition, use only valid command 
options, as discussed in paragraph 3.6. Note that an ID- 
DCO error is also flagged m the U1 error status word, as 
discussed in paragraph 3.6.19. 



Programming Example — Demonstrate an IDDCO error 
with the following statements: 

REMOTE 716 
OUTPUT 716;"W2X" 



Note that the IDDCO error message is briefly displayed 
when the second statement above is executed. 



Not in Remote Error 

A not in remote error occurs if the instrument receives an 
"X" while it is in the local state. The NOT IN REMOTE er- 
ror message is displayed. This is caused by failing to set 
the REN line true before addressing the Model 
236 /237/23S to listen. (The HP9000 default is to set REN 
true.) The statement "REMOTE 7" sets the REN line true; 
the statement "REMOTE 716" sets the REN line true and 
addresses unit 16 to listen. 



Programming Example — To demonstrate the NOT IN 
REMOTE error message, type in the following lines: 

LOCAL 7 

OUTPUT 716;"F0,0X" 



Note that the NOT IN REMOTE error message is briefly 
displayed when the program times out. 

Pending Trigger Condition 

A pending trigger occurs when the unit is triggered while 
s till processing a previous command (e.g., creating a 
sweep over the bus and receiving a front panel trigger). 
The trigger is saved until it can be acted upon and the 
READY FOR TRIGGER bit in the SPOLL byte is cleared. 



Trigger Overrun Error 

A trigger overrun occms when the instrument is trig- 
gered while it is still processing a source, delay, or meas- 
ure phase from a previous trigger and before tiie READY 
FOR TRIGGER bit in the SPOLL byte is asserted. The ex- 
act trigger stimulus depends on the selected trigger 
source, as discussed in paragraph 3.6.18. 



Overrun triggers do not affect the instrument except to 
generate the error message. In other words, the present 
sweep is not aborted by the ovemm trigger stimulus and 
the trigger is ignored. When such a trigger overrun con- 
dition occurs, the instrument briefly displays the TRIG- 
GER OVERRUN message. 
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3.4.2 IEEE-488 Status indicators 

The TLK (talk), RMT (remote), and LSN (listen) indica- 
tors show the present IEEE-488 status of the instrument. 
Each of these indicators is briefly described below. 

^TLK RMT LSN^ 

□ □ □ 

LOCAL 
/ 

I J 

TLK — This indicator is on when the instrument is in the 
talker active state. The unit is placed in this state by ad- 
dressing it to talk with the correct MTA (My Talk Ad- 
dress) command. TLK is off when the unit is in the talker 
idle state. The instrument is placed in the talker idle state 
by sending it an UNT (Untalk) command, addressing it to 
listen, or with the IFC (Interface Clear) command. 



RMT — As the name implies, this indicator shows when 
the instrument is in the remote state. Note that RMT does 
not necessarily indicate the state of the REN line, as the 
instrument must be addressed to listen with REN true be- 
fore the RMT indicator turns on. When the instrument is 
in remote, all front panel keys except for the LOCAL key 
are locked out. When RMT is turned off, the instrument is 
in the local state, and front panel operation is restored. 



LSN — This indicator is on when the Model 236 / 237 / 238 
is in the listener active state, which is activated by ad- 
dressing the instrument to listen with the correct MLA 
(My Listen Address) command. Listen is off when the 
unit is in the listener idle state. The unit can be placed in 
the listener idle state by sending UNL (Unlisten), ad- 



dressing it to talk, or by sending IFC (Interface Clear) 
over the bus. 



3.4.3 LOCAL Key 



The LOCAL key cancels the remote state and restores lo- 
cal operation of the instrmnent. 



•n„K RMT LSN 

non 

LOCAL 










Since all front panel keys except LOCAL are locked out 
when the instrument is in remote, this key provides a 
convenient method of restoring front panel operation. 
Pressing LOCAL also turns off the RMT indicator, and re- 
turns the display to normal if a message was displayed 
with the D command. (See paragraph 3.6.4.) 



Note that the LOCAL key is also inoperative if the LLO 
(Local Lockout) command is in effect. 



3.5 GENERAL BUS COMMANDS 

General bus commands are those commands such as 
DCL that have the same general meaning regardless of 
the instrument. Commands supported by the Model 
236/237/238 are listed in Table 3-3 which also lists BA- 
SIC statements necessary to send each command. Note 
that commands requiring that a primary address be 
specified assume that the primary address is set to 16 (the 
default address of the Model 236/237/238). 



Table 3-3. General Bus Commands and Associated BASIC Statements 



Command 


HP BASIC 4.0 
Statement 


Effect on Model 236/237/238 


REN 


REMOTE 7 


Goes in effect when next addressed to listen. 


IFC 


ABORT 7 


Goes into talker and listener idle states. 


LLO 


LOCAL LOCKOUT 7 


LOCAL key locked out. 


GTL 


LOCAL 716 


Cancel remote, restore front panel operation. 


DCL 


CLEAR 7 


Returns to power-up default conditions. 


SDC 


CLEAR 716 


Returns to power-up default conditions. 


GET 


TRIGGER 716 


Triggers next phase of S-D-M cycle if GET is selected as trigger origin. 
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3.5.1 REN (Remote Enable) 

The remote enable command is sent to the Model 
2S6I'237/2S& by the controller to set up the instrument 
for remote operation. Generally, the instrument should 
be placed in the remote mode before you attempt to pro- 
gram it over the bus. Simply setting REN true does not ac- 
tually place the instrument in the remote state. Instead 
the instrument must be addressed to listen after setting 
REN true before it goes into remote. 



Note that the instrument need not be in remote to be a 
talker. 



Programming Example — This sequence is automati- 
cally performed by the controller when the following is 
typed into the keyboard.. 

REMOTE 716 



After the RETURN key is pressed, the instrument is in the 
remote state, as indicated by the RMT light. If not, check 
to see that the instrument is set to the proper primcuy ad- 
dress 16, and check to see that the bus connections are 
properly made. 



Note that all front panel controls except for LOCAL (and, 
of course, POWER) are inoperative while the instrument 
is in remote. You can restore normal front panel opera- 
tion by pressing the LOCAL key. 



3.5.2 IFC (Interface Clear) 

The IFC command is sent by the controller to place the 
Model 236/237/238 in the local, talker and listener idle 
states. The unit responds to the IFC command by cancell- 
ing front panel TALK or LISTEN lights, if the instrument 
was previously placed in one of those states. 



To send the IFC command, the controller need only set 
the IFC line true for a minimum of lOOpsec. 



Programming Example — Before demonstrating the IFC 
command, turn on the TLK indicator with the following 
statement: 

ENTER 716;A$ 



At this point, the TLK hght should be on. The IFC com- 
mand can be sent by entering the following statement 
into the computer: 

AB0RTI07 



After the RETURN key is pressed, the TLK indicator 
turns off, indicating that the instrument has gone into the 
talker idle state. 



3.5.3 LLO (Local Lockout) 

The LLO command is used to prevent local operation of 
the instrument. After the unit receives LLO, all its front 
panel controls except POWER are inoperative. 

Programming Example — The LLO command is sent by 
entering the following statements: 

REMOTE 716 

l(x:al lockout 7 



After the second statement is executed, the instrument's 
front panel controls are locked out, including the LOCAL 
key. 



To restore front panel operation after asserting LLO, as in 
the following example, enter: 

LOCAL 7 



3.5.4 GTL (Go To Local) and Local 

The GTL command is used to take the instrument out of 
the remote state. Operation of the front panel keys will 
also be restored by GTL imless LLO is in effect. To cancel 
LLO, you must set REN false. 



Programming Example — Place the instrument in the re- 
mote state with the following statement: 

REMOTE 716 



Now send GTL with the following statement: 
L(X:AL716 
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Note that the instrument goes into the local state, and that 
operation of the front panel keys has now been restored 
(assuming that LLO is not in effect). 



3.5.5 DCL (Device Clear) 

The DCL command may be used to clear the Model 
236/237/238 and return it to its power-up default condi- 
tions (see Table 3-4). Note that die DCL command is not 
an addressed command, so all instruments equipped to 
implement DCL will do so simultaneously. When the 
Model 236/237/238 receives a DCL command, it returns 
to the power-up default conditions. DCL does not affect 
the programmed primary address. 



Programming Example — Place the unit in an operating 
mode that is not a power-up default condition. Now en- 
ter the following statement from the controller keyboard: 

CLEAR 7 



When the RETURN key is pressed, the instrument re- 
turns to the power-up default conditions. 



3.5.6 SDC (Selective Device Clear) 

The SDC command is an addressed command that per- 
forms essentially the same fimction as the DCL com- 
mand. However, since each device must be individually 
addressed, the SDC command provides a method to clear 
only selected instruments instead of clearing all instru- 
ments simultaneously, as is the case with DCL. When the 
Model 236/237/238 receives the SDC command, it re- 
turns to the power-up default conditions. 



Programming Example — Place the imit in an operating 
mode that is not a power- up default condition. Now en- 
ter the following statement from the controller keyboard: 

CLEAR 716 



This sends the following IEEE-488 commands: UNT 
UNL LISTEN 16 SDC. When the statement is executed, 
the instrument executes its power-up sequence and re- 
turns to the power-up default configturation. 



3.5.7 GET (Group Execute Trigger) 

GET may be used to initiate a Model 236/ 237 / 238 trigger 
if the instrument is placed in the appropriate trigger ori- 
gin. More information on triggering is located in para- 
graph 3.6. 



Programming Example — With triggers enabled, t)q)e in 
the following statements to place the instrument in the 
correct trigger origin for purposes of this demonstration: 

REMOTE 716 
OUTPUT 716;'T1,0,0,0X" 



Program a sweep with the following statements. 

OUTPUT 716; "F0,1X" 

OUTPUT 716; "Q1,1,10,1,2,100X" 

Now trigger the sweep by sending GET with the follow- 
ing statement: 

TRIGGER 716 



This sends IEEE-488 commands UNT UNL LISTEN 16 
GET. When the RETURN key is pressed, the soiurce-de- 
lay-measvure cycle is triggered. (The command TRIGGER 
7 just sends GET. Any other listeners are triggered when 
the RETURN key is pressed.) 



3.5.8 SPE, SPD (Serial Polling) 

The serial polling sequence is used to obtain the Model 
236/237 /2S8 serial poll byte. The serial poll b)de contains 
important information about internal functions, as de- 
scribed in paragraph 3.6.11. Generally, the serial polling 
sequence is used by the controller to determine which of 
several instruments has requested service with the SRQ 
line. However, the serial polling sequence may be per- 
formed at any time to obtain the status byte from the 
Model 236/237/238. 



Programming Example — The SPOLL statement auto- 
matically performs the serial poll sequence. To demon- 
strate serial polling, enter in the following statements 
into the computer: 

S=SPOLL (716) 

PRINT "SPOLL BYTE=";S 
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After the first statement, the controller conducts the se- cuted, the decimal value of the serial poll byte is dis- 

rial polling sequence. After the second statement is exe- played on the controller CRT. 



Table 3-4. Factory Initialization, Power-up, and DCL/SDC Conditions 





Factory Default 


Power-up, DCL/SDC Default 


Autorange (Measure) 


Disabled 


V 


Bias (dc function) 






Source value 


OV/OmA 


v 


Source range 


IIV (236, 237); 15V (238) / 10mA 


V 


Dc delay v^ue 


0msec 


V 


Calibration Step** 


0 


0 


Compliance 




V 


Value 


lOmA/lOV 


Range 


lOmA/llV (236, 237); 15V (138) 


V 


Default delay 


Enabled 


^/ 


EOI and bus hold-off** 


EOI enabled, hold-off on X 


EOI enabled, hold-off on X 


Filter 


Disabled 


V 


Function 


dc 


dc 


llOOV Range Control** 




Disabled 


236/238 


Disabled 


237 


Enabled 


V 


IEEE address* 


V 


V 


jTime 


Fast period (416psec) 


V 


Line frequency* 


V 


V 


Operate/standby 


Standby 


Standby 


Output format** 




Source value only 


Items 


Source value only 


Format 


ASCn with prefix and suffix 


ASCn with prefix and suffix 


Lines 


1 line of dc data 


1 line of dc data 


Output Sense 


Local 


Local 


Source 


V-source 


V 


SRQ** 






Mask 


None 


None 


Compliance 


SRQ during idle, measure or delay phase 


SRQ during idle, measure or delay phase 



VUser's previously programmed condition *Front panel only “IEEE-488 Bus only 
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Factory Initialization, Power-up, and DCL/SDC Conditions (Cont.) 





Factory Default 


Power-up, DCL/SDC Default 


Stored ASCII String** 


V 


V 


Suppression 




Dkabled 


Control 


Dkabled 


Value 


0V,0mA 


0V,0mA 


Sweep buffer 


Cleared 


Previous sweep data retained 


Sweep create/append 


Linear stair 


V 


Start value 


IV/lmA 


V 


Stop value 


lOV/lOmA 


V 


Soxurce range 


IIV (236, 237); 15V (238) / 10mA 


V 


Delay time 


0msec 


V 


Number of Points 


10 


V 


(Pulses) 




V 


Step value 


IV/lmA 


Log points 


10 points/decade 


V 


Puke on time 


l(K)msec 


V 


Puke off time 


100msec 


V 


Sweep modify 


First point* 


First point* 


Terminators** 


CRLF 


CRLF 


Trigger configuration 




V 


Origin 


Internal (Immediate) 


Trigin 


Continuous 


V 


Trig out 


None 


V 


Sweep End 


Dkabled 


V 


Trigger control 


Enabled 


Enabled 
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Device-dependent 

Commands 



3.6 DEVICE-DEPENDENT COMMAND PROGRAMMING 



IEEE-488 device-dependent commands are the most important commands associ- 
ated with instrument programming because they control most instrument operating 
modes. The IEEE-488 bus actually treats these commands as data, in that they are 
sent with the ATN line false. 



All Model 236/237/238 front panel operations (such as trigger configiuration and 
creating sweep lists), as well as some operations not available from the front panel 
(like SRQ and terminator) can be programmed with these commands. 



Command Syntax — Each command is made up of a single ASCII capital letter fol- 
lowed by one or more numbers or letters representing an option or numeric parame- 
ter of that command. For example, the integration time can be set over the bus by 
sending the letter "S" followed by a number representing the integration time op- 
tion. SOX would be sent to program a 416|rsec integration time. 



Some commands have two or more parameters that must be separated by commas. 
For example, a T4,0,0,0X command programs a trigger configuration. In this case, the 
4 selects a trigger origin, while the 0 parameters select what effect an input trigger 
has on the instrument, when an output trigger is generated by the unit, and whether 
an output trigger is generated at the end of sweep. 



Parameter values for output, measured, and compliance levels can be designated 
either of two ways, even within the same command: 

• Scientific notation, or exponent form, where 5E-3 represents 5mV or 5mA. 

• Real numbers, where .(K)5 represents 5mV or 5mA. 



In both cases, entered values are truncated to five significant digits. Only as many 
significant digits as necessary need be used. (Send 1.9E-6 instead of 1.9000E-06.) 



Multiple Commands — A number of commands can be grouped together in one 
command string, which is generally temunated by the "X" character. This character 
teUs the instrument to execute the command or command string, as described in 
paragraph 3.6.2Z Commands sent without the execute character will not be executed 
at that particular time, but they will be stored within an internal command buffer for 
later execution when the execute character is finally received. 



Invalid Commands — If an invaUd command is sent as part of the command string, 
no commands in the string will be executed. Under these conditions, the instrument 
will display a front panel error message (IDDC or IDDCO) and it can be pro- 
grammed to generate an SRQ (Service Request), as discussed in paragraph 3.6.11. 
Note, however, that the instrument does not check the validity of commands tmtil 
the X character is received. 



Some typical examples of valid command strings include: 

ROX Single command followed by execute command. 

Y4S0P0X Multiple command string. 

Z IX Space is ignored, 

T4,0,0,0X Multiple-parameter command string (parameters separated by 

commas). 



Typical invalid command strings include: 



EIX 

K4X 

L1101,4X 

T4000X 



Invalid command, as E is not one of the instrument's valid 
coimnands. 

Invalid command option because 4 is not an option of the K 
command. 

Invalid parameter (maximum compliance level is 100mA or llOOV). 
Multiple-parameter command wiAout the necessary separating 
commas. 



Using Multiple-Option Commands — Some commands have multiple options, al- 
lowing you to program several parameters with a single command letter. For exam- 
ple, the Q command is used to program a sweep waveform, and the parameters asso- 
ciated with that waveform, as in tiie following example: 

Ql,(start),(stop),(step),(range),(delay) 



The general format for listing multiple-option coimnands in this manual is as fol- 
lows: 

1. Required parameters are shown without parentheses. For instance, the Q com- 
mand requires a munber to designate a sweep type (the parameter "1" in the Q1 
command). Omission of a number in this position causes an IDDCO. 

2. Optional parameters are shown within parentheses ("start", "stop", "step", 
"range", and "delay" in the Q1 command). Do not include parentheses in actual 
command strings. 
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3. Commas are required delimiters, except as noted in the A and C commands. 
Omission of any of the five commas in the Q1 command causes an IDDCO. For 
example, to change only a step value while leaving the start, stop, range, and de- 
lay values xmchanged, the following command string would be used: 



Q1,„2„X 

In this case, the commas mark positions where the start, stop, range, and delay 
values are omitted. 



Order of Command Execution — Device-dependent commands are not necessarily 
executed in the order received. Rather, the instrument always executes them in a spe- 
cific order, as summarized in Table 3-5. 

Table 3-5. Order of Command Execution 



Order 


Command 


Description 


1 


M 


Set the SRQ mask 


2 


C 


Cahbration sequence 


3 


F 


Set source and function 


4 


O 


Program local/remote sense 


5 




Select filter 


6 




Program suppression 






Set inteCTation time 
Enable/disable default delay 






Program compliance 


10 


B 


Program bias operation 


11 


Q 


Create/append sweep list 


12 


A 


Modify sweep list 


13 


T 


Select trigger configuration 


14 


R 


Enable/disable triggers 


15 


N 


Select operate/standby mode 


16 


D 


Display a user message 


17 


Y 


Select terminator characters 


18 


K 


Select EOI and hold-off on X 


19 




Select output data format 


20 




llOOV range control 


21 




Execute self-tests 


22 




Request status 


23 




Send IEEE immediate trigger 


24 


1 X 


Execute DDCs 



If you wish to force a particular order of execution, simply include the execute (X) 
character after each command-option grouping in the command string. For example, 
the following string would be executed in the received order: 

R0XF1,1R1N1H0X 

If the previous statements did not have an X immediately following RO, the RO com- 
mand would not have been executed, because the Model 236/237/238 will execute 
the last received option for repeated commands in the same string. 

Device-dependent Command Summary — All Model 236/237/238 device-de- 
pendent commands are summarized in Table 3-6, which also lists respective para- 
graphs where more detailed information on each command may be foimd. 
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Table 3-6. Device-dependent Command Summary 



Mode 


Command 


Description 


Para. 


Modify Sweep List 


A(level),(range),(delay), 


Modify sweep list points 


3.6.1 




firet(,last) 






Bias Operation 


B(level),(range),(delay) 


Select bias operation 


3.6.2 


Calibration 


C step Lvalue) X 


Calibrate instrument 


3.6.3 


Display 


DOX 


Return display to normal 


3.6.4 




Dl,aaa...aX 


Display ASCII characters (18 max.) 






D2,aaa...aX 


Display and store ASCII characters 








(18 max.) 




Soxirce and Function 


F(soiuce),(function> 


Select source (V or I) and function 


3.6.5 






(dc or sweep) 




Output Data Format 


G(items),(format),(lines) 


Select items included, format, and 


3.6.6 






hnes per talk in output 




IEEE Immediate Trigger 


HOX 


Cause an immediate bus trigger 


3.6.7 


Self-tests 


JOX 


Restore factory defaults 


3.6.8 




JIX 


Perform memory test 






J2X 


Perform display test 




EOI and Bus Hold-off 


KO 


Enable EOI, enable hold-off on X 


3.6.9 




K1 


Disable EOI, enable hold-off on X 






K2 


Enable EOI, disable hold-off on X 






K3 


Disable EOI, disable hold-off on X 




Compliance 


L(level),(range) 


Set compliance level and range 


3.6.10 


SRQ Mask and Serial Poll 


M(mask), (compliance) 


Select conditions that will cause a 


3.6.11 


B)rte 




service-request 




Operate 


NO 


Place unit in standby mode 


3.6.12 




N1 


Place unit in operate mode 




Output Sense 


OO 


Select local sensing 


3.6.13 




oi 


Select remote sensing 




Filter 


PO 


Meastuement filter disabled 


3.6.14 




PI 


2-reading filter 






P2 


4-reading filter 






P3 


8-reading filter 






P4 


16-reading filter 






P5 


32-reading filter 




Create/ Append Sweep List 


QO,(level),(range), 


Create fixed level sweep 


3.6.15 




(delay),(count) 








Ql,(start),(stop),(step), 


Create linear stair sweep 






(range),(delay) 








Q2,(start),(stop),(points), 


Create logarithmic stair sweep 






(range),(delay) 








Q3,(level),(range), 


Create fixed level pulsed sweep 






(pulses),(toN),(toFF) 








(^,(start),(stop),(step). 


Create linear stair pulsed sweep 






(range),(toN),(tOFp) 








Q5, (start),(stop). 


Create logarithmic stair pulsed 






(points),(range),(toN), 


sweep 






(tOFp) 
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Device-dependent Command Summary (Cont.) 



Mode 


Command 


Description 


Para. 


Create/Append Sweep 


Q6,(level),(range), 


Append fixed level sweep 


3.6.15 


List (Cont.) 


(delay),(coimt) 

Q7, (start),(stop),(step). 


Append linear stair sweep 






(range),(delay) 

Q8,(start),(stop),(points), 


Append logarithmic stair sweep 






(range),(delay) 

Q9,(level),(range), 


Append fixed level pulsed sweep 






(pulses),(toN),(toFF) 

Q10,(start),(stop),(step), 


Append linear stair pulsed sweep 






(range),(toN),(toFp) 

Qll,(start),(stop), 


Append logarithmic stair pulsed 






(points),(range),(toN), 

(toFp) 


sweep 




Trigger Control 


RO 


Disable input/ output triggers 


3.6.16 


R1 


Enable input/ output triggers 


3.6.17 


Integration Time 


SO 


416psec integration time 




SI 


4msec integration time 






S2 


16.67msec integration time 






S3 


20msec integration time 




Trigger Configuration 


T(origin),(in),(out),(end) 


Program input trigger origin and ef- 
fects, output triggers, and end-of- 


3.6.18 






sweep output trigger. 


3.6.19 


Status 


UO 


Send model no. and revision 




U1 


Send error status word 






U2 


Send stored ASCII string 






U3 


Send machine status word 






U4 


Send measurement parameters 






U5 


Send compliance value 






U6 


Send suppression value 






U7 


Send calibration status word 






U8 


Send defined sweep size 






U9 


Send warning status word 






UlO 


Send first sweep point in compliance 






Ull 


Send sweep measure size 




llOOV Range Control 


VO 


Disable llOOV range 


3.6.20 


VI 


Enable llOOV range 




Default Delay 


WO 


Disable default delay 


3.6.21 


W1 


Enable default delay 




Execute 


X 


Execute commands 


3.6.22 


Terminator 


YO 


<CR><LF> 


3.6.23 




Y1 


<LFxCR> 






Y2 


<CR> 






Y3 


<LF> 






Y4 


None 




Suppress 


ZO 


Disable suppression 


3.6.24 




Z1 


Enable suppression 
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Modify Sweep List 



To change the source level, source range, or sweep delay of any points in a sweep list 
of a previously created or appended waveform. 



A(level), (range), (delay), first(, last) 



level — Specifies output level of sweep source (I or V): 



I-soiuce 036I2S7) 
(238) 

V-source (236/238) 
037) 



-l(X).00to+100.00mA 
-1.0000 to +1.(X)00A 
-110.00 to +110.00V 
-1100.0 to +1100.0V 



range — Selects the source range: 



I-source V-source 



0 = Auto 


Auto 


1= InA 


I.IV (236, 237); 1.5V (238) 


2= lOnA 


IIV (236, 237); 15V (238) 


3= lOOnA 


llOV 


4= IpA 


1100V(237) 


5= lOpA 




6= lOOpA 


* 


7= 1mA 


* 


8= 10mA 


* 


9= 100mA 


* 


10= 1A(238) 


* 



‘Illegal V-source option. 



delay — Sweep delay in milliseconds (0-65000) 



first — First data point (1-1000) 



last — Last data point (1-1000) 



Upon power-up, or after receiving a DCL or SDC command, the instrument defaults 
to the last programmed selections. A JOX command restores factory default values 
for the first and last data points to "1". Note that "first" must always be specified. 



The A command modifies a point or range of consecutive points in the sweep list. 
The specified parameters are used to replace the corresponding point in the sweep 
list from "first" through 'Tast". K "last" is not specified, only the parameters selected 
by "first" are modified. Only the specified command parameters are used to modify 
the corresponding sweep list parameters. 
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Figure 3-1 shows the before/after modification of a linear stair sweep waveform 
with the program listed in the example below. The output level of point 2 is changed 
with one command, and the delays of points 4 and 5 are changed with another com- 
mand. 




sh 



r 



6-h 



4-- 

2 - 

0 ■ - Bias — > 



Sweep Points 
Before Modifying 




3 




4 



5 



Sweep Points 
After Modifying 








A„ 150, 4,5 

Modify Delay of Points 4 and 5 



A-2, 2„ 2 

Modify Output Level of Point 2 





Before 

Modifying 


After 

Modifying 


Sweep 


Source 


Sweep 


Source 


Sweep 


Point 


Value 


Delay 


Value 


Delay 


1 


2V 


100 msec 


2V 


100 msec 


2 


4V 


100 msec 


-2V 


100 msec 


3 


6V 


100 msec 


6V 


100 msec 


4 


8V 


100 msec 


8V 


150 msec 


5 


10V 


100 msec 


10V 


150 msec 



Figure 3-1 . Modify Sweep List 



Programming l. Parameter "first" must always be specified; omission causes an IDDCO. 

NotOS 2. If parameter "last" is specified, a comma must precede it. If 'last" is not specified, 

it's preceding comma is optional. 

3. You can modify up to and including the last defined sweep point. An attempt to 
modify a non-existent sweep point is ignored. For example, an attempt to modify 
points 50-150 of a 100-point sweep yields a MUST CREATE SWEEP warning con- 
dition and the entire modify command is ignored. 

4. In autorange, the source range is adjusted for the highest on-scale sourcing possi- 
ble. 

5. If the source range is not specified, the instrument will try to place the new source 
value on the present range. This could result in a VALUE OUT OF RANGE warn- 
ing. Therefore, it is good practice to always specify a source range when modify- 
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ing the source value. 

6. Use the sweep delay to compensate for any settling time required by the external 
circuit connected to the source-measure unit. 

7. If a pulse sweep is modified, it's delay times will no longer be recalculated for 
changes in autorange measure, filtering, integration time, and default delay. 

8. Depending on your controller and program, a bus timeout may occur during a 
long sweep delay. If you trigger a reading and ask for it right away, the bus is held 
off xmtil the measurement is available, possibly causing a timeout. 

9. Error cmd warning conditions for the A command are described in the U1 error 
status word and U9 warning status word (see paragraph 3.6.19). 



Programming 


10 


REMOTE 716 


! Set for IEEE-488 communication 


Example 


20 


OUTPUT 716;"F0,1X" 


! Source V, measure I, sweep 


30 


OUTPUT 716;"Q1,2,10,2,2,100X" 


! Linear stair sweep, five 2V steps, 
IIV or 15V range, 100msec delay 




40 


OUTPUT 716;"A-2A,2X" 


! Change point 2 to -2V 




50 


OUTPUT 716;"A„150,4,5X" 


! Change points 4 and 5 to 
150msec delay 



60 END 
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3.6.2 B — Bias 



Purpose To program the dc bias operation, the non-triggered sweep source value, and the toFP 

source value of pulsed sweeps. 



Format B(level), (range), (delay) 



Parameters leoel — Specifies the dc bias level (I or V) to output: 

I-source il36/237) -100.00 to +100.00mA 

(238) -1.0000 to +1.0000A 

V-source (236, 238) -110.00 to +1 lO.OOV 

(237) -1100.0 to +1 lOO.OV 



range — Selects the bias range: 

I-source V-source 

0 = Auto Auto 

1 = InA I.IV (236, 237); 1.5V (238) 

2= lOnA IIV (236, 237); 15V (238) 

3 = lOOnA llOV 

4= IpA 1100V(237) 

5= lOpA * 

6= lOOpA * 

7= 1mA * 

8= 10mA » 

9= 100mA 

10= 1A(238) * 

‘Illegal V-source option, 

delay — The dc delay in milliseconds (0 to 65000) 



Def au It Upon power-up, or after receiving a DCL or SDC command, the instrument defaults 

to the last programmed selections. A JOX command restores factory default values of 
OV/OmA bias level, IIV or 15V/10mA range, and dc delay of 0msec. 



DaSCrIptlon The B command sets the bias level of the instrument. When the Model 236/237/238 

is programmed for dc operation (F command), the bias becomes the dc output level. 
When creating a sweep list (Q command), this command establishes the bias for the 
sweep. Refer to paragraph 3.6.5 for the F command and 3.6.15 for the Q command. 

Command parameters include the bias level, bias range, and dc delay. The bias range 
applies whether in dc or sweep operation. For sweeps, the range parameter sets the 
bias range before and after sweeps and, for pulsed sweeps, during the topp times. The 
specified delay is used in dc operation. If presently in sweep operation, the delay wiU 
be retained for use when in dc operation. 

+ 



3-19 



SECTIONS 
IEEE-488 Reference 



Figure 3-2 shows the effect of a bias command on a fixed level pulsed sweep. First the 
bias level is set with the B command, then the sweep is programmed with a Q4 
command. The first example program lists the necessary commands to generate this 
waveform. 

CAUTION 

When changing the bias level, the SMU will first output the 
old value for 10msec before going to the new value. To pre- 
vent damage to external equipment and circuitry, make sure 
your test routine accounts for that lOmsec delay. 

If you turn the output off (standby) and then change the bias 
level, the output will momentarily (lOmsec) go to the old bias 
level when the output is turned back on (operate). To prevent 
a potentially damaging output level, set the bias level to 0 
before turning the output off. When the output is turned 
back on, 0 will be output for lOmsec before going to the new 
bias level. 

To change the bias level as quickly as possible, you must execute the B command imme- 
diately. This is done by sending the X command immediately after the B command. For 
example, to change the bias level to OV as quickly as possible, send the following com- 
mand string: B0,0,0X. Including other commands in the string (after the B command) 
may result in additional delay in bias level changes. 

NOTE 

Because of the delay in bias level changes, do not use the B 
command to generate a pulse waveform. Use the sweep func- 
tion to create pulses, even if the sweep contains only one pulse. 




Point 


SoMfce 

vahj« 


Ion/To^ 


1 


2V 


100 rns«c 


2 


5V 


I00ms«c 


3 


4V 


100 msec 


4 


5V 


100 msec 


s 


6V 


100 msec 


6 


5V 


100 msec 


7 


8V 


100 msec 


S 


5V 


100 msec 



Figure 3-2. Bias Operation 
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Programming 

Notes 



1. Set the bias value before programming a sweep so the desired bias is in effect when 
the create /append sweep (Q) command is executed. The B command should pre- 
cede or reside in the same command string as the Q command, but not in a separate 
command string after the Q command. 

2. If autoranging is not used for either the bias range or sweep range, they should be set 
to the same fixed range to prevent range changes during a sweep. Range changes 
affect sweep timing and, since the output level is momentarily set to zero during a 
range change, could have an undesirable affect on the test in progress. 

3. In autorange, the bias range is adjusted for the highest on-scale sourcing possible. 

4. If the bias range is not specified, the instrument will try to place the new bias level on 
the present range. This could result in a VALUE OUT OF RANGE warning. There- 
fore, it is good practice to always specify a bias range when setting the bias level. 

5. Use the dc delay to compensate for any settling time required by the external circuit 
connected to the source-measure unit. 

6. Depending on your controller and program, a bus timeout may occur during a long 
dc delay. If you trigger a reading and ask for it right away, the bus is held off until the 
measurement is available, possibly causing a timeout. 

7. If time stamping is desired, use a fixed level sweep instead of dc operation (see the 
QO command in paragraph 3.6.15). 

8. Only terminator characters are sent if dc data is requested with the G command 
while the instrument is in the sweep function (see paragraph 3.6.6). 

9. Error and warning conditions for the B command are described in the U1 error status 
word and U9 warning status word (see paragraph 3.6.19). 



Programming 


10 


REMOTE 716 


! Source V, sweep 


Examples 


20 


OUTPUT 716;"F0,1X" 


30 


OUTPUT 716;"B5,2,0X" 


! Set bias of 5V, IIV, or 15V range 




40 


OUTPUT 716;"Q4,2,8,2,2,100,100X" 


! Linear stair pulsed sweep, 2-8V, IIV, 
or 15V range, 100msec 




10 


OUTPUT 716;"F0,0X" 


! Source V, dc 




20 


OUTPUT 716;"B5,2,500X" 


! 5V bias, IIV, or 15V range, 500msec 
delay 




30 


OUTPUT 716;"H0X" 


! Trigger output 
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3.6.3 C — Calibration 



PurpOSG To calibrate the Model 136l'23>7 123S instrument. 

Format C step (.value) X 



Where: 

step = command option number 

value = measured or sourced calibration value 



Parameters 



COX 

CIX 


Enter calibration procediue 
Common mode adjustment 


C2X 

C3,VmsrX 

C4X 

C5,VmsrX 


Set up +1.1V somrce and measure offset calibration 
Vmsr = Measured voltage 
Set up +1.1V source and measure gain calibration 
Vmsr = Measured voltage 


C6X 

C7,VmsrX 

C8X 

C9,VmsrX 


Set up -I.IV source and measure offset calibration 
Vmsr = Measured voltage 
Set up -I.IV source and measure gain calibration 
Vmsr = Measiured voltage 


ClOX 

Cll,VmsrX 

C12X 

C13,VmsrX 


Set up +11V source and measure offeet calibration 
Vmsr = Measured voltage 
Set up +11V source and measure gain calibration 
Vmsr = Measured voltage 


C14X 

C15,VmsrX 

C16X 

C17,VmsrX 


Set up -IIV source and measure offset calibration 
Vmsr = Measiured voltage 
Set up -IIV source and measure gain calibration 
Vmsr = Measured voltage 


C18X 

C19,VmsrX 

C20X 

C21,VmsrX 


Set up +110V soiurce and measure offeet calibration 
Vmsr = Measured voltage 

Set up +110V source and measure gain calibration 
Vmsr = Measured voltage 


C22X 

C23,VmsrX 

C24X 

C25,VmsrX 


Set up -llOV source and measure offset calibration 
Vmsr = Measured voltage 
Set up -llOV source and measure gain calibration 
Vmsr = Measured voltage 



C26X 

C27,msrX 

C28X 

C29,msrX 



237/238 only 

Set up +l.lkV (237) or +1 A (238) source and measure offeet calibra- 
tion 

msr = Measured voltage (237) or current (238) 

Set up +l.lkV (237) or +1A (238) source and measure gain calibra- 
tion 

msr = Measured voltage (237) or current (238) 
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C30X 

C31,msrX 

C32X 

C33,msrX 


Set up -l.lkV (237) or -1 A (238) source and measure offset calibra- 
tion 

msr = Measure voltage (237) or current (238) 

Set up -l.lkV (237) or -lA (238) source and measure gain calibra- 
tion 

msr = Measured voltage (237) or current (238) 


C34X 

C35,ImsrX 

C36X 

C37,ImsrX 


Set up +100mA source and measure offset calibration 
Imsr = Measured current 

Set up +100mA source and measure gain calibration 
Imsr = Measured current 


C38X 

C39,ImsrX 

C40X 

C41,ImsrX 


Set up -100mA source and measure offset calibration 
Imsr = Measured current 

Set up -100mA source and measure gain calibration 
Imsr = Measured current 


C42X 

C43,IsrcX 


Perform InA measure offset calibration 

Perform InA measure gain calibration, Isrc = Sourced current 


C44X 

C45,IsrcX 


Perform lOnA measure offset calibration 

Perform lOnA measure gain calibration, Isrc = Sourced current 


C46X 

C47,IsrcX 


Perform lOOnA measure offset calibration 

Perform lOOnA measure gain calibration, Isrc = Sourced current 


C48X 

C49,IsrcX 


Perform IpA measure offset calibration 

Perform l|iA measure gain calibration, Isrc = Sourced current 


C50X 

C51,IsrcX 


Perform lO^tA measure offset calibration 

Perform lOpA measure gain calibration, Isrc = Sourced current 


C52X 

C53,IsrcX 


Perform 100|rA measure offset calibration 

Perform lOOirA measure gain calibration, Isrc = Sotuced current 


C54X 

C55,IsrcX 


Perform 1mA measure offset calibration 

Perform 1mA measure gain calibration, Isrc = Sourced current 


C56X 

C57,IsrcX 


Perform 10mA measure offset calibration 

Perform 10mA measure gain calibration, Isrc = Sourced current 


C58X 

C59X 


Perform InA to lOmA source calibration 
Exit calibration procediure 



DGfSUlt Upon power-up, or after receiving a DCL, SEXI, or JOX command, the instrument de- 

faults to CO (calibration step zero). 



DGSCription in general, the source ranges on the Model 236/237/238 are calibrated by measuring 

the voltage or current level applied by the Model 236 / 237/238. The values measured 
by a precision meter are sent to the source-measure unit within C coirunands. The 
measure ranges are calibrated by using the Model 236/237/238 to measure aurent 
applied by a precision source. The sourced values are sent to the source-measure unit 
within C commands. 
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1 . Each C command is sent separately and followed with an X. 

2. Cahbration step parameters must be explicitly declared; no defaults are allowed. 

3. The U7 calibration status word indicates the calibration step in progress, the posi- 
tion of the CAL LOCK switch, and whether the unit is calibrated. (See paragraph 
3.6.19.) 

4. Error conditions for the C command are described in the U1 error status word 
(see paragraph 3.6.19). 

5. Execution of the C command places the instrument in an xmtriggered state. Diu- 
ing a calibration procedure (CO through C59), the unit will ignore any triggers. If 
the instrument is triggered from the front panel while it is being calibrated, the 
PENDING TRIGGER message is displayed, but when the calibration procedure 
is ended with C59X, the sweep is not started. 

6. The Cl through C59 commands will be ignored if the enter cal procedure (COX) 
command was not sent first. 

7. The present calibration constants will only be saved to non-volatile memory 
upon execution of C59X if the CAL LOCK button is in the unlocked position. 

8. Entering the cal procedure with COX will automatically set certain operating pa- 
rameters for calibration without user intervention (e.g., integration time to line 
cycle). These changes will not be reflected in the U status words. Exiting from the 
cal procedure with C59X will return the parameters to the user-programmed set- 
tings. 

9. The orUy commands permitted during a cal procedure are C (calibration), N 
(operate/standby), O (output sense), and U (status). All others will cause an 
error. 

10. The reading done bit in the SRQ byte will be set after completion of a cal step. 
However, no measiuement will be available for output. 

11. Calibrating the llOOV range requires that the range is enabled with the VI com- 
mand (see paragraph 3.6.20). 



CAUTION: The following examples are only to show proper syntax. Only send cali- 
bration commands when actually cahbrating the instrument. A complete IEEE-488 
calibration procedure is contained in the Model 236/237/238 Service Manual. 



OUTPUT 716;"C0X" 
OUTPUT 716;"C1X" 
OUTPUT 716;"C2X" 
OUTPUT 716;"C3,.001X" 



! Enter cahbration 
! Common mode adjustment 
! Set up I.IV offeet cal. 

! Send measvued offset 
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3.6.4 D — Display 

PurpOS6 To display messages on the front panel. 

Format Dn,aaa...aX 

Where: 

n = command option number 
a = ASCn character to display (18 maximum) 



Parameters DOX Return display to normal operation. 

Dl,aaa...aX Display characters "aaa", where "aaa" represents printable ASCII 
characters. 

D2,aaa...aX Display characters "aaa" and save message in non-volatile memory. 



Detail It Upon power-up, or after receiving a DCL, SDC, or JOX command, the message stored 

with the D2 command remains saved in memory. 



Description The D command lets you display messages on the front panel. Up to 18 characters, 

including blanks, can be sent by simply following the appropriate D command with 
ASCn characters. Characters that can be displayed include: 0-9, A-Z (except X), arith- 
metic and most pimctuation symbols. 

If a character cannot be displayed, for example { or ) (curly braces), no segments of 
that particular character will turn on. 

Programming l. As with other device-dependent commands, the D command string must be 

Notes terminated with an X. 

2. Spaces in the command string are displayed. 

3. Any extra characters in the string are ignored. If there are fewer than 18 characters 
between the comma and the X, tiie characters are left-justified and the rest of the 
display is blank. 

4. Error messages overwrite a displayed user message. 

5. To return the display to normal, send DOX, perform device clear, or return the 
Model 236/237/238 to the local state. 

6. The U2 command is used to get the stored message. This is shown in the program 
example that follows. 

! Dimension string for message 
! Set unit for IEEE-488 communi- 
cation 

+ 



Programming 

Example 



10 DIM Message$[25] 

20 REMOTE 716 
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30 


OUTPUT 716/TD2, CALIBRATED 
6-7-89X" 


! Send message 


40 


OUTPUT 716;"U2X" 


! Request message that is stored 


50 


ENTER 716;Message$ 


! Get data from unit 


60 


PRINT Messages 


! Display message on controller 


70 


WATTS 


! Wait 3 seconds 


80 


OUTPUT 716;'TX)X" 


! Return display to normal 


90 


END 





SECTIONS 
IEEE-488 Reference 



+ 



3.6.5 F - Source and Function 



Purpose To program a source (V or I) and a function (dc or sweep). 

Format F(source), (function) 



Parameters 


F0,0 


Source voltage (and measure current) 


dc 




F0,1 


Source voltage (and measure current) 


Sweep 




F1,0 


Source current (and measure voltage) 


dc 




Fl,l 


Source current (and measure voltage) 


Sweep 



Default Upon power-up, or after receiving a DCL or SDC command, the instrument defaults 

to the dc function and the last progammed selection for source. A JOX command re- 
stores factory default settings of F0,0 (source V, dc function). 



Description The F command selects the sovu*ce and function. When programmed to source V, the 

instrument measures I and, conversely, when programmed to source I, the instru- 
ment measures V. 



When programmed for dc, the instrument functions as a constant dc soiurce. Dc func- 
tion parameters are programmed with the B command (see paragraph 3.6.2). When 
programmed for sweeping, the instrument, when triggered, outputs a programmed 
sweep (see paragraph 3.6.15). 



Programming 

Notes 



1 . Any time the F command is executed, the Model 236/ 237 / 238 is placed in an im- 
triggered state. 

2. Any time the "source" parameter value is changed, the instrument is placed in 
standby. 

3. Each source (V and I) will remember its own unique setup configuration. Compo- 
nents that are remembered include: 

A. Source value and range 

B. Compliance value and measiirement range 

C. Integration time 

D. Filter 

E. Autorange 

F. Dc delay 

G. Default delay 

H. Output sense 

I. Sweep (Q) parameters 



Programming 

Example 



10 OUTPUT 716; "F0,1X" 

20 OUTPUT 716; "F,0X" 



! Program to source V, sweep 
! Change to dc function. 




SECTIONS 
IEEE-488 Reference 



+ 



3.6.6 G — Output Data Format 



PurpOSG To select the t)^e, format, and quantity of output data transmitted over the bus. 



Format G(items), (format), (lines) 



Parameters items — Sum of items in IEEE output string: 

0 = No items 

1 = Source value 

2 = Delay value 

4 = Measvne value 
8 = Time value 



format — Format of IEEE output string: 

0 = ASCn data with prefix and suffix 

1 = ASCn data with prefix, no suffix 

2 = ASCn data, no prefix or suffix 

3 = HP binary data 

4 = IBM binary data 

lines — Number of lines per output: 

0 = One line of dc data per talk 

1 = One line of sweep data per talk 

2 = All lines of sweep data per talk 



Def au It Upon power-up, or after receiving a DCL, SDC, or JOX command, the instrument de- 

faults to G1,0,0 (dc source values in ASCII format with prefix and suffix). 



Description whenever the instrument is addressed to talk, it sends one or more lines of its output 

data over the IEEE-488 bus to the controller. The format of output data is determined 
by how it is configiued with the G command. Figure 3-3 shows an example of an 
ASCn output data string that includes all items, and is formatted for both prefix and 
suffix. Figure 3-4 shows the binary formats for all items selected. 



+ 
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Source Delay Prefix Measure Time Stamp Buffer Location 

Prefix (Dc or Sweep) Prefix Prefix Suffix 




Figure 3-3. ASCII Data Format (G15,0,0) 



Overlimit (Source in compliance) ' O = Overlimit/OFLO/Sweep 

Source Z = Suppressed 

M = Measurement 
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NOTES; 

1 . The byte count is the total number of bytes not including terminators. 



2 . 



3. 



Source Resolution: 



0 = 


E-14amps 


E-5 volts 


1 = 


E-13 amps 


E-4 volts 


2 = 


E-12 amps 


E-3 volts 


3=:= 


E-1 1 amps 


E-2 volts 


4 = 


E-10 amps 


E-1 volts 


5 = 


E-9 amps 




6 = 


E-8amps 




7 = 


E-7 amps 




8 = 


E-6 amps 




9 = 


E-5 amps 




10 = 


E-~4 amps 





Measure Status and Resolution; 




0 s Not in Compliance 

1 = In Compliance 



I B7 I B6 I B5 I B4 I B3 I B2 I B1 | ^ 
I I 



0 = Normal 

1 = Overlimit/OFLO/ 

Sweep Aborted 

0 = Suppression Disabled 

1 =3 Suppression En^ybled 



'P 



{ 



Measure Resolution 
Same as Source Resolution 

0 = V-measure 

1 - l-measure 



4. Terminator characters are selected with the Y command. They should not be used to 
terminate a binary transfer 

5. Expressed as integer milliseconds. 



Binary Data Format and G15,4,0) (Cont.) 
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Items 

The "items" parameter selects which items to include in the IEEE output string. The 
items include the source value, the dc or sweep delay time, the measurement, and the 
time stamp. The parameter value is determined by adding the decimal values of the 
individual items that you want to include in the data string. Examples: 

1. To include only the source value in the string, send Gl,(format),(lines)X. (Enter 
values for "format" and "lines".) 

2. To include both the source (Gl) and measure (G4) values, send G5,(format), 
(lines)X. 

3. To include all the items in the string, send G15,(format),(lines)X. 



The source value in the string represents the programmed, not the actual somce 
value. The time stamp value is referenced from the time a sweep is triggered. 



Format 

The "format" parameter selects how the data is sent. A parameter value of 0 pro- 
grams the instrument to send ASCII data that contains both prefix and suffix. Pre- 
fixes are used to define each of the item values. The suffix indicates the buffer loca- 
tion where the data is stored. A parameter value of 1 sends ASCII data with prefix 
and without suffix, while a parameter value of 2 sends ASCII data without prefix or 
suffix. 



Parameter values of 3 and 4 choose binary data in HP and IBM formats. If all lines of 
sweep data are selected with the "lines" parameter, the items between the byte coimt 
and terminators are repeated for each sweep point. 



Lines 

The "lines" parameter selects the number of data lines sent per talk. This data can be 
from the dc buffer (one line at a time) or the sweep buffer (one or all lines at a time). 
Each time you request all lines of sweep data, the entire buffer is sent firom the begin- 
ning. 



If a sweep is in progress and a measurement or time value is xmavailable, the bixs is 
held vmtii it becomes available. If a sweep has aborted or is not in progress, measure- 
ment and time values are sent if available, or a value of zero is sent if not available. In 
addition, an aborted sweep is indicated in the ASCII measure prefix and binary 
measure status. 



Obtaining Data 

Generally, data is placed into a string or numeric variable. For example, a typical in- 
put sequence for an HP controller with BASIC 4.0 is: 

ENTER 716;Measure$ 
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In this instance, the complete measure string is placed in the Measure$ variable. In 
cases where numeric input is required, the instrument can be programmed in format 
2 to eliminate the prefix and suffix, and a single measmement can be placed directly 
into a numeric variable as shown below: 

ENTER 716;Measure 



Source and Measure Status Conditions 

Both the ASCn and binary formats include status flags for the source and measure 

values. These are shown in Figure 3-3 and Figure 3-4 and described below: 

• An "overhmit" or "in compliance" in ASCII or binary format occurs when the 
measured value reaches the compliance level. The source value that is returned 
represents the programmed value, not the actual value. The measured value that 
is returned represents an actual measurement taken at the compliance level. 

• A "suppressed measurement" in ASCII format is flagged when suppression has 
been enabled with the Z1 command. (See paragraph 3.6.24.) The value that is re- 
turned is the difference between the actual and suppressed readings. 



Programming 

Notes 



1. With either binary transfer mode, the controller or program should be set up to 
terminate on the byte count or detection of EOI. 

2. Table 3-7 lists the number of bytes that are transmitted for the various data for- 
mats. 

3. As the data is transmitted in continuous strings, without carriage returns or line 
feeds between buffer locations, you must format the data for display or printing 
legibility (shown in the example program). 

4. A time value of zero is output with dc data. 

5. Sweep data can be requested as soon as the sweep is triggered. The data will be 
sent as it becomes available. Using this method to obtain data, rather than waiting 
for sweep done, decreases throughput time. 

6. If only partial sweep data is obtained with one line per talk, the G command 
should be sent to reset the buffer pointer to the first line, even if a new sweep has 
been triggered. 

7. OiUy terminator characters are sent if sweep data is requested while in dc, or dc 
data is requested while in sweep. 

8. Dc measurements are output only once per source-delay-measure cycle. If output 
requests are faster than the reading update rate, the bixs is held off imtil the read- 
ing is available. 

9. A measurement overflow is indicated at 112.5% of full scale range. 



Programming 


10 


DIM Source$[200] 


! Dimension string for soturce val- 


Example 


20 


REMOTE 716 


ues 

! Set for IEEE-488 communication 




30 


OUTPUT 716;'T0,1X" 


! Source V, measure I, sweep func- 








tion 




40 


OUTPUT 716;"Q1,0,5,1,2,0X" 


! Linear stair sweep, six IV steps, 
IIV or 15V range, no delay 




50 


OUTPUT 716;"G1,0,2X" 


! Request source data in ASCII 
witii prefix and suffix 




60 


ENTER 716;Source$ 


! Get data from unit 




70 


PRINT Source$[l,22] 


! Print source data 




80 


PRINT Source$[24,45] 
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90 PRINT Source$[47,68] 

100 PRINT Source$[70,91] 

1 10 PRINT Source$[93,114] 

120 PRINT Source$[116,137] 

130 END 



Table 3-7. Byte Counts for Data Items and Formats 
(One Line of dc or Sweep Data per Talk) 



Items 


0 

Prefix and 
Suffix 


1 

Prefix, No 
Suffix 


2 

No Prefix 
or Suffix 


3 

HP 

Binary 


4 

IBM 

Binary 


0 

None 


5 


0 


0 


2 


2 


1 

Source 


22 


16 


11 


6 


6 


2 

Delay 


18 


12 


11 


4 


4 


4 

Measure 


23 


17 


12 


6 


6 


8 

Time 


19 


13 


12 


6 


6 


15 

AU 


67 


61 


49 


16 


16 



Notes; 

1 . Terminator characters, which are selected with the Y command, add 0, 1, or 2 
b)des to the covmt. 

2. When more than one item is selected, commas are sent to separate the items. 

3. When all lines of sweep data per talk are selected, commas are sent to separate the 
lines. 





3.6.7 H — 
Purpose 
Format 
Description 

Programming 

Notes 



Programming 

Exampie 
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IEEE Immediate Trigger 



To provide an immediate trigger stimulus from the IEEE-488 bus. 



HOX 



The H command immediately triggers the instrument. The instrument responds to 
this trigger regardless of what trigger origin is programmed by the T command (see 
paragraph 3.6.18). 



1 . This command is most useful when an external trigger origin is used (e.g., cross- 
triggered units) and a software trigger is desired to start the operation. 

2. Each HO command must be sent with an X immediately following it (i.e., NI HOX, 



not 


HONIX). 




10 


REMOTE 716 




20 


OUTPUT 716;'T0,0X" 


! Source V, measure I, dc 


30 


OUTPUT 716;"B1,1,0X" 


! Set IV bias on I.IV or 1.5V range 


40 


OUTPUT 716;"R1X" 


! Enable triggers 


50 


OUTPUT 716;"N1X" 


! Turn on output 


60 


OUTPUT 716;"H0X" 


! Immediate trigger over bus 


70 


OUTPUT 716;"N0X" 


! Turn off output 


80 


END 
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3.6.8 J — Self-tests 



Purpose 


To restore factory defaults and test memory and front panel display. 


Format 


JnX 




Parameters 


JOX 


Restore factory defaults 




JIX 


Perform memory test 




J2X 


Perform display test 



DGSCription The JOX command starts execution of the complete power-up initialization and re- 

stores parameter values to their factory defaults. (See Table 3-4 for power-up and fac- 
tory default values.) 



The JIX command performs the memory test portions of the power-up sequence. For 
example, if the checksum test of the calibration constants fails, the message lOU CAL 
CHECKSUM is displayed. The J2X display test momentarily lights all segments of 
the display for your inspection. 



Programming 

Notes 



1. Allow approximately three seconds for the instrument to complete the factory 
defavilt test. All other tests are shorter. 

2. The instrument holds off bus operation with the NRFD line dming self-test op- 
eration. Thus, no commands can be sent during the self-test if hold-off on X is en- 
abled. 

3. Examine the error status word with the U1 command to determine what failures 
occurred. This is shown in the programming example. 

4. Each J command must be sent with a X immediately following the numerical 
parameter (i.e., JOX). 



Programming 


10 


DIMError$[50] 


! Dimension for error status 


Exampie 


20 


REMOTE 716 


! 




30 


OUTPUT 716;'71X" 


! Perform memory test 




40 


WATT 2 


! Wait for test execution 




50 


OUTPUT 716;"U1X" 


! Request error status word 




60 


ENTER 716;Error$ 


! Get error status 




70 


PRINT Errors 


! Print error status 




80 


END 
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3.6.9 K — EOl and Bus Hold-Off 



Purpose 


To enable/disable EOI and bus hold-off on X. 


Format 


Kn 






Parameters 


KO 


Enable EOI 


Enable bus hold-off on X 




K1 


Disable EOI 


Enable bus hold-off on X 




K2 


Enable EOI 


Disable bus hold-off on X 




K3 


Disable EOI 


Eiisable bus hold-off on X 



DGfault Upon power-up, or after receiving a DCL, SDC, or JOX command, the instrument de- 

faults to KO (both EOI and bus hold-off on X enabled). 



Description The EOI line provides one method to positively identify the last byte in the data 

string sent by the instrument When enabled, EOI is asserted with the last byte the 
instrument sends over the bus. 



Bus hold-off allows the instrument to temporarily hold up bus operation via the 

NRFD line when it receives the X character xmtil all commands are processed. Hold- 

off will ensure that all commands have been executed at the time the bus is released. 

Typical hold-off times are discussed in paragraph 3.7. 

Programming l- Some controllers rely on EOI to terminate their input sequences. Suppressing EOI 

Notes may cause the controller sequence to hang. 

2. When reading the entire sweep buffer, EOI is asserted only at the end of the trans- 
mission. 

3. When enabled, EOI is asserted with the last byte in the terminator (if enabled), or 
with the last byte in the data string if the terminator has been disabled. 

4. When bus hold-off is enabled, all bus activity is held up for the duration of the 
hold-off period — not just the activity associated with the Model 236/237/238. 

Programming lo output 716;"kix" !NoEOi,hoid-offonX 

Example 20 output 716;"K2X" ! Send EOI with last byte, do not 

hold-off on X 



+ 
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3.6.10 L — 


Compliance 


Purpose 


To program the compliance value and compliance/ measurement range. 


Format 


L(levei), (range) 


Parameters 


lezjel — Specifies the compliance level (I or V): 




I-measure (2361237) -100.00 to +100.00mA 

(238) -1.0000 to +1 .OOOOA 

V-measure (236/238) -110.00 to +110.00V 

(237) -1100.0 to +1100.0V 




range — Selects the compliance/measurement range: 




I-source V-source 




0 = Auto Auto 

1 = InA I.IV (236, 237); 1.5V (238) 

2 = lOnA 1 IV (236, 237); 15V (238) 

3 = lOOnA llOV 

4= l|iA 1100V(237) 

5 = lOjlA * 

6 = lOOpA * 

7= 1mA 

8= 10mA * 

9 = 100mA * 

10= 1A(238) * 

‘Illegal V-source option. 


Default 


Upon power-up, or after receiving a DCL or SDC command, the instrument defaults 
to the last programmed selections. A JOX command sets the instrument to a compli- 
ance level of lOmA/lOV on a range of lOmA/llV or 15V. 


Description 


The L command sets the compliance level for the programmed source and selects the 
measurement range. If the unit is programmed to soiurce current, then the L com- 
mand sets a voltage compliance and selects a voltage measxuement range. Con- 
versely, if the unit is programmed to source voltage, the L command sets a current 
compliance and selects a current measmement range. 


Programming 

Notes 


1. When a fixed range is specified, compHance range and measurement range are 
the same. 

2. With autorange selected, the programmed compliance value will be adjusted to 
the highest on-scale range and the measure range will be adjusted to the highest 
on-scale measurement. 

3. In sweep operation, a change in compliance occurs immediately; in dc operation, 
a change must be triggered to go into effect. 

4. The U5 compliance value word indicates the voltage or current compliance value 
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presently in effect. (See paragraph 3.6.19.) 

5. Error and warning conditions for the L command are described in the U1 error 
status word and U9 warning status word (see paragraph 3.6.19). 

6. To maintain the specified tew and topp of pulsed sweeps, the delay times are re- 
calculated for changes in the current compliance range that affect the default 
delay (if enabled). 

7. Triggering a pulsed sweep with autorange enabled can affect the resulting toN 
and toPF because a measure autorange change will extend the measure phase of 
the S-D-M cycle. 

8. The compliance value is interpreted as an absolute value. 

9. A minimum compliance value of ±100 counts is maintained internally (e.g., if 
"L0E-3,9X" was programmed, a compliance value of ±lmA would be used). 

10. The bus hold-off times for a change in compliance includes any dc or sweep 
delay. 



Programming 

Example 



10 


OUTPUT 716; "F0,0X" 


! Source V, measure I, dc 


20 


OUTPUT 716; "B1,1,0X" 


! Source IV on the 1 .IV 1.5V range. 


30 


OUTPUT 716; "L500E-6,7X" 


! Set 500 |jA compliance current 
and linA measurement range. 


40 


OUTPUT 716; "HOX" 


! Trigger 



+ 
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3.6.11 M — SRQ Mask and Serial Poll Byte Format 



PurpOSG To program which conditions generate an SRQ (service request). 



Format M(mask), (compliance) 



Parameters mask — Sum of the binary bits in the SRQ mask: 

0 = SRQ disabled 

1 = Warning 

2 = Sweep Done 
4 = Trigger Out 

8 = Reading Done 
16 = Ready for Trigger 
32 = Error 
128 = Compliance 



compliance — Allowable times to detect SRQ on compliance: 

0 = SRQ on compliance when it occurs dining a delay or measure phase or idle time. 

1 = SRQ on compliance when it occurs in the measme phase only. 



Detail It Upon power-up, or after receiving a DCL, SDC, or JOX command, the instrument de- 

faults to M0,0 (SRQ is disabled, compliance during delay, measure, or idle). 



Description The SRQ command selects which conditions cause the Model 236/237/238 to gener- 

ate an SRQ (service request). Once an SRQ is generated, the serial poll b)de can be 
checked to determine if the Model 236/237/238 was the instrument that generated 
the SRQ and, if so, what conditions caused it. 



An 8-bit SRQ mask determines which conditions cause an SRQ to be generated. (See 
Figure 3-5.) By sending the appropriate M command, you can set the bit or bits to en- 
able SRQ generation if those particular conditions occur. 



Possible conditions include: 

• Warning (Ml,) — A warning condition has occurred. 

• Sweep Done (M2,) — All data taken is available for reading. 

• Trigger Out (M4,) — Each trigger out, including an end of sweep trigger out, gen- 
erates an SRQ. 

• Reading Done (M8,) — Measurement and processing of data is complete. 

• Ready for Trigger (Ml 6,) — The unit is ready for a trigger. 

• Error (M32,) — An error condition has occurred. 

• Compliance (M128,) — Compliance occurred during delay or measure phase or 
idle time, or measurement phase only. 
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Figure 3-5. SRQ Maskand Serial Poll Byte Format 



1 = Warning 
1 = Sweep Done 

1 = Trigger Out 
1 = Reading Done 



Serial Poll Byte 

The general format of the seried poll byte is shovm in Figure 3-5. Note that all bits ex- 
cept for bit 6 correspond to the bits in the SRQ mask. These bits flag the following 
conditions: 

Bit 0 (Warning) — Set when one of the following warnings has occurred: 



• The unit is imcalibrated. 

• Calibration mode entered with CAL LCXTK switch in LOCKED position. 

• Programmed value is out of range (greater than that allowed by range, or step 
value is less than range resolution). 

• The sweep buffer has been filled with source and delay values. 

• Attempted to append or modify a non-existing sweep. 

• Specified pulse times caimot be met. 

• The instrument was programmed when not in remote. 

• Programmed source and compliance ranges are l.lkV and 100mA (237), or llOV 
and lA (238). 

• A measurement overflow has occurred, or a sweep has aborted. 

• Unit triggered while processing a previous conunand. 



This bit is cleared when the U9 status word is read to determine the type of warning 
(see paragraph 3.6.19). 



Bit 1 (Sweep Done) — Set when a sweep has completed. Cleared when a new sweep 
is triggered, a sweep is appended, or a new sweep is created. 

Bit 2 (Trigger Out) — Set when the unit sends a trigger out pulse, including at the end 
of a sweep. Cleared on serial poll with SRQ asserted, reprogramming of source/ 
measure controller (i.e., with an A, B, C, F, J, L, N, O, P, Q, S, T, V, W command), or 
execution of the M conunand. 

Bit 3 (Reading Done) — Set when a measurement has completed. Cleared on 
reprogramming of source/measure controller (i.e., with an A, B, C, F, J, L, N, O, P, Q, 
S, T, V, W command), or a read of measurement over the bus. 



+ 
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Bit 4 (Ready for Trigger) — Set when the instrument is ready for a trigger. Cleared 
when unit executes bus or front panel changes, or in cahbration mode. Disabling trig- 
gers with the RO command also clears the Ready for Trigger bit. It remains cleared 
imtil triggers are enabled and the instrument is ready for a trigger. 

Bit 5 (Error) — Set when one of the following errors has occurred: 



• A trigger overrun error has occurred. 

• An illegal device-dependent command (IDDC) or an illegal device-dependent 
command option (IDDCO) was transmitted. 

• An interlock condition exists. 

• An illegal measure or source range was programmed. 

• An invalid mix of sweep types was attempted. 

• An attempted log sweep passes through zero. 

• A non-calibration command was programmed while in cal mode, or a calibration 
command was programmed while not in cal mode, or a Model 237/238 cal com- 
mand was sent to a Model 236. 

• A self-test or power-up test has failed. 

• A cahbration error has occurred. 

• Source autoranging in pulse sweep was attempted. 



This bit is cleared when the U1 status word is read to determine the t)pe of error (see 
paragraph 3.6.19). 



Bit 6 (RQS, Request for Service) — Set if the unit has asserted SRQ. Cleared when the 
instrument is serial polled. 

Bit 7 (Comphance) — Set when comphance is reached during the delay or measiue 
phases, or idle time (M,OX), or when comphance is reached diiring the measure 
phase only (M,1X). Cleared on serial poU (if SRQ on comphance asserted), 
reprogramming of sovuce/measure controUer (i.e., with an A, B, C, F, J, L, N, O, P, Q, 
S, T, V, W command), or execution of the M command. 



SRQ Mask 

1 . The instrument may be programmed to generate an SRQ for more than one set of 
conditions simultaneously. To do so, simply add up the decimal bit values for the 
required SRQ conditions. For example, to enable SRQ under sweep done (M2) 
emd trigger out (M4), send M6,X. 

2. Send M0,X to disable SRQ. This command clears ah bits in the SRQ mask. 



Serial Poll Byte 

1 . Even with SRQ disabled, the serial poh byte can be read to determine instrument 
conditions. All set bits remain latched until power is cycled, a DCL, SDC, or JOX is 
sent, or the specified clear bit condition is met. 

2. The serial poh byte should be read to clear the SRQ hne once the instrument has 
generated an SRQ. Ah bits in the serial poh byte are latched when the SRQ is gen- 
erated. Bit 6 (SRQ) is cleared when the serial poh byte is read. 

3. If an error or Wtiming occurs, bit 5 (error) or bit 0 (warning) in the serial poh b 3 de 



+ 
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latches and remains so until the U1 error status word or U9 warning status word 
is read. These status words define the nature of the error or warning. 



Programming 

Example 



10 


DIMError$[501 


! Dimension string for error 


20 


REMOTE 716 




30 


OUTPUT 716;"M32,0X" 


! Program for SRQ on error 


40 


OUTPUT 716;"H1X" 


! Program illegal option 


50 


S=SPOLL (716) 


! Serial poll the 236/237/238 


60 


IF NOT BIT(S,5) THEN 50 


! Wait for SRQ to occur 


70 


PRINT "B7 B6 B5 B4 B3 B2 B1 BO" 


! Label the bit positions 


80 


FOR 1=7 TOO STEP -1 


! Loop eight times 


90 


PRINT BIT(S,I); 


! Print the bit positions 


100 


NEXT I 




110 


PRINT 




120 


OUTPUT 716;"U1X" 




130 


ENTER 716;Error$ 




140 


PRINT Errors 




150 


END 
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3.6.12 N — Operate 



PurpOSG To place the instrument in operate or standby mode. 



Format Nn 



Parameters no standby 

N1 Operate 



Detail It Upon power-up, or after receiving a DCL, SDC, or JOX command, the instrument de- 

faults to NO (standby). 



Description in operate, the programmed bias level is available at the output of the instrument. 

When programmed for sweep operation, the bias level is output, but the sweep does 
not start imtil a trigger is received. 

In standby, the programmed bias level is removed from the output. If in the middle 
of a sweep, the sweep is, of course, terminated if the unit goes to standby. The source 
measureunitwilloutputOVonthel.lv (Model 236/237) or 1.5V (Model 238) range 
whether in Source V Measure I or Source I Measure V. Refer to paragraph 2.14 for a 
complete definition of standby, which also describes standby current compliance 
values. 

Programming l. The instrument goes to standby when the F command (source and function) 

Notes changes the source. 

2. Error conditions for the N command are described in the U1 error status word 
(see paragraph 3.6.19). 

3. If the interlock cable has been detected, no interlock condition must be present for 
the instrument to go into operate. While the imit is in operate, if an interlock con- 
dition becomes present, the unit will go into standby. 

4. In standby mode, the instrument is set internally to local sense. For applications 
where guard is switched, program the unit to local sense before the switch occurs 
to allow for safe switching. 



Programming 


10 


OUTPUT 716;"R1X" 


! Enable triggers 


Example 


20 


OUTPUT 716;"N1X" 


! Place instrument in operate 


30 


OUTPUT 716;"H0X" 


! Immediate bus trigger 




10 


OUTPUT 716;"N0X" 


! Place instrument in standby 
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3.6.13 O — Output Sense 



PurpOSG To select local or remote output sensing. 



Format On 



Parameters OO 

Ol 



Local sense for V-source feedback and measurement 
Remote sense for V-source feedback and measurement 



Def aU It Upon power-up, or after receiving a DCL, SDC, or JOX command, the instnunent de- 

faults to CX) (local sense). 



Description The O command selects local or remote sensing. Local sensing is performed at the 

output coimections of the Somce Measiore Unit; remote sensing is performed at the 
load by external sense leads. 



WARNING 

You must connect the sense leads before program- 
ming remote sensing. Failure to do so causes a safety 
hazard with potentially lethal voltages at OUTPUT 
HI and it's GUARD, and the GUARD surrounding 
SENSE HI. 



When sourcing voltage and measiuing current with remote sensing, the sense leads 
provide a feedback voltage. If the feedback voltage is less than the programmed volt- 
age, the internal voltage source is increased until the voltages are equal. Remote 
sensing compensates for test lead I/R drops, ensuring that the programmed voltage 
level is delivered to the load. 



When sourcing current and measming voltage with remote sensing, the voltage 
reading is the actual voltage drop across the load. Test lead I/R drops are not in- 
cluded in the reading. 



As a general rule, remote sensing should be used when source and/ or measurement 
levels may develop significant I/R drops. 



Programming 

Notes 



In standby mode, the instrument is set internally to local sense. For appUcations 
where guard is switched, program the unit to local sense before the switch occurs to 
allow for safe switching. 



Programming 

Example 



10 OUTPUT 716; "OIX" 

20 OUTPUT 716; "OOX" 



! Select remote sensing. 
! Select local sensing. 
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3.6.14 P — Filter 



Purpose To control the number of readings averaged. 



Format 


Pn 




Parameters 


PO 


Filter disabled 




PI 


2 readings 




P2 


4 readings 




P3 


8 readings 




P4 


16 readings 




P5 


32 readings 



Def 8U It Upon power-up, or after receiving a DCL or SEXZ command, the instrument defaults 

to the last programmed selection. A JOX command sets the instrument to PO (filter 
disabled). 



Description The P command controls the amoimt of filtering for each measurement. With the fil- 

ter enabled, the imit acquires and averages up to 32 successive A/D conversions for 
each measurement. Since noise is mostly random in nature, it can be largely canceled 
out with this method. With the filter disabled, only one reading is taken. 

Programming i. Filtering only occurs on a measurement, not across measurements. 

NotOS 2. Filtering can have significant impact on measmement speed and allowable pulse 

times. 

3. If a pulsed sweep is in the buffer, changing the filter selection causes the instru- 
ment to recalculate the delay times to maintain the specified toN and topp. 

4. The conversions averaged are per the selected integration time. 



Programming 

Example 



10 OUTPUT 716; 'T3X" 
20 OUTPUT 716; 'TOX" 



! Enable filter and set to eight 
readings. 

! Disable filter. 
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3.6.15 Q — Create/Append Sweep List 



Purpose 



To program sweep operation parameters in a new list or append a current list. 



Format Qwavef orm,(param1 ),(param2),... 



Where: 

waveform = Sweep waveform type 
param = Sweep parameter 



Parameters Create sweep list: 

QO,(level),(range),(delay),(coxmt) 

Ql,(start),(stop),(step),(range),(delay) 

Q2,(start),(stop),(points),(range),(delay) 

Q3,(level),(range),(pulses),(toN),(toFF) 

CH/(start),(stop),(step),(range),(toN),(toFF) 

Q5,(start),(stop),(points),(range),(toN),(toFF) 



Fixed Level 
Linear Stair 
Logarithmic Stair 
Fixed Level Pulsed 
Linear Stair Pulsed 
Logarithmic Stair Pulsed 



Append sweep list: 

Q6,(level),(range),(delay),(count) 

Q7, (start), (stop),(step),(range),(delay) 

Q8, (start), (stop),(points),(range),(delay) 
Q9,(level),(range),(pulses),(toN),(toFF) 
Q10,(start),(stop),(step),(range),(tcw),(tDFF) 
Qll,(start),(stop),(points),(range),(toN),(toFF) 



Fixed Level 
Linear Stair 
Logarithmic Stair 
Fixed Level Pulsed 
Linear Stair Pulsed 
Logarithmic Stair Pulsed 



count — Number of source-delay-measure cycles in a single sweep (1 to 1000) 



delay — Sweep delay in milliseconds (0 to 65(XX)) 



level — Specifies the output level of a fixed level or fixed level pulse sweep (I or V): 



I-source (236/237) 
(238) 

V-source (236/238) 
(237) 



-100.00 to +1 00.00mA 
-1.0000 to +1.0000A 
-110.00 to +110.00V 
-1100.0 to +1100.0V 



points — Specifies the number of points per decade in a log stair or log stair pulsed 
sweep: 

0= 5 points per decade 

1 = 10 points per decade 

2 = 25 points per decade 

3 = 50 points per decade 
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pulses — Quantity of pulses in a pulse sweep waveform (0-500) 

range — Selects the source range in all sweep types: 

I-source V-source 

0 = Auto Auto 

1 = InA I.IV (236, 237); 1.5V (238) 

2 = lOnA IIV (236, 237); 15V (238) 

3 = lOOnA llOV 

4= IpA 1100V(237) 

5 = lOpA * 

6= 100|xA * 

7= 1mA * 

8= 10mA * 

9= 100mA * 

10= 1A(238) * 

“Illegal V-source option. 



start, stop — Starting and stopping source values for stair waveforms. 

I-source (236, 237) -100.00 to +100.00mA 

(238) -1.0000 to +1.0000A 

V-source (236, 238) -110.00 to +1 lO.OOV 

(237) -1100.0 to +1100.0V 

step — Incremental absolute value for stair sweeps. Maximum value is twice the full 
sc^e range of the highest range used in generating the sweep. 

I-source (236, 237) -200.00 to +200.00mA 

(238) -2.0000 to +2.0000A 

V-source (236, 238) -220.00 to +220.00V 

(237) -2200.0 to +2200.0V 



toN — Duration of sweep level in milliseconds (0-65000) 
toFF — Duration of bias level in milliseconds (0-65000) 



DGf 3U It Upon power-up, or after receiving a DCL or SDC command, the instrument defaults 

to the last programmed selections. All items in the sweep buffer are preserved. 

A JOX command restores factory default values of IV/lmA for level/start, 
lOV/lOmA for stop, IV/lmA for step, llV/lOmA for range, 0msec for delay, 10 for 
coxmt/ ptilses, 10 log points per decade, and 100msec for Ion/ topp. All items in the 
sweep buffer are cleared. 

DeSCri ption The Q command creates or appends a sweep list by defining the parameters of a se- 

lected sweep type. The sweep types include: fixed level, linear stair, logarithmic 
stair, fixed level pulsed, linear stair pulsed, and logarithmic stair pulsed. 

+ 
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For all sweeps, the last programmed bias value becomes the output level of the imit 
before and after the sweep. When a pulsed sweep waveform is created or appended, 
the last programmed bias value also becomes the output level during the topp and idle 
times of the sweep. Therefore, the B command should precede or reside in the same 
command string as the Q command, but not in a separate command string after the Q 
command. 



Once a sweep list is created, it is stored in battery backed-up memory for future use. 
However, one and only one sweep list can be saved. Creating a new sweep list de- 
stroys the old sweep list. 



Fixed Level Sweep (QO) 

The QO conunand selects a fixed level (or constant) sweep. (See Figure 3-6.) The pa- 
rameters for this command create a sweep at a specified source value of "level". The 
"count" parameter specifies the number of measurements to take and store in the 
sweep b^fer. The "delay" parameter specifies the desired delay time before each 
measurement. An appropriate source "range" is also specified. Use a fixed level 
sweep instead of the dc fimction if you want time stamping of the measurements. 



Volts 



!<• Delay Delay Delay 



Si- 



Level I 



0 i- Bias^ 



Sweep 


Source 


Sweep 


Point 


Value 


Delay 


1 


5V 


100 msec 


2 


5V 


100 msec 


3 


5V 


100 msec 



Figure 3-6. Fixed Level Sweep Waveform 



Linear Stair Sweep (Ql) 

The Ql command selects a linear stair sweep. (See Figure 3-7.) The staircase starts at 
a specified source value of "start" and ends at the specified "stop" source value, in- 
clusively. The "step" parameter specifies the increment of each staircase step and is 
interpreted as an absolute value, with the start and stop values determining the slope 
of the ramp. The larger of the start/stop values also determines the required resolu- 
tion of the step (e.g., with a start of 10mA and a stop of 100mA, the step must be no 
less than lOftA or a step of 0 will be used, 5 delding a buffer filled with 10mA source 
values). 
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Source "range" can also be progranuned. The specified sweep range determines the 
maximum start, stop, and step values. With autoranging, the start or stop value that 
determines the highest range will also govern the largest step size allowed. With 
either a fixed range or autorange, the maximum step value is twice the full scale 
range of the highest range used in generating the sweep. For example, the command 
Ql,-10,10,20,0,0 creates a 2-step sweep (-10V, lOV). The “delay" parameter deter- 
mines the time before each measurement. 



A linear stair sweep is shown in the first programming example. 




Sweep 

Point 


Source 

Value 


Sweep 

Delay 


1 


2V 


1 00 msec 


2 


4V 


100 msec 


3 


ev 


100 msec 


4 


8V 


100 msec 


5 


10V 


100 msec 



Figure 3-7. Linear Stair Sweep Waveform 



Logarithmic Stair Sweep (Q2) 

The Q2 command selects a logarithmic stair sweep. (See Figure 3-8.) The sweep 
starts at the specified source v^ue "start" and ends at the "stop" source value. The 
"points" parameter specifies the nximber of log source/ measure points per decade. 



Log points are evenly spaced within the log scale of the decade. For example, a 
"points" parameter of 0 specifies that there will be five source/measure points 
within each decade that the source encompasses. If the sweep range is from IV to 
1(X)V, then the five points in the first decade (IV to lOV) would be at approximately 
IV, 1.585V, 2.512V, 3.981V and 6.310V. The five points in the second decade (lOV to 
lOOV) would be at approximately lOV, 15.85V, 25.12V, 39.81V and 63.10V. Log dec- 
ades start at the specified beginning soiuce value "start". The "stop" value is always 
included even if it does not fall in logarithmic progression. The slope of the ramp is 
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determined by the start and stop values; the ramp is not allowed to pass through 
zero. 



Source range is specified by the "range" parameter. The time period at each soiurce/ 
measure point is largely determined by the specified "delay". 



Volts 
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3 
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4 
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6 
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Figure 3-8. Logarithmic Stair Sweep Waveform 



Fixed Level Pulsed Sweep (Q3) 



The Q3 command selects a fixed level pulsed sweep. (See Figure 3-9.) Each pulse 
consists of two S-D-M cycles, one during the on-time and another during the off- 
time. 



The pulse amplitude during the on-time is specified by the 'Tevel" parameter .Dur- 
ing the pulse off-time, the pulse amphtude is the same as the bias level when the 
sweep was created. The source range is specified by the "range" parameter 
(autorange is not permitted). The quantity of pulses in the sweep is determined by 
the "pulse" parameter. 



The on and off times are specified by toN and topp, where toN is the duration of the 
sweep level and topp is the duration of the bias level. From the values of toN and topp, 
the instrument calculates sweep delays for the on and off-times. It takes into accoimt 
other instrument operating parameters, such as integration time, that have an effect 
on the S-D-M width. 
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Linear Stair Pulsed Sweep (Q4) 

The Q4 command selects a linear stair pulsed sweep. (See Figure 3-10.) Each pulse 
consists of the two S-D-M cycles, one during the on-time ad another dming the off- 
time. 



The amplitude of the first pulse on-time is specified by the "start" parameter. The 
"stop" parameter determines the amplitude of the last pulse during the on-time. 
During the off-time, the pulse amplitude is the same as the bias level when the sweep 
was created. 



The "step" parameter specifies the increment of each staircase and is interpreted as 
an absolute value, with the start and stop values determining the slope of the ramp. 
The larger of the start /stop values also determines the required resolution of the step 
(e.g., with a start of lOnxA and a stop of 100mA, the step must be no less than lOpA or 
a step of 0 will be used, yielding a buffer filled with 10mA and bias source values). 



As with all sweeps, the source range is specified by the "range" parameter 
(autorange is not permitted). The sweep range determines the maximum start, stop, 
and step values. Tlie maximum step value is twice the full scale range of the specified 
range. 



The on and off times are specified by toN and toFF, where toN is the dmation of the 
sweep level and toFF is the duration of the bias level. From the values of toN and toFF, 
the instrument calculates sweep delays for the on and off-times. It takes into accotmt 
other instrument operating parameters, such as integration time, that have an effect 
on the S-D-M width. 

+ 
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Figure 3-10. 



Linear Stair Pulsed Sweep Waveform 



A linear stair pulsed sweep is shown in the second programming example. 



Logarithmic Stair Pulsed Sweep (Q5) 

The Q5 command selects a logarithmic stair pulsed sweep. (See Figure 3-11.) This 
sweep is much like the linear stair pulsed sweep (Q4) excepts that it is performed 
logarithmically like the Q2 log stair sweep. Each pulse consists of two S-D-M cycles, 
one during the on-time and another during the off-time. 



The amplitude of the first pulse on-time is specified by the "start" parameter. The 
"stop" parameter determines the amplitude of the last pulse during the on-time. 
During the off-time, the pulse amplitude is the same as the bias level when the sweep 
was created. The start and stop values determine the slope of the ramp. 



The "points" parameter specifies the number of pulses per decade. The pulses are 
evenly spaced within the log scale of each decade that the source encompasses. 



As with all sweeps, the source range is specified by the "range" parameter 
(autorange is not permitted). 



The on and off times are specified by tON and topp, where toN is the duration of the 
sweep level and topp is the duration of the bias level. From the values of tow and topp, 
the instrument calculates sweep delays for the on and off-times. It takes into accoimt 
other instrument operating parameters, such as integration time, that have an effect 
on the S-D-M width. 
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Appending Sweeps 

Q6 — Append fixed level sweep 
Q7 — Append linear stair sweep 
Q8 — Append logarithmic stair sweep 
Q9 — Append fixed level pulsed sweep 
QIO — Append linear stair pulsed sweep 
Qll — Append logarithmic stair pulsed sweep 

Existing sweeps can be appended with another sweep or sweeps xmtil the buffer is 
filled. The only restriction is that you cannot mix non-pulsed sweeps with pulsed 
sweeps. For example, if a linear stair sweep is in the buffer, only a fixed level sweep, 
linear stair sweep, or log stair sweep can be appended to it, not a pulsed sweep. 

Two linear stair pulsed sweeps are appended in the second programming example. 

Prograinming l. if the bias and sweep ranges are not programmed to autorange, the same fixed 

Notes range should be selected to prevent range changes during a sweep. Range 

changes affect sweep timing and, since the output level is momentarily set to zero 
during a range change, there could be an imdesirable effect on the test in pro- 
gress. 

2. In autorange, the source range is adjusted for the highest on-scale sourcing pos- 
sible. 

+ 
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3. If the source range is not specified, the instrument will try to place the source 
value on the present range. This could result in a VALUE OUT OF RANGE warn- 
ing. Therefore, it is good practice to always specify source value and source range 
together. 

4. Use the sweep delay to compensate for any settling time required by the external 
circuit connected to the source-measure imit. 

5. Depending on your controller and program, a bus timeout may occur during a 
long sweep delay. If you trigger a reading and ask for it right away, the bus is 
held off until the measurement is available, possibly causing a timeout. 

6. If the specified parameter values for tow and topp are not long enough to accoimt 
for measure autorange, filtering, integration time, and default delay, a warning is 
displayed (PULSE TIME NOT MET) and toN and topp are extended as necessary. 

7. Whenever measure autorange, filtering, integration time, and default delay are 
changed, the instrument rec^culates the delays needed for pulsed sweeps. If you 
append a pulsed sweep with different tow and topp times than the original 
waveform, subsequent delay calculations for the entire sweep will be based on 
the toN and topp times of the appended waveform. Thus, it is good practice to set 
measure autorange, filtering, integration time, and default delay before append- 
ing pulsed sweeps. 

8. An append waveform should be on the same range as the original to avoid a 
range change. 

9. For easy data logging, set the bias equal to "level" of a fixed level pulsed sweep. 
Also, program toN equal to topp. Then change the bias to the desired level. When 
the sweep is triggered, up to 1(X)0 data points are logged at the toN/ topp interval. 

10. If the start/stop values are less than the range resolution, the sweep is created 
using a value of zero. A step value less than the range resolution is a warning 
condition as the sweep buffer is filled with 1000 points of the start value. 

11. A previously entered value for "level" becomes the default for the "start" value, 
and vice versa. 
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12. Only terminator characters are sent if sweep data is requested with the G 
command while the instrument is in the dc function (see paragraph 3.6.6). 

13. Error and warning conditions for the Q command are described in the U1 error 
status word and U9 warning status word (see paragraph 3.6.19). 



Programming 

Examples 



10 


DIMBuffer$[200] 


! Dimension sweep buffer string 


20 


REMOTE 716 


! 


30 


OUTPUT 716;'T0,1X" 


! Source V, sweep 


40 


OUTPUT 716;"B1,2,0X" 


! IV bias, 11 V or 15V range 


50 


OUTPUT 716;"L2E-3,8X" 


! 2mA comphance, 10mA range 


60 


OUTPUT 716;"Q1,1,10,1 AOX" 


! Linear stair sweep, 1 to lOV, IV 
steps, 11 V or 15V range 


70 


OUTPUT 716;"R1X" 


! Enable triggers 


80 


OUTPUT 716;"N1X" 


! Go to operate 


90 


OUTPUT 716;'T10X" 


! Immediate bus trigger 


100 


OUTPUT 716;"G4,2^" 


! Set format for measure value, 
ASCn, all sweep data 


110 


ENTER 716;Buffer$ 


! Get sweep data 


120 


OUTPUT 716;"N0X" 


! Go to standby 


130 


PREvIT Buffers 


! Display sweep data 


140 


END 




10 


DIMBuffer$[600] 


! Dimension sweep buffer string 


20 


REMOTE 716 


! 


30 


OUTPUT 716;'T0,1X" 


! Source V, sweep 


40 


OUTPUT 716;"B1,2,0X" 


! IV bias, 11 V or 15V range 


50 


OUTPUT 716;"L2E-3,8X" 


! 2mA compliance, 10mA range 


60 


OUTPUT 716;"Q4,140,1 A500,500X" 


! Linear stair pulsed sweep, 1 to 
lOV, IIV or 15V range, 5(X)msec 
on and off times 


70 


OUTPUT 716;"Q10,10,1,1,2,500^00X" 


! Linear stair pulsed sweep, 10 to 
IV, 11 V or 15V range, 500msec 


80 


OUTPUT 716;"R1X" 


! Enable triggers 


90 


OUTPUT 716;"N1X" 


! Go to operate 


100 


OUTPUT 716;"H0X" 


! Immediate bus trigger 


110 


OUTPUT 716;"G4,2,2X" 


! Set format for measure value, 
ASCn, all sweep data 


120 


ENTER 716;Buffer$ 


! Get sweep data 


130 


OUTPUT 716;"N0X" 


! Go to standby 


140 


PRINT Buffers 


! Display sweep data 


150 


END 







3 . 6.16 R — 
Purpose 
Format 
Parameter 

Default 

Description 



Programming 

Notes 



Programming 

Examples 
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Trigger Control 



To enable/disable input and output triggers. 



Rn 

RO Disable input triggering and generation of output triggers 

R1 Enable input triggering and generation of output triggers 



Upon power-up, or after receiving a DCL, SDC, or JOX command, the instrument de- 
faults to R1 (input and output triggers enabled). 



With the R command you control whether the Model 236/237/238 responds to a 
trigger (from the TRIGGER IN jack, over the IEEE-488 bus, or a front panel key). The 
same command controls whether the instrument sends trigger signals via its TRIG- 
GER OUT jack. The RO command provides a way to easily disable triggers without 
having to change the trigger configuration. Execution of the RO command also stops 
any presently triggered action. 



When triggers are enabled, the MANUAL LED of the TRIGGER group flashes. An 
LED that is constantly on indicates that the unit is processing a trigger (except on 
power-up). After a source, function, or trigger configuration change (F or T com- 
mand), the MANUAL LED goes from constant to flashing, and the imit needs an- 
other trigger to resxime dc or sweep operations. Given the present states and actions 
performed, the next states of the the instnunent are listed below (also see paragraph 
3.6.18): 



Present State 


Action 


Next State 


Triggers disabled 
(MANUAL off) 


RIX 


Triggers enabled 

(MANUAL flashing) 


Triggers enabled 

(MANUAL flashing) 


ROX 


Triggers disabled 
(MANUAL ofr) 




Trigger 


Processing trigger 

(MANUAL constant) 


Processing trigger 

(MANUAL constant) 


F or T command 


Triggers enabled 

(MANUAL flashing) 




ROX 


Triggers disabled 
(MANUAL off) 



10 OUTPUT 716;"R0X" ! Disable triggers 

20 OUTPUT 716;"R1X" ! Enable triggers 
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3.6.17 S — Integration Time 



Purpose To control the integration time and resolution. 

Format Sn 



Parameters integration 

Time Period Resolution 



SO 


416)isec 


Fast 


4-digit 


SI 


4msec 


Medium 


5-digit 


S2 


16.67msec 


Line Cycle (60Hz) 


5-digit 


S3 


20msec 


Line Cycle (50Hz) 


5-digit 



Def au It Upon power-up, or after receiving a DCL or SDC command, the instrument defaults 

to the last programmed selection. A JOX conunand sets the instrument to SO (416|isec 
integration time, 4-digit resolution). 



Description The S command controls the A/D hardware integration time during each measure 

phase and the display resolution of the source-measure unit. The integration times 
offer a tradeoff among speed, resolution, and noise rejection. 



Programming l. For reducing the effect of line cycle noise at low current levels, select the appro- 

NoteS priate line cycle integration time. Changing the ac line frequency with a front 

panel menu selection will change the integration time, if necessary. For example, 
a line frequency change from 60Hz to 50Hz also changes the integration time 
from 16.67msec (S2) to 20msec (S3). 

2. The time interval between readings in a sweep is determined by the default de- 
lay, the dc or sweep delay, and the integration time. 

3. If a pulsed sweep is in the buffer, changing the integration time causes the instru- 
ment to recalculate the delay times to maintain the specified tow and topp. 

4. The conversions filtered are per the selected integration time. 

5. The warning condition for the S command is described in the U9 warning status 
word (see paragraph 3.6.19). 



Programming 

Examples 



10 OUTPUT 716;"S1X" 

20 OUTPUT 716;"S2P5X" 



! Select 4msec reading time. 

! Select line cycle integration and 
32 reading filter 



+ 
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3 . 6.18 T — 
Purpose 

Format 

Parameters 



Default 



+ 
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Trigger Configuration 



To specify the origin and effect of an input trigger, and when output triggers are gen- 
erated. 



T(origin),(in),(out),(end) 



origin — Specifies the origin of input triggers: 

0 = ffiEE X 

1 = IEEE GET 

2 = IEEE Talk 

3 = External (TRIGGER IN pulse) 

4 = Immediate only (front panel MANUAL key or HOX command) 



in — Specifies the effect of an input trigger: 

0 = Continuous (no trigger needed to continue S-D-M cycles) 

1 = aSRC DLY MSR (trigger starts source phase) 

2 = SRC'^DLY MSR (trigger starts delay phase) 

3 = aSRCaDLYMSR 

4 = SRC DLYaMSR (trigger starts measure phase) 

5 = aSRC DLYaMSR 

6 = SRCaDLYaMSR 

7 = aSRCaDLYaMSR 

8 = ASingle pulse 



out — Specifies when an output trigger is generated: 

0 = None dviring sweep 

1 = SRCaDLY MSR (end of source phase) 

2 = SRC DLYaMSR (end of delay phase) 

3 = SRCaDLYaMSR 

4 = SRC DLY MSRa (end of measure phase) 

5 = SRCaDLY MSRa 

6 = SRC DLYaMSRa 

7 = SRCaDLYaMSRa 

8 = Pulse endA 



end — Sweep EndA trigger out: 

0 = Disabled 

1 = Enabled 



Upon power-up, or after receiving a DCL or SDC command, the instrument defaults 
to the last programmed selections. JOX command sets the instrmnent to T4,0,0,0 (ori- 
gin is immediate only, no trigger needed to continue S-D-M cycle, no output trigger 
generated during a sweep, no sweep end trigger). 
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Description 



Programming 

Notes 



+ 



The trigger configuration command determines the input trigger origin, the effect of 
an input trigger, and when an output trigger is generated. 



The trigger origin can be over the bus, from an external trigger pulse, or from the 
front panel. 



An input trigger can be set in a continuous or non-continuous mode. Continuous 
triggering requires only one trigger to complete a sweep. Non-continuous triggers 
can be programmed to start the source, delay, or measure phases, or any combina- 
tion of phases. A single pulse input trigger is intended for use with pulsed sweeps, 
where each trigger processes the toN and topp times of a single pulse (see Figure 3-13). 



Output triggers can be generated after each phase or combination of phases in the 
S-D-M cycle. When the pulse end trigger is selected, an output trigger occurs after 
the measurement has been completed in the topp time of a pulsed sweep. 



A sweep end output trigger can be programmed by itself or with another output trig- 
ger selection. When the sweep end trigger is selected, a single output trigger is gener- 
ated after the sweep has returned to the bias level. This is shown for a pulsed sweep 
in Figure 3-13. 



1. It is good programming practice to disable triggers before changing the trigger 
origin. 

2. If the instrument is triggered while processing a previous command (i.e., during 
the hold-off time), it displays a PENDING TRIGGER message. The trigger will be 
acted upon when hold-off has completed. 

3. If the instrument is triggered while processing a previous trigger, it displays a 
TRIG OVERRUN message and the received trigger is ignored. 

4. For trigger on X, the A/D conversion time is dependent on when the trigger is 
configured, since the instnunent is triggered by the X character that is sent when 
programming the trigger origin. 

5. For trigger on talk, the A/D conversion time is dependent on when data is re- 
quested. To trigger the unit, you must send the talk command derived firom the 
correct primary address. (The factory default address is 16.) Trigger on talk does 
not occur when the instrument becomes a talker, but rather as the controller re- 
quests the first byte of data from the unit. 

6. For trigger on GET, the A/D conversion time is independent of when the trigger 
is configured and when data is requested. Trigger on GET allows the fastest 
IEEE-488 triggering response. 

7. Front panel triggering with the MANUAL key and bus triggering with the HOX 
command are hlways enabled regardless of the programme trigger origin. 
However, the front panel keys are locked out if the unit is in remote (RMT on). To 
restore local operation in this case, press the LOCAL key. 

8. Executing the trigger control (R), trigger configuration (T), or source and function 
(F) commands place the imit in an untriggered state. 

9. Refer to the Model 236/237/238 Application Manual for suggestions on using 
triggers with multiple source-measure units. 

10. With non-continuous triggers, an additional input trigger is needed after the 
measure phase of the last sweep point to return to the bias value. 

11. While in continuous triggering of the dc mode, the luiit can be reprogrammed 
without having to retrigger it. 

12. Valid triggers received after programming continuous triggers are ignored. 



+ 
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13. When trigger on Talk is selected, an ENTER statement triggers the sweep and 
gets data from the unit. With certain combinations of input trigger effects, the 
single trigger provided by an ENTER statement is not sufficient to complete a 
sweep or an individual S-D-M cycle and the bus will hang. For example, -'SRC 
DLY MSR with all lines selected, or ^SRC DLY-'MER with a single line or all lines 
selected, requires more than one trigger in order to send measurement data. 



Programming 


10 


REMOTE 716 


! 


Examples 


20 


OUTPUT 716;"R0X" 


! Disable triggers 




30 


OUTPUT 716;'T2,0,4,0X" 


! Set to trigger on talk, trigger out 








at end of measure 




40 


OUTPUT 716;"R1X" 


! Enable triggers 




50 


SEND 7; TALK 16 


! Make unit a talker 




60 


ENTER 716; A$ 


! Trigger sweep by addressing 
unit to talk. 




70 


OUTPUT 716;"R0X" 


! Disable triggers 




80 


OUTPUT 716;'T1,„X" 


! Change to trigger on GET 




90 


OUTPUT 716;"R1X" 


! Enable triggers 




100 


TRIGGER 716 


! Trigger on GET 




110 


OUTPUT 716;"T0,„X" 


! Change to trigger on X, and trig- 








ger on X 




120 


END 
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Point 


Source 

Value 


tON /tOFF 


1 


4V 


100 msec 


2 


2V 


too msec 


3 


4V 


100 msec 


4 


2V 


100 msec 


5 


4V 


100 msec 


6 


2V 


100 msec 



Figure 3-13. Pulsed Sweep Triggers and Sweep End Trigger 
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3 . 6.19 U - Status 



Purpose 


To obtain instrument status and configuration. 


Format 


Un 




Parameters 


UO 


Send model number and firmware revision 




Ul 


Send error status word 




U2 


Send stored ASCII string ("D2" command string) 




U3 


Send machine status word 




U4 


Send measurement parameters 




U5 


Send compliance value 




U6 


Send suppression value 




U7 


Send calibration status word 




U8 


Send defined sweep size 




U9 


Send warning status word 




UlO 


Send first sweep point in compliance 




Ull 


Send sweep measure size 



Doscription By sending the appropriate U command and then addressing the instrument to talk 

as with normal data, you can obtain information on machine status, error conditions, 
and other data. The information is transmitted only once for each U command. 



UO — Model Number and Firmware Revision 



The response to a UO command is an 8-character ASCII string denoting the instru- 
ment model number (236, 237, or 238) and firmware revision level, as shown in 
Figure 3-14. 




For example, a firmware revision level of A1 for a Model 237 would be sent as fol- 
lows: 

237A01 

+ 
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It is sent with two trailing spaces plus the terminator and EOI (unless disabled with 
the K command). 

U1 — Error Status Word 

The U1 command allows access to Model 236/237/238 error conditions. The error 
status word (Figure 3-15) is actually a string of ASCII characters representing binary 
bit positions. Reading the U1 status, a DCL or SDC, or a JOX command clears the bits. 
An error condition is flagged in the serial poll byte while any error bits in the error 
status word are set. The complete command string is ignored if an IDDC, IDEXIO, or 
Not In Remote error occurs. The instrument can be programmed to generate an SRQ 
when an error condition occurs (see paragraph 3.6.11). 



Identifier 



Most Significant Byte 



A 

ERS 

J L 



ERSbbb...bbb <TERM + EOI> 



Least Significant Byte 



Most Significant Byte 



Least Significant Byte 



26-byte ASCII String 

0 = No Error 

1 = Error 



Trigger Overrun 

IDDC 

IDDCO 

Interlock Present 

Illegal Measure Range 

Illegal Source Range 

Invalid Sweep Mix 

Log Cannot Cross Zero 

Autoranging Source with Pulse Sweep 

In Calibration 

In Standby 

Unit is a 236 

lOU DPRAM Failed 

lOU EEROM Failed 

lOU Cal Checksum Error 

DPRAM Lockup 

DPRAM Unk Error 

Cal ADC Zero Error 

Cal ADC Gain Error 

Cal SRC Zero Error 

Cal SRC Gain Error 

Cal Common Mode Error 

Cal Compliance Error 

Cal Value Error 

Cal Constants Error 

Cal Invalid Error 



Ftfflre 3-15. Ill Error Status Word 



The various bits in the U1 error status word are set when the following conditions are 
present: 



+ 
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Trigger Overrun — Set when the instrument receives a trigger while it is still proc- 
essing the action of a previous trigger. The TRIG OVERRUN message is displayed 
and the additional trigger is ignored. 



IDDC — Set when an illegal device-dependent command (IDDC) is received (such 
as the "E" in EIX). The IDDC message is displayed; cormnands up to and including 
the next X are ignored. 



IDEXZO — Set when an illegal device-dependent command option (IDDCO) is re- 
ceived (such as the "3" in F3,0X). The IDDCO message is displayed; commands up to 
and including the next X are ignored. 



Interlock Present — Set when one of two error conditions exists: 

• An operate/ standby command (N) was attempted when an interlock condition 
was present. The INTERLOCK PRESENT message is displayed and the N com- 
memd is ignored. 

• An interlock condition presents itself when the unit is in operate. The INTER- 
LOCK PRESENT message is displayed and the soiurce-measure unit goes to 
standby. 



Illegal Measure Range — Set when the selected measure range is incompatible with 
the source and instrument (L command). Valid range values are: 

0-4 (measvue V on 237) 

0-3 (measure V on 236 or 238) 

0-9 (measure I on 236 or 237) 

0-10 (measure I on 238) 



The instrument displays an ILLEGAL MEAS RANGE message; pending DDCs are 
ignored; no execution action is taken. 



Illegal Source Range — Set when the selected source range is incompatible with the 
source and instrument (A, B, and Q commands). Valid range values are: 

0-4 (source V on 237) 

0-3 (source V on 236 or 238) 

0-9 (source I on 236 or 237) 

0-10 (source I on 238) 

The instrument displays an ILLEGAL SRC RANGE message; pending DDCs are ig- 
nored; no execution action is taken. 



Invalid Sweep Mix — Set when you create a sweep from one group, then try to ap- 
pend a sweep from the other group. (The sweep types are grouped as pulsed and 
non-pulsed.) The instrument displays an INVALID SWEEP MIX message; pending 
DDCs are ignored; no execution action is taken. Affected DDC is Q. 



Log Cannot Cross Zero — Set when you attempt to create or append a log sweep that 
passes through zero. (Since zero is assumed to be positive, a log sweep caimot have a 
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negative start value and a zero stop value.) The instrument displays a LOG CAN- 
NOT CROSS 0 message; pending DDCs are ignored; no execution action is taken. Af- 
fected DEKZ is Q. 



Autoranging Source with Pulse Sweep — Set when you try to select autoranging of 
the source in a pulse sweep (Q commands). The instrument displays a NO AUTO IN 
PULSE message; pending DDCs are ignored; no execution action is taken. 



In Calibration — Set when non-calibration commands are requested while in cahbra- 
tion mode. The instrument displays an IN CAL message; pending DDCs are ignored 
except for N and O; the instrument stays in calibration mode. Non-affected DDCs are 
C,N,0,andU. 



In Standby — Set when a calibration command is requested while in standby mode 
(C command). The instrument displays an IN STBY message; the calibration com- 
mand is ignored; the instrument stays in standby mode. 



Unit is a 236 — Set when 1 .IkV calibration commands are sent to a Model 236 (C com- 
mand). The instrument displays a 236 UNIT message; the cahbration command is ig- 
nored; the instrument stays in calibration mode. TWs character is always zero for the 
Models 237/238. 



lOU DPRAM Failed — Set when the dual-port RAM in the I/O controller of the in- 
strument failed. The message lOU DPRAM FAILED is displayed; the unit is not 
functional. 



lOU EEROM Failed — Set when the electrically erasable ROM in the I/O controller 
of the instrument failed. The message lOU EEROM FAILED is displayed; the unit is 
not functional. 



lOU Cal. Checksum Error — Set when the JIX or power-up checksum test of the lOU 
cal constants failed. The message lOU CAL CHECKSUM is displayed. Any cal con- 
stants outside predetermined limits are replaced with default values (see Cal Con- 
stants Error). 



DPRAM Lockup — Set when there is a ROM or RAM failure in the source/ measure 
controller so that it is not responding to the I/O controller. The message DPRAM 
LOCKUP is displayed; the unit is not functional. 



DPRAM Link Error — Set when there is a communication error in the dual port RAM 
between the I/O controDer and the soiurce/measure controller. The message 
DPRAM LINK ERR is displayed; the imit is not functional. 



Cal. ADC Zero Error, Cal. ADC Gain Error, Cal. SRC Zero Error, Cal. SRC Gain Error 
— Set when the newly created cal constant is outside the expected value for A/D 
converter zero, A/D converter gain, source zero, or source gain. A message is dis- 
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played (CAL ADC ZERO, CAL ADC GAIN, CAL SRC ZERO, or CAL SRC GAIN), 
and a default cal constant value is substituted. 



Cal. Common Mode Error — Set when there is an error in calibrating the common 
mode adjustment. The CAL MODE ERR message is displayed. 



Cal. Compliance Error — Set if comphance occurs during a calibration procedure. 
The CAL COMPLI message is displayed. 



Cal. Value Error — Set when the entered value of a cal constant is outside the ex- 
pected value for the present step. The message CAL VALUE ERR is displayed; check 
the specified value sent with the C command and re-enter. 



Cal. Constants Error — Set when the power-up verification of the cal constants finds 
one or more values outside of predetermined limits. The message CAL CON- 
STANTS ERR is displayed; default value(s) are used. 



Cal. Invalid Error — Set when one or more cal errors (Cal. ADC Zero, Cal. ADC 
Gain, Cal. SRC Zero, Cal. SRC Gain, Cal. Mode, Cal. Comphance) are present on 
power-up, factory initialization DCL, or SDC. The message CAL INVALID ERR is 
displayed. 



U2 — Stored Message 

The U2 command is for reading back the last ASCII message that was stored with the 
D2 command. The message is in the form shown in Figure 3-16. Up to 18 characters 
may be in the message. 



Identifier 

rh 

DSPaaaaaaaaaaaaaaaaaa <TERM + EOI> 



Last ASCII String Stored 
With D2 Command 

Figure 3-16. U2 Stored ASCII String 



U3 — Machine Status 

The format of the U3 machine status word is shown in Figure 3-17. After the identi- 
fier MST (machine status), the letters correspond to the modes programmed by the 
respective device-dependent commands. Note that all returned values correspond 
to die programmed numeric values. 



+ 
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IDENTIFIER 



G — Output Data Format 

Items (sum of bits) 

00 = No items 

01 = Source value 

02 = Delay value 
04 = Measure value 
08 = Time value 

Format 

0 = ASCII, prefix and suffix 

1 = ASCII, prefix no suffix 

2 - ASCII, no prefix or suffix 

3 = HP binary 

4 = IBM binary 

Lines 

0 = One line from do buffer 

1 = Om line from sweep buffer 

2 = All lines from sweep buffer 



K — EOl and Bus Hold-off 

0 s Enable EOl and hold-off 

1 = Disable EOl, enable hold-off 

2 = Enable EOl, disable hold-off 

3 = Disable EOl and hold-off 



V - 1 1 0OV Range Control 

0 = 11 OOV Range Disabled 

1 = 1100V Range Enabled 

(237 only) 



Y — Terminator 

0 = <CRxLF> 

1 = <LFxCR> 

2 = <CR> 

3 = <LF> 

4 = none 



MSTG01,O,OKOM000,0N0R1 T4, 0,0,0 VI Y0<TERM + EOI> 



M — SRQ Mask and Compliance 
Select 

Mask (sum of bits) 

000 = Mask cleared 

001 = Warning 

002 = Sweep done 
004 = Trigger out 
008 = Reading done 
016 = Ready for trigger 
032 = Error 

128 = Compliance 

Compliance 

0 = Delay, measure, or idle com- 

pliance 

1 = Measurement compliance 



N — Operate 



0 = Standby 

1 = Operate 



R — Trigger Control 

0 = Disable triggering 

1 = Enable triggering 




T — Trigger Configuration 

Origin 

0 = IEEE X 

1 = IEEE GET 

2 = IEEE talk 

3 = External (TRIGGER IN pulse) 

4 = Immediate trigger only 

Trigger In 

0 = Continuous 

1 = .SRC DLY MSR 
2= SRC.DLYMSR 

3 = .SRC.DLY MSR 

4 = SRC DLY.MSR 

5 = .SRCDLY.MSR 

6 = SRC.DLY.MSR 

7 = .SRC.DLY.MSR 

8 = .Single Pulse 

Trigger Out 

0 = None 

1 = SRC.DLY MSR 

2 = SRC DLY.MSR 

3 = SRC.DLY.MSR 

4 = SRC DLY MSR. 

5 = SRC.DLY MSR. 

6 = SRC DLY.MSR. 

7 = SRC.DLY.MSR. 

8 = Pulse End. 

Sweep End. Trigger Out 

0 = Disabled 

1 = Enabled 



Figure 3-17. US Machine Status Word (Factory Default Conditions Shown) 
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U4 — Measurement Parameters 

The U4 command allows access to the programmed measurement parameters. The 
format for the U4 word is shown in Figure 3-18. After the identifier IMP (current 
measurement parameters) or VMP (voltage measurement parameters), the letters 
correspond to device-dependent commands that are associated with the measure 
phase. Note that all returned values correspond to the programmed numeric values. 



L — Compliance/Measurement Range 



00 = Auto 

01 =1nA or 1.1V, 1.5V 

02 = 10nAor11V, 15V 

03 = lOOnAorllOV 

04 = 1pAor1.1kV 

05 = 10pA 

06 = 100pA 

07 = 1mA 

08 = 10mA 

09 = 100mA 
_10 = 1A 



F — Source and Function 



Source 

0 = Source V, measure I 

1 = Source I, measure V 



IDENTIFIER 



rh 



Function 

0 = Dc 

1 = Sweep 



IMPL,08F0,0O0P0 S 0 W 1 Z 0 <TERM + EOI> 



O — Output Sense 

0 = Local sense 

1 = Remote sense 



UU UM 




Z — Suppression 

0 = Disable 

1 = Enable 



P — Filter 

0 = Filter disabled 

1 = 2 readings 

2 = 4 readings 

3 = 8 readings 

4 = 16 readings 

5 = 32 readings 



W — Default Delay 

0 = Disable 

1 = Enable 



S — Integration Time 

0 = 416usec, 4-digit resolution 

1 = 4msec, 5-digit resolution 

2 = 16.67msec, 5-digit resoiu 

tion 

3 = 20msec, 5-digit resolution 



A. CURRENT MEASUREMENT PARAMETERS 



Figure 3-18. U4 Measurement Parameters (Factory Default Conditions Shown) 
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L — Compliance/Measurement Range 



Identifier 



VMPL,02F1,0O0P 0S0W1 ZO<TERM + EOI> 



F — Source and Function 



O — Output Sense 



Z — Suppression 



W — Default Delay 



P — Filter 



S — Integration Time 



B. Voltage Measurement Parameters 
(see Figure 28A for parameter descriptions) 

U4 Measurement Parameters (Factory Default Conditions Shown) (Cont.) 



U5 — Compliance Value 

The U5 command allows access to the programmed compliance level and is format- 
ted as shown in Figure 3-19 for the current or voltage values. 



Identifier 



ICP01 0.00 0E-0 3<TERM + EOI> 

l II I 



V 



Mantissa Exponent 

A. Compliance Value for Current Measurements 



Identifier 



VCP01 0.000 E + 00 <TERM + EOI> 



Mantissa Exponent 



B. Compliance Value for Voltage Measurements 



Figure 3-19. U5 Compliance Value (Factory Default Conditions Shown) 



U6 — Suppression Value 



The U6 command allows access to the programmed suppression value and is for- 
matted as shown in Figure 3-20 for current or voltage. 
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Identifier 

rh 

ISP + O.OOOOOE + OO <TERM + EOI> 

I I 'L^ 

Mantissa Exponent 
A. Suppression Value for Current Measurements 



Identifier 

rh 

VSP + O.OOOOOE + OO <TERM * EOI> 

Mantissa Exponent 

B. Suppression Value for Voltage Measurements 

Figure 3-20. 116 Suppression Value (Factory Default Conditions Shown) 



U7 — Calibration Status Word 

The U7 command requests the instrument to output the present calibration step, po- 
sition of CAL LOCK switch, and calibration status as shown in Figure 3-21. 



Identifier 

C S P n n, a, b <TERM + EOI> 

VII 

I \ 0 = Unit is Uncalibrated 

I 1 = Unit is Calibrated 



0 = Cal Lock Switch is Unlocked 

1 = Cal Lock Switch is Locked 

(Present Cal Constants Will 
Not be Saved) 



Calibration Step in Progress 



Figure 3-21. U7 Calibration Status Word 



U8 — Defined Sweep Size 



The U8 command is used to indicate the number of source values in the sweep buffer 
and is formatted as shown in Figure 3-22. 
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Identifier 








D S S n n n n <TERM + EOi> 




Number of Source Values in 




Sweep Buffer 


Figure 3-22. U8 Defined Sweep Size 





U9 — Warning Status Word 

The U9 command allows access to Model /TSS warning conditions. The 

warning status word (Figure 3-23) is actually a string of ASCII characters represent- 
ing binary bit positions. Reading the U9 status, a DCL or SDC, or a JOX command 
clears the bits. A warning condition is flagged in the serial poll byte while any warn- 
ing bits in the warning status word are set. The instrument can be progranuned to 
generate an SRQ when a warning condition occurs (see paragraph 3.6.11). 



Identifier 



Most Significant Byte 



A 

WRSbbb...bbb <TERM * EOI> 

J L 



Least Significant Byte 



Most Significant Byte 



Least Significant Byte 



10-byte ASCII String 

0 = No Error 

1 = Error 



Uncalibrated 
Temporary Cal 
Value Out of Range 
Sweep Buffer Fill^ 

No Sweep Points, Must Create Sweep Points 
Pulse Times Not Met 
Not in Remote 

Measure Range Changed Due to 1 kV/1 00mA or 1 1 0V/1 A Range 
Select 

Measurement Overflow (OFLO)/Sweep Aborted 
Pending Trigger 



Figure 3-23. U9 Warning Status Word 



The various bits in the U9 warning status word are set when the following conditions 
are present: 

Uncalibrated — Set when the unit detects that illegal cal constants are stored in 
EEROM. The message UNCALIBRATED is displayed; the Source/Measure LED 
blinks. 



+ 
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Temporary Cal — Set wheir calibration mode is entered or exited when the CAL 
LOCK button is in the LOCKED position. The message TEMPORARY CAL is dis- 
played; entered cal constants are saved in volatile RAM upon exit of cal procedure 
(C59X) and thus are cleared when power is cycled. 



Value Is Out of Range — Set when one of the following conditions exist: 

• The selected dc or sweep source value exceeds the source range. 

• The selected compliance value exceeds the measurement range. 

• The step value is too small for the selected range. 

• The step value is more than twice the selected range. 



The message VALUE OUT OF RANGE is displayed. With the first two conditions, 
the maximum (signed) value for the specified range is used. For the third condition, a 
value of zero is used. (A step of zero yields a buffer filled with one source value for 
linear stair sweeps or two source values for linear stair pulsed sweeps.) With the last 
condition, a step value equal to twice the selected range is used (e.g., 22V for the 11 V 
range). 



Note that a value out of range warning is retained through a source transition, as fol- 
lows: 



10 REMOTE 716 
20 OUTPUT 716;"F0,0X" 
30 OUTPUT 716; "B2,1,X" 

40 OUTPUT 716; 'T1,0X" 
50 WATTS 

60 OUTPUT 716; "F0,0X" 
70 END 



! Source V 

! Program 2V on I.IV or 1.5V range, get VALUE 
OUT OF RANGE 
! Source I 

! Wait for message to go away 
! Source V, get VALUE OUT OF RANGE from pre- 
vious B command 



Sweep Buffer Filled — Set when the number of generated points exceeds the buffer 
capacity (Q command). A BUFFER FILLED message is displayed; generated points 
are preserved up to buffer capacity of 1(X)0. 



No Sweep Points; Must Create Sweep — Set when an attempt is made to modify a 
non-existent sweep with an A conunand or append a non-existent sweep with a Q6 
through Qll command. Also set if a trigger for a sweep occurs and there are no 
sweep points. The message MUST CREATE SWEEP is displayed; no sweep points 
are generated. 



Pulse Times Not Met — Set when the specified pulse times (toN and topp) cannot be 
met (P, Q, S, and W commands). Also, for pulsed sweeps, set if autorange measure is 
programmed (L command) and the pulse times might not be not long enough. The 
message PULSE TIME NOT MET is displayed, and, if necessary, the tow/topp times 
will be extended to the minimum needed to support the waveform create/append or 
instrument configuration. 
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Not in Remote — Set when an X command is received over the bus but the Model 
236/237/238 is not in remote. The NOT IN REMOTE message is displayed. 



Measure Range Changed Due to l.lkV/lOOmA or IIOV/IA Range Select — Set 
when the source and measure ranges are in conflict (A, B, F, L, and Q commands). 
The selected ranges caimot be l.lkV and 100mA (237), or llOV and lA (238) simulta- 
neously, either when sourcing voltage, measuring current, or when sourcing cur- 
rent, measuring voltage for eitt»er dc or sweep operation. The instrument displays a 
MEAS RANGE CHANGED message and the measure range is lowered. A VALUE 
OUT OF RANGE message is displayed as the compliance value is appHed to the 
lower range. 



Measurement Overflow/Sweep Aborted — Set when an external source of power 
has overloaded the measurement hardware of the Model 236/237/238. A measure- 
ment overflow is indicated at 112.5% of full scale range. The message OFLO is dis- 
played in place of the measurement value. Also set when a sweep has aborted (e.g., 
in response to a command sent while a sweep is in progress). 



Pending Trigger — Set when the unit is triggered while it is processing a previous 
command (e.g., if a front panel trigger is received during the bus hold-off time of a Q 
command, or if a bus trigger is received while sweep points are being generated from 
the front panel). A PENDING TRIGGER message is displayed and the trigger is 
saved xmtil it can be acted upon. 



UlO — First Sweep Point in Compliance 

The UlO command requests the instrument to search the sweep buffer for the first 
measurement point that was in compliance. The point is not sent in a fixed format 
word, but in the output data format previously specified by a G (items), (format), 
(lines) command (see paragraph 3.6.6). For example, if the source and measure val- 
ues are the only items of interest (as shown in Figure 3-24), use the following pro- 



gram: 






10 


REMOTE 716 




20 


OUTPUT 716;"F0,1X" 


! Voltage sweep 


30 


OUTPUT 716;"G5,0,0X" 


! Source and measure items, prefix 
and suflix 


40 


OUTPUT 716;"U10X" 


! Send first sweep point in compli- 






ance 


50 


ENTER 716;A$ 


! Get sweep point 


60 


PRINT A$ 


! Print source and measure values 


70 


End 





When no sweep points are in compliance, or when UlO is programmed while in dc 
operation, only terminator characters are returned. Note that tiie "lines" parameter 
in the G command has no effect on the UlO status word. 
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Ull — Sweep Measure Size 

The Ull command indicates the present number of measure values in the sweep 
buffer and is formatted as shown in Figure 3-25. This information is useful when a 
sweep has aborted and further measurements are unavailable. The value retiumed 
by UlO can be used as the count in a FOR/NEXT loop to obtain single lines of sweep 
data. 




Programming 


Requesting any U status word resets the sweep buffer pointer to one. 


Note 








Programming 


10 


DIM Command$[50]^tatus$[50] 


! Dimension command and status 


Exampie 






strings 




20 


REMOTE 716 






30 


INPUT "Enter U Command", 


! Get desired U command 






Commands 






40 


IF LEN(Command$)=0 THEN 100 


! Check for null 




50 


OUTPUT 716;Command$&"X" 


! Program with U command 




60 


ENTER 716;Status$ 


! Get status 




70 


PRINT StatusS 


! Print status 




80 


PRINT CHR$(128) 


! Print blank line 




90 


GOTO 30 


! Return for next U command 




100 


END 
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3.6.20 V 

Purpose 

Format 

Parameters 

Default 

Description 



Programming 

Notes 



Programming 

Example 
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To control the output of voltages on the 1 lOOV range of a Model 237 Source Measure 
Unit. 



Vn 

VO Disable llOOV range 

VI Enable llOOV range 



Upon power-up, or after receiving a DCL or SDC command, the Model 237 defaults 
to the last programmed selection; the Models 236 and 238 default to VO (llOOV range 
disabled). A JOX command sets Model 237 to VI (1 lOOV range enabled) and the Mod- 
els 236 and 238 to VO. 



The V command can be used to prevent accidental apphcation of voltages on the 
1 lOOV range by a Model 237. This is useful when the output is switched and the maxi- 
mum switched voltage is specified at less than the maximum output of the Model 
237. 



If you program a VO command when the llOOV range is in use, the output goes to 
150V or less. If you program a voltage above llOV when the llOOV range has been 
disabled with VO, the output is set to llOV. (See the Programming Example for de- 
tails.) 

1. Sending a V coirunand to a Model 236 or 238 is treated as an illegal command 
(IDDC). 

2. Calibrating the 1 lOOV range requires that the range is enabled with the VI com- 
mand. 



REMOTE 716 
OUTPUT 716;'70X" 
OUTPUT 716;"B200,4,X" 
OUTPUT 716;"N1X" 

OUTPUT 716;"V0X" 

OUTPUT 716;"B200,4,X" 



OUTPUT 716;"V1X" 
OUTPUT 716;"V0X" 

OUTPUT 716;"B200,3,X" 



! Restore factory defaults 

! Program 200V on llOOV range 

! Place 237 in operate, output = 
200V 

! Disable llOOV range, output = 
150V 

! Program 200V on llOOV range, 
get Illegal Src Range message, 
output = 150V 

! Enable llOOV range, output 200V 

! Disable llOOV range, output = 
150V 

! Program 200V on llOV range, get 
Value Out of Range message, 
output = llOV 
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OUTPUT 716;"V1X" 



! Enable llOOV range, output = 
llOV 

! Place 237 in standby, output = 0 V 



OUTPUT 716;"N0X" 
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3.6.21 W — Default Delay 

PurpoSG To enable/disable the defaiilt delay of the source-delay-measure cycle. 

Format Wn 



Parameters wo 

wi 



EMsable default delay 
Enable default delay 



Detail It Upon power-up, or after receiving a DCL or SDC conunand, the instrument defaults 

to the last programmed selection. A JOX command sets the instrument to Wl (default 
delay enabled). 



Description 



The W command controls the enabling/ disabling of a fixed delay used to compen- 
sate for the instrument settling time when measuring resistive loads. See Figure 3-26. 



Do not confuse this delay with the dc delay that is programmed with the B com- 
mand, or the sweep delay that is programmed with Ae A and Q commands. 



When Wl is sent over the bus, the default delay, which is I-range dependent, is effec- 
tively added to the specified dc or sweep delay. 



Programming l. Default delay values are listed in the discussion of timing considerations (para- 

NoteS graph 3.7). 

2. When measure autoranging is used, the default delays are used whether they are 
enabled or not with the W command. 

3. The warning condition for the W command is discussed in the U9 warning status 
word (see paragraph 3.6.19). 



Programming 

Example 



10 OUTPUT 716; "WIX" 

20 OUTPUT 716; "WOX" 



! Enable default delay. 

! Disable default delay. 





Default Dc or Sweep Measure Integration 
Delay Delay Time 



A. Default Delay Enabled (W1) 



Source 

Value 



Do or Sweep 


Measure Integration 


Delay 


Time 



B. Default Delay Disabled (WO) 




Figure 3-26. Default Delay 




3.6.22 X 

Purpose 

Format 

Parameters 

Description 

Programming 

Notes 

Programming 

Exampies 
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Execute 



To direct the Model 12(il7S7 IT8& to execute device-dependent commands received 
since last X. 



<command>X 



None 



The execute command is implemented by sending an ASCII "X" over the bus. Its 
purpose is to direct the unit to execute other device-dependent commands such as F 
(source and function) or P (filter). Usually, the execute character is the last b)de in the 
command string (a number of commands may be grouped together into one string); 
however, there may be certain cases when it is desirable to send a command string at 
one time, and then send the execute character later on. 



1 . Commands or command strings sent without the X character are not executed at 
that time, but they are stored in an internal command buffer for later execution. 
When the X character is finally transmitted, the stored commands are executed, 
assuming that all commands in the previous string were valid. 

2. Commands are not necessarily executed in the order sent (see Table 3-5). To force 
a particular command sequence, include the X character after each command in 
the command string. 

3. The X character can also be used to trigger, as described in paragraph 3.6.18. 



OUTPUT 716;"P1X" 
OUTPUT 716;"P0N1X" 

OUTPUT 716;"N0XP1X" 
OUTPUT 716;"W1P(B1" 
OUTPUT 716;"X" 



! Execute single command. 

! Execute multiple command 
string. 

! Force command sequence. 

! Send string without executing. 
! Execute previous command 
string. 



-f 
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3.6.23 Y — Terminator 



Purpose 



Format 

Parameters 



To select the ASCII terminator sequence that marks the end of the instrument's data 
string or data word. 



Yn 




YO 


<CR><LF> 


Y1 


<LFxCR> 


Y2 


<CR> 


Y3 


<LF> 


Y4 


none 



Def aU It Upon power-up, or after receiving a DCL, SDC, or JOX command sets the instrument 

to YO (<CR><LF>). 



DeSCri ption By using the Y command, you can program the number and type of terminator char- 

acters the instrument sends at the end of its data string. Available terminator charac- 
ters are the commonly used CR (carriage return, ASCII 13) and LF (line feed, ASCII 
10) characters. These terminators are recognized by most controllers. Selecting the 
wrong terminator for the controller could cause the bus to hang. 



You also have the option of selecting that no terminators be sent (a common choice 
for a binary output data format). 



Programming 

Examples 



OUTPUT 716; "YIX" 
OUTPUT 716; "YOX" 



! Terminate on LF CR. 

! Restore default terminator. 
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3.6.24 Z 

Purpose 

Format 

Parameters 

Default 

Description 

Programming 

Notes 



Programming 

Example 
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Suppress 



To enable/disable the suppression of subsequent readings with the present meas- 
urement. 



Zn 

ZO Disable suppression 

Z1 Enable suppression 



Upon power-up, or after receiving a DCL, SDC, or JOX command, the instrument de- 
faults to ZO (suppression disabled). 



Suppression allows a stored value to be subtracted from subsequent readings. When 
suppression is enabled (Zl), the next conversion taken in OPERATE will be inter- 
nally stored as a baseline. All subsequent readings will be the difference between the 
stored baseline level and the actual level. 



1 . After enabling suppression, check the reading done bit in the serial poll byte to 
verify that the S-D-M cycle for the baseline value has completed. If this is not 
done, and the sovuce value is changed before the baseline measiurement, an imex- 
pected suppression value will be in effect. 

2. It is not necessary to disable suppression before re-enabling it. Hence, multiple 
Zl commands can be sent to renew the baseline measiurement. 

3. Measurements cue stored as unsuppressed values. If enabled, suppression is ap- 
plied when data is being output by the instrument. Suppressed measurements 
are flagged in output data (see paragraph 3.6.6). 

4. Setting a range lower than the stored baseline value will overrange the reading if 
you go into compliance. 

5. If the stored baseline value is +5V on the 1 IV range of a 236/237, a measured volt- 
age of +6V or more would put the instrument in compliance. 

6. The present suppression v^ue can be read with the U6 command. 

7. The baseline v^ue maintains its value regardless of range. For example, if a 0.5V 
measured reading is suppressed on the 1.1 V or 1 .5V (Model 238) range, it will re- 
main at 0.5V on the IIV, 15V (Model 238), llOV, and llOOV (Model 237) ranges. 

8. A suppressed value is not saved for both the voltage source and the current 
source. The respective baseline will be lost when the sources are toggled. 



OUTPUT 716; "ZIX" ! Enable suppression. 

OUTPUT 716; "ZOX" ! Disable suppression. 
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3.7 TIMING CONSIDERATIONS 



Timing considerations for EEEE-488 programming in- 
clude: 



• Data transfer rates between the controller and Model 
236/237/238 over the IEEE-488 bus. 

• Command string parse time within the Source Meas- 
ure Unit. 

• Execution times of the tasks defined by device-de- 
pendent commands. 



The tim^ needed for these actions are determined by the 
length of the command string, the types of commands, 
and the speed of the controller. 



T57pically, a command string sent to the Model 
236/237 /238 will transmit at a rate of five characters per 
millisecond. (Assuming the transfer speed of the control- 
ler does not affect the listening rate of the Model 
236/237/238.) For example, the command string 
"Q1,1,10,1,2,50X" will take 3msec to transmit from the 
controller to the Model 236/237/238. 



When the Source Measiure Unit is sending data to the 
controller (e.g., uploading sweep data), the transmission 
rate will typically be 2.5 diaracters per millisecond. 



The bus hold-off time for each command is the time from 
receipt of the "X" to "instrument configured". It includes 
the parsing time and command execution time. Table 3-8 
summarizes the bus hold-off times for device-dependent 
commands. 



Table 3-8. Typical Bus Hold-off Times 



Description 


Command 


Time 


Modify Sweep List 


Al,l, 1,1,2 


8.2msec 


Bias Operation 


Bl, 1, 1 


18.6msec 


Display 


Dl,236 


7.9msec 




D2,236 


316.3msec 




DOX 


14.4msec 


Source and Fimction 


F1,0 


64.0msec 


Output Data Format 


G15,0,0 


8.3msec 


IEEE Immediate Trigger 


HOX 


14.2msec 


Restore Factory Defaults 


JO 


1.13sec 


EOI and Bus Hold-offs 


K1 


7.2msec 


Compliance 


L.001,7 


30.6msec 


SRQ Mask and Serial Poll Byte 


Ml,l 


13.1msec 


Operate 


N1 


13.6msec 


Output Sense 


oi 


11.6msec 


Filter 


PI 


13.6msec 


Create/Append Sweep List 


00,1,0,0,10 


71.7msec 




00,1,2,1,1 


39.9msec 


Trigger Control 


RO 


7.5msec 


Integration Time 


SI 


28.6msec 




S2 


64.5msec 


Trigger Configuration 


TO, 0, 0, 0 


15.5msec 


Status 


UO 


7.5msec 


llOOV Range Control 


VO or VI 


11.6msec 


Default Delay 


WO 


12.6msec 


Execute 


X 


6.4msec 


Terminator 


Y1 


7.5msec 


Suppress 


Z1 


10.7msec 



Note: The Model 236/237/238 is placed in power-up defavilt conditions before each command is sent. 
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3.7.1 Factors Affecting Sweep Times 

Basically, there are four phases to programming the in- 
strument, performing a sweep, and transmitting data 
over the bus: 

1 . Programming phase: Here, all the necessary operat- 
ing modes are programmed by sending appropriate 
commands over the bus. Typically, you select 
the bias, sweep waveform type and parameters, 
reading rate, and trigger configuration. 

2. Trigger phase: To perform a sweep, the unit must be 
triggered in some fashion; that trigger wOl, of course, 
depend on the programmed trigger origin. If the in- 
strument is to be synchronized with external equip- 
ment, an external trigger origin should be selected. If 
you intend to trigger the unit from a controller, use 
one of the IEEE trigger origins (X, GET, or Talk). The 
best one to use depends on when you want the 
sweep to occur. With a trigger on X, the sweep starts 
when the X character is received with the trigger 
configuration command. A trigger on Talk starts a 
sweep when the controller requests the output data. 
A trigger on GET can start a sweep any time after the 
trigger is configured and before the data is re- 
quested. The trigger origins with the fastest response 
times are External and IEEE GET (<2msec). 

3. Sweep phase: EHuing this phase, the instrument cy- 
cles tluough the steps of tixe sweep waveform and 
takes readings. The number of readings is program- 
mable. 

4. Data transmission phase: Once the sweep has com- 
pleted and the data is stored in Ae Model 
236/237/238 sweep buffer, data must be transmitted 
to the computer. Tliere are two methods that can be 
used: complete sweep data transmission and single 
line transmission. If your computer can handle a 
long string of b^es, program the Model 
236/237/238 to dump all lines of sweep data. 



3.7.2 Optimizing Source and Measure- 
ment Speed 

The length of a source-delay-measure cycle depends on 

several factors, among them are: 

• Source settling time — Response time to a source value 
change to wititin a rated accuracy. 

• Source range changing times, if necessary. 

• Measurement settling time — Response time to a 
measurement change to within a rated accuracy. 

• Measurement integration time — Interval between 
analog to digital conversions. 

• Measure range changing times, if necessary. 



These factors become critical at low current levels be- 
cause of the following: 

1 . There are large range elements for low currents, con- 
sequently the time constants (x) are long. The default 
delays are approximately equal to 5x (see Table 3-9). 
This allows adequate settling time in most cases, but 
it can be extended with the dc or sweep delay. Note 
that the default delay in effect is based on the I-range 
(when sourcing voltage, value is measure range de- 
pendent, when sourcing current, value is source 
range dependent). 

2. Long time constants also yield longer range chang- 
ing times. 

3. Line cycle integration is often necessary at low cur- 
rent levels to reject line frequency noise and get re- 
peatable low current data. This is the slowest inte- 
gration time available (16.67msec or 20msec). 

4. Dielectric absorption, due to the capacitance of the 
instrument and the test circuit, causes the current to 
approach a steady-state value slower than expected. 
It is especially evident at hundreds of femtoamps or 
below. Figure 3-27 shows the percent of range set- 
tling versus multiples of time constants for a lOV 
step. The ideal case is a straight line. The worst case is 
the InA range, where at about 0.04% of range 
(400fA), a dielectric tail exists at 11.5x. The lOnA 
range shows about 0.004% at 11.5x, the lOOnA range 
about 0.0004%. Higher ranges approximate the ideal 
case. Capacitance of the test circuit itself will extend 
the settling time and must be accovmted for in the 
sweep or dc delay. 



Table 3-9. Default Delays 



I-source or 

I-measure 

Range 


Default 

Delay 


InA 


360msec 


lOitA 


75msec 


lOOnA 


20msec 


IpA 


5msec 


lOpA 


2msec 


lOOpA 


0msec 


1mA 


0msec 


10mA 


0msec 


100mA 


0msec 


lA 


0msec 



Note: If defavilt delay is disabled, use value of 0. 
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Figure 3-27. Percentage of Range Settling vs. Time Constants for alOV Step 



Minimizing Source Settling Times 

Figure 3-28 shows the source-measure unit as a voltage 
source with the associated current measure range ele- 
ments. Rs is the current sensing resistor; Cc and Cl are 
compensation capacitors. Table 3-10 lists the values of 
these elements for the various 1-ranges. RUT and Cext 
represent the resistance and capacitance of the load. 



Cc 




Figure 3-28. Source-Measure Unit as a Voltage Source 



the compliance value as high as possible, without com- 
promising protection of the test system. 



Table 3-10. Range Elements 



I-range 


Cc 


Cl 


Rs 


IrtA 


6pF 


llpF 


lOGQ 


lOnA 


13pF 


llpF 


IGQ 


lOOnA 


34pF 


34pF 


lOOMQ 


IpA 


lOOpF 


llOpF 


lOMQ 


lOpA 


270pF 


280pF 


IMQ 


lOOpA 


270pF 


280pF 


lOOkQ 


1mA 


270pF 


280pF 


10k£i 


10mA 


270pF 


280pF 


lkI2 


100mA 


16pF 


llOpF 


lOOQ 


lA 


16pF 


llOpF 


IQ 



Once VsET is across the load, the current measure combi- 
nation of Rs and Cc has to settle out (r = Rs x Cc, or ap- 
proximately 1/5 of the default delay). Any dielectric ab- 
sorption in RUT or Cext will further extend the settling 
time. 



When operated as a voltage source, Vset is forced across 
RUT. For this to happen. Cl and Cext have to be charged. 
At low compliance currents, (1 = Cdv/ dt), AV / AT can be 
quite slow. Therefore, to optimize the charging time, set 



Figure 3-29 shows the source-measure unit as a current 
source. Note that the range elements and values are the 
same, but the amplifier is configured differently. When 
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operated as a current source, Vset is forced across Rs and 
Cc because the inverting input of the op amp is at virtual 
ground. Therefore, a constant current (Vset/Rs) flows 
through the load. The voltage across RUT will settle as a 
function of all circuit elements and can be approximated 
by: 

T = (RUT)x(CL + CE>cr) 



capacitance inside the test fixture, across the leads of the 
resistor in the test socket. The output was stepped to InA; 
it took 435msec to reach 9 V. For the second case, the panel 
and module shields were connected to Guard. Witii this 
simple change, the time to 9V decreased to 220msec. 



Current Overshoot 



As an example, if RUT is lOGQ and Cl is llpF, which is 
the IilA range, there is a 110msec time constant. Adding 
llpF of external capacitance doubles the time constant. 




Guarding 

One way to minimize settling time is to use guarding. To 
confirm this, an example test was performed on a lOGfl 
resistor in a Model 8006 Test Fixture, where a InA forced 
current should yield approximately lOV output. 



In the first case. Output LO, the panel shields, and the 
module shields were tied to earth. This puts all the stray 



With the source-measure unit configured as a current 
source, there is a possibility for current overshoot when 
RUT is less than Rs (since Cc « Cl, and assuming Cext is 
neghgible). The ac gain is approximately -1, but the dc 
gain is less than -1. 



For example, if RUT is one-tenth of Rs, the ac gain will be 
1 and the dc gain will be 0.1 . With a step of Vset, the out- 
put will try to go to 1 and then come back down to 0.1. 
There are several ways to eliminate this, among them are: 



• Increase Cext to match the time constants. This may be 
impractical. 

• Go up to the next current range and use a smaller per- 
centage of the range. For example, use 10% of the 
range above instead of 100% of the present range. This 
metkes Rs smaller, so now it is less than RUT. The dis- 
advantage of a higher range is less source resolution. 



Figure 3-30 illustrates the second method. Figure 3-30A 
shows IpA forced into 4.17MQ on the IpA range (with a 
10M£2 range resistor). There is about a 50% overshoot. In 
Figure 3-30B, the 10|xA range is used (with a IMQ range 
resistor) and the overshoot has been eliminated. 



Source Range Changes 

The last consideration of the source phase is if the source 
has to change ranges during an S-D-M cycle. Table 3-11 
lists the times that must be accoimted for with V-source 
and I-source range changes. 
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Figure 3-30. Current Overshoot 







Table 3-11. Typical Source Range Change Times 



Present 

Range 


InA-lOOnA 


IpA-lOmA 


Next Range 
100mA 


lA 


1.1V, IIV; 
1.5V, 15V 


110V,1100V 


InA-lOOnA 


23msec 


5msec 


3msec 


10msec 




— 


IpA-lOmA 


23msec 


5msec 


3msec 


10msec 


— 


— 


100mA 


24msec 


5msec 


— 


10msec 


— 


— 


lA 


36msec 


18msec 


14msec 


— 


— 


— 


I.IV, IIV; 1.5V, 15V 


— 


— 


— 


— 


5msec 


10msec 


llOV, llOOV 


— 


— 


— 


— 


10msec 


5msec 



Minimizing Measurement Time 

The selections for A/D hardware integration times dur- 
ing each measure phase are listed in Table 3-12. The 
measure times are with the filter disabled and a fixed 
measure range. Your throughput can be optimized by 
knowing which integration time and measure range to 
use. For maximum throughput, use only as much resolu- 
tion as you need. 



Table 3-12. Measure Tunes 



Integration 

Time 


Resolution 


Measure 

Time 


416|isec 


4-digit 


1msec 


4.0msec 


5-digit 


5msec 


16.67msec 


5-digit 


23msec 


20.0msec 


5-digit 


27msec 



As an example, consider a measurement requiring IpA 
sensitivity, which can be made on the InA or lOnA range. 
Assuming the external system noise is low, you could use 
416psec integration time (4-digit resolution). From 
Figure 3-27, the InA range settles to 0.1% (IpA) m ap- 
proximately 7.7x. The t from Table 3-10 is 60msec, so that 
yields 462msec. Adding the 1msec measurement time 
from Table 3-12 gives a total of 463msec, or about 2.2 
readings per second. 



On the lOnA range, with a4msec integration time (5-digit 
resolution), the range settles to 0.01% (IpA) in about 
10.lt. For the lOnA range, that is about 131msec (from 
Table 3-10). Adding the 6msec measurement time (from 
Table 3-12) gives 137msec, or approximately 7.3 readings 
per second. 
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Measurement Ranging Times 

Table 3-13 through Table 3-16 Ust range change times for 
I-measure and V-measure for both fixed range and 
autorange. Typical times are given for 416|xsec and 
16.67msec integrations. The times are from the start of a 
range change until a reading is in the buffer, including 
the measure time (1msec or 24msec). 



Determining the range change time for fixed ranges is a 
simple table look-up of present range and next range. For 
autoranging, range change times depend on the follow- 
ing factors: 

• Integration time 

• Starting and ending range 

• Source or measure range change 

• Direction of range change (up or down) 

• Compliance value (when upranging) 

• User-programmable sweep delay (assume 0msec for 
this discussion) 

• Default delay (used whether enabled or not with W 
command) 



Autoranging 




Figure 3-31 . Upranging Steps 



When a range change is needed and autoranging is se- 
lected, the Model 236/737/238 steps by two ranges at the 
most (a 3-range change has a 2-range step and a 1-range 
step), except when going to the compliance range, which 
is done in one step. 



When upranging, the instrument goes to the compliance 
range and comes back downrange as shown in 
Figure 3-31 . The procedure taken when downranging, as 
shown in Figure 3-32, is just downrange stepping as ex- 
plained above. 



NOTE 

If the Model 236/237/238 goes into compli- 
ance during autoranging, it waits up to one 
second to see if it will come out of compliance. 



As a final note on autoranging, it is obvious that the fast- 
est range changing is when the current is decreasing from 
high to low. (The unit will not have to go up to the com- 
pliance range and then work it' s way back down.) So, for 
maximum throughput, program a sweep in an order that 
decreases current. 
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Table 3-13. T 5 ^ical I-measure Range Change Times (Fixed Range) 



To Range 



From Integration 

Range Time InA lOnA lOOnA 1^A 




Note: Range change times are expressed in milliseconds. 
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Table 3-14. T 5 ^ical I-measure Range Change Times (Autorange) 



From Integration 

Range Time 



To Ranee 



InA lOnA lOOnA | l^iA | lOjjA | 100 |jA | 1mA | 10mA | 100mA 





Note: Range change times are expressed in milliseconds. 
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Table 3-15. T 5 fpical V-measure Range Change Times (Fixed Range) 





To Range 


From Range 


Integration 

Time 


1.1V, 

1.5V 


iiv, 

15V 


llOV 


llOOV 




16.67msec 




51.1 


55.0 


55.0 


1.1V,1.5V 


416|xsec 




13.2 


17.4 


17.4 




16.67msec 


52.9 




55.0 


55.0 


11V,15V 


416psec 


14.8 




17.4 


17.4 




16.67msec 


57.6 


57.6 




50.0 


llOV 


416psec 


19.9 


19.9 




12.3 




16.67msec 


57.8 


57.8 


52.4 




llOOV 


416psec 


19.9 


19.9 


14.8 





Note: Range change times are expressed in milliseconds. 



Table 3-16, Typical V-measure Range Change Times (Autorange) 





To Range 


From Range 


Integration 

Time 


1.1V, 

1.5V 


iiv, 

15V 


llOV 


llOOV 




16.67msec 




121.4 


116.4 


58.8 


1,1V, 1.5V 


416psec 




43.7 


38.6 


21.1 




16.67msec 


50.4 




116.2 


59.0 


IIV, 15V 


416psec 


15.4 




38.7 


20.9 




16.67msec 


58.2 


57.4 




53.9 


llOV 


416(isec 


21.6 


20.1 




16.1 




16.67msec 


57.0 


57.1 


52.9 




llOOV 


416|Xsec 


20.1 


20.1 


15.5 





Note: Range change times are expressed in milliseconds. 
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3.7.3 Estimating Sweep Performance 

The following text explains how to determine the time 
period from the sweep creation time until all data is 
transferred to the computer (see Figure 3-33). All times 
are typical, based on the average of at least ten sweep 
points, and are expressed in milliseconds. The formulas 
were derived using IEEE X as an input trigger to start the 
source phase. Instead of waiting for SRQ on sweep done, 
performance could be improved by requesting data im- 
mediately after triggering, but this would hang the bus. 



sweep delay, and measure time), and the time needed to 
process a reading. Refer to Table 3-9 and Table 3-12 for 
listings of default delays and measure times. 

If the acquisition time is >3.4msec, there is enough time to 
process a reading before the next acquisition and the run 
sweep time can be calculated by: 

T3 = (Count) X (Acquisition time) 

Where: 



T1 


T2 


T3 


T4 


Create 


Trigger 


Run 


Upload 


Sweep 


Response 


Sweep 


Readings 




I 





Trigger SRQ on 

Sweep Done 

Figure 3-33. Sweep Measurement Times 



Coimt = Number of S-D-M cycles 

Acquisition time = Default delay + Sweep delay + Meas- 
ure time 

If the acquisition time is <3.4msec, the process time must 
be added to the above equation, where process time is ex- 
pressed as: 

Process time = (Covmt) x (3.4msec - Acquisition time) 



Create Sweep Time (Tl) — This is the time needed for a 
Model 236/237/238 to generate a sweep. It is dependent 
on the type of sweep (non-pulsed or pulsed) and the 
munber of S-D-M cydes in the sweep (coimt). For fixed 
level, linear stair, and log stair sweeps: 

Tl = (3.5msec) x (Count) + 40msec 



For fixed level pulsed, linear stair pulsed, and log stair 
pulsed sweeps: 

Tl = (2.2msec) x (Count) + 40msec 



and then: 

T3 = (Count) X (Acquisition time) + (Process time) 

Source or measure range changes during a sweep 
lengthen the run sweep time and complicate calculations. 
To estimate the run sweep time, partition the sweep into 
segments where no range changes occur, calculate a run 
sweep time for each segment, and total the times. Also, 
from Table 3-1 1 and NO TAG through Table 3-16 and the 
previous discussion on range changing, determine the 
range change times. Note that the table entries for meas- 
ure range change times include the measure times. 



Trigger Response Time (T2) — This time is between the 
trigger event and the first sample point. It depends on the 
programmed trigger origin, with the fastest triggers be- 
ing IEEE GET and an external trigger. Both are specified 
at <2msec. 



Run Sweep Time (T3) — This is the time from the start of 
the sweep to generation of SRQ on sweep done. With the 
filter disabled and no source or measure range changes 
during the sweep, it is a function of the count (number of 
S-D-M cycles), the acquisition time (sum of default delay. 



Upload Readings Time (T4) — Assuming that the con- 
troller can accept data as fast as the Model 236/237/238 
can send it, the following equations quantify the time 
needed to upload all lines of sweep data for various out- 
put data formats: 

G4,0,2 T4 = (13.5msec) x (Count) + 0.6msec 

Measure values 

ASCn with prefix and suffix 

G5,0,2 T4 = (16.8msec) x (Count) + 2.6msec 

Source and measure values 
ASCn with prefix and suffix 
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G15,0,2 T4 = (32.7msec) x (Count) - 2.7msec 

All items 

ASCn with prefix and suffix 

G4,2,2 T4 = (11.3msec) x (Cormt) - 1.7msec 

Measure values 

ASCII with no prefix or suffix 

G5,2,2 T4 = (13.0msec) x (Coimt) + 3.6msec 

Source and measure values 
ASCII with no prefix or suffix 

G15,2,2 T4 = (29.4msec) x (Coxmt) + 1.1msec 

All items 

ASCn with no prefix or suffix 

G4,3,2 or G4,4,2 T4 = (0.77msec) x (Coimt) + 3.1msec 
Measure values 
HP or IBM binary 

G5A2 or G5,4,2 T4 = (1 .2msec) x (Count) + 3.2msec 
Source and measure values 
HP or IBM binary 

G15,3/2 or G15,4/2 T4 = (2.0msec) x (Count) + 2.7msec 

All items 

HP or IBM binary 

3.7.4 Estimating dc Performance 

The times needed for dc operation are shown in 
Figure 3-34 and explained in the following paragraphs. 



Command Transfer Time (Tl) — DEKZs are transferred 
at 5 characters per millisecond. A typical command to set 
bias level, range, and delay (B1,1,0X) has a Tl time of 
1.4msec. 



Command Execution Time (T2) — The execution time 
for the previous Bias Operation command is 25msec. 



Delay Times (T3) — This time is the sum of the default 
delay, the user-programmable dc delay, and the range 
change time. Default delays are listed in Table 3-9. Range 
change times for autoranging are described in paragraph 
3.7.2. 



Measure Time (T4) — Measure times are dependent on 
the programmed integration time and are listed in 
Table 3-12. 



Data Preprocess Time (T5) — This is the time needed for 
transferring a reading within the instrument and the ap- 
plication of cal constants to the reading. It is a constant 
9msec per reading. 



Upload Reading Time (T6) — Table 3-17 lists the times 
needed to upload one line of dc data for various items 
and output data formats. 



T1 


12 


T3 


T4 


T5 


T6 


Command 

Transfer 


Command 

Execution 


Delays 


Measure 


Data 

Preprocess 


Upload 

Reading 


J 





t 



SRQ on 
Reading Done 

Figure 3-34. Single dc Measurement Times 



Table 3-17. Dc Data Transfer Times 



Items 


ASCII Data with 
Prefix and Suffix 


Format 

ASCII Data, no 
Prefix or Suffix 


HP or IBM 
Binary Data 


Measure 


18msec 


13msec 


4msec 


Source and Measure 


27msec 


18msec 


6.5msec 


All 


47msec 


30msec 


7msec 
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APPENDIX A 

Device-dependent Command Summary 



Table A-1. Device-dependent Command Summary 



Mode 


Command 


Description 


Para. 


Modify Sweep List 


A(level),(range),(delay), 

fLret(,last) 


Modify sweep list points 


3.6.1 


Bias Operation 


B(level),(range),(delay) 


Select bias operation 


3.6.2 


Calibration 


C step Cvalue) X 


Calibrate instnunent 


3.6.3 


Display 


DOX 


Return display to normal 




Dl,aaa...aX 


Display A^n characters (18 max.) 


3.6.4 




D2,aaa...aX 


Display and store ASCII characters (18 max.) 




Source and Fimction 


F(source),(function) 


Select source (V or I) and function (dc or 
sweep) 


3.6.5 


Output Data Format 


G(items),(format),(lines) 


Select items included, format, and lines per 
talk in output 


3.6.6 


IEEE Immediate Trigger 


HOX 


Cause an immediate bus trigger 


3.6.7 


Self-tests 


JOX 


Restore factory defaults 


3.6.8 




JIX 


Perform memory test 






J2X 


Perform display test 




EOI and Bus Hold-off 


KO 


Enable EOI, enable hold-off on X 


3.6.9 




K1 


Disable EOI, enable hold-off on X 






K2 


Enable EOI, disable hold-off on X 






K3 


Disable EOI, disable hold-off on X 




Compliance 


L(level),(range) 


Set compliance level and range 


3.6.10 


SRQ Mask and Serial Poll 


M(mask),(compliance) 


Select conditions that will cause a service-re- 


3.6.11 


Byte 


quest 




Operate 


NO 


Place unit in standby mode 


3.6.12 




N1 


Place unit in operate mode 




Output Sense 


OO 


Select local sensing 


3.6.13 




oi 


Select remote sensing 




Filter 


PO 


Measurement filter disabled 


3.6.14 




PI 


2-reading filter 






P2 


4-reading filter 






P3 


8-reading filter 






P4 


16-reading filter 






P5 


32-reading filter 




Create/Append Sweep List 


QO,(level),(range),(delay), 


Create fixed level sweep 


3.6.15 




(coimt) 

Ql,(start),(stop),(step), 

(ranee),(delay) 


Create linear stair sweep 
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Device-dependent Command Summary (Cont.) 



Mode 


Command 


Description 


Para. 


Create/Append Sweep List 


Q2,(start),(stop),(points),(range), 


Create logarithmic stair sweep 




(Cont.) 


(delay) 

Q3,(level),(range),(pulses),(tON), 


Create fixed level pulsed sweep 






(tOFp) 

Q4,(start),(stop),(step),(range), 


Create linear stair pulsed sweep 






(tON),(tOFp) 

Q5,(start),(stop),(points),(range), 


Create logarithmic stair pulsed sweep 






(tON),(tOFF) 

Q6,(level),(range),(delay), 


Append fixed level sweep 






(coimt) 

Q7, (start),(stop),(step),(range). 


Append linear stair sweep 






(delay) 

Q8,(start),(stop),(points),(range), 


Append logarithmic stair sweep 






(delay) 

Q9,(level),(range),(pulses),(toN), 


Append fixed level pulsed sweep 






(tOFp) 

Q10,(start),(stop),(step),(range), 


Append linear stair pulsed sweep 






(tON),(toFp) 

Q1 l,(start),(stop),(points), 
(range),(toN),(toFF) 


Append logarithmic stair pulsed sweep 




Trigger Control 


RO 


Disable input/output triggers 


3.6.16 




R1 


Enable input/ output triggers 




Integration Time 


SO 


416psec integration time 


3.6.17 




SI 


4msec integration time 






S2 


16.67msec integration time 






S3 


20msec integration time 




Trigger Configuration 


T(origin),(m),(out),(end) 


Program trigger origin, effect, output 
trigger time, and sweep end trigger 


3.6.18 


Status 


UO 


Send model no. and revision 


3.6.19 




U1 


Send error status word 






U2 


Send stored ASCII string 






U3 


Send machine status word 






U4 


Send measurement parameters 






U5 


Send compliance value 






U6 


Send suppression value 






U7 


Send calibration status word 






U8 


Send defined sweep size 






U9 


Send warning status word 






UlO 


Send first sweep point in compliance 






Ull 


Send sweep measiure size 




llOOV Range Control 


VO 


Disable llOOV range 


3.6.20 




VI 


Enable llOOV range 




Default Delay 


WO 


Disable default delay 


3.6.21 




W1 


Enable default delay 




Execute 


X 


Execute commands 


3.6.22 


Terminator 


YO 


<CR><LF> 


3.6.23 




Y1 


<LFxCR> 






Y2 


<CR> 






Y3 


<LF> 






Y4 


None 




Suppress 


ZO 


Disable suppression 


3.6.24 




Z1 


Enable suppression 
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The interface function codes, which are part of the 
IEEE-488-1978 standards, define an instrument's ability 
to support various interface functions and should not be 
confused with programming commands foimd else- 
where in this manual. The interface function codes for the 
Model 236/237/238 are listed in Table B-1. The codes de- 
fine Model 236/237/238 capabilities as follows: 



SH (Source Handshake Function) — SHI defines the 
ability of the instrument to initiate the transfer of mes- 
sage/data over the data bus. 



AH (Acceptor Handshake Function) — AHl defines the 
ability of the instrument to guarantee proper reception of 
message/ data transmitted over the data bus. 



T (Talker Ftmction) — The ability of the instrument to 
send data over the bus to other devices is provided by the 
T function. Instrument talker capabilities (T6) exist only 
after the instrument has been addressed to talk. 



L (Listener Function) — The ability for the instrument to 
receive device-dependent data over the bus from other 
devices is provided by the L function. Listener capabili- 
ties (L4) of the instrument exist only after it has been ad- 
dressed to listen. 



SR (Service Request Ftmction) — SRI defines the ability 
of the instrument to request service from the controller. 



RL (Remote-Local Ftmction) — RLl defines the ability of 
the instrument to be placed in the remote or local modes. 



PP (Parallel Poll Function) — The instrument does not 



have parallel poUing capabilities (PPO). 

DC (Device Clear Function) — DCl defines the ability of 
the instrument to be cleared (initialized). 

DT (Device Trigger Function) — The ability for the in- 
strument to have its readings triggered is provided DTI. 

C (Controller Function) — The instrmnent does not have 
controller capabilities (CO). 

TE (Extended Talker Function) — The instrument does 
not have extended talker capabilities (TEO). 

LE (Extended Listener Function) — The instrument does 
not have extended listener capabilities (LEO). 

E (Bus Driver T)q>e) — The instrument has open-collec- 
tor bus drivers (El). 



Table B-1. Model 236/237/238 Interface 
Function Codes 



Code 


Interface Function 


SHI 


Source Handshake capability 


AHl 


Acceptor Handshake capability. 


T6 


Talker (basic talker, serial poll, xmaddressed 




to talk on LAG) 


L4 


Listener (basic listener, xmaddressed to listen 




on TAG) 


SRI 


Service Request capability 


RLl 


Remote/Local capability 


PPO 


No Parallel Poll capability 


DCl 


Device Clear capability 


DTI 


Device Trigger capability 


CO 


No Controller capability 


El 


Open Collector Bxis Drivers 


TEO 


No Extended Talker capabilities 


LEO 


No Extended Listener capabilities 
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APPENDIX C 

ASCII Character Codes and IEEE-488 
Multiline Interface Command Messages 



Decimal 


Hexadecimal 


ASCII 


IEEE-488 

Messages* 


0 


00 


NUL 




1 


01 


SOH 


GTL 


2 


02 


STX 




3 


03 


ETX 




4 


04 


EOT 


SDC 


5 


05 


ENQ 


PPC 


6 


06 


ACK 




7 


07 


BEL 




8 


08 


BS 


GET 


9 


09 


HT 


TCT 


10 


OA 


LF 




11 


OB 


VT 




12 


OC 


FF 




13 


OD 


CR 




14 


OE 


SO 




15 


OF 


SI 




16 


10 


DLE 




17 


11 


DCl 


LLO 


18 


12 


DC2 




19 


13 


DC3 




20 


14 


DC4 


DCL 


21 


15 


NAK 


PPU 


22 


16 


SYN 




23 


17 


ETB 




24 


18 


CAN 


SPE 


25 


19 


EM 


SPD 


26 


lA 


SUB 




27 


IB 


ESC 




28 


1C 


FS 




29 


ID 


GS 




30 


IE 


RS 




31 


IF 


US 





* Message sent or received with ATN true. 
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Decimal 


Hexadecimal 


ASCII 


IEEE-488 

Messages* 


32 


20 


SP 


MLAO 


33 


21 


1 


MLAl 


34 


22 


// 


MLA 2 


35 


23 


# 


MLA3 


36 


24 


$ 


MLA4 


37 


25 


% 


MLA5 


38 


26 


& 


MLA6 


39 


27 


/ 


MLA7 


40 


28 


( 


MLA8 


41 


29 


) 


MLA9 


42 


2A 


♦ 


MLA 10 


43 


2B 


+ 


MLA 11 


44 


2C 


/ 


MLA 12 


45 


2D 


- 


MLA 13 


46 


2E 




MLA 14 


47 


2F 


/ 


MLA 15 


48 


30 


0 


MLA 16 


49 


31 


1 


MLA 17 


50 


32 


2 


MLA 18 


51 


33 


3 


MLA 19 


52 


34 


4 


MLA 20 


53 


35 


5 


MLA 21 


54 


36 


6 


MLA 22 


55 


37 


7 


MLA 23 


56 


38 


8 


MLA 24 


57 


39 


9 


MLA 25 


58 


3A 


1 


MLA 26 


59 


3B 


/ 


MLA 27 


60 


3C 


< 


MLA 28 


61 


3D 


= 


MLA 29 


62 


3E 


> 


MLA 30 


63 


3F 


7 


UNL 



* Message sent or received with ATN true. Numbers shown represent 
primary address resulting in MLA (My Listen Address). 
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Decimal 


Hexadecimal 


ASCII 


IEEE-488 

Messages* 


64 


40 


@ 


MTAO 


65 


41 


A 


MTAl 


66 


42 


B 


MTA 2 


67 


43 


C 


MTA 3 


68 


44 


D 


MTA 4 


69 


45 


E 


MTA 5 


70 


46 


F 


MTA 6 


71 


47 


G 


MTA 7 


72 


48 


H 


MTA 8 


73 


49 


I 


MTA 9 


74 


4A 


J 


MTA 10 


75 


4B 


K 


MTA 11 


76 


4C 


L 


MTA 12 


77 


4D 


M 


MTA 13 


78 


4E 


N 


MTA 14 


79 


4F 


O 


MTA 15 


80 


50 


P 


MTA 16 


81 


51 


Q 


MTA 17 


82 


52 


R 


MTA 18 


83 


53 


S 


MTA 19 


84 


54 


T 


MTA 20 


85 


55 


U 


MTA 21 


86 


56 


V 


MTA 22 


87 


57 


W 


MTA 23 


88 


58 


X 


MTA 24 


89 


59 


Y 


MTA 25 


90 


5A 


Z 


MTA 26 


91 


5B 


[ 


MTA 27 


92 


5C 


\ 


MTA 28 


93 


5D 


] 


MTA 29 


94 


5E 


n 


MTA 30 


95 


5F 


— 


UNL 



* Message sent or received with ATN true. Numbers shown are 
primary address resulting in MTA (My Talk Address). 
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Decimal 


Hexadecimal 


ASCII 


IEEE-488 

Messages* 


96 


60 


n 


MSA0,PPE 


97 


61 


a 


MSA 1,PPE 


98 


62 


b 


MSA2,PPE 


99 


63 


c 


MSA3,PPE 


100 


64 


d 


MSA4,PPE 


101 


65 


e 


MSA5,PPE 


102 


66 


f 


MSA6,PPE 


103 


67 


g 


MSA 7,PPE 


104 


68 


h 


MSA 8,PPE 


105 


69 


i 


MSA9,PPE 


106 


6A 


j 


MSA 10,PPE 


107 


6B 


k 


MSA 11,PPE 


108 


6C 


1 


MSA 12,PPE 


109 


6D 


m 


MSA 13,PPE 


110 


6E 


n 


MSA 14,PPE 


111 


6F 


o 


MSA 15,PPE 


112 


70 


P 


MSA 16,PPD 


113 


71 


q 


MSA 17,PPD 


114 


72 


r 


MSA 18,PPD 


115 


73 


s 


MSA 19,PPD 


116 


74 


t 


MSA20,PPD 


117 


75 


u 


MSA2LPPD 


118 


76 


V 


MSA22,PPD 


119 


77 


w 


MSA23,PPD 


120 


78 


X 


MSA24,PPD 


121 


79 


y 


MSA25,PPD 


122 


7A 


z 


MSA26,PPD 


123 


7B 


{ 


MSA27,PPD 


124 


7C 


1 


MSA28,PPD 


125 


7D 


) 


MSA29,PPD 


126 


7E 




MSA30,PPD 


127 


7F 


DEL 





* Message sent or received with ATN true. Numbers represent secondary 
address values resulting in MSA (My Secondary Address). 




APPENDIX D 

Controller Programs 



The following programs have been suppHed as a simple 
aid to the user and are not intended to suit specific needs. 
Each program allows you to send a device-dependent 
command string to the instrument and obtain and dis- 
play a string from the instrument. 



Programs for the following controllers are included: 



• A BASIC program for an IBM PC/XT/AT with a 
Capital Equipment Corporation PC<>488 Interface 



(Keithley Model PC-488-CEC IEEE-488 Interface 
Card). 

• A program written with the ASYST software package 
(available from Keithley Instruments) for an IBM PC/ 
XT/ AT with a Capital Equipment Corporation 
PC<>488 Interface. 

• A BASIC program for an IBM PC/XT/ AT with lOtech 
Driver488 Software. 

• A BASIC program for an IBM PC/XT / AT with a Na- 
tional GPIB PC Interface. 

• A BASIC program for a Hewlett-Packard Model 9000 
Series 200/300 computer. 
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IBM PC/XT/AT with Capital Equipment Corporation PC<>488 interface 

(Keithley PC-488-CEC) 



Introduction 

General information about controlling a Model 
236/237/238 with an IBM PC/XT/AT computer and 
Capital Equipment Corporation PC<>488 interface is 
given here. Refer to the CEC PC<>488 Programming and 
Reference Manual for complete information. 



initializing the System 

The first step in any program is to initialize the system us- 
ing the INTTIALI^ routine. This routine sets the pri- 
mary IEEE-488 bus address of the PC<>488, specifies the 
type of controller to be used, and sends an interface clear 
(IFC) to the other devices on the bus. 



After booting up the IBM using DOS and entering 
BASICA, the statements of program 1 can be used at the 
start of any program to initialize the system: 



Line 30 sets the address of the PC<>488 to 21, however, 
any other valid address could be used as long as it does 
not conflict with the address of any other device on the 
bus. 



Interface Basic Programming Statements 

This paragraph covers the PC<>488 statements that are 
essential to Model 236/237/238 operation. A partial list 
of programming statements is contained in Table D-1. 
The IBM BASIC CALL statement is used to execute the 



desired action. Before a CALL routine can be used, BA- 
SIC needs to know the offset address of the routine. In the 
table, the first statement of each programming sequence 
defines the offset address of the CALL routine. 



Example Program 

The following program sends a command string from an 
IBM PC/XT/ AT computer to the Model 236/237/238 
and displays the response on the CRT. The computer 
must be equipped wifli a CEC interface card and DOS 2.0 
(or later revision) operating system. 



Directions 

1. Using the front panel menu feature, set the primary 
IEEE-488 address of the Model 236/237/238 to 16. 

2. With the power off, coimect the Model 236/237/238 
to the IEEE-488 interface card installed in the IBM 
computer. 

3. Type in BASICA on the computer keyboard to get 
into interpretive BASIC language. 

4. Enter the lines of Program 2 using the return key af- 
ter each line. 

5. Run the program and type in the desired command 
string at the ENTER COMMAND STRING? prompt. 
For example, to view the instnunent model number 
and firmware revision, type in UOX and press the re- 
tiun key. The Model 236/237/238 firmware revi- 
sion, e.g. 236A01, will then appear on the computer 
display. A single line of data 
(NSDCV-i-00.000E-i-00,B0000) will appear for DDCs 
that have no response. 



PROGRAM 



COMMENTS 



10 DEFSEG=&HC400 
20 INrnALIZE=0 
30 MY.ADDRESS%=21 
40 CONTROLLER%=0 
50 CALL INITIALIZE (MY.ADDRESS%, 
CONTROLLER%) 



' Memory offset. 

' Offset address of routine 
' Set PC<>488 address. 

' Set for system control. 

' Execute INITIALIZE routine. 



Program 1 
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PROGRAM COMMENTS 



10 


DEFSEG=&HC400 


' Memory address 


20 


INITIALIZE=0 


' Define call offsets 


30 


SEND=9:ENTER=21 




40 


MY.ADDRESS%=21 


' Set PC<>488 address 


50 


INST.ADDRESS%=16 


' Set 236/237/238 address 


60 


CONTROLLER%=0 


' Set for system control 


70 


CALL INITIALIZE (MY.ADDRESS%, 
CONTROLLER%) 


' Initialize system 


80 


LINE INPUT "ENTER COMMAND 
STRING:";CMD$ 


' Prompt for string 


90 


CALL SEND (INST.ADDRESS%,CMD$, 
STATUS%) 


' Send command string 


100 


RESPONSE$=SPACE$(80) 


' Make room for data 


110 


CALL ENTER (RESPONSE$,LENGTH%, 
INST.ADDRESS%,STATUS%) 


' Get response from 236/237/238 


120 


PRINT RESPONSES 


' Display response 


130 


GOTO 80 


' Repeat 


140 


END 





Program 2 



Table D-1. BASIC Statements Necessary to Send Bus Commands 



Action 


PC<>488 Statements 


Transmit command string (CMD$) 
to device 16. 


SEND=9 

ADDRESS%=16 

CALL SEND(ADDRESS%,CMD$,STATUS%) 


Obtain string from device 16. 


ENTER=21 

ADDRESS%=16 

RESPONSE$=SPACE$(50) 

CALLENTER(RESPONSE$,LENGTH%,ADDRESS%,STATUS%) 


Send GTL to device 16. 


TRANSMIT=3 
CMD$= "LISTEN 16 GTL" 

CALL TRANSMIT(CMD$,STATUS%) 


Send SDC to device 16. 


TRANSMIT=3 
CMD$="LISTEN 16 SDC" 

CALL TRANSMIT(CMD$,STATUS%) 


Send EXZL to aU devices. 


TRANSMIT=3 
CMD$="USTEN 16 DCL" 

CALL TRANSMIT(CMD$,STATUS%) 


Send remote enable. 


TRANSMIT=3 
CMD$="REN LISTEN 16" 

CALL TRANSMIT(CMD$,STATUS%) 


Serial poll device 16. 


SPOLL=12 

ADDRESS%=16 

CALLSPOLL%(ADDRESS%,POLL%,STATUS%) 
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IBM PC/XT/ AT with CEC PC<>488 Interface and ASYST Software Package 



Introduction 

ASYST contains data acquisition, analysis, and graphing 
software in three integrated modules. Minimum require- 
ments for ASYST include: 512K RAM (640K recom- 
mended), math coprocessor, parallel port, hard drive, 
and EX)S 2.0 (or later version) operating system. 



For this example, an optional software module is re- 
quired for IEEE-488 mterfadng. The computer must also 
be equipped with a CEC interface card (PC<>488 Model 
300 or 310, or 4x488). 



The ASYST program listed here sends a command string 
from an IBM PC/XT/AT computer to the Model 
236/237/238 and displays the response on the comput- 
er's CRT. 



Directions 

This procediure will help an ASYST user through the 
steps necesscuy for GPIB configuration, program entry, 
and program execution. Refer to the ASYST documenta- 
tion for more detailed instructions. 



1. Using the front panel menu key, set the primary 
IEEE-488 address of the Model 236/237/238 to 16. 

2. With the power off, connect the Model 236/ 237 /238 
to the IEEE-488 interface card installed in the IBM 
computer. 



3. Boot ASYST software from DOS. You will get an OK 
prompt. 

4. Use the <F2> key to enter the Main Configiuration 
Menu. In addition to the usual configmation re- 
quirements of ASYST, the GPIB must be configured. 

From the Overlay Configuration Menu, select over- 
lays GPIB Master and Type 1 NEC GPIB Driver. 

From the GPIB Configuration Menu, select a bus 
nvunber, board type (National GPIB-PCl or GPIB- 
PC2 for ASYST 2.0, Capital - NEC uPD7210 model 
for ASYST 3.0), memory address (2B8), primary ad- 
dress (0), and interrupt line. 

5. Save your changes and return to the OK prompt. 

6. Use the command line editor (EDIT 236.DMO) to en- 
ter the following program. Save the program and 
exit the editor. 

7. When prompted, load the program with the L key, or 
type LOAD 236.DMO firom the OK prompt. 

8. l^en the program loads properly, type MAIN from 
the OK prompt to start execution. 

9. Type in the desired command string at the "Enter 
command string:" prompt. For example, to view the 
instrument model nmnber and firmware revision, 
type in UOX and press the return key. The Model 
236/237/238 firmware revision, e.g. 236A01, will 
then appear on the computer display. A single line of 
data (NSDCV+00.000E+(X),B0000) will appear for 
DDCs that have no response. 

10. Type <Control-Break> to exit the program loop of 
236.DMO and return to the OK prompt. The pro- 
gram-defined words can be removed from the 
ASYST dictionary by typing FORGET 236. 
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PROGRAM COMMENTS 



Bus.iNrr \ 

SEND.INTERFACE.CLEAR \ 

REMOTE.ENABLE.ON \ 

SYNCHRONOUS.GPIB \ 

7GPIB.DEVICES \ 

16GPIB.DEVICE236 \ 

EOI.ON \ 

EOS.ON \ 

lOEOS.CHARACTER \ 

1000 TIMEOUT \ 

7GPIB.DEVICE \ 

100 STRING COMMAND \ 

100 STRING RESPONSE \ 

: GET.INPUT \ 

CR." ENTER COMMAND STRING;" \ 
"INPUT COMMAND ":= \ 

/ 

;MAIN \ 

BEGIN \ 

ME \ 

GET.INPUT \ 

236 \ 

COMMAND GPIB. WRITE \ 

RESPONSE GPIB.READ \ 

CR RESPONSE 'TYPE \ 

AGAIN \ 



Initialize bus 

Take control of bus 

Allow remote operation 

Make sure ASYST is in S 5 mc. mode 

List controller parameters 

Set 236/237/238 address and name 

Enable end or identify 

Enable end of string terminator 

Use LF terminator 

Set timeout of Isec 

List 236/237/238 parameters 

Allocate 100 bytes for user input 

Allocate 100 bytes for 236/237/238 response 



Definition for main program 
Start loop 

Make controller current device 

Get DEXIs from user 

Make 236/237/238 current device 

Send DDCs to 236/237/238 

Get response 

Display response 

Return for more commands 



Definition for user input 
Prompt user 
Get DDCs 
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IBM PC/XT/AT or PS/2 with lOtech Driver488 Software 



Introduction 

Driver488 software is an IEEE-488 driver for IBM PC and 
compatible computers. When combined with an 
IEEE-488 interface board, the package can control devices 
from languages including BASIC, Pascal, Fortran, and C. 
Driver4^ software is compatible with: 

• lOtech GP488B or GP488/2 boards 

• National Instruments GPIB-PC, PCn, PCKA, or PCin 
boards 

• Capital Equipment #01000-00300 board 

• IBM GPIB Adapter 



The following GWBASIC program sends a command 
string to the Model 236/237/238 and displays the instru- 
ment response on the CRT. The computer must be 
equipped with an IEEE-488 interface board, the DOS 3.00 
(or later) operating system, and a language with DOS I/O 
capability. Driver488 controller software must be in- 
st^ed and configured as described in the instruction 
manual. 



Directions 



1 . Using the front panel menu feature, set the primary 
address of the Model 236/237/238 to 16. 

2. With power off, connect the Model 236/237/238 to 
the IEEE-488 interface installed in the IBM comput- 
er. 

3. Type in GWBASIC on the computer and get into the 
Microsoft interpretive BASIC language. 

4. Enter the lines below using the return key after each 
Hne. 

5. Rim the program and type in the desired command 
string at the COMMAND STRING prompt. For ex- 
ample, to view the instrument model number and 
firmware revision, type in UOX and press the return 
key. The Model 236/237/238 firmware revision, e.g. 
236A01, will then appear on the computer display. A 
single line of data (NSDCV+00.000E+00,B(X)00) will 
appear for DDCs that have no response. 



PROGRAM COMMENTS 



10 


OPEN "\DEV\IEEEOUT" FOR OUTPUT AS #1 


' Open file for output 
' Reset 


20 


IOCTL#l, "BREAK" 


30 

40 


PRINT#1,"RESET" 

OPEN "\DEV\IEEEIN" FOR INPUT AS #2 


' Open file for input 
' Enable SEQUENCE error detect 


50 


PRINT#1,"FILL ERROR" 


60 


LINE INPUT "COMMAND STRING: ",A$ 


' Prompt for and get DDCs 


70 


IF LEN(A$)=0 THEN 130 


' Check for null 


80 


PRINT #l,"OUTPUT 16;"+A$ 


' Address 236/237/238 to listen, send DDCs 


90 


PRINT #1,"ENTER 16" 


' Address 236/237/238 to talk 


100 


LINE INPUT#2,B$ 


' Get response 


110 


PRINT B$ 


' Display response string 
' Repeat 


120 


GOTO 60 


130 


END 
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IBM PC/XT/AT with National GPIB PC Interface 



Introduction 



The following program sends a command string to the 
Model 236/237/238 from an IBM PC/XT/ AT computer 
and displays the instrument reading string on the CRT. 
The computer must be equipped widi the National GPIB 
PC Interface and the DOS 2.00 (or later revision) operat- 
ing system. Interface software must be installed and con- 
figured as described in the instruction manual. 



Directions 



1. Using the front panel program feature, set the pri- 
mary address of the Model 236/237/238 to 16. 



2. With the power off, connect the Model 236/ 237 / 238 
to the IEEE-488 interface installed in the IBM com- 
puter. 

3. Type in BASICA on the computer keyboard to get 
into the IBM interpretive BASIC language. 

4. Place the interface software disk in the default drive, 
t 5 q>e LOAD"DECL", and press the return key. 

5. Add the lines below to line 1-6 which are now in 
memory. Modify the address in lines 1 and 2, as de- 
scribed in the National instruction manual. 

6. Rim the program and type in the desired command 
string. For example, to view the instrument model 
number and firmware revision, type in UOX and 
press the return key. The Model 236/237/238 firm- 
ware revision, e.g. 236A01, will then appear on the 
computer display. A single line of data 
(NSDCV+00.000E+00,B0000) will appear for DDCs 
that have no response. 



PROGRAM COMMENTS 



10 CLS 

20 NA$="GPIBO":CALLIBFIND(NA$,BRDO%) 
30 NA$="DEV1";CALLIBFIND(NA$,M236%) 
40 V%=16:CALLIBPAD(M236%,V%) 

50 V%=&H102:CALLIBPOKE(BRD0%,V%) 

60 V%=1:CALLIBSRE(BRD0%,V%) 

70 INPUT "COMMAND STRING";CMD$ 

80 IF CMD$="EXrr" THEN 150 

90 IF CMD$="" THEN 70 

100 CALLIBWRT(M236%,CMD$) 

110 RD$=SPACE$(100) 

120 CALLIBRD(M236%,RD$) 

130 PRINT RD$ 

140 GOTO 70 

150 V%=0:CALLIBONL(M236%,V%) 

160 CALLIBONL(BRD0%,V%) 

170 END 



Clear screen. 

Find board descriptor. 

Find instrument descriptor. 

Set primary address to 16. 

Set timeouts. 

Set REN true. 

Prompt for command. 

See if program is to be halted. 

Check for null input. 

Address 236/237/238 to listen, send string. 
Define reading input buffer. 

Address 236/237/238 to talk, get reading. 
Display the string. 

Repeat. 

Close the instrument file. 

Close the board file. 



+ 
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Hewlett-Packard Model 9000 Series 200/300 



Introduction 

The following program sends a command string to the 
Model 236/237/238 from a Hewlett-Packard Model 9000 
Series 200/300 computer and displays the response on 
the computer CRT. The computer must be equipped with 
HP BASIC 4.0. 



Directions 

1 . Using the front panel menu feature, set the primary 
IEEE-488 address of the Model 236/237/238 to 16. 



2. With the power off, connect the Model 236/ 237 / 238 
to the IEEE-488 interface card installed in the HP 
computer. 

3. Enter the lines in the program below, using the EN- 
TER/RETURN key after each line. 

4. Press the RUN key and type in the desired command 
string at the COMMAND STRING prompt. For ex- 
ample, to view the instrument model number and 
firmware revision, t)q)e in UOX and press the EN- 
TER/RETURN key. The Model 236/237/238 firm- 
ware revision, e.g. 236A01, will then appear on the 
computer display. A single line of data 
(NSDCV+00.000E+00,B0000) will appear for DDCs 
that have no response. 



PROGRAM COMMENTS 



10 

20 


DIMA$[50],B$[50] 
REMOTE 716 


! Place 236/237/238 in remote. 


30 


LINPUT "COMMAND STRING:",A$ 


! Prompt for and input command. 


40 


OUTPUT 716;A$ 


! Address 236/237/238 to listen, send string. 


50 


ENTER 716;B$ 


! Address 236/237/238 to talk, input response. 


60 


PRINT B$ 


! Display response string. 


70 


GOTO 30 


! Repeat 


80 


END 
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Introduction 



Basically, the IEEE-488 bus is simply a communication 
system between two or more electronic devices. A device 
can be either an instrument or a computer. When a com- 
puter is used on the bus, it serves to supervise the com- 
mimication exchange between all the devices and is 
known as the controller. Supervision by the controller 
consists of determining which device will talk and which 
device will listen. As a talker, a device will output infor- 
mation and as a listener, a device will receive informa- 
tion. T o simplify the task of keeping track of the devices, a 
unique address number is assigned to each one. 



On the bus, only one device can talk at a time and is ad- 
dressed to talk by the controller. The device that is talking 
is known as the active talker. The devices that need to lis- 
ten to the talker are addressed to listen by the controller. 
Each listener is then referred to as an active listener. De- 
vices that do not need to listen are instructed to unlisten. 
The reason for the imlisten instruction is to optimize the 
speed of bus information transfer since the task of listen- 
ing takes up bus time. 



Through the use of control lines, a handshake sequence 
takes place in the transfer process of information from a 
talker to a listener. This handshake sequence helps en- 
sure the credibility of the information transfer. The basic 
handshake sequence between an active controller 
(talker) and a listener is as follows: 

1. The listener indicates that it is read to listen. 

2. The talker places the byte of data on the bus and 
indicates that the data is available to the listener. 

3. The listener, aware that the data is available, ac- 
cepts the data and then indicates that the4ata has 
been accepted. 

4. The talker, aware that the data has been accepted, 
stops sending data and indicates that data is not 
being, sent. 

5. The listener, aware that there is no data on the bus, 
indicates that it is ready for the next byte of data. 



Bus Description 

The IEEE-488 bus, which is also frequently referred to a 
the GPIB (General Purpose Interface Bus), was designed 
as a parallel transfer medium to optimize data transfer 
without using an excessive number of bus lines. In keep- 
ing with this goal, the bus has only eight data lines that 
are used for both data and with most commands. Five 
bus management lines and three handshake lines roxmd 
out the complement of bus signal lines. 

A t 5 q>ical set up for controlled operation is shown in Fig- 
ure E-1. Generally, a system wBl contain one controller 
and a number of other instruments to which the com- 
mands are given. Device operation is categorized into 
three operators: controller, talker and listener. The con- 
troller does what its name implies; it controls the instru- 
ments on the bus. The talker sends data while a listener 
receives data. Depending on the type of instrument, any 
particular device can be a talker orJy, a listener only or 
both a talker and listener. 



There are two categories of controllers: system controller, 
and basic controller. Both are able to control other instru- 
ments, but only the system controller has the absolute 
authority in the system. In a system with more than one 
controller, only one controller may be active at any given 
time. Certain protocol is used to pass control from one 
controller to another. 



The IEEE-488 bus is limited to 15 devices, including the 
controller. Thus, any number of talkers and listeners up 
to that limit may be present on the bus at one time. Al- 
though several devices may be commanded to listen si- 
multaneously, the bus can have only one active talker, or 
communications would be scrambled. 



A device is placed in the talk or listen state by sending an 
appropriate talk or listen command. These talk and listen 
commands are derived from an instrument' s primary ad- 
dress. The primary address may have any value between 
0 and 31, and is generally set by rear panel DIP switches 
or programmed in from the front panel of the instrmnent. 
The actual listen address value sent out over the bus is ob- 
tained by ORing the primary address with $20. For exam- 
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TOOTHER DEVICES 





Figure E-1 . IEEE-488 Bus Configuration 



Once a device is addressed to talk or listen, the appropri- 
ate bus transactions take place. For example: if the instru- 
ment is addressed to talk, it places its data string on the 
bus one b 5 de at a time. The controller reads the informa- 
tion and Ae appropriate software can be used to direct 
the information to the desired location. 



Bus Lines 

The signal lines on the IEEE-488 bus are grouped into 
three different categories: data lines, management lines 
and handshake lines. The data lines handle bus data and 
commands, while the management and handshake lines 
ensiure that proper data transfer and operation takes 
place. Each bus line is active low, with approximately 
zero volts representing a logic 1 (true). The following 
paragraphs describe the operation of these lines. 



Data Lines 

The IEEE-488 bus uses eight data lines that transfer data 
one byte at a time. DIOl (Data Input/Chitput) through 
DI08 (Data Input/Output) are the eight data lines used 
to transmit both data and multiline commands and are 
bidirectional. The data lines operate with low true logic. 



Bus Management Lines 

The five bus management lines help to ensure proper in- 
terface control and management. TTrese lines are used to 
send the uniline commands. 



ATN (Attention) — The ATN line is one of the more im- 
portant management lines in that the state of this line de- 
termines how information on the data bus is to be inter- 
preted. 



pie, if the primary address is 16 decimal ($10), the actual 
listen address is ^ ($30 = $10 + $20). In a similar maimer, 
the talk address is obtained by ORing the primary ad- 
dress with $40. With the present example, the talk ad- 
dress derived from a primary address of 16 decimal 
would be $50 ($50 = $10 + $40). 



IFC (Interface Clear) — As the name implies, the IFC line 
controls clearing of instruments from the bus. 

REN (Remote Enable) — The REN line is used to place the 
instrument on the bus in the remote mode. 



The IEEE-488 standards also include another addressing 
mode called secondary addressing. Secondary addresses 
lie in the range of $60-$7F. Note, however, that many de- 
vices, including the Model 236/237/238, do not use sec- 
ondary addressing. 



EOI (End or Identify) — The EOI is usually used to mark 
the end of a multi-byte data transfer sequence. 

SRQ (Service Request) — This line is used by device 
when they require service from the controller. 



E-2 



+ 




APPENDIX E 
IEEE-488 Bus Overview 



+ 



Handshake Lines 

The bus handshake lines that operate in an interlocked 
sequence. This method ensures reliable data transmis- 
sion regardless of the transfer rate. Generally, data trans- 
fer will occur at a rate determined by the slowest active 
device on the bus. 



One of the three handshake lines is controlled by the 
source (the talker sending information), while the re- 
maining two lines are controlled by accepting devices 
(the listener or listeners receiving the information). The 
three handshake lines are; 



DAV (DATA VALID) — The source controls the state of 
the DAV line to indicate to any listening devices whether 
or not data bus information is valid. 



NRFD (Not Ready For Data) — The acceptor controls the 
state of NRFD. It is used to signed to the transmitting de- 
vice to hold off the byte transfer sequence vmtil the ac- 
cepting device is ready. 



NDCA (Not Data Accepted) — NDCA is also controlled 
by the accepting device. The state of NDCA tells the 
source whettier or not the device has accepted the data 
byte. 



The complete handshake sequence for one data byte is 
shown in Figure E-2. Once data is placed on the data 
lines, the soiuce checks to see that NRFD is high, indicat- 
ing that all active devices are ready. At the same time, 
NDAC shoidd be low from the previous byte transfer. If 
these conditions are not met, the sovuce must wait until 
NDAC and NRFD have the correct status. If the sovuce is 
a controller, NRFD and NDAC must be stable for at least 
lOOnsec after ATN is set true. Because of the possibility of 
a bus hang up, many controllers have time-out routines 
that display messages in case the transfer sequence stops 
for any reason. 



Once aU NDAC and NRFD are properly set, the sovuce 
sets DAV low, indicating to accepting devices that the 
byte on the data lines is now valid. NRFD will then go 
low, and NDAC will go high once all devices have ac- 
cepted the data. Each device will release NDAC at its 
own rate, but NDAC will not be released to go high vmtil 
all devices have accepted the data byte. 



The sequence just described is used to transfer both data, 
talk and listen addresses, as well as mviltiline commands. 
The state of the ATN line determines whether the data 
bus contains data, addresses or commands as described 
in the following paragraph. 



DATA ^ SOURCE 



DATA SOURCE 



NRFD 


DATA 

VALID 


ACCEPTOR 


NDAC 


1 1 










ACCEPTOR 









DATA DATA 

TRANSFER TRANSFER 
BEGINS ENDS 



Figure E-2. IEEE-488 Handshake Sequence 



Bus Commands 

The instrument may be given a number of special bus 
commands through the IEEE-488 interface. Tliis section 
briefly describes the purpose of the bus commands 
which are grouped into the following three categories. 

1. Uniline Commands - Sent by setting the associated 
bus lines true. For example, to assert REN (Remote 
Enable), the REN line would be set low (true). 

2. Multiline Conunands - General bus commands 
which are sent over the data lines with the ATN 
line true (low). 

3. Device-dependent Commands - Special commands 
whose meanings depend on device coirfigvuations; 
sent with ATN high (false). 

These bus commands and their general pvupose are svun- 
marized in Table E-1. 



Uniline Commands 

ATN, IFC and REN are asserted only by the controller. 
SRQ is asserted by an external device. EOI may be as- 
serted either by the controller or other devices depending 
on the direction of data transfer. The following is a de- 
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Table E-1. IEEE-488 Bus Command Summary 



Command 

Type 


Command 


State of 

ATN 

Line* 


Comments 


Uniline 


REN (Remote Enable) 


X 


Sets up devices for remote op- 
eration. 




EOI 


X 


Marks end of transmission. 




IFC (Interface Clear) 


X 


Clears interface 




ATN (Attention) 


Low 


Defines data bus contents. 




SRQ 


X 


Controlled by external device. 


Multiline 








Universal 


LLO (Local Lockout) 


Low 


Locks out local operation. 




DCL (Device Clear) 


Low 


Returns device to default condi- 
tions. 




SPE (Serial Enable) 


Low 


Enables serial polling. 




SPD (Serial Poll Disable) 


Low 


Disables serial polling. 


Addressed 


SDC (Selective Device Clear) 


Low 


Returns unit to defaidt condi- 
tions. 




GTL (Go To Local) 


Low 


Returns device to local. 


Unaddressed 


UNL (Unlisten) 


Low 


Removes all listeners from bus. 




UNT (Untalk) 


Low 


Removes any talkers from bus. 


Device- 

dependent 




High 


Programs Model 236/237/238 
for various modes. 



* X = Don't Care 



scription of each command. Each command is sent by set- 
ting the corresponding bus line true. 



REN (Remote Enable) — REN is sent to set up instru- 
ments on the btis for remote operation. When REN is 
true, devices will be removed from the local mode. De- 
pending on device configuration, all front panel controls 
except the LCX1A.L button (if the device is so equipped) 
may be locked out when REN is true. Generally, REN 
should be sent before attempting to program instruments 
over the bus. 



EOI (End or Identify) — EOI is used to positively identify 
the last byte in a multi-byte transfer sequence, thus al- 
lowing data words of various lengths to be transmitted 
easily. 



IFC (Interface Clear) — IFC is used to clear the interface 
and return all devices to the talker and listener idle states. 



ATN (Attention) — The controller sends ATN while 
transmitting addresses or multiline commands. 



SRQ (Service Request) — SRQ is asserted by a device 
when it requires service from a controller. 



Universal Multiline Commands 

Universal commands are those multiline commands that 
require no addressing. All devices equipped to imple- 
ment such commands will do so simultaneously when 
the commands is transmitted. As with all multiline com- 
mands, these commands are transmitted with ATN true. 



LLO (Local Lockout) — LLO is sent to the instrument to 
lock out their front panel controls. 



DCL (Device Clear) — EXZL is used to rehim instruments 
to some default state. Usually, instruments return to their 
power-up conditions. 
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SPE (Serial Poll Enable) — SPE is the first step in the serial 
polling sequence which is used to determine which de- 
vice has requested service. 

SPD (Serial Poll Disable) — SPD is used by the controller 
to remove all devices on the bus from the serial poll mode 
and is generally the last command in the serial polling se- 
quence. 



Addressed Multiline Commands 

Addressed commands are multiline commands that 
must be preceded by the device listen address before that 
instrument will respond to the command in question. 
Note that only the addressed device will respond to these 
commands. Both the coirunands and the address preced- 
ing it are sent with ATN true. 



SDC (Selective Device Clear) — The SDC command per- 
forms essentially the same function as the DCL command 
except that only the addressed device responds. Gener- 
ally, instruments return to their power-up default condi- 
tions when responding to the SDC command. 



GTL (Go To Local) — The GTL command is used to re- 
move instruments from the remote mode. With some in- 
struments, GTL also unlocks front panel controls if they 
were previously locked out with the LLO commands. 



GET (Group Execute Trigger) — The GET command is 
used to trigger devices to perform a specific action that 
depends on device configuration (for example, take a 
reading). Although GET is an addressed command, 
many devices respond to GET without addressing. 



Address Commands 

Addressed commands include two primary command 
groups and a secondary address group. ATN is true 
when these commands are asserted. The commands in- 
clude: 



LAG (Listen Address Group) — These listen commands 
are derived from an instrument's primary address and 



are used to address devices to listen. The actual com- 
mand b 5 de is obtained by ORing the primary address 
with $20. 



TAG (Talk Address Group) — The talk commands are 
derived from the primary address by ORing the address 
with $40. Talk commands are used to address devices to 
talk. 



SCG (Secondary Command Group) — Commands in this 
group provide additional addressing capabilities. Many 
devices (including the Model 236/237/238) do not use 
these commands. 



Unaddress Commands 

The two unaddress commands are used by the controller 
to remove any talkers or listeners from the bus. ATN is 
true when these commands are asserted. 



UNL (Unlisten) — Listeners are placed in the listener idle 
state by the UNL command. 

UNT (Untalk) — Any previously commanded talkers 
will be placed in the talker idle state by the UNT com- 
mand. 



Device-dependent Commands 



pend on the configuration of the instrument. Generally, 
these commands are sent as one or more ASCII characters 
that tell the device to perform a specific function. 



The IEEE-488 bus actually treats these commands as data 
in that ATN is false when the commands are transmitted. 



Command Codes 

Command codes for the various commands that use the 
data lines are summarized in Figure E-3. Hexadecimal 
and the decimal values for the various commands are 
listed in Table E-2. 



0 1 PRIMARY 1 PRIMARY 0 PRIMARY 0 PRIMARY 

COMMAND 1 COMMAND 0 ADDRESS 1 ADDRESS 0 ADDRESS 1 ADDRESS 
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Figure E-3. Command Codes 



E-6 



•PPC (PARALLEL POLL CONFIGURE). PPU (PARALLEL POLL UNCONFIGURE). AND 
TCT (TAKE CONTROL) NOT IMPLEMENTED BY MODEL 236^37/238. 
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Table E-2. Hexadecimal and Decimal 
Command Codes 



Command 


Hex Value 


Decimal Value 


GTL 


01 


1 


SDC 


04 


4 


GET 


08 


8 


LLO 


11 


17 


DCL 


14 


20 


SPE 


18 


24 


SPD 


19 


25 


LAG 


20-3F 


32-63 


TAG 


40-5F 


64-95 


SGG 


60-7F 


96-127 


UNL 


3F 


63 


UNT 


5F 


95 



Tjrpical Command Sequences 

For the various multiline commands, a specific bus se- 
quence must take place to properly send the command. 



In particular, the correct Usten address must be sent to the 
instrument before it will respond to addressed com- 
mands. Table E-3 lists a typical bus sequence for sending 
the addressed multiline commands. In this instance, the 
SDC command is being sent to the instrument. UNL is 
generally sent as part of the sequence to ensure that no 
other active listeners are present. Note that ATN is true 
for both the listen command and the SDC command byte 
itself. 



Table E-4 gives a typical device-dependent command se- 
quence. In this instance, ATN is true while the instru- 
ment is being addressed, but it is set high while sending 
the device-dependent command string. 



IEEE Command Groups 

Command groups supported by the Model 236/237/238 
are listed in Table E-5. Device-dependent commands are 
not included in this list. 



Table E>3. Typical Addressed Command Sequence 



Step 


Command 


ATN State 


1 Data Bii 


*5 


ASCII 


Hex 


Decimal 


1 


UNL 


Set low 


? 


3F 


63 


2 


LAG* 


Stays low 


0 


30 


48 


3 


SDC 


Stays low 


EOT 


04 


4 


4 




Returns high 









"■Assumes primary address = 16. 



Table E-4. Typical Device-dependent Command Sequence 



Step 


Command 


ATN State 


1 Data Bu 




ASCII 


Hex 


Decimal 


1 


UNL 


Set low 


7 


3F 


63 


2 


LAG* 


Stays low 


0 


30 


48 


3 


Data 


Set high 


F 


52 


82 


4 


Data 


Stays high 


0 


30 


48 


5 


Data 


Stays high 


X 


58 


88 



*■ Assumes primary address = 16. 
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Table E-5. IEEE Command Group 



HANDSHAKE COMMAND GROUP 

NDAC = NOT DATA ACCEPTED 
NRFD = NOT READY FOR DATA 
DAV = DATA VALID 
UNIVERSAL COMMAND GROUP 
ATN = ATTENTION 
DCL = DEVICE CLEAR 
IFC = INTERFACE CLEAR 
REN = REMOTE ENABLE 
SPD = SERIAL POLL DISABLE 
SPE = SERIAL POLL ENABLE 
ADDRESS COMMAND GROUP 
USTEN: LAG = USTEN ADDRESS GROUP 

MLA = MY LISTEN ADDRESS 
UNL = UNUSTEN 

TALK: TAG = TALK ADDRESS GROUP 

MTA = MY TALK ADDRESS 
UNT = UNTALK 
OTA = OTHER TALK ADDRESS 
ADDRESSED COMMAND GROUP 

ACG = ADDRESSED COMMAND 
GROUP 

GTL = GOTOLOCAL 
SDC = SELECTIVE CLEAR 
STATUS COMMAND GROUP 

RQS = REQUEST SERVICE 
SRQ = SERIAL POLL REQUEST 
STB = STATUS BYTE 
EOI = END 



E-8 
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F.1 INTRODUCTION 

The procedures outlined in this section may be used to 
verify that the instrument is operating within the limits 
stated in the specifications at the front of this manual. 
Performance verification may be performed when the iti- 
stnunent is first received to ensure that no damage or 
misadjustment has occurred during shipment. Verifica- 
tion may also be performed whenever there is question of 
instrument accuracy, or following catibration, if desired. 

NOTE 

If the instrument is still under warranty (less 
than 1 year from the date of shipment), and its 
performance falls outside the specified range, 
contact your Keithley representative or the 
factory to determine the correct course of ac- 
tion. 



Before attempting any of the following procedures, make 
sure you are fan^ar with the controls and operation of 
the Model 236/237. Refer to the Model 236/237 Opera- 
tor's Manual for complete information. 

F.2 ENVIRONMENTAL CONDITIONS 

All measurements should be made at 18-28°C (65-82°F) 
and at less than 70% humidity. 



F.3 INITIAL CONDITIONS 

WARNING 

The Source Measure Unit is equipped with a 
3-wire power cord that contains a separate 



ground wire and is designed to be used with 
groimded outlets. When proper connections 
are made, instrument chassis is connected to 
power line ground. Failure to use a grounded 
outlet may result in injury or death due to 
electric shock. 



The Model 236/237 must be turned on and allowed to 
warm up for at least one hour before beginning the verifi- 
cation procedures. If the instrument has been subject to 
extremes of temperature (outside the range specified in 
paragraph F.2), additional time should be allowed for in- 
tern^ temperatures to reach normal operating tempera- 
ture. Typically, it takes one additional horn to stabilize a 
unit that is 10°C (18°F) outside the specified temperature 
range. 



F.4 RECOMMENDED TEST EQUIPMENT 

Table F-1 summarizes recommended equipment for the 
verification procedures. Alternate equipment may be 
used as long as the substitute equipment has specifica- 
tions at least as good as those listed in Table F-2. Note that 
equipment characterization (paragraph F.5.1) is not re- 
quired if using equipment that meets the specifications in 
Table F-1. 

The accmacy limits stated in the verification procedures 
are based only on Model 236/ 237 specifications, and they 
do not include test equipment tolerance. If a particiilar 
measmement f alls shghtly outside the allowed range, 
calculate new limits based both on instrument accuracy 
specifications and test equipment accuracy specifica- 
tions, then repeat the test. 
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Table F-1. Required Test Equipment 



Manufacturer 


Model 


Description 


Specifications 


Keithley 


263 


5-1 /2 digit Calibrator/ 
Soiurce 


2nA, 20nA ranges; +(0.0625% + 10 counts) 
200nA range; ±(0.035% + 10 covmts) 


Keithley 


193A 


5-1 /2 digit DMM 


200mV, 2V ranges; ±(0.005% + 2 counts) 
20V-1000V ranges; ±(0.007% + 1 count) 
200£2-200kf2 ranges; ±(0.007% + 2 coxmts) 


Keithley 


617 


4-1/2 digit 
Electrometer 


2pA range; ±(1.6% + 66 coimts) 
20pA range; ±(1.6% + 7 coimts) 
200pA range; ±(1.6% + 1 count) 
2nA range; ±(0.25% + 5 coimts) 
20nA range; ±(0.25% + 1 count) 
200nA range; ±(0.25% + 1 coimt) 
2pA range; ±(0.15% + 4 counts) 
20pA range; ±(0.15% + 1 coimt) 


Keithley 


8006 


Test Fixture 


— 


Keithley 


236-ILC-3 


Interlock Cable 


— 


Huke 


343A 


Dc Voltage Calibrator 


lOV-lOOOV ranges; ±0.002% 


Valhalla 


2500E 


Current Calibrator 


3(K)mA range; ±0.025% 


Keithley 


R-185-10 


lOfI Resistor 


±0.1%,±10ppm/°C 


R-249-100 


100£2 Resistor 


±0.1%,±2(^pm/°C 




R-263-lk 


lkI2 Resistor 


±0.1%,±l(^pm/°C 




R-263-100K 


lOOkfl Resistor 


±0.1%, ±10ppm/°C 


Keithley 


7078-TRX 


3-slot Triax cable 
(3 required) 


— 


Keithley 


6172 


2-slot male to 3-lug fe- 
male triax adapter 
(2 required) 




Pomona 


B-24 


Banana plug cable 
(6 required) 


— 



F.5 VERIFICATIONS PROCEDURES 

The following paragraphs contain the detailed proce- 
dures for veri^dng the one year accuracy specifications of 
the Model 236/237 using the equipment listed in 
Table F-1. The allowable reading li^ts in these proce- 
dures include error that could be contributed by this 
equipment. 



These procedures are intended for use only by qualified 
personnel using accurate and reliable test equipment. If 



the instrument is out of specifications and not imder war- 
ranty, refer to the calibration section of this manual. 



WARNING 

Lethal voltages (up to lOOOV for the Model 
237) will be connected to the Model 8006 test 
fixture. To avoid a possible shock hazard, 
the safety interlock circuit must be con- 
nected to the Model 236/237. 
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Connect the test fixture 'S/ screw to safety 
earth ground using #18 AWG wire mini- 
mum before use. Turn off all power before 
connecting or discoimecting wires or cables. 



Also, keep in mind that GUARD is always 
enabled. Thus, a lethal voltage on OUTPUT 
HI is also present on the two GUARD termi- 
nals of the Model 236/237. 



Table F-2. Specifications For Alternate 
Equipment 



A. At the SENSE 1 (HI) terminal of the test socket, 
discoimect the jumper whose other end is con- 
nected to BINDING POST 2 on the Signal Panel. 

B. Connect that jumper to the SENSE 2 (LO) termi- 
nal of the the test socket. This shorts the Ohms 
Sense input of the Model 193A at the test socket. 

C. On the Model 193 A, enable ZERO to cancel test 
lead resistance. 

D. Relocate the jumper back to the SENSE 1 termi- 
nal of the test socket. Make sure the connections 
at the Component Test Module are correct as 
shown in Figure F-1. 

4. In the space provided below, use a pencil to record 
the actual value of the lOOkil resistor from the dis- 
play of the Model 193A. 



Instrument Type 


Required Specifications 


DMM 


Same as Keithley 193A 
(see Table 1-1) 


Source dc Current 


0.9nA, 9nA, 90irA, Same as 
Keithley 263 (see Table 1-1) 
0.9pA; ±180ppm 
9pA, 90pA, 900pA, 9mA; 
±170ppm 


Measure dc Current 


250ppm rdg ±500nA 



Riookn = kfl 



5. Set the Model 193A to the DCV function and the 
200mV range, and disable ZERO. 

6. To cancel any offset, zero the Model 193A by short- 
ing its input (VOLTS HI to LO) and enabling ZERO. 

7. Remove the short from the input of the Model 193A 
and place the Model 263 in operate to soxrrce 
+0.90000nA to the lOOkft resistor 

8. In the space below, use a pencil to record the voltage 
drop across the resistor from the display of the 
Model 193A. 



F.5.1 Equipment Characterization 

In order to verify the IpA, lOpA, lOOpA and InxA soirrce 
and measure ranges of the Model 236/237, the 0.9pA, 
9pA, 90pA, 0.9mA and 9mA outputs of the Model 263 are 
characterized. For the 10mA source and measure range, a 
lOQ resistor is characterized. Perform the following steps 
for characterization: 

1. Connect the Model 263 source. Model 193 A DMM 
and Model 8006 test fixture as shown in Figure F-1. 
Install the lOOkD resistor (in Table F-1) in the AXIAL 
KELVIN CLIPS test socket of the test fixture. 

2. Configure the source and DMM as follows: 

Model 263 — Amps function, +0.90000pA on 2pA 
range, GUARD enabled and output in standby. 

Model 193A — Ohms function on the 200k£2 range. 

3. Zero the Model 193A as follows: 



Viookn = 



mV 



9. Calculate (to 5-1/2 digits) the current through the 
l(X)kD resistor as follows: 



, VlOOkfl 

l0.9|lA= -= 

Kiookli 



pA 



Io.9ma is the characterized current for the 2pA range of 
the Model 263. It is used to check the IpA measure- 
ment range of the Model 236/ 237. Using a pencil, re- 
cord the calculated value of Io.9ha in Entry 1 of 
Table F-3. 



10. Place the Model 263 in standby. 

11. Set the Model 193A to the 2V range. 

12. Set the Model 263 to source 9.0000pA on the 20pA 
range and enable OPERATE. 
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Model 8006 Test Fixture 



A. Connections 




B. Schematic Equivetient 

Figure F-1 . Setup for Equipment Characterization 



F-4 
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Table F-3. Model 263 1-Source Characteristics 



Entry 


263 1-Source 


Characterized 
I-Source Value 


I-Source 
Value Limits* 


Range 


Programmed 

Value 


1 


2pA 


0.90000pA 


In<)iiA = 


0.9pA+450pA 


2 


20pA 


9.0000pA 


I<»iiA = 


9pA ±4.3nA 


3 


200pA 


90.000pA 


I<)OhA = 


90pA ±45nA 


4 


2mA 


0.90000mA 


In9mA = 


0.9mA ±430nA 


5 


20mA 


9.0000mA 




9mA ±5.4pA 



"The characterized I-source values should be within the listed limits. These limits are based 
on 90-day specifications of the Models 263 and 193A. A characterized value that does not fall 
within these limits indicates a calculation error, or that the Model 263 and/ or Model 193A is 
out of specification. 



13. As performed in steps 8 and 9, measure the voltage 
across the lOOkil resistor and calculate the current. 

Viooka = V 



21. Remove the short from the input of the Model 193A 
and set the Model 263 to source 90.000pA on the 
200pA range and enable OPERATE. 

22. Record the voltage measurement from the Model 
193A and calculate the current. 



Viooka 



|oA 



Vlkfi = 



mV 



IsnA is the characterized current for the 20 |jA range of 
the Model 263. It is used to check the lOpA measure- 
ment range of the Model 236/ 237. Using a pencil, re- 
cord the calculated value of Isha in Entry 2 of 
Table F-3. 

14. Place the Model 263 in standby. 

15. In the test fixture, remove the 100k£2 resistor and in- 
stall the Ikfl resistor (R-263-lk). 

16. On the Model 193A, select the Ohms function, 2kQ 
range and disable ZERO. 

17. Repeat step 3 to zero the Model 193A. 

18. Measure and record the value of the lldl resistor. 



Vlkfl 

Rim. 



pA 



l 90 tiA is the characterized current for the 200pA range 
of the Model 263. It is used to check the lOOpA meas- 
urement range of the Model 236 / 237. Using a pendl, 
record the calculated value of l90|iA in Entry 3 of 
Table F-3. 

23. Place the Model 263 in standby. 

24. Set the Model 193A to the 2V range. 

25. Set the Model 263 to source 0.90000mA on the 2mA 
range, and enable OPERATE. 

26. Record the voltage measurement from the Model 
193A and calculate the current. 



RlkQ = 



kQ 



VlkQ = 



V 



19. Set the Model 193A to DCV and the 200mV range, Io.9mA = = mA 

and disable ZERO. 

20. To cancel any offset, zero the Model 193A by short- 
ing its input (VOLTS HI to LO) and enabling ZERO. 
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Io. 9 mA is the characterized current for the 2mA range 
of the Model 263. It is used to check the 1mA meas- 
urement range of the Model 236/ 237. Using a pencil, 
record the calculated value of Io.9mA in Entry 4 of 
Table F-3. 

27. Place the Model 263 in standby. 

28. In the test fixture, remove the 1 k£2 resistor and install 
the 100£2 resistor (R-249-100). 

29. On the Model 193A, select the Ohms function, 200Q 
range and disable ZERO. 

30. Repeat step 3 to zero the Model 193A. 

31. Measure and record the value of the lOOil resistor. 



41. Remove the short from the input of the Model 193A 
and place the Model 263 in operate. 

42. Record the voltage measurement from the Model 
193A and then place the Model 263 in standby. 

VioQ = mV 

43. Calculate the actual resistance of the 10£2 resistor as 
follows: 

R,oa= ^ 

l9mA 



Rioon = 



Q. 



32. Set the Model 193A to DCV and the 2V range, and 
disable ZERO. 

33. To cancel any offset, zero the Model 193A by short- 
ing its input (VOLTS HI to LO) and enabling ZERO. 

34. Remove the short from the input of the Model 193A 
and set the Model 263 to source 9.(XKX)mA on the 
20mA range and enable OPERATE. 

35. Record the voltage measurement from the Model 
193A and calculate the current. 



VlOOQ = 



V 



j Vioon 

l9mA = 

Kiooq 



mA 



where; l9mA is obtained firom Table F-3. 

Rioq is used to verify the 100mA soturce and measure 
range of the Model 236/237. 



F.5.2 Common Mode Verification 

Set up the equipment as shown in Figure F-2 and per- 
form the following steps for common mode verification. 



1 . While in standby, program the Model 236/ 237 as fol- 
lows; J TIME at LINECYCLE PERIOD, source at 
+1.0000pA, and compliance at IV on the I.IV range. 

2. Place the Model 236/237 in OPERATE and, using a 
pencil, record the voltage measurement in the space 
provided below. 



l 9 mA is the characterized current for the 20mA range 
of the Model 263. It is used to check the 10mA meas- 
urement range of the Model 236 / 237. Using a pencil, 
record the calculated value of l9mA in Entry 5 of 
Table F-3. 

36. Place the Model 263 in standby. 

37. In the test fixture, remove the lOOQ resistor and in- 
stall the lOQ resistor (R-185-10). 

38. On the Model 193ADMM, disable ZERO and select 
the 200mV DC range. 

39. While in standby, set the Model 263 to +9.(X)00mA on 
the 20mA range. 

40. Zero the Model 193A by shorting its input (VOLTS 
HI to LO) and enabling ZERO. 



V+mA = V 

3. From the keypad, change the source value to 
-l.CKXKlpA and record that measurement. 

V-mA = V 

4. Subtract the two voltage measurements from each 
other. Verify that the absolute value of the result is 
<150pV. 



I V+mA-V-i^ 1 <150pV 
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8006 Test Fixture 



A. Connections 



236/2Z7 



(Source 1, Measure V) 




Shorted Output 



B. Schematic Equivalent 



Figure F-2. Setup for Common Mode Verification 
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F.5.3 Voltage Source Verification 

Set up the equipment as shown in Figure F-3 and per- 
form the following steps to verify the voltage somce. 

WARNING 

The following procedure uses hazardous 
voltages (1000 V for the Model 237) that could 
cause injury or death. Exercise extreme cau- 
tion when encountering these lethal voltage 
levels. 



1. Set the Model 193A to measure DCV on the 200mV 
range. 

2. While in standby, set the Model 236 to source OV on 
the I.IV range and set compliance to 10mA. 

3. Temporarily discormect Ihe banana cable from 
BINDING POST 2 at the rear panel panel of the test 
fixture and connect it to VOLTS LO of the Model 
193A. This will short the input of the Model 193A 
DMM. 



4. On the Model 193A, press ZERO to cancel any meas- 
mement offsets. 

5. Re-connect the banana cable to BINDING POST 2 of 
the test fixture. 

6. Place the Model 236/237 in operate and verify that 
the reading on the DMM is within the limits shown 
in the first entry of Table F-4. Use the filter if the 
reading is noisy. 

7. Press the SELECT M button to select the IIV range 
and verify that the DMM reading is within the allow- 
able limits in Table F-4. 

8. Using Table F-4 as a guide, repeat step 7 to check the 
OV output on the llOV and llOOV ranges. 

9. From die keypad, program the Model 236 to source 
-tl V on the I.IV range and verify that reading on the 
193A DMM is within the allowable limits. 

10. Repeat step 9 for a source value of -IV. 

11. Using Table F-4 as a guide, check source values of 
±10V, +100V and for the Model 237, +1000V. 

12. Program the Model 236/237 to OV and place it in 
standby. 



Table F-4. Voltage Soiirce Verification 



236/237 
Source Value* 


236/237 
Source Range 


193A Range 


Allowable Reading on Model 193A 
(18°C to 28°C) 


OV 


I.IV 


200mV 


-0.650mV to -n0.650mV 


OV 


IIV 


200mV 


-2.400mV to H-2.400mV 


OV 


llOV 


200mV 


-24.000mV to -t-24.000mV 


OV 


llOOV 


2V 


-0.240V to -I-0.240V 


-i-iv 


I.IV 


2V 


+0.9990ZV to -i-1 .00098V 


-IV 


I.IV 


2V 


-0.99902V to -1.00098V 


-i-iov 


liv 


20V 


-H9.9943V to -I-10.0057V 


-lOV 


liv 


20V 


-9.9943V to -10.0057V 


-tlOOV 


llOV 


200V 


-H99.943V to H-100.057V 


-lOOV 


llOV 


200V 


-99.943V to -100.057V 


-hlOOOV 


llOOV 


lOOOV 


•f999.36V to -I-1000.64V 


-lOOOV 


llOOV 


lOOOV 


-999.36V to -1000.64V 



*Current compliance is set to 10mA. 
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F.5.4 Voltage Measure Verification 



Set up the equipment shown in Figure F-4 and perform 
the following steps to verify voltage measurement: 



WARNING 

The following procedure uses hazardous 
voltages (1000 V for the Model 237) that could 
cause injury or death. Exercise extreme cau- 
tion when encountering these lethal voltage 
levels. 



1. While in standby, configure the Model 236/237 to 
measure volts by setting it to sovnce OnA on the InA 
current source range. 

2. While in standby, set the Model 343A cahbrator to 
output OV on the lOV range. 

3. On the Model 236/237, set voltage comphance to 
I.IV on the I.IV measurement range. 

4. Place the cahbrator and the Model 236/237 in oper- 
ate. 

5. Verify that the measured voltage reading on the 
Model 236/237 is within the allowable limits hsted 
in the first entry of Table F-5. 

6. On the Model 236/237, change the comphance limit 
to IIV on the IIV measurement range and verify 
that the voltage reading is within the hmits in the ta- 
ble. 



+ 
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7. Using Table F-5 as a guide, repeat step 6 to measure 
OV on the llOV and llOOV measurement ranges. 

8. Set the calibrator to output +1V on the lOV range, 
and set the Model 236/237 for a compliance limit of 
I.IV on the I.IV measurement range. Verify that the 
voltage reading on the Model 236/237 is within the 
allowable limits in the table. 

9. Repeat step 8 using a calibrator output of -IV. 

10. Using Table F-5 as a guide, measure calibrator out- 
puts of ±10V, ±100V and ±1000V (Model 237 only). 

11. Place the Model 236/237 in standby. 



F.5.5 Remote Sense Verification 

Set up the equipment as shown in Figure F-5. The Ikil re- 
sistor (R-263-lk) is installed in the Kelvin test socket. Per- 
form the following steps to verify remote sense accuracy: 



WARNING 

When a Model 236/237 is programmed for re- 
mote sensing, hazardous voltage may be pre- 
sent on the SENSE and OUTPUT terminals 
when the unit is in operate regardless of the 
programmed voltage or current. To avoid a 
possible shock hazard, always turn off all 
power before connecting or disconnecting 
cables to the Source Measure Unit or the as- 
sociated test fixture. 



1 . While in standby, place the Model 236/ 237 in remote 
sense and set it to source lOV with a compliance limit 
of 10mA on the 10mA meastirement range. Place the 
Model 236/237 in standby. 

2. Set the Model 193A DMM to DCV and select the 20V 
range. 
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Table F-5. Voltage Measure Verification 



343A Range 


343A Output 


236/237 

Compliance Limit 
& Measure Range* 


Allowable Reading 
(18°Cto 28°C) 


lOV 


ov 


I.IV 


-0.00030V to 


+0.00030V 


lOV 


ov 


IIV 


-OO.OOIOV to 


+00.0010V 


lOV 


ov 


llOV 


-OOO.OIOV to 


+000.010V 


lOV 


ov 


llOOV 


-OOOO.IOV to 


+0000.10V 


lOV 


+1V 


I.IV 


+0.99942V to 


+1 .00058V 


lOV 


-IV 


I.IV 


-0.99942V to 


-1.00058V 


lOV 


+10V 


IIV 


+9.9965V to 


+10.0035V 


lOV 


-lOV 


IIV 


-9.9965V to 


-10.0035V 


lOOV 


+100V 


llOV 


+99.965V to 


+100.035V 


lOOV 


-lOOV 


llOV 


-99.965V to 


-100.035V 


lOOOV 


+1000V 


llOOV 


+999.55V to 


+1000.45V 


lOOOV 


-lOOOV 


llOOV 


-999.55V to 


-1000.45V 



*236/237 set to source OnA on InA source range. 



3. Temporarily disconnect the banana cable from 
VOLTS HI of the DMM at the rear panel of the test 
fixture (BINDING POST 1), and connect it to VOLTS 
LO of the DMM. This shorts the input of the Model 
193ADMM. 

4. On the Model 193A DMM, enable ZERO to cancel 
any offsets. 



5. Re-connect the banana cable to BINDING POST 1 of 
the test fixture. 

6. Place the Model 236/237 in operate and verify that 
the reading on the DMM is within the following al- 
lowable limit; 9.99500 V to 10.00500V. 

7. Place the Model 236/237 in standby and local sense. 













F.5.6 Low Current (1 n A to 1 0mA) 

Measure Ranges Verification 

Set up the equipment as shown in Figure F-6 and per- 
form the following steps to verify the InA to 10mA meas- 
ine ranges: 

1 . Use Table F-6 to calculate the allowable readings for 
the IpA through 10mA ranges. The values for Io.9|ia, 
h\iA, IwnA, Io. 9 mA and l9mA Were previously calculated 
and recorded in Table F-3. After calculating these 
readings, transfer them to Table F-7. 

2. While in standby, configme the Model 236/327 to 
measure current by setting it to source OV on the 1 . 1 V 
source range. 



3. While in standby, set the Model 263 to the 2nA range 
and enable GUARD. 

4. Setthecomphancehmitof theModel236/237 to InA 
on the InA meastnement range and enable OPER- 
ATE. Verify that the current measurement on the 
Model 236 is within the allowable limits listed in the 
first entry of Table F-7. 

5. On the Model 236/237, change the compliance limit 
to lOnA on the lOnA measurement range. Verify that 
the reading on this measurement range is within the 
limits specified in the table. 

6. Using Table F-7, check the rest of the Model 236 cur- 
rent ranges with the output of the Model 263 in 
standby. 
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7. Set the Model 263 to output +0.90000nA on the 2nA 
range, and set the Model 236/237 compliance Umit 
to InA on the InA measurement range. 

8 . Verify that the reading is within the limits specified 
in the table. 

9. On the Model 263, change the output to negative po- 



larity and verify that the reading is within the limits 
specified in the table. 

10. Using Table F-7 as a guide, check the lOnA through 
10mA measurement ranges of the Model 236/237. 

1 1 . Place the Model 263 in standby. 




Table F-6. Allowable Reading Calculations for Low Current Measure Verification (IpA to 10mA) 



236/237 

Measure 

Range 


Reading Calculations* 


Allowable Reading** 


Typical 

Limits*** 


Lower Limit 


Upper Limit 


IpA 


+Io.9iiA ± [ (0.0004) Io.9ha + 60pA ] = 


+ . pA 


+ . pA 


+0.90000pA±870pA 




— Io.9nA i [ (0.0004) Io.9nA + 60pA ] - 


- . UA 


- . uA 


-0.90000pA±870pA 


lOpA 


+l9iiA i [ (0.00035) l9(iA + 7(X)pA ] = 


+ _. pA 


+ _. pA 


+9.0000pA±8nA 




-I9KA ± [ (0.00035) I9^A + 700pA ] = 


pA 


pA 


-9.0000pA±8nA 


lOOpA 


+I 90 HA ± [ (0.00035) I 90 HA + 6nA ] = 


+ . pA 


+ . pA 


+90.000pA±83nA 




— l90tiA i [ (0.00035) l90jiA + 6nA ] = 


liA 


pA 


-90.000pA±83nA 


1mA 


+Io.9mA + [ (0.(XK)35) lo.9mA + 60nA ] = 


+ . mA 


+ . mA 


+0.90000mA ±800nA 




— Io. 9 mA ± [ (0.00035) Io,9mA + 60nA ] = 


- . mA 


- . mA 


-0.90000mA ±800nA 


10mA 


+l9mA i [ (0.00038) l9mA + 6 OO 11 A. ] — 


+ . mA 


+ _: mA 


+9.0000mA+9.4pA 




-l 9 mA ± [ (0.00038) l9mA + 600nA ] = 


mA 


mA 


-9.0000mA ±9.4pA 



* Ia»MA, l9tiA, IsoiiA, lo^mA and l9mA are obtained from Table F-3. 

** Allowable reading limits are to be transferred to Table F-7. 

*** The calculated allowable readings should be within the listed typical limits. These limits are based on the 90-day specifications of the 
Model 263 and 193A. A calculated allowable reading that does not fall within these limits indicates a calculation error, or that the Model 
263 and/or Model 193A is out of specification. 
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Table F-7. Low Current Measure Verification (InA to 10mA) 



263 

Range 


263 Output 


236/237 

Compliance Limit 
& Measure Range* 


Allowable Readings** 
(18°C to 28°C) 


2nA 


Standby 


InA 


-O.OOOlOnA 


to 


+0.00010nA 


2nA 


Standby 


lOnA 


-OO.OOlOnA 


to 


+00.0010nA 


2nA 


Standby 


lOOnA 


-000.006nA 


to 


+000.006nA 


2nA 


Standby 


IpA 


-0.00006pA 


to 


+0.00006pA 


2nA 


Standby 


lOpA 


-00.0007pA 


to 


+00.0007pA 


2nA 


Standby 


lOOjxA 


-000.006pA 


to 


+000.006pA 


2nA 


Standby 


IrnA 


-0.00006mA 


to 


+0.00006mA 


2nA 


Standby 


10mA 


-00.0006mA 


to 


+00.0006mA 


2nA 


+0.90000nA 


InA 


-0.89720nA 


to 


-0.90280nA 


2nA 


-0.90000nA 


InA 


+0.89720nA 


to 


+0.90280nA 


20nA 


+9.0000nA 


lOnA 


-8.9720nA 


to 


-9.0280nA 


20nA 


-9.0000nA 


lOnA 


+8.9720nA 


to 


+9.0280nA 


200nA 


+90.000nA 


lOOnA 


-89.805nA 


to 


-90.195nA 


200nA 


-90.000nA 


lOOnA 


+89.805nA 


to 


+90.195nA 


2mA 


+0.90000pA 


1|XA 


— 


-to 


— 


2|jA 


-0.90000HA 


IpA 


+ 


-to 


+ 


20|XA 


+9.0000pA 


10|xA 


— 


-to 


— 


20mA 


-9.0000pA 


lOpA 


+ 


-to 


+ 


200|iA 


+90.000pA 


lOOpA 




-to 


- 


200|xA 


-90.000pA 


lOOpA 


+ 


-to 


+ 


2mA 


+0.90000mA 


1mA 


_ 


-to 


_ 


2mA 


-0.90000mA 


1mA 


+ 


-to 


+ 


20mA 


+9.0000mA 


10mA 




-to 


_ 


20mA 


-9.0000mA 


10mA 


+ 


-to 


+ 



*236/237 set to source OV on the I.IV source range. 

■“Allowable readings for the IfiA thru 10mA ranges are calculated in Table F-6. 
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F.5.7 Low Current (1 nA to 1 0mA) 

Source Ranges Verification 

Set up the equipment as shown in Figure F-7 and per- 
form the following steps to verify the InA to 10mA 
source ranges: 

1 . Use Table F-8 to calculate the allowable readings for 
the IpA through 10mA ranges. The values for Io.9(ia, 
l9(iA, I904A, Io.9mA and l9mA Were previously calculated 
and recorded in Table F-3. After calculating the al- 
lowable readings, transfer them the Table F-9. 

2. While in standby, configure the Model 236/237 to 
source OnA on the InA source range with a compli- 
ance limit of I.IV on the I.IV measurement range. 

3. While in standby, configure the Model 263 to source 
OnA on the 2nA range. 

4. With ZERO CHECK enabled, zero correct the Model 
617 on the 2pA range. 

5. On the Model 617, disable ZERO CHECK and place 
the Model 236/237 in operate. Verify that the read- 
ing on the Model 617 is within the hinits specified in 
the first entry of Table F-9. 

6. Set the Model 617 to the 20pA range, and set the 
Model 236 to source OnA on the lOnA range. Verify 
that the reading on the Model 617 is within the limits 
specified in the second entry of Table F-9. 

7. Using Table F-9 as a guide, set the Model 236/237 to 
source zero on the lOOnA through 10mA ranges and 



check that the subsequent readings are within the 
listed limits. 

8. Place the Model 617 in zero check and select the 
20pA range. 

9. Place the Model 236/237 in standby and program it 
source -0.9nA on the InA source range. 

10. While still in standby, set the Model 263 to source 
+0.9nA on the 2nA range. 

11. Place both the Models 236/237 and 263 in operate, 
and disable ZERO CHECK on the Model 617. Verify 
that the reading on the Model 617 is within the limits 
specified in the table. 

12. Place the Model 617 in zero check, and the Models 
263 and 236/237 in standby. 

13. On both the Models 263 and 236/237, reverse the po- 
larity of the sources. That is, set the Model 236/237 to 
+0.9nA and the Model 263 to -0.9irA. 

14. Place the Models 236/237 and 263 in operate, and 
disable zero check on the Model 617. Verify that the 
reading on the Model 617 is still within the limits 
specified in the table. 

15. Using Table F-9 as a guide, repeat the basic proce- 
dure in steps 8 through 14 to check the lOnA through 
10mA soturce ranges. Note that for the IpA through 
10mA ranges, the source values for the Model 
236/237 are taken from Table F-3. 

16. Place the Model 617 in zero check, and the Models 
263 and 236/237 in standby. 



Table F-8. Allowable Reading Calculations for Low Current Source V erification (1 |jA to 10mA) 



236/237 
Source Range 


Reading Calculations* 


Allowable Reading** 


Typical 

Limits*** 


Lower Limit 


Upper Limit 


1|jA 


± [ (0.0005) W -t- 200pA ] = 


nA 


+ _. nA 


±0.6500nA 


lOpA 


± [ (0.00050) l9nA - 1 - 2.00nA ] = 


nA 


-i-_. nA 


+6.500nA 


lOOpA 


± [ (0.00050) W + 20.00nA ] = 


— . nA 


+ . nA 


±65.00nA 


1mA 


+ [ (0.00050) Io.9mA + 2 OO.O 11 A ] = 


MA 


+ _. pA 


±0.6500pA 


10mA 


+ [ (0.0005) l9mA - 1 - 2.00pA ] = 





-i-_. pA 


±6.500pA 



* Io. 9 ma, l 9 nA, l9oiiA, Io.9mA and IsmA afc obtained from Table F-3. 

** Allowable reading limits are to be transferred to Table F-9. 

The rainilatpH allowable readings should be within the listed typical limits. These limits are based on the 90-day speci- 
fications of the Model 263 and 193A. A calculated allowable reading that does not fall within these limits indicates a 
calculation error, or that the Model 263 and/or Model 193A is out of specification. 
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Interlock Cable (236-ILC-3) 




Warning: Connect 
to Safety Earth 
Ground 

I |0| 



II; 



WPUT “ WOU^ 



263 Source 



8006 Test Fixture 



A. Connections 



617 Electrometer 



Note: 617 GUARD dualled 



236/237 

(Source I) output lo 



263 

I COMMON Source 
(Source I) 



B. Schematic Equivaient 



' 617 ' 

Electrometer 
(Measure I) 



Figure F-7. Setup for Low Current Source Ranges Verification (InA to 10mA) 
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Table F-9. Low Current Source Verification (InA to 10mA) 





263 1-Source 


236/2371-Source* 




617 

Range 


Range 


Output 

Setting 


Source 

Range 


Source 

Value*»» 


617 Allowable Readings** 
(18“Cto28“C) 


2pA 


2nA 


Standby 


InA 


OnA 


-0.4500pA to +0.4500pA 


2pA 


2nA 


Standby 


lOnA 


OnA 


-2.000pA to +2.000pA 


20pA 


2nA 


Standby 


lOOnA 


OnA 


-20.00pA to +20.00pA 


200pA 


2nA 


Standby 


IpA 


OpA 


-200.0pA to +200.0pA 


2nA 


2nA 


Standby 


lOpA 


OpA 


-2.000nA to +2.000nA 


20nA 


2nA 


Standby 


lOOpA 


OpA 


-20.00nA to +20.00nA 


200nA 


2nA 


Standby 


1mA 


0mA 


-200.0nA to +200.0nA 


2|jA 


2nA 


Standby 


10mA 


OmA 


-2.000pA to +2.000pA 


20pA 


2nA 


+0.9nA 

-0.9nA 


InA 


-0.9nA 

+0.9nA 


-3.150pA to +3.150pA 


200pA 


20nA 


+9nA 

-9nA 


lOnA 


-9nA 

+9nA 


-29.00pA to +29.00pA 


200pA 


200nA 


+90nA 

-90nA 


lOOnA 


-90nA 

+90nA 


-209.0pA to +209.0pA 


2nA 


2pA 


+0.9|jA 

-0.9pA 


IpA 


— Io.9nA 
+Io.9|iA 


nA to + nA 


20nA 


20|iA 


+9|iA 

-9|iA 


lOpA 


— l9|lA 
+l9(iA 


- nA to + nA 


200nA 


200pA 


+90pA 

-90|dA 


lOOpA 


— l90ltA 
+l9(^ 


nA to + nA 


2)iA 


2mA 


+0.9mA 

-0.9mA 


1mA 


1 j 


- uA to + uA 


2pA 


20mA 


+9mA 

-9mA 


10mA 


— l9mA 
+l9mA 


uA to + uA 



* '22(>l’22>7 compliance limit set to I.IV on the I.IV measurement range. 

** Allowable readings for the l|iA thru 10mA source ranges are calculated in Table F-8. 

*** For the IpA thru 10mA ranges, program the Model 236/237 to source the characterized I-source valued from Table F-3. 



F.5.8 100mA Measure Range 

Verification 

Set up the equipment as shown in Figure F-8. The lOQ re- 
sistor (R-185-10) is installed in the test socket. 



This procedure requires the characterized value of the 
lOQ resistor for current calculations. The characterized 
value of this resistor was previously recorded in step 43 



of paragraph F.5.1. Transfer that resistance value to the 
space provided below: 

Rioq = 

Perform the following steps to verify the 100mA meas- 
urement range: 

1. While in standby, set the Model 236/237 to source 
OV on the I.IV source range, and set compliance to 
100mA. 



+ 
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B. Schematic Equivalent 



Figure F-8. Setup for 100mA Measure Range Verification 
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2. Set the Model 193A to the 2V dc range. 

3. Zero the Model 193A by shorting its input (VOLTS 
HI to LO), and enabling ZERO. 

4. Remove the short from the input of the Model 193A 
and set the calibration source (Models 343A and 
25(X)E) to output 0mA. 

5. Place the Model 236/237 in operate and record the 
voltage measurement from the Model 193A in the 
space below: 



13. Verify that the current reading (I 236 ) on the Model 
236/237 is within the following limits: 

I236 = I-90mA ±{(0.0008) I-90mA +6|xA} 

14. Place the Models 343A and 236/237 in standby. 

F.5.9 100mA Source Range Verification 



VomA — 



V 



Set up the equipment as shown in Figure F-9. The lOQ re- 
sistor (R-185-10) is installed in the test socket. 



6. Calculate the actual current through the resistor as 
follows: 



_ VomA 

lOmA = — T; 

Kioq 



mA 



7. Verify that the current reading (I 236 ) on the Model 
236/237 is within the following limits: 



This procedure requires the characterized value of the 
lOD resistor for current calculations. The characterized 
value of this resistor was previously recorded in step 43 
of paragraph F.5.1 and also used in the previous para- 
graph. Transfer that resistance value to the space pro- 
vided below: 



Rion = 



a 



hse = lomA ±6|JA 

8. Set the calibration source to output +90mA. 

9. Record the voltage from the Model 193A and calcu- 
late the actual current. 



V+90mA = V 



L90mA = 



V+90mA 

Rioq 



nxA 



10. Verify that the current reading (I 236 ) on the Model 
236/237 is within the following limits: 



Perform the following steps to verify the 100mA soxrrce 
range: 

1. While in standby, set the Model 236/237 to source 
0mA on the lOOrriA somrce range and set compliance 
to I.IV. 

2. Set the Model 193A to the 2V dc range. 

3. Zero the Model 193A by shorting its input (VOLTS 
HI to LO), and enabling ZERO. 

4. Remove the short from the input of the Model 193A. 

5. Place the Model 236/237 m operate and record the 
voltage measurement from the Model 193 A in the 
space below: 



VomA — 



V 



I236 = I+90mA ±{(0.0008) I+90mA 46(J.A} 



6. Calculate the actual current through the resistor as 
follows: 



1 1 . Set the calibration source to output -90mA. 

12. Record the voltage from the Model 193A and calcu- 
late the actual current. 



V-90mA = V 



lomA — 



VomA 

Rioq 



mA 



7. Verify that the actual current (lomA) is within the fol- 
lowing limits: 



I-90mA = 



V-90mA 



mA 



lomA = 0mA ±20 |jA 



Rioq 



8. Set the Model 236/237 to output +90mA. 
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9. Record the voltage from the Model 193A and calcu- 
late the actual current. 



12. Record the voltage from the Model 193A and calcu- 
late the actual current. 



V+90mA = . 



V-90mA = . 



V 



l+90mA = 



V+90mA 

Rion 



mA 



l-90mA = 



V-90mA 

Rion 



mA 



10. Verify that the actual current (I+90mA) is within the fol- 13. Verify that the actual current is within the following 

lowing limits: limits: 



I+ 90 mA = 89.914mA to 90.086mA 



I-90mA = -89.914mA to -90.086mA 



11. Set the Model 236/237 to output -90mA. 



14. Place the Model 236/237 in standby. 
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Service Form 

Model No. Serial No. Date 

Name and Telephone No. 

Company 

List all control settings, describe problem and check boxes that apply to problem. 



Q Intermittent 


Q Analog output follows display 


Q Particular range or function bad; specify 


□ IEEE failure 


Q Obvious problem on power-up 


Q Batteries and fuses are OK 


Q Front panel operational 


Q All ranges or functions are bad 


Q Checked all cables 


Display or output (check one) 


□ Drifts 


Q Unable to zero 




Q Unstable 
Q Overload 


Q Will not read applied input 




Q Calibration only 
Q Data required 


Q Certificate of calibration required 





(attach any additional sheets as necessary) 

Show a block diagram of your measurement system including all instruments connected (whether power is turned on or not). 
Also, describe signal source. 



Where is the measurement being performed? (factory, controlled laboratory, out-of-doors, etc.) 



What power line voltage is used? Ambient temperature? ^°F 

Relative humidity? Other? 

Any additional information. (If special modifications have been made by the user, please describe.) 



Be sure to include your name and phone number on this service form. 
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